
March 18, 2011

LIMS USE: FR - JENNIFER STIRK
LIMS OBJECT ID: 3527011

3527011
Project:
Pace Project No.:

RE:

Ms. Jennifer Stirk
Volusia County Solid Waste Management
1990 Tomoka Farms Road
Port Orange, FL 32128

Tomoka LF Benzene Remediation

Dear Ms. Stirk:
Enclosed are the analytical results for sample(s) received by the laboratory between March 01, 2011
and March 02, 2011.  The results relate only to the samples included in this report.  Results reported
herein conform to the most current NELAC standards, where applicable, unless otherwise narrated
in the body of the report.

If you have any questions concerning this report, please feel free to contact me.

Sincerely,

Jeff Baylor

jeff.baylor@pacelabs.com
Project Manager

Enclosures

cc: Ms. Lynne McDaniel, HDR Engineering, Inc.
Ms. Katherine Weitz, HDR Engineering, Inc.
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CERTIFICATIONS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Ormond Beach Certification IDs
8 East Tower Circle, Ormond Beach, FL  32174
Alabama Certification #: 41320
Arizona Certification #: AZ0735
Colorado Certification: FL NELAC Reciprocity
Connecticut Certification #: PH 0216
Florida Certification #: E83079
Georgia Certification #: 955
Guam Certification: FL NELAC Reciprocity
Hawaii Certification: FL NELAC Reciprocity
Kansas Certification #: E-10383
Kentucky Certification #: 90050
Louisiana Certification #: LA090012
Louisiana Environmental Certificate #: 05007
Maine Certification #: FL1264
Massachusetts Certification #: M-FL1264

Michigan Certification #: 9911
Mississippi Certification: FL NELAC Reciprocity
Montana Certification #: Cert 0074
Nevada Certification: FL NELAC Reciprocity
New Hampshire Certification #: 2958
New Jersey Certification #: FL765
New York Certification #: 11608
North Carolina Environmental Certificate #: 667
North Carolina Certification #: 12710
Pennsylvania Certification #: 68-547
Puerto Rico Certification #: FL01264
Tennessee Certification #: TN02974
Texas Certification: FL NELAC Reciprocity
Virginia Certification #: 00432
Wyoming Certification: FL NELAC Reciprocity
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SAMPLE SUMMARY

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Lab ID Sample ID Matrix Date Collected Date Received

3527011001 EQ Blank Water 02/28/11 11:45 03/01/11 07:00

3527011002 B80-2 Water 02/28/11 12:14 03/01/11 07:00

3527011003 B81-4 Water 02/28/11 13:20 03/01/11 07:00

3527011004 B81-4 DUP Water 02/28/11 13:20 03/01/11 07:00

3527011005 B79-1 Water 02/28/11 15:10 03/01/11 07:00

3527011006 B78-1 Water 02/28/11 16:17 03/01/11 07:00

3527011007 Trip blank (02/28/11) Water 02/28/11 08:00 03/01/11 07:00

3527011008 EQ Blank 2 Water 03/01/11 10:10 03/02/11 07:00

3527011009 B-77 Water 03/01/11 11:21 03/02/11 07:00

3527011010 B-77 DUP Water 03/01/11 11:21 03/02/11 07:00

3527011011 B45-2 Water 03/01/11 12:15 03/02/11 07:00

3527011012 B45-1 Water 03/01/11 13:15 03/02/11 07:00

3527011013 B76-1 Water 03/01/11 14:16 03/02/11 07:00

3527011014 B43-1 Water 03/01/11 15:03 03/02/11 07:00

3527011015 B41-1 Water 03/01/11 16:06 03/02/11 07:00

3527011016 Trip Blank 2 (03/01/11) Water 03/01/11 08:00 03/02/11 07:00
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SAMPLE ANALYTE COUNT

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Lab ID Sample ID Method
Analytes
Reported LaboratoryAnalysts

3527011001 EQ Blank EPA 8011 2 PASI-OKMH

EPA 8081 23 PASI-ORWF

EPA 8082 9 PASI-OAE1

EPA 8141 7 PASI-OAE1

EPA 8151 6 PASI-OLJM

EPA 6010 16 PASI-OTAP

EPA 6020 2 PASI-ODRS

EPA 7470 1 PASI-OTAP

EPA 8270 106 PASI-OEAO

EPA 8260 62 PASI-OABD

SM 2540C 1 PASI-OAIS

EPA 9034 1 PASI-OLAJ

EPA 300.0 1 PASI-OKDM

EPA 300.0 1 PASI-OKDM

EPA 350.1 1 PASI-OAMD

EPA 9012 1 PASI-OHEA

3527011002 B80-2 6 PASI-OJSB

EPA 8011 2 PASI-OKMH

EPA 8081 23 PASI-ORWF

EPA 8082 9 PASI-OAE1

EPA 8141 7 PASI-OAE1

EPA 8151 6 PASI-OLJM

EPA 6010 16 PASI-OTAP

EPA 6020 2 PASI-ODRS

EPA 7470 1 PASI-OTAP

EPA 8270 106 PASI-OEAO

EPA 8260 62 PASI-OABD

SM 2540C 1 PASI-OAIS

EPA 9034 1 PASI-OLAJ

EPA 300.0 1 PASI-OKDM

EPA 300.0 1 PASI-OKDM

EPA 350.1 1 PASI-OAMD

EPA 9012 1 PASI-OHEA

3527011003 B81-4 6 PASI-OJSB

EPA 8011 2 PASI-OKMH

EPA 8081 23 PASI-ORWF

EPA 8082 9 PASI-OAE1
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SAMPLE ANALYTE COUNT

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Lab ID Sample ID Method
Analytes
Reported LaboratoryAnalysts

EPA 8141 7 PASI-OAE1

EPA 8151 6 PASI-OLJM

EPA 6010 16 PASI-OTAP

EPA 6020 2 PASI-ODRS

EPA 7470 1 PASI-OTAP

EPA 8270 106 PASI-OEAO

EPA 8260 62 PASI-OABD

SM 2540C 1 PASI-OAIS

EPA 9034 1 PASI-OLAJ

EPA 300.0 1 PASI-OKDM

EPA 300.0 1 PASI-OKDM

EPA 350.1 1 PASI-OAMD

EPA 9012 1 PASI-OHEA

3527011004 B81-4 DUP 6 PASI-OJSB

EPA 8011 2 PASI-OKMH

EPA 8081 23 PASI-ORWF

EPA 8082 9 PASI-OAE1

EPA 8141 7 PASI-OAE1

EPA 8151 6 PASI-OLJM

EPA 6010 16 PASI-OTAP

EPA 6020 2 PASI-ODRS

EPA 7470 1 PASI-OTAP

EPA 8270 106 PASI-OEAO

EPA 8260 62 PASI-OABD

SM 2540C 1 PASI-OAIS

EPA 9034 1 PASI-OLAJ

EPA 300.0 1 PASI-OKDM

EPA 300.0 1 PASI-OKDM

EPA 350.1 1 PASI-OAMD

EPA 9012 1 PASI-OHEA

3527011005 B79-1 6 PASI-OJSB

EPA 8011 2 PASI-OKMH

EPA 8081 23 PASI-ORWF

EPA 8082 9 PASI-OAE1

EPA 8141 7 PASI-OAE1

EPA 8151 6 PASI-OLJM

EPA 6010 16 PASI-OTAP
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SAMPLE ANALYTE COUNT

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Lab ID Sample ID Method
Analytes
Reported LaboratoryAnalysts

EPA 6020 2 PASI-ODRS

EPA 7470 1 PASI-OTAP

EPA 8270 106 PASI-OEAO

EPA 8260 62 PASI-OABD

SM 2540C 1 PASI-OAIS

EPA 9034 1 PASI-OLAJ

EPA 300.0 1 PASI-OKDM

EPA 300.0 1 PASI-OKDM

EPA 350.1 1 PASI-OAMD

EPA 9012 1 PASI-OHEA

3527011006 B78-1 6 PASI-OJSB

EPA 8011 2 PASI-OKMH

EPA 8081 23 PASI-ORWF

EPA 8082 9 PASI-OAE1

EPA 8141 7 PASI-OAE1

EPA 8151 6 PASI-OLJM

EPA 6010 16 PASI-OTAP

EPA 6020 2 PASI-ODRS

EPA 7470 1 PASI-OTAP

EPA 8270 106 PASI-OEAO

EPA 8260 62 PASI-OABD

SM 2540C 1 PASI-OAIS

EPA 9034 1 PASI-OLAJ

EPA 300.0 1 PASI-OKDM

EPA 300.0 1 PASI-OKDM

EPA 350.1 1 PASI-OAMD

EPA 9012 1 PASI-OHEA

3527011007 Trip blank (02/28/11) EPA 8260 64 PASI-OABD

3527011008 EQ Blank 2 EPA 8011 2 PASI-OKMH

EPA 8081 23 PASI-ORWF

EPA 8082 9 PASI-OAE1

EPA 8141 7 PASI-OWFH

EPA 8151 6 PASI-OLJM

EPA 6010 16 PASI-OTAP

EPA 6020 2 PASI-ODRS

EPA 7470 1 PASI-ODRS

EPA 8270 106 PASI-OEAO
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SAMPLE ANALYTE COUNT

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Lab ID Sample ID Method
Analytes
Reported LaboratoryAnalysts

EPA 8260 62 PASI-OABD

SM 2540C 1 PASI-OAIS

EPA 9034 1 PASI-OIRL

EPA 300.0 1 PASI-OKDM

EPA 300.0 1 PASI-OKDM

EPA 350.1 1 PASI-OAMD

EPA 9012 1 PASI-OHEA

3527011009 B-77 6 PASI-OJSB

EPA 8011 2 PASI-OKMH

EPA 8081 23 PASI-ORWF

EPA 8082 9 PASI-OAE1

EPA 8141 7 PASI-OAE1

EPA 8151 6 PASI-OLJM

EPA 6010 16 PASI-OTAP

EPA 6020 2 PASI-ODRS

EPA 7470 1 PASI-ODRS

EPA 8270 106 PASI-OEAO

EPA 8260 62 PASI-OABD

SM 2540C 1 PASI-OAIS

EPA 9034 1 PASI-OIRL

EPA 300.0 2 PASI-OKDM

EPA 300.0 1 PASI-OKDM

EPA 350.1 1 PASI-OAMD

EPA 9012 1 PASI-OHEA

3527011010 B-77 DUP 6 PASI-OJSB

EPA 8011 2 PASI-OKMH

EPA 8081 23 PASI-ORWF

EPA 8082 9 PASI-OAE1

EPA 8141 7 PASI-OAE1

EPA 8151 6 PASI-OLJM

EPA 6010 16 PASI-OTAP

EPA 6020 2 PASI-ODRS

EPA 7470 1 PASI-ODRS

EPA 8270 106 PASI-OEAO

EPA 8260 62 PASI-OABD

SM 2540C 1 PASI-OAIS

EPA 9034 1 PASI-OIRL
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SAMPLE ANALYTE COUNT

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Lab ID Sample ID Method
Analytes
Reported LaboratoryAnalysts

EPA 300.0 1 PASI-OKDM

EPA 300.0 1 PASI-OKDM

EPA 350.1 1 PASI-OAMD

EPA 9012 1 PASI-OHEA

3527011011 B45-2 6 PASI-OJSB

EPA 8011 2 PASI-OKMH

EPA 8081 23 PASI-ORWF

EPA 8082 9 PASI-OAE1

EPA 8141 7 PASI-OAE1

EPA 8151 6 PASI-OLJM

EPA 6010 16 PASI-OTAP

EPA 6020 2 PASI-ODRS

EPA 7470 1 PASI-ODRS

EPA 8270 106 PASI-OEAO

EPA 8260 62 PASI-OABD

EPA 9034 1 PASI-OIRL

EPA 9012 1 PASI-OHEA

3527011012 B45-1 6 PASI-OJSB

EPA 8011 2 PASI-OKMH

EPA 8081 23 PASI-ORWF

EPA 8082 9 PASI-OAE1

EPA 8141 7 PASI-OAE1

EPA 8151 6 PASI-OLJM

EPA 6010 16 PASI-OTAP

EPA 6020 2 PASI-ODRS

EPA 7470 1 PASI-ODRS

EPA 8270 106 PASI-OEAO

EPA 8260 62 PASI-OABD

EPA 9034 1 PASI-OIRL

EPA 9012 1 PASI-OHEA

3527011013 B76-1 6 PASI-OJSB

EPA 8011 2 PASI-OKMH

EPA 8081 23 PASI-ORWF

EPA 8082 9 PASI-OAE1

EPA 8141 7 PASI-OAE1

EPA 8151 6 PASI-OLJM

EPA 6010 16 PASI-OTAP
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SAMPLE ANALYTE COUNT

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Lab ID Sample ID Method
Analytes
Reported LaboratoryAnalysts

EPA 6020 2 PASI-ODRS

EPA 7470 1 PASI-ODRS

EPA 8270 106 PASI-OEAO

EPA 8260 62 PASI-OABD

SM 2540C 1 PASI-OAIS

EPA 9034 1 PASI-OIRL

EPA 300.0 1 PASI-OKDM

EPA 300.0 1 PASI-OKDM

EPA 350.1 1 PASI-OAMD

EPA 9012 1 PASI-OHEA

3527011014 B43-1 6 PASI-OJSB

EPA 8011 2 PASI-OKMH

EPA 8081 23 PASI-ORWF

EPA 8082 9 PASI-OAE1

EPA 8141 7 PASI-OAE1

EPA 8151 6 PASI-OLJM

EPA 6010 16 PASI-OTAP

EPA 6020 2 PASI-ODRS

EPA 7470 1 PASI-ODRS

EPA 8270 106 PASI-OEAO

EPA 8260 62 PASI-OABD

EPA 9034 1 PASI-OIRL

EPA 9012 1 PASI-OHEA

3527011015 B41-1 6 PASI-OJSB

EPA 8011 2 PASI-OKMH

EPA 8081 23 PASI-ORWF

EPA 8082 9 PASI-OAE1

EPA 8141 7 PASI-OAE1

EPA 8151 6 PASI-OLJM

EPA 6010 16 PASI-OTAP

EPA 6020 2 PASI-ODRS

EPA 7470 1 PASI-ODRS

EPA 8270 106 PASI-OEAO

EPA 8260 62 PASI-OABD

EPA 9034 1 PASI-OIRL

EPA 9012 1 PASI-OHEA

3527011016 Trip Blank 2 (03/01/11) EPA 8260 64 PASI-OABD
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PROJECT NARRATIVE

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Date: March 18, 2011

Sample 3527011015 was diluted for 8260 due to matrix interference.
The results for Kepone, a,a-Dimethylphenethylamine, and 1,4-Phenylenediamine on work order 3527011 were reported as a Tentively
Indentified Compounds (TIC).
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PROJECT NARRATIVE

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Method:

Client: Volusia County Solid Waste Management
Date: March 18, 2011

Description: Field Data

General Information:
12 samples were analyzed for .  All samples were received in acceptable condition with any exceptions noted below.

Hold Time:
The samples were analyzed within the method required hold times with any exceptions noted below.

Initial Calibrations (including MS Tune as applicable):
All criteria were within method requirements with any exceptions noted below.

Continuing Calibration:
All criteria were within method requirements with any exceptions noted below.

Internal Standards:
All internal standards were within QC limits with any exceptions noted below.

Surrogates:
All surrogates were within QC limits with any exceptions noted below.

Method Blank:
All analytes were below the report limit in the method blank with any exceptions noted below.

Laboratory Control Spike:
All laboratory control spike compounds were within QC limits with any exceptions noted below.

Matrix Spikes:
All percent recoveries and relative percent differences (RPDs) were within acceptance criteria with any exceptions noted below.

Duplicate Sample:
All duplicate sample results were within method acceptance criteria with any exceptions noted below.

Additional Comments:
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PROJECT NARRATIVE

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Method:

Client: Volusia County Solid Waste Management

EPA 8011

Date: March 18, 2011

Description: 8011 GCS EDB and DBCP

General Information:
14 samples were analyzed for EPA 8011.  All samples were received in acceptable condition with any exceptions noted below.

Hold Time:
The samples were analyzed within the method required hold times with any exceptions noted below.

Sample Preparation:
The samples were prepared in accordance with EPA 8011 with any exceptions noted below.

Initial Calibrations (including MS Tune as applicable):
All criteria were within method requirements with any exceptions noted below.

Continuing Calibration:
All criteria were within method requirements with any exceptions noted below.

Surrogates:
All surrogates were within QC limits with any exceptions noted below.

Method Blank:
All analytes were below the report limit in the method blank with any exceptions noted below.

Laboratory Control Spike:
All laboratory control spike compounds were within QC limits with any exceptions noted below.

Matrix Spikes:
All percent recoveries and relative percent differences (RPDs) were within acceptance criteria with any exceptions noted below.

Duplicate Sample:
All duplicate sample results were within method acceptance criteria with any exceptions noted below.

Additional Comments:
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PROJECT NARRATIVE

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Method:

Client: Volusia County Solid Waste Management

EPA 8081

Date: March 18, 2011

Description: 8081 GCS Pesticides

General Information:
14 samples were analyzed for EPA 8081.  All samples were received in acceptable condition with any exceptions noted below.

Hold Time:
The samples were analyzed within the method required hold times with any exceptions noted below.

Sample Preparation:
The samples were prepared in accordance with EPA 3510 with any exceptions noted below.

Initial Calibrations (including MS Tune as applicable):
All criteria were within method requirements with any exceptions noted below.

Continuing Calibration:
All criteria were within method requirements with any exceptions noted below.

Surrogates:
All surrogates were within QC limits with any exceptions noted below.

Method Blank:
All analytes were below the report limit in the method blank with any exceptions noted below.

Laboratory Control Spike:
All laboratory control spike compounds were within QC limits with any exceptions noted below.

QC Batch: OEXT/4236
J(L0): Estimated Value. Analyte recovery in the laboratory control sample (LCS) was outside QC limits.

• LCS  (Lab ID: 176805)
• 4,4'-DDT

Matrix Spikes:
All percent recoveries and relative percent differences (RPDs) were within acceptance criteria with any exceptions noted below.

QC Batch: OEXT/4236
A matrix spike and matrix spike duplicate (MS/MSD) were performed on the following sample(s):  3527011002

J(M1): Estimated Value. Matrix spike recovery exceeded QC limits.  Batch accepted based on laboratory control sample (LCS)
recovery.

• MS  (Lab ID: 176857)
• 4,4'-DDE
• 4,4'-DDT
• Endosulfan sulfate

• MSD  (Lab ID: 176858)
• 4,4'-DDE
• 4,4'-DDT
• Endosulfan sulfate
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PROJECT NARRATIVE

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Method:

Client: Volusia County Solid Waste Management

EPA 8081

Date: March 18, 2011

Description: 8081 GCS Pesticides

Duplicate Sample:
All duplicate sample results were within method acceptance criteria with any exceptions noted below.

Additional Comments:
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PROJECT NARRATIVE

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Method:

Client: Volusia County Solid Waste Management

EPA 8082

Date: March 18, 2011

Description: 8082 GCS PCB

General Information:
14 samples were analyzed for EPA 8082.  All samples were received in acceptable condition with any exceptions noted below.

Hold Time:
The samples were analyzed within the method required hold times with any exceptions noted below.

Sample Preparation:
The samples were prepared in accordance with EPA 3510 with any exceptions noted below.

Initial Calibrations (including MS Tune as applicable):
All criteria were within method requirements with any exceptions noted below.

Continuing Calibration:
All criteria were within method requirements with any exceptions noted below.

Surrogates:
All surrogates were within QC limits with any exceptions noted below.

QC Batch: OEXT/4237
J(S0): Estimated Value. Surrogate recovery outside laboratory control limits.

• LCS  (Lab ID: 176807)
• Tetrachloro-m-xylene (S)

• MS  (Lab ID: 176859)
• Decachlorobiphenyl (S)

• MSD  (Lab ID: 176860)
• Decachlorobiphenyl (S)

J(S2): Estimated Value. Surrogate recovery outside laboratory control limits due to matrix interferences (confirmed by similar results
from sample re-analysis).

• B81-4  (Lab ID: 3527011003)
• Decachlorobiphenyl (S)

J(S5): Estimated Value. Surrogate recovery outside control limits due to matrix interferences (not confirmed by re-analysis).
• B-77  (Lab ID: 3527011009)

• Decachlorobiphenyl (S)
• B-77 DUP  (Lab ID: 3527011010)

• Decachlorobiphenyl (S)
• B80-2  (Lab ID: 3527011002)

• Decachlorobiphenyl (S)
S3: Surrogate recovery exceeded laboratory control limits. Analyte presence below reporting limits in associated samples.  Results
unaffected by high bias.

• B-77 DUP  (Lab ID: 3527011010)
• Tetrachloro-m-xylene (S)

• B79-1  (Lab ID: 3527011005)
• Tetrachloro-m-xylene (S)

• B80-2  (Lab ID: 3527011002)
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PROJECT NARRATIVE

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Method:

Client: Volusia County Solid Waste Management

EPA 8082

Date: March 18, 2011

Description: 8082 GCS PCB

QC Batch: OEXT/4237
S3: Surrogate recovery exceeded laboratory control limits. Analyte presence below reporting limits in associated samples.  Results
unaffected by high bias.

• Tetrachloro-m-xylene (S)
• BLANK  (Lab ID: 176806)

• Tetrachloro-m-xylene (S)
• EQ Blank  (Lab ID: 3527011001)

• Tetrachloro-m-xylene (S)

Method Blank:
All analytes were below the report limit in the method blank with any exceptions noted below.

Laboratory Control Spike:
All laboratory control spike compounds were within QC limits with any exceptions noted below.

Matrix Spikes:
All percent recoveries and relative percent differences (RPDs) were within acceptance criteria with any exceptions noted below.

Duplicate Sample:
All duplicate sample results were within method acceptance criteria with any exceptions noted below.

Additional Comments:
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PROJECT NARRATIVE

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Method:

Client: Volusia County Solid Waste Management

EPA 8141

Date: March 18, 2011

Description: 8141 GCS O/P Pesticides

General Information:
14 samples were analyzed for EPA 8141.  All samples were received in acceptable condition with any exceptions noted below.

Hold Time:
The samples were analyzed within the method required hold times with any exceptions noted below.

Sample Preparation:
The samples were prepared in accordance with EPA 3510 with any exceptions noted below.

Initial Calibrations (including MS Tune as applicable):
All criteria were within method requirements with any exceptions noted below.

Continuing Calibration:
All criteria were within method requirements with any exceptions noted below.

Surrogates:
All surrogates were within QC limits with any exceptions noted below.

Method Blank:
All analytes were below the report limit in the method blank with any exceptions noted below.

Laboratory Control Spike:
All laboratory control spike compounds were within QC limits with any exceptions noted below.

Matrix Spikes:
All percent recoveries and relative percent differences (RPDs) were within acceptance criteria with any exceptions noted below.

A matrix spike/matrix spike duplicate was not performed due to insufficient sample volume.
QC Batch: GCSV/3246

Duplicate Sample:
All duplicate sample results were within method acceptance criteria with any exceptions noted below.

Additional Comments:
Analyte Comments:

QC Batch: OEXT/4251
1p: Insufficient sample volume to re-extract.

• B-77  (Lab ID: 3527011009)
• 4-Chloro3nitrobenzotrifluoride

• B80-2  (Lab ID: 3527011002)
• 4-Chloro3nitrobenzotrifluoride

• B81-4  (Lab ID: 3527011003)
• 4-Chloro3nitrobenzotrifluoride
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PROJECT NARRATIVE

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Method:

Client: Volusia County Solid Waste Management

EPA 8141

Date: March 18, 2011

Description: 8141 GCS O/P Pesticides

Analyte Comments:

QC Batch: OEXT/4251
3p: The internal standard response associated with this result exceeds the upper control limit.  However, the data is accepted based
on surrogate compound recovery meeting control limits.

• B-77  (Lab ID: 3527011009)
• 4-Chloro3nitrobenzotrifluoride

• B78-1  (Lab ID: 3527011006)
• 4-Chloro3nitrobenzotrifluoride

• B79-1  (Lab ID: 3527011005)
• 4-Chloro3nitrobenzotrifluoride

• B80-2  (Lab ID: 3527011002)
• 4-Chloro3nitrobenzotrifluoride

• B81-4  (Lab ID: 3527011003)
• 4-Chloro3nitrobenzotrifluoride

• B81-4 DUP  (Lab ID: 3527011004)
• 4-Chloro3nitrobenzotrifluoride

C0: Result confirmed by second analysis.
• B-77 DUP  (Lab ID: 3527011010)

• 4-Chloro3nitrobenzotrifluoride
• B41-1  (Lab ID: 3527011015)

• 4-Chloro3nitrobenzotrifluoride
• B43-1  (Lab ID: 3527011014)

• 4-Chloro3nitrobenzotrifluoride
• B45-1  (Lab ID: 3527011012)

• 4-Chloro3nitrobenzotrifluoride
• B45-2  (Lab ID: 3527011011)

• 4-Chloro3nitrobenzotrifluoride
• B76-1  (Lab ID: 3527011013)

• 4-Chloro3nitrobenzotrifluoride
• B78-1  (Lab ID: 3527011006)

• 4-Chloro3nitrobenzotrifluoride
• B79-1  (Lab ID: 3527011005)

• 4-Chloro3nitrobenzotrifluoride
• B81-4 DUP  (Lab ID: 3527011004)

• 4-Chloro3nitrobenzotrifluoride
• EQ Blank  (Lab ID: 3527011001)

• 4-Chloro3nitrobenzotrifluoride
• EQ Blank 2  (Lab ID: 3527011008)

• 4-Chloro3nitrobenzotrifluoride
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PROJECT NARRATIVE

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Method:

Client: Volusia County Solid Waste Management

EPA 8151

Date: March 18, 2011

Description: 8151 Chlorinated Herbicides

General Information:
14 samples were analyzed for EPA 8151.  All samples were received in acceptable condition with any exceptions noted below.

Hold Time:
The samples were analyzed within the method required hold times with any exceptions noted below.

Sample Preparation:
The samples were prepared in accordance with EPA 8151 with any exceptions noted below.

Initial Calibrations (including MS Tune as applicable):
All criteria were within method requirements with any exceptions noted below.

Continuing Calibration:
All criteria were within method requirements with any exceptions noted below.

Surrogates:
All surrogates were within QC limits with any exceptions noted below.

QC Batch: OEXT/4262
J(S5): Estimated Value. Surrogate recovery outside control limits due to matrix interferences (not confirmed by re-analysis).

• B43-1  (Lab ID: 3527011014)
• 2,4-DCPA (S)

S3: Surrogate recovery exceeded laboratory control limits. Analyte presence below reporting limits in associated samples.  Results
unaffected by high bias.

• B-77  (Lab ID: 3527011009)
• 2,4-DCPA (S)

• B-77 DUP  (Lab ID: 3527011010)
• 2,4-DCPA (S)

Method Blank:
All analytes were below the report limit in the method blank with any exceptions noted below.

Laboratory Control Spike:
All laboratory control spike compounds were within QC limits with any exceptions noted below.

QC Batch: OEXT/4262
J(L0): Estimated Value. Analyte recovery in the laboratory control sample (LCS) was outside QC limits.

• LCS  (Lab ID: 178398)
• Dinoseb
• Pentachlorophenol

Matrix Spikes:
All percent recoveries and relative percent differences (RPDs) were within acceptance criteria with any exceptions noted below.
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PROJECT NARRATIVE

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Method:

Client: Volusia County Solid Waste Management

EPA 8151

Date: March 18, 2011

Description: 8151 Chlorinated Herbicides

QC Batch: OEXT/4233
A matrix spike and matrix spike duplicate (MS/MSD) were performed on the following sample(s):  9288508002

J(M1): Estimated Value. Matrix spike recovery exceeded QC limits.  Batch accepted based on laboratory control sample (LCS)
recovery.

• MS  (Lab ID: 176730)
• Pentachlorophenol

• MSD  (Lab ID: 176731)
• Pentachlorophenol

Duplicate Sample:
All duplicate sample results were within method acceptance criteria with any exceptions noted below.

Additional Comments:
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PROJECT NARRATIVE

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Method:

Client: Volusia County Solid Waste Management

EPA 6010

Date: March 18, 2011

Description: 6010 MET ICP

General Information:
14 samples were analyzed for EPA 6010.  All samples were received in acceptable condition with any exceptions noted below.

Hold Time:
The samples were analyzed within the method required hold times with any exceptions noted below.

Sample Preparation:
The samples were prepared in accordance with EPA 3010 with any exceptions noted below.

Initial Calibrations (including MS Tune as applicable):
All criteria were within method requirements with any exceptions noted below.

Continuing Calibration:
All criteria were within method requirements with any exceptions noted below.

Method Blank:
All analytes were below the report limit in the method blank with any exceptions noted below.

Laboratory Control Spike:
All laboratory control spike compounds were within QC limits with any exceptions noted below.

Matrix Spikes:
All percent recoveries and relative percent differences (RPDs) were within acceptance criteria with any exceptions noted below.

Duplicate Sample:
All duplicate sample results were within method acceptance criteria with any exceptions noted below.

Additional Comments:
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PROJECT NARRATIVE

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Method:

Client: Volusia County Solid Waste Management

EPA 6020

Date: March 18, 2011

Description: 6020 MET ICPMS

General Information:
14 samples were analyzed for EPA 6020.  All samples were received in acceptable condition with any exceptions noted below.

Hold Time:
The samples were analyzed within the method required hold times with any exceptions noted below.

Sample Preparation:
The samples were prepared in accordance with EPA 3010 with any exceptions noted below.

Initial Calibrations (including MS Tune as applicable):
All criteria were within method requirements with any exceptions noted below.

Continuing Calibration:
All criteria were within method requirements with any exceptions noted below.

Internal Standards:
All internal standards were within QC limits with any exceptions noted below.

Method Blank:
All analytes were below the report limit in the method blank with any exceptions noted below.

Laboratory Control Spike:
All laboratory control spike compounds were within QC limits with any exceptions noted below.

Matrix Spikes:
All percent recoveries and relative percent differences (RPDs) were within acceptance criteria with any exceptions noted below.

Duplicate Sample:
All duplicate sample results were within method acceptance criteria with any exceptions noted below.

Additional Comments:
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PROJECT NARRATIVE

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Method:

Client: Volusia County Solid Waste Management

EPA 7470

Date: March 18, 2011

Description: 7470 Mercury

General Information:
14 samples were analyzed for EPA 7470.  All samples were received in acceptable condition with any exceptions noted below.

Hold Time:
The samples were analyzed within the method required hold times with any exceptions noted below.

Sample Preparation:
The samples were prepared in accordance with EPA 7470 with any exceptions noted below.

Initial Calibrations (including MS Tune as applicable):
All criteria were within method requirements with any exceptions noted below.

Continuing Calibration:
All criteria were within method requirements with any exceptions noted below.

Method Blank:
All analytes were below the report limit in the method blank with any exceptions noted below.

Laboratory Control Spike:
All laboratory control spike compounds were within QC limits with any exceptions noted below.

Matrix Spikes:
All percent recoveries and relative percent differences (RPDs) were within acceptance criteria with any exceptions noted below.

QC Batch: MERP/1781
A matrix spike and matrix spike duplicate (MS/MSD) were performed on the following sample(s):  3526989027,3526989035

J(M1): Estimated Value. Matrix spike recovery exceeded QC limits.  Batch accepted based on laboratory control sample (LCS)
recovery.

• MS  (Lab ID: 178430)
• Mercury

• MSD  (Lab ID: 178429)
• Mercury

• MSD  (Lab ID: 178431)
• Mercury

Duplicate Sample:
All duplicate sample results were within method acceptance criteria with any exceptions noted below.

Additional Comments:
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PROJECT NARRATIVE

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Method:

Client: Volusia County Solid Waste Management

EPA 8270

Date: March 18, 2011

Description: 8270 MSSV SemiVOA App. II

General Information:
14 samples were analyzed for EPA 8270.  All samples were received in acceptable condition with any exceptions noted below.

Hold Time:
The samples were analyzed within the method required hold times with any exceptions noted below.

Sample Preparation:
The samples were prepared in accordance with EPA 3510 with any exceptions noted below.

Initial Calibrations (including MS Tune as applicable):
All criteria were within method requirements with any exceptions noted below.

Continuing Calibration:
All criteria were within method requirements with any exceptions noted below.

Internal Standards:
All internal standards were within QC limits with any exceptions noted below.

Surrogates:
All surrogates were within QC limits with any exceptions noted below.

QC Batch: OEXT/4228
J(S0): Estimated Value. Surrogate recovery outside laboratory control limits.

• B-77  (Lab ID: 3527011009)
• 2-Fluorophenol (S)

• B-77 DUP  (Lab ID: 3527011010)
• 2-Fluorophenol (S)

• B45-1  (Lab ID: 3527011012)
• 2-Fluorophenol (S)

• B45-2  (Lab ID: 3527011011)
• 2-Fluorophenol (S)

• B76-1  (Lab ID: 3527011013)
• 2-Fluorophenol (S)

• B81-4 DUP  (Lab ID: 3527011004)
• 2-Fluorophenol (S)

Method Blank:
All analytes were below the report limit in the method blank with any exceptions noted below.

Laboratory Control Spike:
All laboratory control spike compounds were within QC limits with any exceptions noted below.
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PROJECT NARRATIVE

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Method:

Client: Volusia County Solid Waste Management

EPA 8270

Date: March 18, 2011

Description: 8270 MSSV SemiVOA App. II

QC Batch: OEXT/4228
J(L0): Estimated Value. Analyte recovery in the laboratory control sample (LCS) was outside QC limits.

• LCS  (Lab ID: 176450)
• 4-Chlorophenylphenyl ether

Matrix Spikes:
All percent recoveries and relative percent differences (RPDs) were within acceptance criteria with any exceptions noted below.

QC Batch: OEXT/4228
A matrix spike and matrix spike duplicate (MS/MSD) were performed on the following sample(s):  3526942001

J(D6): Estimated Value. The relative percent difference (RPD) between the sample and sample duplicate exceeded laboratory
control limits.

• MSD  (Lab ID: 176872)
• 2,3,4,6-Tetrachlorophenol

J(M1): Estimated Value. Matrix spike recovery exceeded QC limits.  Batch accepted based on laboratory control sample (LCS)
recovery.

• MS  (Lab ID: 176871)
• 2,4-Dinitrophenol
• 2,6-Dichlorophenol
• 4,6-Dinitro-2-methylphenol
• 4-Nitrophenol

• MSD  (Lab ID: 176872)
• 2,4-Dinitrophenol
• 2,6-Dichlorophenol
• 2-Acetylaminofluorene
• 4-Nitrophenol
• Isosafrole

Duplicate Sample:
All duplicate sample results were within method acceptance criteria with any exceptions noted below.

Additional Comments:
Analyte Comments:

QC Batch: OEXT/4228
2p: The initial calibration for this compound is outside of method control limits, however the analyte was detected at or below the
reporting limit demonstrating appropriate instrument sensitivity.  Analyte is being reported as qualitative and reported value should
be considered an estimated value.

• BLANK  (Lab ID: 176449)
• 4-Nitrophenol

• LCS  (Lab ID: 176450)
• 4-Nitrophenol

• MS  (Lab ID: 176871)
• 4-Nitrophenol

• MSD  (Lab ID: 176872)
• 4-Nitrophenol
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PROJECT NARRATIVE

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Method:

Client: Volusia County Solid Waste Management

EPA 8270

Date: March 18, 2011

Description: 8270 MSSV SemiVOA App. II

Analyte Comments:

QC Batch: OEXT/4228
6p: The second source verification for this analyte did not meet acceptance criteria, however the analyte was detectable at or below
the reporting limit.  Value reported should be considered an estimated value.

• B-77  (Lab ID: 3527011009)
• 1,2,4,5-Tetrachlorobenzene

• B-77 DUP  (Lab ID: 3527011010)
• 1,2,4,5-Tetrachlorobenzene

• B41-1  (Lab ID: 3527011015)
• 1,2,4,5-Tetrachlorobenzene

• B43-1  (Lab ID: 3527011014)
• 1,2,4,5-Tetrachlorobenzene

• B45-1  (Lab ID: 3527011012)
• 1,2,4,5-Tetrachlorobenzene

• B45-2  (Lab ID: 3527011011)
• 1,2,4,5-Tetrachlorobenzene

• B76-1  (Lab ID: 3527011013)
• 1,2,4,5-Tetrachlorobenzene

• B78-1  (Lab ID: 3527011006)
• 1,2,4,5-Tetrachlorobenzene

• B79-1  (Lab ID: 3527011005)
• 1,2,4,5-Tetrachlorobenzene

• B80-2  (Lab ID: 3527011002)
• 1,2,4,5-Tetrachlorobenzene

• B81-4  (Lab ID: 3527011003)
• 1,2,4,5-Tetrachlorobenzene

• B81-4 DUP  (Lab ID: 3527011004)
• 1,2,4,5-Tetrachlorobenzene

• EQ Blank  (Lab ID: 3527011001)
• 1,2,4,5-Tetrachlorobenzene

• EQ Blank 2  (Lab ID: 3527011008)
• 1,2,4,5-Tetrachlorobenzene

7p: This analyte did not meet the secondary source verification criteria for the initial calibration, though the analyte was detectable at
or below the reporting limit ensuring adequate instrument sensitivity.  The reported result is qualitative and should be considered an
estimated value.

• BLANK  (Lab ID: 176449)
• Isosafrole

• LCS  (Lab ID: 176450)
• Isosafrole

• MS  (Lab ID: 176871)
• Isosafrole

• MSD  (Lab ID: 176872)
• Isosafrole

D4: Sample was diluted due to the presence of high levels of target analytes.
• B79-1  (Lab ID: 3527011005)

• 3&4-Methylphenol(m&p Cresol)
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PROJECT NARRATIVE

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Method:

Client: Volusia County Solid Waste Management

EPA 8260

Date: March 18, 2011

Description: 8260 MSV

General Information:
16 samples were analyzed for EPA 8260.  All samples were received in acceptable condition with any exceptions noted below.

Hold Time:
The samples were analyzed within the method required hold times with any exceptions noted below.

Initial Calibrations (including MS Tune as applicable):
All criteria were within method requirements with any exceptions noted below.

Continuing Calibration:
All criteria were within method requirements with any exceptions noted below.

Internal Standards:
All internal standards were within QC limits with any exceptions noted below.

Surrogates:
All surrogates were within QC limits with any exceptions noted below.

QC Batch: MSV/2818
J(S0): Estimated Value. Surrogate recovery outside laboratory control limits.

• B-77  (Lab ID: 3527011009)
• 4-Bromofluorobenzene (S)

Method Blank:
All analytes were below the report limit in the method blank with any exceptions noted below.

Laboratory Control Spike:
All laboratory control spike compounds were within QC limits with any exceptions noted below.

Matrix Spikes:
All percent recoveries and relative percent differences (RPDs) were within acceptance criteria with any exceptions noted below.

QC Batch: MSV/2815
A matrix spike and matrix spike duplicate (MS/MSD) were performed on the following sample(s):  3527011001

J(M1): Estimated Value. Matrix spike recovery exceeded QC limits.  Batch accepted based on laboratory control sample (LCS)
recovery.

• MS  (Lab ID: 180554)
• 1,2,3-Trichloropropane
• 1,2,4-Trichlorobenzene
• 1,2-Dibromo-3-chloropropane
• Bromoform
• Chlorobenzene
• Dibromochloromethane
• Ethylbenzene
• Hexachloro-1,3-butadiene
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Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Method:

Client: Volusia County Solid Waste Management

EPA 8260

Date: March 18, 2011

Description: 8260 MSV

QC Batch: MSV/2815
A matrix spike and matrix spike duplicate (MS/MSD) were performed on the following sample(s):  3527011001

J(M1): Estimated Value. Matrix spike recovery exceeded QC limits.  Batch accepted based on laboratory control sample (LCS)
recovery.

• Isobutyl Alcohol
• Styrene
• Tetrachloroethene
• Trichloroethene
• trans-1,3-Dichloropropene
• trans-1,4-Dichloro-2-butene

• MSD  (Lab ID: 180555)
• Carbon disulfide

QC Batch: MSV/2816
A matrix spike and matrix spike duplicate (MS/MSD) were performed on the following sample(s):  3526989026

J(D6): Estimated Value. The relative percent difference (RPD) between the sample and sample duplicate exceeded laboratory
control limits.

• MSD  (Lab ID: 180575)
• 1,2,4-Trichlorobenzene
• Acrolein
• Acrylonitrile
• Dichlorodifluoromethane
• Hexachloro-1,3-butadiene
• Tetrachloroethene

J(M1): Estimated Value. Matrix spike recovery exceeded QC limits.  Batch accepted based on laboratory control sample (LCS)
recovery.

• MS  (Lab ID: 180574)
• 1,2,4-Trichlorobenzene
• 1,2-Dibromo-3-chloropropane
• 2-Butanone (MEK)
• 2-Hexanone
• Acetone
• Acrolein
• Acrylonitrile
• Bromoform
• Chlorobenzene
• Dibromochloromethane
• Dichlorodifluoromethane
• Ethylbenzene
• Hexachloro-1,3-butadiene
• Isobutyl Alcohol
• Styrene
• Tetrachloroethene
• Trichloroethene
• Vinyl acetate
• trans-1,3-Dichloropropene
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PROJECT NARRATIVE

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Method:

Client: Volusia County Solid Waste Management

EPA 8260

Date: March 18, 2011

Description: 8260 MSV

QC Batch: MSV/2816
A matrix spike and matrix spike duplicate (MS/MSD) were performed on the following sample(s):  3526989026

J(M1): Estimated Value. Matrix spike recovery exceeded QC limits.  Batch accepted based on laboratory control sample (LCS)
recovery.

• trans-1,4-Dichloro-2-butene
• MSD  (Lab ID: 180575)

• Carbon disulfide

QC Batch: MSV/2818
A matrix spike and matrix spike duplicate (MS/MSD) were performed on the following sample(s):  3527011009

J(D6): Estimated Value. The relative percent difference (RPD) between the sample and sample duplicate exceeded laboratory
control limits.

• MSD  (Lab ID: 180784)
• Iodomethane
• Isobutyl Alcohol
• Vinyl acetate

J(M1): Estimated Value. Matrix spike recovery exceeded QC limits.  Batch accepted based on laboratory control sample (LCS)
recovery.

• MS  (Lab ID: 180783)
• Bromoform
• Bromomethane
• Dibromochloromethane
• Iodomethane
• Isobutyl Alcohol
• Propionitrile
• Tetrachloroethene
• Vinyl acetate

• MSD  (Lab ID: 180784)
• Bromoform
• Bromomethane
• Isobutyl Alcohol
• Propionitrile

Duplicate Sample:
All duplicate sample results were within method acceptance criteria with any exceptions noted below.

Additional Comments:
Analyte Comments:

QC Batch: MSV/2815

• MS  (Lab ID: 180554)
• 2-Chloroethylvinyl ether

• MSD  (Lab ID: 180555)
• 2-Chloroethylvinyl ether
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Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Method:

Client: Volusia County Solid Waste Management

EPA 8260

Date: March 18, 2011

Description: 8260 MSV

Analyte Comments:

QC Batch: MSV/2816
4p: The recovery for the LCS was outside method guidance criteria (HIGH) bias.  However, the NELAC standards consider the batch
in control with up to 4 analytes exceeding the recommended control limits for methods with 71 to 90 analytes in the list.

• LCS  (Lab ID: 180573)
• 1,2,3-Trichloropropane
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Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Method:

Client: Volusia County Solid Waste Management

SM 2540C

Date: March 18, 2011

Description: 2540C Total Dissolved Solids

General Information:
10 samples were analyzed for SM 2540C.  All samples were received in acceptable condition with any exceptions noted below.

Hold Time:
The samples were analyzed within the method required hold times with any exceptions noted below.

Method Blank:
All analytes were below the report limit in the method blank with any exceptions noted below.

Laboratory Control Spike:
All laboratory control spike compounds were within QC limits with any exceptions noted below.

Matrix Spikes:
All percent recoveries and relative percent differences (RPDs) were within acceptance criteria with any exceptions noted below.

Duplicate Sample:
All duplicate sample results were within method acceptance criteria with any exceptions noted below.

Additional Comments:
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Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Method:

Client: Volusia County Solid Waste Management

EPA 9034

Date: March 18, 2011

Description: 9034 Sulfide Water

General Information:
14 samples were analyzed for EPA 9034.  All samples were received in acceptable condition with any exceptions noted below.

Hold Time:
The samples were analyzed within the method required hold times with any exceptions noted below.

Method Blank:
All analytes were below the report limit in the method blank with any exceptions noted below.

Laboratory Control Spike:
All laboratory control spike compounds were within QC limits with any exceptions noted below.

Matrix Spikes:
All percent recoveries and relative percent differences (RPDs) were within acceptance criteria with any exceptions noted below.

Duplicate Sample:
All duplicate sample results were within method acceptance criteria with any exceptions noted below.

Additional Comments:
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PROJECT NARRATIVE

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Method:

Client: Volusia County Solid Waste Management

EPA 300.0

Date: March 18, 2011

Description: 300.0 IC Anions

General Information:
10 samples were analyzed for EPA 300.0.  All samples were received in acceptable condition with any exceptions noted below.

Hold Time:
The samples were analyzed within the method required hold times with any exceptions noted below.

Initial Calibrations (including MS Tune as applicable):
All criteria were within method requirements with any exceptions noted below.

Continuing Calibration:
All criteria were within method requirements with any exceptions noted below.

Method Blank:
All analytes were below the report limit in the method blank with any exceptions noted below.

Laboratory Control Spike:
All laboratory control spike compounds were within QC limits with any exceptions noted below.

Matrix Spikes:
All percent recoveries and relative percent differences (RPDs) were within acceptance criteria with any exceptions noted below.

QC Batch: WETA/8937
A matrix spike and matrix spike duplicate (MS/MSD) were performed on the following sample(s):  3042299001,3527011002

J(M1): Estimated Value. Matrix spike recovery exceeded QC limits.  Batch accepted based on laboratory control sample (LCS)
recovery.

• MS  (Lab ID: 176647)
• Nitrate as N

• MS  (Lab ID: 176649)
• Nitrate as N

• MSD  (Lab ID: 176648)
• Nitrate as N

• MSD  (Lab ID: 176650)
• Nitrate as N

QC Batch: WETA/8976
A matrix spike and matrix spike duplicate (MS/MSD) were performed on the following sample(s):  3527011009,3527083001

J(M1): Estimated Value. Matrix spike recovery exceeded QC limits.  Batch accepted based on laboratory control sample (LCS)
recovery.

• MS  (Lab ID: 177424)
• Orthophosphate as P

• MS  (Lab ID: 177426)
• Nitrate as N

• MSD  (Lab ID: 177425)
• Orthophosphate as P

• MSD  (Lab ID: 177427)
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PROJECT NARRATIVE

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Method:

Client: Volusia County Solid Waste Management

EPA 300.0

Date: March 18, 2011

Description: 300.0 IC Anions

QC Batch: WETA/8976
A matrix spike and matrix spike duplicate (MS/MSD) were performed on the following sample(s):  3527011009,3527083001

J(M1): Estimated Value. Matrix spike recovery exceeded QC limits.  Batch accepted based on laboratory control sample (LCS)
recovery.

• Nitrate as N

Duplicate Sample:
All duplicate sample results were within method acceptance criteria with any exceptions noted below.

Additional Comments:
Analyte Comments:

QC Batch: WETA/8937
5p: The recovery of the analyte in the CRDL standard (also known as the reporting limit verification) did not meet the acceptance
criteria.

• BLANK  (Lab ID: 176645)
• Nitrogen, NO2 plus NO3
• Nitrite as N
• Nitrate as N

QC Batch: WETA/8976
5p: The recovery of the analyte in the CRDL standard (also known as the reporting limit verification) did not meet the acceptance
criteria.

• BLANK  (Lab ID: 177422)
• Nitrogen, NO2 plus NO3
• Nitrite as N
• Nitrate as N
• Orthophosphate as P
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PROJECT NARRATIVE

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Method:

Client: Volusia County Solid Waste Management

EPA 300.0

Date: March 18, 2011

Description: 300.0 IC Anions 28 Days

General Information:
10 samples were analyzed for EPA 300.0.  All samples were received in acceptable condition with any exceptions noted below.

Hold Time:
The samples were analyzed within the method required hold times with any exceptions noted below.

Initial Calibrations (including MS Tune as applicable):
All criteria were within method requirements with any exceptions noted below.

Continuing Calibration:
All criteria were within method requirements with any exceptions noted below.

Method Blank:
All analytes were below the report limit in the method blank with any exceptions noted below.

Laboratory Control Spike:
All laboratory control spike compounds were within QC limits with any exceptions noted below.

Matrix Spikes:
All percent recoveries and relative percent differences (RPDs) were within acceptance criteria with any exceptions noted below.

QC Batch: WETA/8938
A matrix spike and matrix spike duplicate (MS/MSD) were performed on the following sample(s):  3042299001,3527011002

J(M1): Estimated Value. Matrix spike recovery exceeded QC limits.  Batch accepted based on laboratory control sample (LCS)
recovery.

• MS  (Lab ID: 176655)
• Chloride

• MS  (Lab ID: 176657)
• Chloride

• MSD  (Lab ID: 176656)
• Chloride

• MSD  (Lab ID: 176658)
• Chloride

QC Batch: WETA/8979
A matrix spike and matrix spike duplicate (MS/MSD) were performed on the following sample(s):  3527011009,3527083001

J(M1): Estimated Value. Matrix spike recovery exceeded QC limits.  Batch accepted based on laboratory control sample (LCS)
recovery.

• MS  (Lab ID: 177441)
• Chloride

• MSD  (Lab ID: 177442)
• Chloride

Duplicate Sample:
All duplicate sample results were within method acceptance criteria with any exceptions noted below.
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PROJECT NARRATIVE

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Method:

Client: Volusia County Solid Waste Management

EPA 300.0

Date: March 18, 2011

Description: 300.0 IC Anions 28 Days

Additional Comments:
Analyte Comments:

QC Batch: WETA/8979
5p: The recovery of the analyte in the CRDL standard (also known as the reporting limit verification) did not meet the acceptance
criteria.

• BLANK  (Lab ID: 177439)
• Fluoride

REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, Inc..

Page 36 of 191

Pace Analytical Services, Inc.
8 East Tower Circle

Ormond Beach, FL 32174

(386)672-5668



PROJECT NARRATIVE

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Method:

Client: Volusia County Solid Waste Management

EPA 350.1

Date: March 18, 2011

Description: 350.1 Ammonia

General Information:
10 samples were analyzed for EPA 350.1.  All samples were received in acceptable condition with any exceptions noted below.

Hold Time:
The samples were analyzed within the method required hold times with any exceptions noted below.

Initial Calibrations (including MS Tune as applicable):
All criteria were within method requirements with any exceptions noted below.

Continuing Calibration:
All criteria were within method requirements with any exceptions noted below.

Method Blank:
All analytes were below the report limit in the method blank with any exceptions noted below.

Laboratory Control Spike:
All laboratory control spike compounds were within QC limits with any exceptions noted below.

Matrix Spikes:
All percent recoveries and relative percent differences (RPDs) were within acceptance criteria with any exceptions noted below.

QC Batch: WETA/8989
A matrix spike and matrix spike duplicate (MS/MSD) were performed on the following sample(s):  3526989049

J(M1): Estimated Value. Matrix spike recovery exceeded QC limits.  Batch accepted based on laboratory control sample (LCS)
recovery.

• MS  (Lab ID: 177596)
• Nitrogen, Ammonia

Duplicate Sample:
All duplicate sample results were within method acceptance criteria with any exceptions noted below.

Additional Comments:
Analyte Comments:

QC Batch: WETA/8989
D3: Sample was diluted due to the presence of high levels of non-target analytes or other matrix interference.

• B76-1  (Lab ID: 3527011013)
• Nitrogen, Ammonia
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PROJECT NARRATIVE

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Method:

Client: Volusia County Solid Waste Management

EPA 9012

Date: March 18, 2011

Description: 9012 Cyanide, Total

General Information:
14 samples were analyzed for EPA 9012.  All samples were received in acceptable condition with any exceptions noted below.

Hold Time:
The samples were analyzed within the method required hold times with any exceptions noted below.

Sample Preparation:
The samples were prepared in accordance with EPA 9012 with any exceptions noted below.

Initial Calibrations (including MS Tune as applicable):
All criteria were within method requirements with any exceptions noted below.

Continuing Calibration:
All criteria were within method requirements with any exceptions noted below.

Method Blank:
All analytes were below the report limit in the method blank with any exceptions noted below.

Laboratory Control Spike:
All laboratory control spike compounds were within QC limits with any exceptions noted below.

Matrix Spikes:
All percent recoveries and relative percent differences (RPDs) were within acceptance criteria with any exceptions noted below.

QC Batch: WETA/9019
A matrix spike and matrix spike duplicate (MS/MSD) were performed on the following sample(s):  3526989057,3527011011

J(M1): Estimated Value. Matrix spike recovery exceeded QC limits.  Batch accepted based on laboratory control sample (LCS)
recovery.

• MS  (Lab ID: 178440)
• Cyanide

• MSD  (Lab ID: 178441)
• Cyanide

Duplicate Sample:
All duplicate sample results were within method acceptance criteria with any exceptions noted below.

Additional Comments:
Analyte Comments:

QC Batch: WETA/9019
5p: The recovery of the analyte in the CRDL standard (also known as the reporting limit verification) did not meet the acceptance
criteria.

• BLANK  (Lab ID: 178438)
• Cyanide
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PROJECT NARRATIVE

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Method:

Client: Volusia County Solid Waste Management

EPA 9012

Date: March 18, 2011

Description: 9012 Cyanide, Total

This data package has been reviewed for quality and completeness and is approved for release.
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ANALYTICAL RESULTS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Sample: EQ Blank Lab ID: 3527011001 Collected: 02/28/11 11:45 Received: 03/01/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

8011 GCS EDB and DBCP Analytical Method: EPA 8011  Preparation Method: EPA 8011

1,2-Dibromo-3-chloropropane 0.0049U ug/L 1 03/03/11 19:15 96-12-803/03/11 11:300.020 0.0049
1,2-Dibromoethane (EDB) 0.0062U ug/L 1 03/03/11 19:15 106-93-403/03/11 11:300.010 0.0062

8081 GCS Pesticides Analytical Method: EPA 8081  Preparation Method: EPA 3510

Aldrin 0.00048U ug/L 1 03/03/11 09:05 309-00-203/02/11 15:030.0096 0.00048
alpha-BHC 0.00029U ug/L 1 03/03/11 09:05 319-84-603/02/11 15:030.0096 0.00029
beta-BHC 0.00048U ug/L 1 03/03/11 09:05 319-85-703/02/11 15:030.0096 0.00048
delta-BHC 0.00038U ug/L 1 03/03/11 09:05 319-86-803/02/11 15:030.0096 0.00038
gamma-BHC (Lindane) 0.00019U ug/L 1 03/03/11 09:05 58-89-903/02/11 15:030.0096 0.00019
Chlordane (Technical) 0.077U ug/L 1 03/03/11 09:05 57-74-903/02/11 15:030.48 0.077
Chlorobenzilate 0.020U ug/L 1 03/03/11 09:05 510-15-603/02/11 15:030.096 0.020
4,4'-DDD 0.0018U ug/L 1 03/03/11 09:05 72-54-803/02/11 15:030.0096 0.0018
4,4'-DDE 0.00086U ug/L 1 03/03/11 09:05 72-55-903/02/11 15:030.0096 0.00086
4,4'-DDT 0.0034U ug/L 1 03/03/11 09:05 50-29-3 L303/02/11 15:030.0096 0.0034
Dieldrin 0.00048U ug/L 1 03/03/11 09:05 60-57-103/02/11 15:030.0096 0.00048
Endosulfan I 0.00067U ug/L 1 03/03/11 09:05 959-98-803/02/11 15:030.0096 0.00067
Endosulfan II 0.00067U ug/L 1 03/03/11 09:05 33213-65-903/02/11 15:030.0096 0.00067
Endosulfan sulfate 0.00057U ug/L 1 03/03/11 09:05 1031-07-803/02/11 15:030.0096 0.00057
Endrin 0.0016U ug/L 1 03/03/11 09:05 72-20-803/02/11 15:030.0096 0.0016
Endrin aldehyde 0.0068U ug/L 1 03/03/11 09:05 7421-93-403/02/11 15:030.0096 0.0068
Heptachlor 0.0014U ug/L 1 03/03/11 09:05 76-44-803/02/11 15:030.0096 0.0014
Heptachlor epoxide 0.00038U ug/L 1 03/03/11 09:05 1024-57-303/02/11 15:030.0096 0.00038
Methoxychlor 0.0067U ug/L 1 03/03/11 09:05 72-43-503/02/11 15:030.0096 0.0067
Pentachloronitrobenzene 0.014U ug/L 1 03/03/11 09:05 82-68-803/02/11 15:030.096 0.014
Toxaphene 0.27U ug/L 1 03/03/11 09:05 8001-35-203/02/11 15:030.48 0.27
Tetrachloro-m-xylene (S) 88 % 1 03/03/11 09:05 877-09-803/02/11 15:0366.5-

120.3
Decachlorobiphenyl (S) 61 % 1 03/03/11 09:05 2051-24-303/02/11 15:0341.7-

109.1

8082 GCS PCB Analytical Method: EPA 8082  Preparation Method: EPA 3510

PCB-1016 (Aroclor 1016) 0.076U ug/L 1 03/03/11 09:05 12674-11-203/02/11 15:040.48 0.076
PCB-1221 (Aroclor 1221) 0.077U ug/L 1 03/03/11 09:05 11104-28-203/02/11 15:040.48 0.077
PCB-1232 (Aroclor 1232) 0.11U ug/L 1 03/03/11 09:05 11141-16-503/02/11 15:040.48 0.11
PCB-1242 (Aroclor 1242) 0.12U ug/L 1 03/03/11 09:05 53469-21-903/02/11 15:040.48 0.12
PCB-1248 (Aroclor 1248) 0.26U ug/L 1 03/03/11 09:05 12672-29-603/02/11 15:040.48 0.26
PCB-1254 (Aroclor 1254) 0.14U ug/L 1 03/03/11 09:05 11097-69-103/02/11 15:040.48 0.14
PCB-1260 (Aroclor 1260) 0.11U ug/L 1 03/03/11 09:05 11096-82-503/02/11 15:040.48 0.11
Tetrachloro-m-xylene (S) 120 % 1 03/03/11 09:05 877-09-8 S303/02/11 15:0448-111
Decachlorobiphenyl (S) 73 % 1 03/03/11 09:05 2051-24-303/02/11 15:0463-121

8141 GCS O/P Pesticides Analytical Method: EPA 8141  Preparation Method: EPA 3510

Dimethoate 0.18U ug/L 1 03/08/11 03:27 60-51-503/04/11 14:560.48 0.18
Disulfoton 0.15U ug/L 1 03/08/11 03:27 298-04-403/04/11 14:560.48 0.15
Famphur 0.14U ug/L 1 03/08/11 03:27 52-85-703/04/11 14:560.48 0.14
Methyl parathion 0.19U ug/L 1 03/08/11 03:27 298-00-0 J(L2)03/04/11 14:560.48 0.19
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ANALYTICAL RESULTS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Sample: EQ Blank Lab ID: 3527011001 Collected: 02/28/11 11:45 Received: 03/01/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

8141 GCS O/P Pesticides Analytical Method: EPA 8141  Preparation Method: EPA 3510

Parathion (Ethyl parathion) 0.34U ug/L 1 03/08/11 03:27 56-38-2 J(L2)03/04/11 14:560.95 0.34
Phorate 0.35U ug/L 1 03/08/11 03:27 298-02-203/04/11 14:560.95 0.35
4-Chloro3nitrobenzotrifluoride 87 % 1 03/08/11 03:27 C003/04/11 14:5634.2-122

8151 Chlorinated Herbicides Analytical Method: EPA 8151  Preparation Method: EPA 8151

2,4-D 0.22U ug/L 1 03/04/11 02:31 94-75-703/02/11 08:300.91 0.22
Dinoseb 0.055U ug/L 1 03/04/11 02:31 88-85-703/02/11 08:300.18 0.055
Pentachlorophenol 0.016U ug/L 1 03/04/11 02:31 87-86-503/02/11 08:300.027 0.016
2,4,5-T 0.040U ug/L 1 03/04/11 02:31 93-76-503/02/11 08:300.18 0.040
2,4,5-TP (Silvex) 0.047U ug/L 1 03/04/11 02:31 93-72-103/02/11 08:300.18 0.047
2,4-DCPA (S) 89 % 1 03/04/11 02:31 19719-28-903/02/11 08:3065.5-

125.7

6010 MET ICP Analytical Method: EPA 6010  Preparation Method: EPA 3010

Arsenic 5.0U ug/L 1 03/02/11 22:14 7440-38-203/02/11 07:3510.0 5.0
Barium 5.0U ug/L 1 03/02/11 22:14 7440-39-303/02/11 07:3510.0 5.0
Beryllium 0.50U ug/L 1 03/02/11 22:14 7440-41-703/02/11 07:351.0 0.50
Cadmium 0.50U ug/L 1 03/02/11 22:14 7440-43-903/02/11 07:351.0 0.50
Chromium 2.5U ug/L 1 03/02/11 22:14 7440-47-303/02/11 07:355.0 2.5
Cobalt 5.0U ug/L 1 03/02/11 22:14 7440-48-403/02/11 07:3510.0 5.0
Copper 2.5U ug/L 1 03/02/11 22:14 7440-50-803/02/11 07:355.0 2.5
Iron 20.0U ug/L 1 03/02/11 22:14 7439-89-603/02/11 07:3540.0 20.0
Lead 5.0U ug/L 1 03/02/11 22:14 7439-92-103/02/11 07:3510.0 5.0
Nickel 2.5U ug/L 1 03/02/11 22:14 7440-02-003/02/11 07:355.0 2.5
Selenium 7.5U ug/L 1 03/02/11 22:14 7782-49-203/02/11 07:3515.0 7.5
Silver 2.5U ug/L 1 03/02/11 22:14 7440-22-403/02/11 07:355.0 2.5
Sodium 0.50U mg/L 1 03/02/11 22:14 7440-23-503/02/11 07:351.0 0.50
Tin 25.0U ug/L 1 03/02/11 22:14 7440-31-503/02/11 07:3550.0 25.0
Vanadium 5.0U ug/L 1 03/02/11 22:14 7440-62-203/02/11 07:3510.0 5.0
Zinc 10.0U ug/L 1 03/02/11 22:14 7440-66-603/02/11 07:3520.0 10.0

6020 MET ICPMS Analytical Method: EPA 6020  Preparation Method: EPA 3010

Antimony 0.50U ug/L 1 03/03/11 13:38 7440-36-003/02/11 07:351.0 0.50
Thallium 0.50U ug/L 1 03/03/11 13:38 7440-28-003/02/11 07:351.0 0.50

7470 Mercury Analytical Method: EPA 7470  Preparation Method: EPA 7470

Mercury 0.10U ug/L 1 03/08/11 16:02 7439-97-603/07/11 10:500.20 0.10

8270 MSSV SemiVOA App. II Analytical Method: EPA 8270  Preparation Method: EPA 3510

Acenaphthene 0.83U ug/L 1 03/17/11 03:28 83-32-903/01/11 20:304.8 0.83
Acenaphthylene 0.92U ug/L 1 03/17/11 03:28 208-96-803/01/11 20:304.8 0.92
Acetophenone 1.4U ug/L 1 03/17/11 03:28 98-86-203/01/11 20:304.8 1.4
2-Acetylaminofluorene 0.63U ug/L 1 03/17/11 03:28 53-96-303/01/11 20:304.8 0.63
4-Aminobiphenyl 2.7U ug/L 1 03/17/11 03:28 92-67-103/01/11 20:304.8 2.7
Anthracene 0.58U ug/L 1 03/17/11 03:28 120-12-703/01/11 20:304.8 0.58
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ANALYTICAL RESULTS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Sample: EQ Blank Lab ID: 3527011001 Collected: 02/28/11 11:45 Received: 03/01/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

8270 MSSV SemiVOA App. II Analytical Method: EPA 8270  Preparation Method: EPA 3510

Benzo(a)anthracene 0.61U ug/L 1 03/17/11 03:28 56-55-303/01/11 20:304.8 0.61
Benzo(a)pyrene 0.56U ug/L 1 03/17/11 03:28 50-32-803/01/11 20:300.96 0.56
Benzo(b)fluoranthene 0.60U ug/L 1 03/17/11 03:28 205-99-203/01/11 20:301.9 0.60
Benzo(g,h,i)perylene 0.66U ug/L 1 03/17/11 03:28 191-24-203/01/11 20:304.8 0.66
Benzo(k)fluoranthene 0.49U ug/L 1 03/17/11 03:28 207-08-903/01/11 20:303.9 0.49
Benzyl alcohol 0.98U ug/L 1 03/17/11 03:28 100-51-603/01/11 20:304.8 0.98
4-Bromophenylphenyl ether 0.65U ug/L 1 03/17/11 03:28 101-55-303/01/11 20:304.8 0.65
Butylbenzylphthalate 0.69U ug/L 1 03/17/11 03:28 85-68-703/01/11 20:304.8 0.69
4-Chloro-3-methylphenol 0.60U ug/L 1 03/17/11 03:28 59-50-703/01/11 20:3019.3 0.60
4-Chloroaniline 1.2U ug/L 1 03/17/11 03:28 106-47-803/01/11 20:304.8 1.2
bis(2-Chloroethoxy)methane 2.8U ug/L 1 03/17/11 03:28 111-91-103/01/11 20:304.8 2.8
bis(2-Chloroethyl) ether 0.72U ug/L 1 03/17/11 03:28 111-44-403/01/11 20:303.9 0.72
bis(2-Chloroisopropyl) ether 0.70U ug/L 1 03/17/11 03:28 108-60-103/01/11 20:304.8 0.70
2-Chloronaphthalene 0.77U ug/L 1 03/17/11 03:28 91-58-703/01/11 20:304.8 0.77
2-Chlorophenol 0.66U ug/L 1 03/17/11 03:28 95-57-803/01/11 20:304.8 0.66
4-Chlorophenylphenyl ether 0.61U ug/L 1 03/17/11 03:28 7005-72-3 L303/01/11 20:304.8 0.61
Chrysene 0.36U ug/L 1 03/17/11 03:28 218-01-903/01/11 20:304.8 0.36
Diallate 0.70U ug/L 1 03/17/11 03:28 2303-16-403/01/11 20:304.8 0.70
Dibenz(a,h)anthracene 0.63U ug/L 1 03/17/11 03:28 53-70-303/01/11 20:301.9 0.63
Dibenzofuran 0.65U ug/L 1 03/17/11 03:28 132-64-903/01/11 20:304.8 0.65
1,2-Dichlorobenzene 0.66U ug/L 1 03/17/11 03:28 95-50-103/01/11 20:304.8 0.66
1,3-Dichlorobenzene 0.73U ug/L 1 03/17/11 03:28 541-73-103/01/11 20:304.8 0.73
1,4-Dichlorobenzene 0.74U ug/L 1 03/17/11 03:28 106-46-703/01/11 20:304.8 0.74
3,3'-Dichlorobenzidine 0.67U ug/L 1 03/17/11 03:28 91-94-103/01/11 20:309.6 0.67
2,4-Dichlorophenol 0.54U ug/L 1 03/17/11 03:28 120-83-203/01/11 20:301.9 0.54
2,6-Dichlorophenol 0.60U ug/L 1 03/17/11 03:28 87-65-003/01/11 20:303.9 0.60
Diethylphthalate 0.49U ug/L 1 03/17/11 03:28 84-66-203/01/11 20:304.8 0.49
P-Dimethylaminoazobenzene 0.65U ug/L 1 03/17/11 03:28 60-11-703/01/11 20:304.8 0.65
7,12-Dimethylbenz(a)anthracene 1.9U ug/L 1 03/17/11 03:28 57-97-603/01/11 20:304.8 1.9
3,3'-Dimethylbenzidine 3.0U ug/L 1 03/17/11 03:28 119-93-703/01/11 20:309.6 3.0
2,4-Dimethylphenol 1.5U ug/L 1 03/17/11 03:28 105-67-903/01/11 20:304.8 1.5
a,a-Dimethylphenylethylamine 10.0U ug/L 1 03/17/11 03:28 122-09-803/01/11 20:3020.0 10.0
Dimethylphthalate 0.62U ug/L 1 03/17/11 03:28 131-11-303/01/11 20:304.8 0.62
Di-n-butylphthalate 0.40U ug/L 1 03/17/11 03:28 84-74-203/01/11 20:304.8 0.40
4,6-Dinitro-2-methylphenol 1.3U ug/L 1 03/17/11 03:28 534-52-103/01/11 20:3019.3 1.3
1,3-Dinitrobenzene 0.66U ug/L 1 03/17/11 03:28 99-65-003/01/11 20:307.7 0.66
2,4-Dinitrophenol 1.5U ug/L 1 03/17/11 03:28 51-28-503/01/11 20:3019.3 1.5
2,4-Dinitrotoluene 0.51U ug/L 1 03/17/11 03:28 121-14-203/01/11 20:301.9 0.51
2,6-Dinitrotoluene 1.2U ug/L 1 03/17/11 03:28 606-20-203/01/11 20:301.9 1.2
Di-n-octylphthalate 0.87U ug/L 1 03/17/11 03:28 117-84-003/01/11 20:304.8 0.87
bis(2-Ethylhexyl)phthalate 0.77U ug/L 1 03/17/11 03:28 117-81-703/01/11 20:304.8 0.77
Ethyl methanesulfonate 0.87U ug/L 1 03/17/11 03:28 62-50-003/01/11 20:304.8 0.87
Fluoranthene 0.52U ug/L 1 03/17/11 03:28 206-44-003/01/11 20:304.8 0.52
Fluorene 0.54U ug/L 1 03/17/11 03:28 86-73-703/01/11 20:304.8 0.54
Hexachlorobenzene 0.77U ug/L 1 03/17/11 03:28 118-74-103/01/11 20:300.96 0.77
Hexachlorocyclopentadiene 1.2U ug/L 1 03/17/11 03:28 77-47-403/01/11 20:304.8 1.2
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ANALYTICAL RESULTS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Sample: EQ Blank Lab ID: 3527011001 Collected: 02/28/11 11:45 Received: 03/01/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

8270 MSSV SemiVOA App. II Analytical Method: EPA 8270  Preparation Method: EPA 3510

Hexachloroethane 0.68U ug/L 1 03/17/11 03:28 67-72-103/01/11 20:304.8 0.68
Hexachloropropene 1.4U ug/L 1 03/17/11 03:28 1888-71-703/01/11 20:304.8 1.4
Indeno(1,2,3-cd)pyrene 0.70U ug/L 1 03/17/11 03:28 193-39-503/01/11 20:301.9 0.70
Isodrin 0.52U ug/L 1 03/17/11 03:28 465-73-603/01/11 20:304.8 0.52
Isophorone 0.70U ug/L 1 03/17/11 03:28 78-59-103/01/11 20:304.8 0.70
Isosafrole 0.58U ug/L 1 03/17/11 03:28 120-58-103/01/11 20:304.8 0.58
Kepone 10.0U ug/L 1 03/17/11 03:28 143-50-003/01/11 20:3020.0 10.0
Methapyrilene 1.6U ug/L 1 03/17/11 03:28 91-80-503/01/11 20:304.8 1.6
3-Methylcholanthrene 1.0U ug/L 1 03/17/11 03:28 56-49-503/01/11 20:304.8 1.0
Methyl methanesulfonate 0.96U ug/L 1 03/17/11 03:28 66-27-303/01/11 20:304.8 0.96
2-Methylnaphthalene 0.95U ug/L 1 03/17/11 03:28 91-57-603/01/11 20:304.8 0.95
2-Methylphenol(o-Cresol) 0.70U ug/L 1 03/17/11 03:28 95-48-703/01/11 20:304.8 0.70
3&4-Methylphenol(m&p Cresol) 0.64U ug/L 1 03/17/11 03:2803/01/11 20:309.6 0.64
2-Naphthylamine 2.2U ug/L 1 03/17/11 03:28 91-59-803/01/11 20:304.8 2.2
Naphthalene 0.75U ug/L 1 03/17/11 03:28 91-20-303/01/11 20:304.8 0.75
1-Naphthylamine 0.99U ug/L 1 03/17/11 03:28 134-32-703/01/11 20:304.8 0.99
1,4-Naphthoquinone 1.1U ug/L 1 03/17/11 03:28 130-15-403/01/11 20:304.8 1.1
2-Nitroaniline 0.58U ug/L 1 03/17/11 03:28 88-74-403/01/11 20:304.8 0.58
3-Nitroaniline 0.95U ug/L 1 03/17/11 03:28 99-09-203/01/11 20:304.8 0.95
4-Nitroaniline 0.67U ug/L 1 03/17/11 03:28 100-01-603/01/11 20:303.9 0.67
Nitrobenzene 1.1U ug/L 1 03/17/11 03:28 98-95-303/01/11 20:303.9 1.1
2-Nitrophenol 0.78U ug/L 1 03/17/11 03:28 88-75-503/01/11 20:304.8 0.78
4-Nitrophenol 1.0U ug/L 1 03/17/11 03:28 100-02-703/01/11 20:3019.3 1.0
5-Nitro-o-toluidine 1.2U ug/L 1 03/17/11 03:28 99-55-803/01/11 20:304.8 1.2
N-Nitrosodiethylamine 0.70U ug/L 1 03/17/11 03:28 55-18-503/01/11 20:303.9 0.70
N-Nitrosodimethylamine 0.94U ug/L 1 03/17/11 03:28 62-75-903/01/11 20:301.9 0.94
N-Nitroso-di-n-butylamine 0.53U ug/L 1 03/17/11 03:28 924-16-303/01/11 20:303.9 0.53
N-Nitroso-di-n-propylamine 0.91U ug/L 1 03/17/11 03:28 621-64-703/01/11 20:303.9 0.91
N-Nitrosodiphenylamine 0.48U ug/L 1 03/17/11 03:28 86-30-603/01/11 20:304.8 0.48
N-Nitrosomethylethylamine 0.71U ug/L 1 03/17/11 03:28 10595-95-603/01/11 20:304.8 0.71
N-Nitrosopiperidine 0.62U ug/L 1 03/17/11 03:28 100-75-403/01/11 20:304.8 0.62
N-Nitrosopyrrolidine 0.85U ug/L 1 03/17/11 03:28 930-55-203/01/11 20:304.8 0.85
O,O,O-Triethylphosphorothioate 0.67U ug/L 1 03/17/11 03:28 126-68-103/01/11 20:304.8 0.67
Pentachlorobenzene 0.75U ug/L 1 03/17/11 03:28 608-93-503/01/11 20:304.8 0.75
Phenacetin 0.51U ug/L 1 03/17/11 03:28 62-44-203/01/11 20:304.8 0.51
Phenanthrene 0.50U ug/L 1 03/17/11 03:28 85-01-803/01/11 20:304.8 0.50
Phenol 0.52U ug/L 1 03/17/11 03:28 108-95-203/01/11 20:304.8 0.52
p-Phenylenediamine 10.0U ug/L 1 03/17/11 03:28 106-50-303/01/11 20:3020.0 10.0
Pronamide 1.1U ug/L 1 03/17/11 03:28 23950-58-503/01/11 20:304.8 1.1
Pyrene 0.66U ug/L 1 03/17/11 03:28 129-00-003/01/11 20:304.8 0.66
Safrole 0.82U ug/L 1 03/17/11 03:28 94-59-703/01/11 20:304.8 0.82
1,2,4,5-Tetrachlorobenzene 0.67U ug/L 1 03/17/11 03:28 95-94-3 6p03/01/11 20:304.8 0.67
2,3,4,6-Tetrachlorophenol 3.7U ug/L 1 03/17/11 03:28 58-90-203/01/11 20:304.8 3.7
Thionazin 0.59U ug/L 1 03/17/11 03:28 297-97-203/01/11 20:304.8 0.59
O-Toluidine 1.0U ug/L 1 03/17/11 03:28 95-53-403/01/11 20:304.8 1.0
2,4,5-Trichlorophenol 0.50U ug/L 1 03/17/11 03:28 95-95-403/01/11 20:303.9 0.50
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ANALYTICAL RESULTS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Sample: EQ Blank Lab ID: 3527011001 Collected: 02/28/11 11:45 Received: 03/01/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

8270 MSSV SemiVOA App. II Analytical Method: EPA 8270  Preparation Method: EPA 3510

2,4,6-Trichlorophenol 0.67U ug/L 1 03/17/11 03:28 88-06-203/01/11 20:301.9 0.67
1,3,5-Trinitrobenzene 1.2U ug/L 1 03/17/11 03:28 99-35-403/01/11 20:304.8 1.2
Nitrobenzene-d5 (S) 66 % 1 03/17/11 03:28 4165-60-003/01/11 20:3010-110
2-Fluorobiphenyl (S) 72 % 1 03/17/11 03:28 321-60-803/01/11 20:3018-110
Terphenyl-d14 (S) 83 % 1 03/17/11 03:28 1718-51-003/01/11 20:3010-123
Phenol-d6 (S) 20 % 1 03/17/11 03:28 13127-88-303/01/11 20:3010-110
2-Fluorophenol (S) 30 % 1 03/17/11 03:28 367-12-403/01/11 20:3018-110
2,4,6-Tribromophenol (S) 63 % 1 03/17/11 03:28 118-79-603/01/11 20:3010-110

8260 MSV Analytical Method: EPA 8260

Acetone 10.1 ug/L 1 03/11/11 17:35 67-64-110.0 5.0
Acetonitrile 5.0U ug/L 1 03/11/11 17:35 75-05-810.0 5.0
Acrolein 10.0U ug/L 1 03/11/11 17:35 107-02-820.0 10.0
Acrylonitrile 5.0U ug/L 1 03/11/11 17:35 107-13-110.0 5.0
Allyl chloride 0.50U ug/L 1 03/11/11 17:35 107-05-11.0 0.50
Benzene 0.50U ug/L 1 03/11/11 17:35 71-43-21.0 0.50
Bromochloromethane 0.50U ug/L 1 03/11/11 17:35 74-97-51.0 0.50
Bromodichloromethane 0.27U ug/L 1 03/11/11 17:35 75-27-40.60 0.27
Bromoform 0.50U ug/L 1 03/11/11 17:35 75-25-2 J(M1)1.0 0.50
Bromomethane 0.50U ug/L 1 03/11/11 17:35 74-83-91.0 0.50
2-Butanone (MEK) 5.0U ug/L 1 03/11/11 17:35 78-93-310.0 5.0
Carbon disulfide 0.50U ug/L 1 03/11/11 17:35 75-15-0 J(M1)1.0 0.50
Carbon tetrachloride 0.50U ug/L 1 03/11/11 17:35 56-23-51.0 0.50
Chlorobenzene 0.50U ug/L 1 03/11/11 17:35 108-90-7 J(M1)1.0 0.50
Chloroethane 0.50U ug/L 1 03/11/11 17:35 75-00-31.0 0.50
Chloroform 0.50U ug/L 1 03/11/11 17:35 67-66-31.0 0.50
Chloromethane 0.62U ug/L 1 03/11/11 17:35 74-87-31.0 0.62
Chloroprene 0.50U ug/L 1 03/11/11 17:35 126-99-81.0 0.50
Dibromochloromethane 0.26U ug/L 1 03/11/11 17:35 124-48-1 J(M1)0.50 0.26
Dibromomethane 0.50U ug/L 1 03/11/11 17:35 74-95-31.0 0.50
trans-1,4-Dichloro-2-butene 5.0U ug/L 1 03/11/11 17:35 110-57-6 J(M1)10.0 5.0
Dichlorodifluoromethane 0.50U ug/L 1 03/11/11 17:35 75-71-81.0 0.50
1,1-Dichloroethane 0.50U ug/L 1 03/11/11 17:35 75-34-31.0 0.50
1,2-Dichloroethane 0.50U ug/L 1 03/11/11 17:35 107-06-21.0 0.50
1,1-Dichloroethene 0.50U ug/L 1 03/11/11 17:35 75-35-41.0 0.50
cis-1,2-Dichloroethene 0.50U ug/L 1 03/11/11 17:35 156-59-21.0 0.50
trans-1,2-Dichloroethene 0.50U ug/L 1 03/11/11 17:35 156-60-51.0 0.50
1,2-Dichloropropane 0.50U ug/L 1 03/11/11 17:35 78-87-51.0 0.50
1,3-Dichloropropane 0.50U ug/L 1 03/11/11 17:35 142-28-91.0 0.50
2,2-Dichloropropane 0.50U ug/L 1 03/11/11 17:35 594-20-71.0 0.50
1,1-Dichloropropene 0.50U ug/L 1 03/11/11 17:35 563-58-61.0 0.50
cis-1,3-Dichloropropene 0.25U ug/L 1 03/11/11 17:35 10061-01-50.50 0.25
trans-1,3-Dichloropropene 0.25U ug/L 1 03/11/11 17:35 10061-02-6 J(M1)0.50 0.25
Ethylbenzene 0.50U ug/L 1 03/11/11 17:35 100-41-4 J(M1)1.0 0.50
Ethyl methacrylate 0.50U ug/L 1 03/11/11 17:35 97-63-21.0 0.50
Hexachloro-1,3-butadiene 0.50U ug/L 1 03/11/11 17:35 87-68-3 J(M1)1.0 0.50
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ANALYTICAL RESULTS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Sample: EQ Blank Lab ID: 3527011001 Collected: 02/28/11 11:45 Received: 03/01/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

8260 MSV Analytical Method: EPA 8260

2-Hexanone 5.0U ug/L 1 03/11/11 17:35 591-78-610.0 5.0
Iodomethane 0.50U ug/L 1 03/11/11 17:35 74-88-41.0 0.50
Isobutyl Alcohol 10.0U ug/L 1 03/11/11 17:35 78-83-1 J(M1)20.0 10.0
Methacrylonitrile 5.0U ug/L 1 03/11/11 17:35 126-98-710.0 5.0
Methylene Chloride 2.5U ug/L 1 03/11/11 17:35 75-09-25.0 2.5
Methyl methacrylate 5.0U ug/L 1 03/11/11 17:35 80-62-610.0 5.0
4-Methyl-2-pentanone (MIBK) 5.0U ug/L 1 03/11/11 17:35 108-10-110.0 5.0
Propionitrile 5.0U ug/L 1 03/11/11 17:35 107-12-010.0 5.0
Styrene 0.50U ug/L 1 03/11/11 17:35 100-42-5 J(M1)1.0 0.50
1,1,1,2-Tetrachloroethane 0.50U ug/L 1 03/11/11 17:35 630-20-61.0 0.50
1,1,2,2-Tetrachloroethane 0.18U ug/L 1 03/11/11 17:35 79-34-50.50 0.18
Tetrachloroethene 0.50U ug/L 1 03/11/11 17:35 127-18-4 J(M1)1.0 0.50
Toluene 0.50U ug/L 1 03/11/11 17:35 108-88-31.0 0.50
1,2,4-Trichlorobenzene 0.50U ug/L 1 03/11/11 17:35 120-82-1 J(M1)1.0 0.50
1,1,1-Trichloroethane 0.50U ug/L 1 03/11/11 17:35 71-55-61.0 0.50
1,1,2-Trichloroethane 0.50U ug/L 1 03/11/11 17:35 79-00-51.0 0.50
Trichloroethene 0.50U ug/L 1 03/11/11 17:35 79-01-6 J(M1)1.0 0.50
Trichlorofluoromethane 0.50U ug/L 1 03/11/11 17:35 75-69-41.0 0.50
1,2,3-Trichloropropane 0.36U ug/L 1 03/11/11 17:35 96-18-4 J(M1)0.50 0.36
Vinyl acetate 1.0U ug/L 1 03/11/11 17:35 108-05-42.0 1.0
Vinyl chloride 0.50U ug/L 1 03/11/11 17:35 75-01-41.0 0.50
Xylene (Total) 0.50U ug/L 1 03/11/11 17:35 1330-20-71.0 0.50
4-Bromofluorobenzene (S) 99 % 1 03/11/11 17:35 460-00-470-114
Dibromofluoromethane (S) 97 % 1 03/11/11 17:35 1868-53-788-117
1,2-Dichloroethane-d4 (S) 100 % 1 03/11/11 17:35 17060-07-086-125
Toluene-d8 (S) 98 % 1 03/11/11 17:35 2037-26-587-113

2540C Total Dissolved Solids Analytical Method: SM 2540C

Total Dissolved Solids 5.0U mg/L 1 03/03/11 08:265.0 5.0

9034 Sulfide Water Analytical Method: EPA 9034

Sulfide 2.0U mg/L 1 03/01/11 12:50 18496-25-82.0 2.0

300.0 IC Anions Analytical Method: EPA 300.0

Nitrate as N 0.025U mg/L 1 03/01/11 11:05 14797-55-80.050 0.025

300.0 IC Anions 28 Days Analytical Method: EPA 300.0

Chloride 2.5U mg/L 1 03/01/11 11:05 16887-00-65.0 2.5

350.1 Ammonia Analytical Method: EPA 350.1

Nitrogen, Ammonia 0.020U mg/L 1 03/04/11 09:54 7664-41-70.050 0.020

9012 Cyanide, Total Analytical Method: EPA 9012  Preparation Method: EPA 9012

Cyanide 0.0050U mg/L 1 03/07/11 16:38 57-12-503/07/11 11:250.010 0.0050
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ANALYTICAL RESULTS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Sample: B80-2 Lab ID: 3527011002 Collected: 02/28/11 12:14 Received: 03/01/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

Field Data Analytical Method:

Field pH 5.90 Std. Units 1 03/01/11 13:57
Field Temperature 20.77 deg C 1 03/01/11 13:57
Field Specific Conductance 593 umhos/cm 1 03/01/11 13:57
Oxygen, Dissolved 0.38 mg/L 1 03/01/11 13:57 7782-44-7
REDOX 54.0 mV 1 03/01/11 13:57
Turbidity 5.39 NTU 1 03/01/11 13:57

8011 GCS EDB and DBCP Analytical Method: EPA 8011  Preparation Method: EPA 8011

1,2-Dibromo-3-chloropropane 0.0050U ug/L 1 03/03/11 19:30 96-12-803/03/11 11:300.020 0.0050
1,2-Dibromoethane (EDB) 0.0063U ug/L 1 03/03/11 19:30 106-93-403/03/11 11:300.010 0.0063

8081 GCS Pesticides Analytical Method: EPA 8081  Preparation Method: EPA 3510

Aldrin 0.00048U ug/L 1 03/03/11 09:24 309-00-203/02/11 15:030.0095 0.00048
alpha-BHC 0.00029U ug/L 1 03/03/11 09:24 319-84-603/02/11 15:030.0095 0.00029
beta-BHC 0.00048U ug/L 1 03/03/11 09:24 319-85-703/02/11 15:030.0095 0.00048
delta-BHC 0.00038U ug/L 1 03/03/11 09:24 319-86-803/02/11 15:030.0095 0.00038
gamma-BHC (Lindane) 0.00019U ug/L 1 03/03/11 09:24 58-89-903/02/11 15:030.0095 0.00019
Chlordane (Technical) 0.076U ug/L 1 03/03/11 09:24 57-74-903/02/11 15:030.48 0.076
Chlorobenzilate 0.020U ug/L 1 03/03/11 09:24 510-15-603/02/11 15:030.095 0.020
4,4'-DDD 0.0018U ug/L 1 03/03/11 09:24 72-54-803/02/11 15:030.0095 0.0018
4,4'-DDE 0.00086U ug/L 1 03/03/11 09:24 72-55-9 J(M1)03/02/11 15:030.0095 0.00086
4,4'-DDT 0.0034U ug/L 1 03/03/11 09:24 50-29-3 L303/02/11 15:030.0095 0.0034
Dieldrin 0.00048U ug/L 1 03/03/11 09:24 60-57-103/02/11 15:030.0095 0.00048
Endosulfan I 0.00067U ug/L 1 03/03/11 09:24 959-98-803/02/11 15:030.0095 0.00067
Endosulfan II 0.00067U ug/L 1 03/03/11 09:24 33213-65-903/02/11 15:030.0095 0.00067
Endosulfan sulfate 0.00057U ug/L 1 03/03/11 09:24 1031-07-803/02/11 15:030.0095 0.00057
Endrin 0.0016U ug/L 1 03/03/11 09:24 72-20-803/02/11 15:030.0095 0.0016
Endrin aldehyde 0.0068U ug/L 1 03/03/11 09:24 7421-93-403/02/11 15:030.0095 0.0068
Heptachlor 0.0014U ug/L 1 03/03/11 09:24 76-44-803/02/11 15:030.0095 0.0014
Heptachlor epoxide 0.00038U ug/L 1 03/03/11 09:24 1024-57-303/02/11 15:030.0095 0.00038
Methoxychlor 0.0067U ug/L 1 03/03/11 09:24 72-43-503/02/11 15:030.0095 0.0067
Pentachloronitrobenzene 0.014U ug/L 1 03/03/11 09:24 82-68-803/02/11 15:030.095 0.014
Toxaphene 0.27U ug/L 1 03/03/11 09:24 8001-35-203/02/11 15:030.48 0.27
Tetrachloro-m-xylene (S) 84 % 1 03/03/11 09:24 877-09-803/02/11 15:0366.5-

120.3
Decachlorobiphenyl (S) 45 % 1 03/03/11 09:24 2051-24-303/02/11 15:0341.7-

109.1

8082 GCS PCB Analytical Method: EPA 8082  Preparation Method: EPA 3510

PCB-1016 (Aroclor 1016) 0.076U ug/L 1 03/03/11 09:24 12674-11-203/02/11 15:040.48 0.076
PCB-1221 (Aroclor 1221) 0.077U ug/L 1 03/03/11 09:24 11104-28-203/02/11 15:040.48 0.077
PCB-1232 (Aroclor 1232) 0.11U ug/L 1 03/03/11 09:24 11141-16-503/02/11 15:040.48 0.11
PCB-1242 (Aroclor 1242) 0.12U ug/L 1 03/03/11 09:24 53469-21-903/02/11 15:040.48 0.12
PCB-1248 (Aroclor 1248) 0.26U ug/L 1 03/03/11 09:24 12672-29-603/02/11 15:040.48 0.26
PCB-1254 (Aroclor 1254) 0.14U ug/L 1 03/03/11 09:24 11097-69-103/02/11 15:040.48 0.14
PCB-1260 (Aroclor 1260) 0.10U ug/L 1 03/03/11 09:24 11096-82-503/02/11 15:040.48 0.10
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Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

8082 GCS PCB Analytical Method: EPA 8082  Preparation Method: EPA 3510

Tetrachloro-m-xylene (S) 114 % 1 03/03/11 09:24 877-09-8 S303/02/11 15:0448-111
Decachlorobiphenyl (S) 50 % 1 03/03/11 09:24 2051-24-3 J(S5)03/02/11 15:0463-121

8141 GCS O/P Pesticides Analytical Method: EPA 8141  Preparation Method: EPA 3510

Dimethoate 0.18U ug/L 1 03/08/11 04:08 60-51-503/04/11 14:560.48 0.18
Disulfoton 0.15U ug/L 1 03/08/11 04:08 298-04-403/04/11 14:560.48 0.15
Famphur 0.14U ug/L 1 03/08/11 04:08 52-85-703/04/11 14:560.48 0.14
Methyl parathion 0.19U ug/L 1 03/08/11 04:08 298-00-0 J(L2)03/04/11 14:560.48 0.19
Parathion (Ethyl parathion) 0.34U ug/L 1 03/08/11 04:08 56-38-2 J(L2)03/04/11 14:560.96 0.34
Phorate 0.35U ug/L 1 03/08/11 04:08 298-02-203/04/11 14:560.96 0.35
4-Chloro3nitrobenzotrifluoride 84 % 1 03/08/11 04:08 1p,3p03/04/11 14:5634.2-122

8151 Chlorinated Herbicides Analytical Method: EPA 8151  Preparation Method: EPA 8151

2,4-D 0.21U ug/L 1 03/04/11 02:57 94-75-703/02/11 08:300.90 0.21
Dinoseb 0.054U ug/L 1 03/04/11 02:57 88-85-703/02/11 08:300.18 0.054
Pentachlorophenol 0.016U ug/L 1 03/04/11 02:57 87-86-503/02/11 08:300.027 0.016
2,4,5-T 0.040U ug/L 1 03/04/11 02:57 93-76-503/02/11 08:300.18 0.040
2,4,5-TP (Silvex) 0.047U ug/L 1 03/04/11 02:57 93-72-103/02/11 08:300.18 0.047
2,4-DCPA (S) 99 % 1 03/04/11 02:57 19719-28-903/02/11 08:3065.5-

125.7

6010 MET ICP Analytical Method: EPA 6010  Preparation Method: EPA 3010

Arsenic 5.0U ug/L 1 03/02/11 22:17 7440-38-203/02/11 07:3510.0 5.0
Barium 64.0 ug/L 1 03/02/11 22:17 7440-39-303/02/11 07:3510.0 5.0
Beryllium 0.50U ug/L 1 03/02/11 22:17 7440-41-703/02/11 07:351.0 0.50
Cadmium 0.50U ug/L 1 03/02/11 22:17 7440-43-903/02/11 07:351.0 0.50
Chromium 2.5U ug/L 1 03/02/11 22:17 7440-47-303/02/11 07:355.0 2.5
Cobalt 5.0U ug/L 1 03/02/11 22:17 7440-48-403/02/11 07:3510.0 5.0
Copper 2.5U ug/L 1 03/02/11 22:17 7440-50-803/02/11 07:355.0 2.5
Iron 18400 ug/L 1 03/02/11 22:17 7439-89-603/02/11 07:3540.0 20.0
Lead 5.0U ug/L 1 03/02/11 22:17 7439-92-103/02/11 07:3510.0 5.0
Nickel 2.5U ug/L 1 03/02/11 22:17 7440-02-003/02/11 07:355.0 2.5
Selenium 7.5U ug/L 1 03/02/11 22:17 7782-49-203/02/11 07:3515.0 7.5
Silver 2.5U ug/L 1 03/02/11 22:17 7440-22-403/02/11 07:355.0 2.5
Sodium 40.9 mg/L 1 03/02/11 22:17 7440-23-503/02/11 07:351.0 0.50
Tin 25.0U ug/L 1 03/02/11 22:17 7440-31-503/02/11 07:3550.0 25.0
Vanadium 5.0U ug/L 1 03/02/11 22:17 7440-62-203/02/11 07:3510.0 5.0
Zinc 31.2 ug/L 1 03/02/11 22:17 7440-66-603/02/11 07:3520.0 10.0

6020 MET ICPMS Analytical Method: EPA 6020  Preparation Method: EPA 3010

Antimony 0.50U ug/L 1 03/03/11 13:41 7440-36-003/02/11 07:351.0 0.50
Thallium 0.50U ug/L 1 03/03/11 13:41 7440-28-003/02/11 07:351.0 0.50

7470 Mercury Analytical Method: EPA 7470  Preparation Method: EPA 7470

Mercury 0.10U ug/L 1 03/08/11 16:08 7439-97-603/07/11 10:500.20 0.10

REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, Inc..

Date: 03/18/2011 02:37 PM Page 47 of 191

Pace Analytical Services, Inc.
8 East Tower Circle

Ormond Beach, FL 32174

(386)672-5668



ANALYTICAL RESULTS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Sample: B80-2 Lab ID: 3527011002 Collected: 02/28/11 12:14 Received: 03/01/11 07:00 Matrix: Water
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8270 MSSV SemiVOA App. II Analytical Method: EPA 8270  Preparation Method: EPA 3510

Acenaphthene 0.83U ug/L 1 03/17/11 03:58 83-32-903/01/11 20:304.8 0.83
Acenaphthylene 0.91U ug/L 1 03/17/11 03:58 208-96-803/01/11 20:304.8 0.91
Acetophenone 1.4U ug/L 1 03/17/11 03:58 98-86-203/01/11 20:304.8 1.4
2-Acetylaminofluorene 0.63U ug/L 1 03/17/11 03:58 53-96-303/01/11 20:304.8 0.63
4-Aminobiphenyl 2.7U ug/L 1 03/17/11 03:58 92-67-103/01/11 20:304.8 2.7
Anthracene 0.58U ug/L 1 03/17/11 03:58 120-12-703/01/11 20:304.8 0.58
Benzo(a)anthracene 0.61U ug/L 1 03/17/11 03:58 56-55-303/01/11 20:304.8 0.61
Benzo(a)pyrene 0.56U ug/L 1 03/17/11 03:58 50-32-803/01/11 20:300.96 0.56
Benzo(b)fluoranthene 0.60U ug/L 1 03/17/11 03:58 205-99-203/01/11 20:301.9 0.60
Benzo(g,h,i)perylene 0.65U ug/L 1 03/17/11 03:58 191-24-203/01/11 20:304.8 0.65
Benzo(k)fluoranthene 0.49U ug/L 1 03/17/11 03:58 207-08-903/01/11 20:303.8 0.49
Benzyl alcohol 0.98U ug/L 1 03/17/11 03:58 100-51-603/01/11 20:304.8 0.98
4-Bromophenylphenyl ether 0.64U ug/L 1 03/17/11 03:58 101-55-303/01/11 20:304.8 0.64
Butylbenzylphthalate 0.69U ug/L 1 03/17/11 03:58 85-68-703/01/11 20:304.8 0.69
4-Chloro-3-methylphenol 0.60U ug/L 1 03/17/11 03:58 59-50-703/01/11 20:3019.2 0.60
4-Chloroaniline 1.2U ug/L 1 03/17/11 03:58 106-47-803/01/11 20:304.8 1.2
bis(2-Chloroethoxy)methane 2.8U ug/L 1 03/17/11 03:58 111-91-103/01/11 20:304.8 2.8
bis(2-Chloroethyl) ether 0.72U ug/L 1 03/17/11 03:58 111-44-403/01/11 20:303.8 0.72
bis(2-Chloroisopropyl) ether 0.70U ug/L 1 03/17/11 03:58 108-60-103/01/11 20:304.8 0.70
2-Chloronaphthalene 0.77U ug/L 1 03/17/11 03:58 91-58-703/01/11 20:304.8 0.77
2-Chlorophenol 0.65U ug/L 1 03/17/11 03:58 95-57-803/01/11 20:304.8 0.65
4-Chlorophenylphenyl ether 0.61U ug/L 1 03/17/11 03:58 7005-72-3 L303/01/11 20:304.8 0.61
Chrysene 0.36U ug/L 1 03/17/11 03:58 218-01-903/01/11 20:304.8 0.36
Diallate 0.70U ug/L 1 03/17/11 03:58 2303-16-403/01/11 20:304.8 0.70
Dibenz(a,h)anthracene 0.63U ug/L 1 03/17/11 03:58 53-70-303/01/11 20:301.9 0.63
Dibenzofuran 0.64U ug/L 1 03/17/11 03:58 132-64-903/01/11 20:304.8 0.64
1,2-Dichlorobenzene 0.65U ug/L 1 03/17/11 03:58 95-50-103/01/11 20:304.8 0.65
1,3-Dichlorobenzene 0.73U ug/L 1 03/17/11 03:58 541-73-103/01/11 20:304.8 0.73
1,4-Dichlorobenzene 0.74U ug/L 1 03/17/11 03:58 106-46-703/01/11 20:304.8 0.74
3,3'-Dichlorobenzidine 0.66U ug/L 1 03/17/11 03:58 91-94-103/01/11 20:309.6 0.66
2,4-Dichlorophenol 0.54U ug/L 1 03/17/11 03:58 120-83-203/01/11 20:301.9 0.54
2,6-Dichlorophenol 0.60U ug/L 1 03/17/11 03:58 87-65-003/01/11 20:303.8 0.60
Diethylphthalate 0.49U ug/L 1 03/17/11 03:58 84-66-203/01/11 20:304.8 0.49
P-Dimethylaminoazobenzene 0.64U ug/L 1 03/17/11 03:58 60-11-703/01/11 20:304.8 0.64
7,12-Dimethylbenz(a)anthracene 1.9U ug/L 1 03/17/11 03:58 57-97-603/01/11 20:304.8 1.9
3,3'-Dimethylbenzidine 3.0U ug/L 1 03/17/11 03:58 119-93-703/01/11 20:309.6 3.0
2,4-Dimethylphenol 1.5U ug/L 1 03/17/11 03:58 105-67-903/01/11 20:304.8 1.5
a,a-Dimethylphenylethylamine 10.0U ug/L 1 03/17/11 03:58 122-09-803/01/11 20:3020.0 10.0
Dimethylphthalate 0.62U ug/L 1 03/17/11 03:58 131-11-303/01/11 20:304.8 0.62
Di-n-butylphthalate 0.39U ug/L 1 03/17/11 03:58 84-74-203/01/11 20:304.8 0.39
4,6-Dinitro-2-methylphenol 1.3U ug/L 1 03/17/11 03:58 534-52-103/01/11 20:3019.2 1.3
1,3-Dinitrobenzene 0.65U ug/L 1 03/17/11 03:58 99-65-003/01/11 20:307.7 0.65
2,4-Dinitrophenol 1.5U ug/L 1 03/17/11 03:58 51-28-503/01/11 20:3019.2 1.5
2,4-Dinitrotoluene 0.51U ug/L 1 03/17/11 03:58 121-14-203/01/11 20:301.9 0.51
2,6-Dinitrotoluene 1.2U ug/L 1 03/17/11 03:58 606-20-203/01/11 20:301.9 1.2
Di-n-octylphthalate 0.87U ug/L 1 03/17/11 03:58 117-84-003/01/11 20:304.8 0.87
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8270 MSSV SemiVOA App. II Analytical Method: EPA 8270  Preparation Method: EPA 3510

bis(2-Ethylhexyl)phthalate 0.77U ug/L 1 03/17/11 03:58 117-81-703/01/11 20:304.8 0.77
Ethyl methanesulfonate 0.87U ug/L 1 03/17/11 03:58 62-50-003/01/11 20:304.8 0.87
Fluoranthene 0.52U ug/L 1 03/17/11 03:58 206-44-003/01/11 20:304.8 0.52
Fluorene 0.54U ug/L 1 03/17/11 03:58 86-73-703/01/11 20:304.8 0.54
Hexachlorobenzene 0.77U ug/L 1 03/17/11 03:58 118-74-103/01/11 20:300.96 0.77
Hexachlorocyclopentadiene 1.2U ug/L 1 03/17/11 03:58 77-47-403/01/11 20:304.8 1.2
Hexachloroethane 0.68U ug/L 1 03/17/11 03:58 67-72-103/01/11 20:304.8 0.68
Hexachloropropene 1.4U ug/L 1 03/17/11 03:58 1888-71-703/01/11 20:304.8 1.4
Indeno(1,2,3-cd)pyrene 0.70U ug/L 1 03/17/11 03:58 193-39-503/01/11 20:301.9 0.70
Isodrin 0.52U ug/L 1 03/17/11 03:58 465-73-603/01/11 20:304.8 0.52
Isophorone 0.70U ug/L 1 03/17/11 03:58 78-59-103/01/11 20:304.8 0.70
Isosafrole 0.58U ug/L 1 03/17/11 03:58 120-58-103/01/11 20:304.8 0.58
Kepone 10.0U ug/L 1 03/17/11 03:58 143-50-003/01/11 20:3020.0 10.0
Methapyrilene 1.6U ug/L 1 03/17/11 03:58 91-80-503/01/11 20:304.8 1.6
3-Methylcholanthrene 1.0U ug/L 1 03/17/11 03:58 56-49-503/01/11 20:304.8 1.0
Methyl methanesulfonate 0.96U ug/L 1 03/17/11 03:58 66-27-303/01/11 20:304.8 0.96
2-Methylnaphthalene 0.95U ug/L 1 03/17/11 03:58 91-57-603/01/11 20:304.8 0.95
2-Methylphenol(o-Cresol) 0.70U ug/L 1 03/17/11 03:58 95-48-703/01/11 20:304.8 0.70
3&4-Methylphenol(m&p Cresol) 0.63U ug/L 1 03/17/11 03:5803/01/11 20:309.6 0.63
2-Naphthylamine 2.2U ug/L 1 03/17/11 03:58 91-59-803/01/11 20:304.8 2.2
Naphthalene 0.75U ug/L 1 03/17/11 03:58 91-20-303/01/11 20:304.8 0.75
1-Naphthylamine 0.99U ug/L 1 03/17/11 03:58 134-32-703/01/11 20:304.8 0.99
1,4-Naphthoquinone 1.1U ug/L 1 03/17/11 03:58 130-15-403/01/11 20:304.8 1.1
2-Nitroaniline 0.58U ug/L 1 03/17/11 03:58 88-74-403/01/11 20:304.8 0.58
3-Nitroaniline 0.95U ug/L 1 03/17/11 03:58 99-09-203/01/11 20:304.8 0.95
4-Nitroaniline 0.66U ug/L 1 03/17/11 03:58 100-01-603/01/11 20:303.8 0.66
Nitrobenzene 1.0U ug/L 1 03/17/11 03:58 98-95-303/01/11 20:303.8 1.0
2-Nitrophenol 0.78U ug/L 1 03/17/11 03:58 88-75-503/01/11 20:304.8 0.78
4-Nitrophenol 1.0U ug/L 1 03/17/11 03:58 100-02-703/01/11 20:3019.2 1.0
5-Nitro-o-toluidine 1.2U ug/L 1 03/17/11 03:58 99-55-803/01/11 20:304.8 1.2
N-Nitrosodiethylamine 0.70U ug/L 1 03/17/11 03:58 55-18-503/01/11 20:303.8 0.70
N-Nitrosodimethylamine 0.93U ug/L 1 03/17/11 03:58 62-75-903/01/11 20:301.9 0.93
N-Nitroso-di-n-butylamine 0.53U ug/L 1 03/17/11 03:58 924-16-303/01/11 20:303.8 0.53
N-Nitroso-di-n-propylamine 0.90U ug/L 1 03/17/11 03:58 621-64-703/01/11 20:303.8 0.90
N-Nitrosodiphenylamine 0.48U ug/L 1 03/17/11 03:58 86-30-603/01/11 20:304.8 0.48
N-Nitrosomethylethylamine 0.71U ug/L 1 03/17/11 03:58 10595-95-603/01/11 20:304.8 0.71
N-Nitrosopiperidine 0.62U ug/L 1 03/17/11 03:58 100-75-403/01/11 20:304.8 0.62
N-Nitrosopyrrolidine 0.85U ug/L 1 03/17/11 03:58 930-55-203/01/11 20:304.8 0.85
O,O,O-Triethylphosphorothioate 0.66U ug/L 1 03/17/11 03:58 126-68-103/01/11 20:304.8 0.66
Pentachlorobenzene 0.75U ug/L 1 03/17/11 03:58 608-93-503/01/11 20:304.8 0.75
Phenacetin 0.51U ug/L 1 03/17/11 03:58 62-44-203/01/11 20:304.8 0.51
Phenanthrene 0.50U ug/L 1 03/17/11 03:58 85-01-803/01/11 20:304.8 0.50
Phenol 0.52U ug/L 1 03/17/11 03:58 108-95-203/01/11 20:304.8 0.52
p-Phenylenediamine 10.0U ug/L 1 03/17/11 03:58 106-50-303/01/11 20:3020.0 10.0
Pronamide 1.1U ug/L 1 03/17/11 03:58 23950-58-503/01/11 20:304.8 1.1
Pyrene 0.65U ug/L 1 03/17/11 03:58 129-00-003/01/11 20:304.8 0.65
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Safrole 0.82U ug/L 1 03/17/11 03:58 94-59-703/01/11 20:304.8 0.82
1,2,4,5-Tetrachlorobenzene 0.67U ug/L 1 03/17/11 03:58 95-94-3 6p03/01/11 20:304.8 0.67
2,3,4,6-Tetrachlorophenol 3.7U ug/L 1 03/17/11 03:58 58-90-203/01/11 20:304.8 3.7
Thionazin 0.59U ug/L 1 03/17/11 03:58 297-97-203/01/11 20:304.8 0.59
O-Toluidine 1.0U ug/L 1 03/17/11 03:58 95-53-403/01/11 20:304.8 1.0
2,4,5-Trichlorophenol 0.50U ug/L 1 03/17/11 03:58 95-95-403/01/11 20:303.8 0.50
2,4,6-Trichlorophenol 0.66U ug/L 1 03/17/11 03:58 88-06-203/01/11 20:301.9 0.66
1,3,5-Trinitrobenzene 1.2U ug/L 1 03/17/11 03:58 99-35-403/01/11 20:304.8 1.2
Nitrobenzene-d5 (S) 60 % 1 03/17/11 03:58 4165-60-003/01/11 20:3010-110
2-Fluorobiphenyl (S) 66 % 1 03/17/11 03:58 321-60-803/01/11 20:3018-110
Terphenyl-d14 (S) 65 % 1 03/17/11 03:58 1718-51-003/01/11 20:3010-123
Phenol-d6 (S) 16 % 1 03/17/11 03:58 13127-88-303/01/11 20:3010-110
2-Fluorophenol (S) 22 % 1 03/17/11 03:58 367-12-403/01/11 20:3018-110
2,4,6-Tribromophenol (S) 54 % 1 03/17/11 03:58 118-79-603/01/11 20:3010-110

8260 MSV Analytical Method: EPA 8260

Acetone 5.0U ug/L 1 03/11/11 17:59 67-64-110.0 5.0
Acetonitrile 5.0U ug/L 1 03/11/11 17:59 75-05-810.0 5.0
Acrolein 10.0U ug/L 1 03/11/11 17:59 107-02-820.0 10.0
Acrylonitrile 5.0U ug/L 1 03/11/11 17:59 107-13-110.0 5.0
Allyl chloride 0.50U ug/L 1 03/11/11 17:59 107-05-11.0 0.50
Benzene 0.50U ug/L 1 03/11/11 17:59 71-43-21.0 0.50
Bromochloromethane 0.50U ug/L 1 03/11/11 17:59 74-97-51.0 0.50
Bromodichloromethane 0.27U ug/L 1 03/11/11 17:59 75-27-40.60 0.27
Bromoform 0.50U ug/L 1 03/11/11 17:59 75-25-21.0 0.50
Bromomethane 0.50U ug/L 1 03/11/11 17:59 74-83-91.0 0.50
2-Butanone (MEK) 5.0U ug/L 1 03/11/11 17:59 78-93-310.0 5.0
Carbon disulfide 0.53 I ug/L 1 03/11/11 17:59 75-15-0 V1.0 0.50
Carbon tetrachloride 0.50U ug/L 1 03/11/11 17:59 56-23-51.0 0.50
Chlorobenzene 0.50U ug/L 1 03/11/11 17:59 108-90-71.0 0.50
Chloroethane 0.50U ug/L 1 03/11/11 17:59 75-00-31.0 0.50
Chloroform 0.62 I ug/L 1 03/11/11 17:59 67-66-31.0 0.50
Chloromethane 0.62U ug/L 1 03/11/11 17:59 74-87-31.0 0.62
Chloroprene 0.50U ug/L 1 03/11/11 17:59 126-99-81.0 0.50
Dibromochloromethane 0.26U ug/L 1 03/11/11 17:59 124-48-10.50 0.26
Dibromomethane 0.50U ug/L 1 03/11/11 17:59 74-95-31.0 0.50
trans-1,4-Dichloro-2-butene 5.0U ug/L 1 03/11/11 17:59 110-57-610.0 5.0
Dichlorodifluoromethane 0.50U ug/L 1 03/11/11 17:59 75-71-81.0 0.50
1,1-Dichloroethane 0.50U ug/L 1 03/11/11 17:59 75-34-31.0 0.50
1,2-Dichloroethane 0.50U ug/L 1 03/11/11 17:59 107-06-21.0 0.50
1,1-Dichloroethene 0.50U ug/L 1 03/11/11 17:59 75-35-41.0 0.50
cis-1,2-Dichloroethene 0.50U ug/L 1 03/11/11 17:59 156-59-21.0 0.50
trans-1,2-Dichloroethene 0.50U ug/L 1 03/11/11 17:59 156-60-51.0 0.50
1,2-Dichloropropane 0.50U ug/L 1 03/11/11 17:59 78-87-51.0 0.50
1,3-Dichloropropane 0.50U ug/L 1 03/11/11 17:59 142-28-91.0 0.50
2,2-Dichloropropane 0.50U ug/L 1 03/11/11 17:59 594-20-71.0 0.50
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Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

8260 MSV Analytical Method: EPA 8260

1,1-Dichloropropene 0.50U ug/L 1 03/11/11 17:59 563-58-61.0 0.50
cis-1,3-Dichloropropene 0.25U ug/L 1 03/11/11 17:59 10061-01-50.50 0.25
trans-1,3-Dichloropropene 0.25U ug/L 1 03/11/11 17:59 10061-02-60.50 0.25
Ethylbenzene 0.50U ug/L 1 03/11/11 17:59 100-41-41.0 0.50
Ethyl methacrylate 0.50U ug/L 1 03/11/11 17:59 97-63-21.0 0.50
Hexachloro-1,3-butadiene 0.50U ug/L 1 03/11/11 17:59 87-68-31.0 0.50
2-Hexanone 5.0U ug/L 1 03/11/11 17:59 591-78-610.0 5.0
Iodomethane 0.50U ug/L 1 03/11/11 17:59 74-88-41.0 0.50
Isobutyl Alcohol 10.0U ug/L 1 03/11/11 17:59 78-83-120.0 10.0
Methacrylonitrile 5.0U ug/L 1 03/11/11 17:59 126-98-710.0 5.0
Methylene Chloride 2.5U ug/L 1 03/11/11 17:59 75-09-25.0 2.5
Methyl methacrylate 5.0U ug/L 1 03/11/11 17:59 80-62-610.0 5.0
4-Methyl-2-pentanone (MIBK) 5.0U ug/L 1 03/11/11 17:59 108-10-110.0 5.0
Propionitrile 5.0U ug/L 1 03/11/11 17:59 107-12-010.0 5.0
Styrene 0.50U ug/L 1 03/11/11 17:59 100-42-51.0 0.50
1,1,1,2-Tetrachloroethane 0.50U ug/L 1 03/11/11 17:59 630-20-61.0 0.50
1,1,2,2-Tetrachloroethane 0.18U ug/L 1 03/11/11 17:59 79-34-50.50 0.18
Tetrachloroethene 0.50U ug/L 1 03/11/11 17:59 127-18-41.0 0.50
Toluene 0.50U ug/L 1 03/11/11 17:59 108-88-31.0 0.50
1,2,4-Trichlorobenzene 0.50U ug/L 1 03/11/11 17:59 120-82-11.0 0.50
1,1,1-Trichloroethane 0.50U ug/L 1 03/11/11 17:59 71-55-61.0 0.50
1,1,2-Trichloroethane 0.50U ug/L 1 03/11/11 17:59 79-00-51.0 0.50
Trichloroethene 0.50U ug/L 1 03/11/11 17:59 79-01-61.0 0.50
Trichlorofluoromethane 0.50U ug/L 1 03/11/11 17:59 75-69-41.0 0.50
1,2,3-Trichloropropane 0.36U ug/L 1 03/11/11 17:59 96-18-40.50 0.36
Vinyl acetate 1.0U ug/L 1 03/11/11 17:59 108-05-42.0 1.0
Vinyl chloride 0.50U ug/L 1 03/11/11 17:59 75-01-41.0 0.50
Xylene (Total) 0.50U ug/L 1 03/11/11 17:59 1330-20-71.0 0.50
4-Bromofluorobenzene (S) 101 % 1 03/11/11 17:59 460-00-470-114
Dibromofluoromethane (S) 94 % 1 03/11/11 17:59 1868-53-788-117
1,2-Dichloroethane-d4 (S) 101 % 1 03/11/11 17:59 17060-07-086-125
Toluene-d8 (S) 99 % 1 03/11/11 17:59 2037-26-587-113

2540C Total Dissolved Solids Analytical Method: SM 2540C

Total Dissolved Solids 370 mg/L 1 03/03/11 08:265.0 5.0

9034 Sulfide Water Analytical Method: EPA 9034

Sulfide 1.0U mg/L 1 03/01/11 12:50 18496-25-81.0 1.0

300.0 IC Anions Analytical Method: EPA 300.0

Nitrate as N 0.59 mg/L 5 03/01/11 11:17 14797-55-8 J(M1)0.25 0.12

300.0 IC Anions 28 Days Analytical Method: EPA 300.0

Chloride 33.3 mg/L 5 03/01/11 11:17 16887-00-6 J(M1)25.0 12.5
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Sample: B80-2 Lab ID: 3527011002 Collected: 02/28/11 12:14 Received: 03/01/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

350.1 Ammonia Analytical Method: EPA 350.1

Nitrogen, Ammonia 0.19 mg/L 1 03/04/11 09:57 7664-41-70.050 0.020

9012 Cyanide, Total Analytical Method: EPA 9012  Preparation Method: EPA 9012

Cyanide 0.0050U mg/L 1 03/07/11 16:39 57-12-503/07/11 11:250.010 0.0050
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Field Data Analytical Method:

Field pH 6.32 Std. Units 1 03/01/11 13:58
Field Temperature 22.04 deg C 1 03/01/11 13:58
Field Specific Conductance 1513 umhos/cm 1 03/01/11 13:58
Oxygen, Dissolved 0.11 mg/L 1 03/01/11 13:58 7782-44-7
REDOX -45.4 mV 1 03/01/11 13:58
Turbidity 2.91 NTU 1 03/01/11 13:58

8011 GCS EDB and DBCP Analytical Method: EPA 8011  Preparation Method: EPA 8011

1,2-Dibromo-3-chloropropane 0.0050U ug/L 1 03/03/11 19:44 96-12-803/03/11 11:300.021 0.0050
1,2-Dibromoethane (EDB) 0.0064U ug/L 1 03/03/11 19:44 106-93-403/03/11 11:300.010 0.0064

8081 GCS Pesticides Analytical Method: EPA 8081  Preparation Method: EPA 3510

Aldrin 0.00047U ug/L 1 03/03/11 10:21 309-00-203/02/11 15:030.0095 0.00047
alpha-BHC 0.00028U ug/L 1 03/03/11 10:21 319-84-603/02/11 15:030.0095 0.00028
beta-BHC 0.085 ug/L 1 03/03/11 10:21 319-85-703/02/11 15:030.0095 0.00047
delta-BHC 0.00038U ug/L 1 03/03/11 10:21 319-86-803/02/11 15:030.0095 0.00038
gamma-BHC (Lindane) 0.00019U ug/L 1 03/03/11 10:21 58-89-903/02/11 15:030.0095 0.00019
Chlordane (Technical) 0.076U ug/L 1 03/03/11 10:21 57-74-903/02/11 15:030.47 0.076
Chlorobenzilate 0.020U ug/L 1 03/03/11 10:21 510-15-603/02/11 15:030.095 0.020
4,4'-DDD 0.0018U ug/L 1 03/03/11 10:21 72-54-803/02/11 15:030.0095 0.0018
4,4'-DDE 0.00085U ug/L 1 03/03/11 10:21 72-55-903/02/11 15:030.0095 0.00085
4,4'-DDT 0.0034U ug/L 1 03/03/11 10:21 50-29-3 L303/02/11 15:030.0095 0.0034
Dieldrin 0.00047U ug/L 1 03/03/11 10:21 60-57-103/02/11 15:030.0095 0.00047
Endosulfan I 0.00066U ug/L 1 03/03/11 10:21 959-98-803/02/11 15:030.0095 0.00066
Endosulfan II 0.00066U ug/L 1 03/03/11 10:21 33213-65-903/02/11 15:030.0095 0.00066
Endosulfan sulfate 0.00057U ug/L 1 03/03/11 10:21 1031-07-803/02/11 15:030.0095 0.00057
Endrin 0.0016U ug/L 1 03/03/11 10:21 72-20-803/02/11 15:030.0095 0.0016
Endrin aldehyde 0.0067U ug/L 1 03/03/11 10:21 7421-93-403/02/11 15:030.0095 0.0067
Heptachlor 0.0014U ug/L 1 03/03/11 10:21 76-44-803/02/11 15:030.0095 0.0014
Heptachlor epoxide 0.00038U ug/L 1 03/03/11 10:21 1024-57-303/02/11 15:030.0095 0.00038
Methoxychlor 0.0066U ug/L 1 03/03/11 10:21 72-43-503/02/11 15:030.0095 0.0066
Pentachloronitrobenzene 0.014U ug/L 1 03/03/11 10:21 82-68-803/02/11 15:030.095 0.014
Toxaphene 0.27U ug/L 1 03/03/11 10:21 8001-35-203/02/11 15:030.47 0.27
Tetrachloro-m-xylene (S) 99 % 1 03/03/11 10:21 877-09-803/02/11 15:0366.5-

120.3
Decachlorobiphenyl (S) 56 % 1 03/03/11 10:21 2051-24-303/02/11 15:0341.7-

109.1

8082 GCS PCB Analytical Method: EPA 8082  Preparation Method: EPA 3510

PCB-1016 (Aroclor 1016) 0.076U ug/L 1 03/03/11 10:21 12674-11-203/02/11 15:040.47 0.076
PCB-1221 (Aroclor 1221) 0.077U ug/L 1 03/03/11 10:21 11104-28-203/02/11 15:040.47 0.077
PCB-1232 (Aroclor 1232) 0.11U ug/L 1 03/03/11 10:21 11141-16-503/02/11 15:040.47 0.11
PCB-1242 (Aroclor 1242) 0.12U ug/L 1 03/03/11 10:21 53469-21-903/02/11 15:040.47 0.12
PCB-1248 (Aroclor 1248) 0.26U ug/L 1 03/03/11 10:21 12672-29-603/02/11 15:040.47 0.26
PCB-1254 (Aroclor 1254) 0.14U ug/L 1 03/03/11 10:21 11097-69-103/02/11 15:040.47 0.14
PCB-1260 (Aroclor 1260) 0.10U ug/L 1 03/03/11 10:21 11096-82-503/02/11 15:040.47 0.10
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8082 GCS PCB Analytical Method: EPA 8082  Preparation Method: EPA 3510

Tetrachloro-m-xylene (S) 102 % 1 03/03/11 10:21 877-09-803/02/11 15:0448-111
Decachlorobiphenyl (S) 55 % 1 03/03/11 10:21 2051-24-3 J(S2)03/02/11 15:0463-121

8141 GCS O/P Pesticides Analytical Method: EPA 8141  Preparation Method: EPA 3510

Dimethoate 0.18U ug/L 1 03/08/11 04:50 60-51-503/04/11 14:560.48 0.18
Disulfoton 0.15U ug/L 1 03/08/11 04:50 298-04-403/04/11 14:560.48 0.15
Famphur 0.14U ug/L 1 03/08/11 04:50 52-85-703/04/11 14:560.48 0.14
Methyl parathion 0.19U ug/L 1 03/08/11 04:50 298-00-0 J(L2)03/04/11 14:560.48 0.19
Parathion (Ethyl parathion) 0.34U ug/L 1 03/08/11 04:50 56-38-2 J(L2)03/04/11 14:560.96 0.34
Phorate 0.35U ug/L 1 03/08/11 04:50 298-02-203/04/11 14:560.96 0.35
4-Chloro3nitrobenzotrifluoride 83 % 1 03/08/11 04:50 1p,3p03/04/11 14:5634.2-122

8151 Chlorinated Herbicides Analytical Method: EPA 8151  Preparation Method: EPA 8151

2,4-D 0.21U ug/L 1 03/04/11 03:24 94-75-703/02/11 08:300.90 0.21
Dinoseb 0.055U ug/L 1 03/04/11 03:24 88-85-703/02/11 08:300.18 0.055
Pentachlorophenol 0.016U ug/L 1 03/04/11 03:24 87-86-503/02/11 08:300.027 0.016
2,4,5-T 0.040U ug/L 1 03/04/11 03:24 93-76-503/02/11 08:300.18 0.040
2,4,5-TP (Silvex) 0.047U ug/L 1 03/04/11 03:24 93-72-103/02/11 08:300.18 0.047
2,4-DCPA (S) 81 % 1 03/04/11 03:24 19719-28-903/02/11 08:3065.5-

125.7

6010 MET ICP Analytical Method: EPA 6010  Preparation Method: EPA 3010

Arsenic 5.0U ug/L 1 03/02/11 22:21 7440-38-203/02/11 07:3510.0 5.0
Barium 162 ug/L 1 03/02/11 22:21 7440-39-303/02/11 07:3510.0 5.0
Beryllium 0.50U ug/L 1 03/02/11 22:21 7440-41-703/02/11 07:351.0 0.50
Cadmium 0.50U ug/L 1 03/02/11 22:21 7440-43-903/02/11 07:351.0 0.50
Chromium 2.5U ug/L 1 03/02/11 22:21 7440-47-303/02/11 07:355.0 2.5
Cobalt 5.0U ug/L 1 03/02/11 22:21 7440-48-403/02/11 07:3510.0 5.0
Copper 2.5U ug/L 1 03/02/11 22:21 7440-50-803/02/11 07:355.0 2.5
Iron 21200 ug/L 1 03/02/11 22:21 7439-89-603/02/11 07:3540.0 20.0
Lead 5.0U ug/L 1 03/02/11 22:21 7439-92-103/02/11 07:3510.0 5.0
Nickel 2.5U ug/L 1 03/02/11 22:21 7440-02-003/02/11 07:355.0 2.5
Selenium 7.5U ug/L 1 03/02/11 22:21 7782-49-203/02/11 07:3515.0 7.5
Silver 2.5U ug/L 1 03/02/11 22:21 7440-22-403/02/11 07:355.0 2.5
Sodium 126 mg/L 1 03/02/11 22:21 7440-23-503/02/11 07:351.0 0.50
Tin 25.0U ug/L 1 03/02/11 22:21 7440-31-503/02/11 07:3550.0 25.0
Vanadium 5.0U ug/L 1 03/02/11 22:21 7440-62-203/02/11 07:3510.0 5.0
Zinc 10.0U ug/L 1 03/02/11 22:21 7440-66-603/02/11 07:3520.0 10.0

6020 MET ICPMS Analytical Method: EPA 6020  Preparation Method: EPA 3010

Antimony 0.50U ug/L 1 03/03/11 13:45 7440-36-003/02/11 07:351.0 0.50
Thallium 0.50U ug/L 1 03/03/11 13:45 7440-28-003/02/11 07:351.0 0.50

7470 Mercury Analytical Method: EPA 7470  Preparation Method: EPA 7470

Mercury 0.10U ug/L 1 03/08/11 16:11 7439-97-603/07/11 10:500.20 0.10
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8270 MSSV SemiVOA App. II Analytical Method: EPA 8270  Preparation Method: EPA 3510

Acenaphthene 0.82U ug/L 1 03/17/11 04:29 83-32-903/01/11 20:304.8 0.82
Acenaphthylene 0.91U ug/L 1 03/17/11 04:29 208-96-803/01/11 20:304.8 0.91
Acetophenone 1.4U ug/L 1 03/17/11 04:29 98-86-203/01/11 20:304.8 1.4
2-Acetylaminofluorene 0.62U ug/L 1 03/17/11 04:29 53-96-303/01/11 20:304.8 0.62
4-Aminobiphenyl 2.7U ug/L 1 03/17/11 04:29 92-67-103/01/11 20:304.8 2.7
Anthracene 0.58U ug/L 1 03/17/11 04:29 120-12-703/01/11 20:304.8 0.58
Benzo(a)anthracene 0.60U ug/L 1 03/17/11 04:29 56-55-303/01/11 20:304.8 0.60
Benzo(a)pyrene 0.56U ug/L 1 03/17/11 04:29 50-32-803/01/11 20:300.96 0.56
Benzo(b)fluoranthene 0.59U ug/L 1 03/17/11 04:29 205-99-203/01/11 20:301.9 0.59
Benzo(g,h,i)perylene 0.65U ug/L 1 03/17/11 04:29 191-24-203/01/11 20:304.8 0.65
Benzo(k)fluoranthene 0.49U ug/L 1 03/17/11 04:29 207-08-903/01/11 20:303.8 0.49
Benzyl alcohol 0.98U ug/L 1 03/17/11 04:29 100-51-603/01/11 20:304.8 0.98
4-Bromophenylphenyl ether 0.64U ug/L 1 03/17/11 04:29 101-55-303/01/11 20:304.8 0.64
Butylbenzylphthalate 0.69U ug/L 1 03/17/11 04:29 85-68-703/01/11 20:304.8 0.69
4-Chloro-3-methylphenol 0.59U ug/L 1 03/17/11 04:29 59-50-703/01/11 20:3019.2 0.59
4-Chloroaniline 1.2U ug/L 1 03/17/11 04:29 106-47-803/01/11 20:304.8 1.2
bis(2-Chloroethoxy)methane 2.8U ug/L 1 03/17/11 04:29 111-91-103/01/11 20:304.8 2.8
bis(2-Chloroethyl) ether 0.72U ug/L 1 03/17/11 04:29 111-44-403/01/11 20:303.8 0.72
bis(2-Chloroisopropyl) ether 0.70U ug/L 1 03/17/11 04:29 108-60-103/01/11 20:304.8 0.70
2-Chloronaphthalene 0.77U ug/L 1 03/17/11 04:29 91-58-703/01/11 20:304.8 0.77
2-Chlorophenol 0.65U ug/L 1 03/17/11 04:29 95-57-803/01/11 20:304.8 0.65
4-Chlorophenylphenyl ether 0.60U ug/L 1 03/17/11 04:29 7005-72-3 L303/01/11 20:304.8 0.60
Chrysene 0.35U ug/L 1 03/17/11 04:29 218-01-903/01/11 20:304.8 0.35
Diallate 0.70U ug/L 1 03/17/11 04:29 2303-16-403/01/11 20:304.8 0.70
Dibenz(a,h)anthracene 0.62U ug/L 1 03/17/11 04:29 53-70-303/01/11 20:301.9 0.62
Dibenzofuran 0.64U ug/L 1 03/17/11 04:29 132-64-903/01/11 20:304.8 0.64
1,2-Dichlorobenzene 0.65U ug/L 1 03/17/11 04:29 95-50-103/01/11 20:304.8 0.65
1,3-Dichlorobenzene 0.73U ug/L 1 03/17/11 04:29 541-73-103/01/11 20:304.8 0.73
1,4-Dichlorobenzene 0.74U ug/L 1 03/17/11 04:29 106-46-703/01/11 20:304.8 0.74
3,3'-Dichlorobenzidine 0.66U ug/L 1 03/17/11 04:29 91-94-103/01/11 20:309.6 0.66
2,4-Dichlorophenol 0.54U ug/L 1 03/17/11 04:29 120-83-203/01/11 20:301.9 0.54
2,6-Dichlorophenol 0.59U ug/L 1 03/17/11 04:29 87-65-003/01/11 20:303.8 0.59
Diethylphthalate 0.49U ug/L 1 03/17/11 04:29 84-66-203/01/11 20:304.8 0.49
P-Dimethylaminoazobenzene 0.64U ug/L 1 03/17/11 04:29 60-11-703/01/11 20:304.8 0.64
7,12-Dimethylbenz(a)anthracene 1.9U ug/L 1 03/17/11 04:29 57-97-603/01/11 20:304.8 1.9
3,3'-Dimethylbenzidine 3.0U ug/L 1 03/17/11 04:29 119-93-703/01/11 20:309.6 3.0
2,4-Dimethylphenol 1.5U ug/L 1 03/17/11 04:29 105-67-903/01/11 20:304.8 1.5
a,a-Dimethylphenylethylamine 10.0U ug/L 1 03/17/11 04:29 122-09-803/01/11 20:3020.0 10.0
Dimethylphthalate 0.61U ug/L 1 03/17/11 04:29 131-11-303/01/11 20:304.8 0.61
Di-n-butylphthalate 0.39U ug/L 1 03/17/11 04:29 84-74-203/01/11 20:304.8 0.39
4,6-Dinitro-2-methylphenol 1.3U ug/L 1 03/17/11 04:29 534-52-103/01/11 20:3019.2 1.3
1,3-Dinitrobenzene 0.65U ug/L 1 03/17/11 04:29 99-65-003/01/11 20:307.7 0.65
2,4-Dinitrophenol 1.5U ug/L 1 03/17/11 04:29 51-28-503/01/11 20:3019.2 1.5
2,4-Dinitrotoluene 0.51U ug/L 1 03/17/11 04:29 121-14-203/01/11 20:301.9 0.51
2,6-Dinitrotoluene 1.2U ug/L 1 03/17/11 04:29 606-20-203/01/11 20:301.9 1.2
Di-n-octylphthalate 0.86U ug/L 1 03/17/11 04:29 117-84-003/01/11 20:304.8 0.86
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8270 MSSV SemiVOA App. II Analytical Method: EPA 8270  Preparation Method: EPA 3510

bis(2-Ethylhexyl)phthalate 0.77U ug/L 1 03/17/11 04:29 117-81-703/01/11 20:304.8 0.77
Ethyl methanesulfonate 0.86U ug/L 1 03/17/11 04:29 62-50-003/01/11 20:304.8 0.86
Fluoranthene 0.52U ug/L 1 03/17/11 04:29 206-44-003/01/11 20:304.8 0.52
Fluorene 0.54U ug/L 1 03/17/11 04:29 86-73-703/01/11 20:304.8 0.54
Hexachlorobenzene 0.77U ug/L 1 03/17/11 04:29 118-74-103/01/11 20:300.96 0.77
Hexachlorocyclopentadiene 1.2U ug/L 1 03/17/11 04:29 77-47-403/01/11 20:304.8 1.2
Hexachloroethane 0.68U ug/L 1 03/17/11 04:29 67-72-103/01/11 20:304.8 0.68
Hexachloropropene 1.4U ug/L 1 03/17/11 04:29 1888-71-703/01/11 20:304.8 1.4
Indeno(1,2,3-cd)pyrene 0.70U ug/L 1 03/17/11 04:29 193-39-503/01/11 20:301.9 0.70
Isodrin 0.52U ug/L 1 03/17/11 04:29 465-73-603/01/11 20:304.8 0.52
Isophorone 0.70U ug/L 1 03/17/11 04:29 78-59-103/01/11 20:304.8 0.70
Isosafrole 0.58U ug/L 1 03/17/11 04:29 120-58-103/01/11 20:304.8 0.58
Kepone 10.0U ug/L 1 03/17/11 04:29 143-50-003/01/11 20:3020.0 10.0
Methapyrilene 1.6U ug/L 1 03/17/11 04:29 91-80-503/01/11 20:304.8 1.6
3-Methylcholanthrene 1.0U ug/L 1 03/17/11 04:29 56-49-503/01/11 20:304.8 1.0
Methyl methanesulfonate 0.96U ug/L 1 03/17/11 04:29 66-27-303/01/11 20:304.8 0.96
2-Methylnaphthalene 0.95U ug/L 1 03/17/11 04:29 91-57-603/01/11 20:304.8 0.95
2-Methylphenol(o-Cresol) 0.70U ug/L 1 03/17/11 04:29 95-48-703/01/11 20:304.8 0.70
3&4-Methylphenol(m&p Cresol) 0.63U ug/L 1 03/17/11 04:2903/01/11 20:309.6 0.63
2-Naphthylamine 2.2U ug/L 1 03/17/11 04:29 91-59-803/01/11 20:304.8 2.2
Naphthalene 1.2 I ug/L 1 03/17/11 04:29 91-20-303/01/11 20:304.8 0.75
1-Naphthylamine 0.99U ug/L 1 03/17/11 04:29 134-32-703/01/11 20:304.8 0.99
1,4-Naphthoquinone 1.1U ug/L 1 03/17/11 04:29 130-15-403/01/11 20:304.8 1.1
2-Nitroaniline 0.58U ug/L 1 03/17/11 04:29 88-74-403/01/11 20:304.8 0.58
3-Nitroaniline 0.95U ug/L 1 03/17/11 04:29 99-09-203/01/11 20:304.8 0.95
4-Nitroaniline 0.66U ug/L 1 03/17/11 04:29 100-01-603/01/11 20:303.8 0.66
Nitrobenzene 1.0U ug/L 1 03/17/11 04:29 98-95-303/01/11 20:303.8 1.0
2-Nitrophenol 0.78U ug/L 1 03/17/11 04:29 88-75-503/01/11 20:304.8 0.78
4-Nitrophenol 1.0U ug/L 1 03/17/11 04:29 100-02-703/01/11 20:3019.2 1.0
5-Nitro-o-toluidine 1.2U ug/L 1 03/17/11 04:29 99-55-803/01/11 20:304.8 1.2
N-Nitrosodiethylamine 0.70U ug/L 1 03/17/11 04:29 55-18-503/01/11 20:303.8 0.70
N-Nitrosodimethylamine 0.93U ug/L 1 03/17/11 04:29 62-75-903/01/11 20:301.9 0.93
N-Nitroso-di-n-butylamine 0.53U ug/L 1 03/17/11 04:29 924-16-303/01/11 20:303.8 0.53
N-Nitroso-di-n-propylamine 0.90U ug/L 1 03/17/11 04:29 621-64-703/01/11 20:303.8 0.90
N-Nitrosodiphenylamine 0.48U ug/L 1 03/17/11 04:29 86-30-603/01/11 20:304.8 0.48
N-Nitrosomethylethylamine 0.71U ug/L 1 03/17/11 04:29 10595-95-603/01/11 20:304.8 0.71
N-Nitrosopiperidine 0.61U ug/L 1 03/17/11 04:29 100-75-403/01/11 20:304.8 0.61
N-Nitrosopyrrolidine 0.84U ug/L 1 03/17/11 04:29 930-55-203/01/11 20:304.8 0.84
O,O,O-Triethylphosphorothioate 0.66U ug/L 1 03/17/11 04:29 126-68-103/01/11 20:304.8 0.66
Pentachlorobenzene 0.75U ug/L 1 03/17/11 04:29 608-93-503/01/11 20:304.8 0.75
Phenacetin 0.51U ug/L 1 03/17/11 04:29 62-44-203/01/11 20:304.8 0.51
Phenanthrene 0.50U ug/L 1 03/17/11 04:29 85-01-803/01/11 20:304.8 0.50
Phenol 0.52U ug/L 1 03/17/11 04:29 108-95-203/01/11 20:304.8 0.52
p-Phenylenediamine 10.0U ug/L 1 03/17/11 04:29 106-50-303/01/11 20:3020.0 10.0
Pronamide 1.1U ug/L 1 03/17/11 04:29 23950-58-503/01/11 20:304.8 1.1
Pyrene 0.65U ug/L 1 03/17/11 04:29 129-00-003/01/11 20:304.8 0.65
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Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

8270 MSSV SemiVOA App. II Analytical Method: EPA 8270  Preparation Method: EPA 3510

Safrole 0.82U ug/L 1 03/17/11 04:29 94-59-703/01/11 20:304.8 0.82
1,2,4,5-Tetrachlorobenzene 0.67U ug/L 1 03/17/11 04:29 95-94-3 6p03/01/11 20:304.8 0.67
2,3,4,6-Tetrachlorophenol 3.7U ug/L 1 03/17/11 04:29 58-90-203/01/11 20:304.8 3.7
Thionazin 0.59U ug/L 1 03/17/11 04:29 297-97-203/01/11 20:304.8 0.59
O-Toluidine 1.0U ug/L 1 03/17/11 04:29 95-53-403/01/11 20:304.8 1.0
2,4,5-Trichlorophenol 0.50U ug/L 1 03/17/11 04:29 95-95-403/01/11 20:303.8 0.50
2,4,6-Trichlorophenol 0.66U ug/L 1 03/17/11 04:29 88-06-203/01/11 20:301.9 0.66
1,3,5-Trinitrobenzene 1.2U ug/L 1 03/17/11 04:29 99-35-403/01/11 20:304.8 1.2
Nitrobenzene-d5 (S) 56 % 1 03/17/11 04:29 4165-60-003/01/11 20:3010-110
2-Fluorobiphenyl (S) 63 % 1 03/17/11 04:29 321-60-803/01/11 20:3018-110
Terphenyl-d14 (S) 61 % 1 03/17/11 04:29 1718-51-003/01/11 20:3010-123
Phenol-d6 (S) 16 % 1 03/17/11 04:29 13127-88-303/01/11 20:3010-110
2-Fluorophenol (S) 22 % 1 03/17/11 04:29 367-12-403/01/11 20:3018-110
2,4,6-Tribromophenol (S) 62 % 1 03/17/11 04:29 118-79-603/01/11 20:3010-110

8260 MSV Analytical Method: EPA 8260

Acetone 5.0U ug/L 1 03/11/11 18:24 67-64-110.0 5.0
Acetonitrile 5.0U ug/L 1 03/11/11 18:24 75-05-810.0 5.0
Acrolein 10.0U ug/L 1 03/11/11 18:24 107-02-820.0 10.0
Acrylonitrile 5.0U ug/L 1 03/11/11 18:24 107-13-110.0 5.0
Allyl chloride 0.50U ug/L 1 03/11/11 18:24 107-05-11.0 0.50
Benzene 4.6 ug/L 1 03/11/11 18:24 71-43-21.0 0.50
Bromochloromethane 0.50U ug/L 1 03/11/11 18:24 74-97-51.0 0.50
Bromodichloromethane 0.27U ug/L 1 03/11/11 18:24 75-27-40.60 0.27
Bromoform 0.50U ug/L 1 03/11/11 18:24 75-25-21.0 0.50
Bromomethane 0.50U ug/L 1 03/11/11 18:24 74-83-91.0 0.50
2-Butanone (MEK) 5.0U ug/L 1 03/11/11 18:24 78-93-310.0 5.0
Carbon disulfide 0.50U ug/L 1 03/11/11 18:24 75-15-01.0 0.50
Carbon tetrachloride 0.50U ug/L 1 03/11/11 18:24 56-23-51.0 0.50
Chlorobenzene 0.50U ug/L 1 03/11/11 18:24 108-90-71.0 0.50
Chloroethane 0.50U ug/L 1 03/11/11 18:24 75-00-31.0 0.50
Chloroform 0.50U ug/L 1 03/11/11 18:24 67-66-31.0 0.50
Chloromethane 0.62U ug/L 1 03/11/11 18:24 74-87-31.0 0.62
Chloroprene 0.50U ug/L 1 03/11/11 18:24 126-99-81.0 0.50
Dibromochloromethane 0.26U ug/L 1 03/11/11 18:24 124-48-10.50 0.26
Dibromomethane 0.50U ug/L 1 03/11/11 18:24 74-95-31.0 0.50
trans-1,4-Dichloro-2-butene 5.0U ug/L 1 03/11/11 18:24 110-57-610.0 5.0
Dichlorodifluoromethane 0.50U ug/L 1 03/11/11 18:24 75-71-81.0 0.50
1,1-Dichloroethane 0.50U ug/L 1 03/11/11 18:24 75-34-31.0 0.50
1,2-Dichloroethane 0.50U ug/L 1 03/11/11 18:24 107-06-21.0 0.50
1,1-Dichloroethene 0.50U ug/L 1 03/11/11 18:24 75-35-41.0 0.50
cis-1,2-Dichloroethene 0.50U ug/L 1 03/11/11 18:24 156-59-21.0 0.50
trans-1,2-Dichloroethene 0.50U ug/L 1 03/11/11 18:24 156-60-51.0 0.50
1,2-Dichloropropane 0.50U ug/L 1 03/11/11 18:24 78-87-51.0 0.50
1,3-Dichloropropane 0.50U ug/L 1 03/11/11 18:24 142-28-91.0 0.50
2,2-Dichloropropane 0.50U ug/L 1 03/11/11 18:24 594-20-71.0 0.50
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ANALYTICAL RESULTS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Sample: B81-4 Lab ID: 3527011003 Collected: 02/28/11 13:20 Received: 03/01/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

8260 MSV Analytical Method: EPA 8260

1,1-Dichloropropene 0.50U ug/L 1 03/11/11 18:24 563-58-61.0 0.50
cis-1,3-Dichloropropene 0.25U ug/L 1 03/11/11 18:24 10061-01-50.50 0.25
trans-1,3-Dichloropropene 0.25U ug/L 1 03/11/11 18:24 10061-02-60.50 0.25
Ethylbenzene 0.50U ug/L 1 03/11/11 18:24 100-41-41.0 0.50
Ethyl methacrylate 0.50U ug/L 1 03/11/11 18:24 97-63-21.0 0.50
Hexachloro-1,3-butadiene 0.50U ug/L 1 03/11/11 18:24 87-68-31.0 0.50
2-Hexanone 5.0U ug/L 1 03/11/11 18:24 591-78-610.0 5.0
Iodomethane 0.50U ug/L 1 03/11/11 18:24 74-88-41.0 0.50
Isobutyl Alcohol 10.0U ug/L 1 03/11/11 18:24 78-83-120.0 10.0
Methacrylonitrile 5.0U ug/L 1 03/11/11 18:24 126-98-710.0 5.0
Methylene Chloride 2.5U ug/L 1 03/11/11 18:24 75-09-25.0 2.5
Methyl methacrylate 5.0U ug/L 1 03/11/11 18:24 80-62-610.0 5.0
4-Methyl-2-pentanone (MIBK) 5.0U ug/L 1 03/11/11 18:24 108-10-110.0 5.0
Propionitrile 5.0U ug/L 1 03/11/11 18:24 107-12-010.0 5.0
Styrene 0.50U ug/L 1 03/11/11 18:24 100-42-51.0 0.50
1,1,1,2-Tetrachloroethane 0.50U ug/L 1 03/11/11 18:24 630-20-61.0 0.50
1,1,2,2-Tetrachloroethane 0.18U ug/L 1 03/11/11 18:24 79-34-50.50 0.18
Tetrachloroethene 0.50U ug/L 1 03/11/11 18:24 127-18-41.0 0.50
Toluene 0.50U ug/L 1 03/11/11 18:24 108-88-31.0 0.50
1,2,4-Trichlorobenzene 0.50U ug/L 1 03/11/11 18:24 120-82-11.0 0.50
1,1,1-Trichloroethane 0.50U ug/L 1 03/11/11 18:24 71-55-61.0 0.50
1,1,2-Trichloroethane 0.50U ug/L 1 03/11/11 18:24 79-00-51.0 0.50
Trichloroethene 0.50U ug/L 1 03/11/11 18:24 79-01-61.0 0.50
Trichlorofluoromethane 0.50U ug/L 1 03/11/11 18:24 75-69-41.0 0.50
1,2,3-Trichloropropane 0.36U ug/L 1 03/11/11 18:24 96-18-40.50 0.36
Vinyl acetate 1.0U ug/L 1 03/11/11 18:24 108-05-42.0 1.0
Vinyl chloride 0.50U ug/L 1 03/11/11 18:24 75-01-41.0 0.50
Xylene (Total) 0.50U ug/L 1 03/11/11 18:24 1330-20-71.0 0.50
4-Bromofluorobenzene (S) 99 % 1 03/11/11 18:24 460-00-470-114
Dibromofluoromethane (S) 96 % 1 03/11/11 18:24 1868-53-788-117
1,2-Dichloroethane-d4 (S) 98 % 1 03/11/11 18:24 17060-07-086-125
Toluene-d8 (S) 99 % 1 03/11/11 18:24 2037-26-587-113

2540C Total Dissolved Solids Analytical Method: SM 2540C

Total Dissolved Solids 920 mg/L 1 03/03/11 08:2710.0 10.0

9034 Sulfide Water Analytical Method: EPA 9034

Sulfide 1.0U mg/L 1 03/01/11 12:50 18496-25-81.0 1.0

300.0 IC Anions Analytical Method: EPA 300.0

Nitrate as N 0.12U mg/L 5 03/01/11 11:53 14797-55-80.25 0.12

300.0 IC Anions 28 Days Analytical Method: EPA 300.0

Chloride 161 mg/L 5 03/01/11 11:53 16887-00-625.0 12.5
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ANALYTICAL RESULTS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Sample: B81-4 Lab ID: 3527011003 Collected: 02/28/11 13:20 Received: 03/01/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

350.1 Ammonia Analytical Method: EPA 350.1

Nitrogen, Ammonia 0.020U mg/L 1 03/04/11 09:59 7664-41-70.050 0.020

9012 Cyanide, Total Analytical Method: EPA 9012  Preparation Method: EPA 9012

Cyanide 0.0050U mg/L 1 03/07/11 16:42 57-12-503/07/11 11:250.010 0.0050
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ANALYTICAL RESULTS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Sample: B81-4 DUP Lab ID: 3527011004 Collected: 02/28/11 13:20 Received: 03/01/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

Field Data Analytical Method:

Field pH 6.32 Std. Units 1 03/01/11 13:59
Field Temperature 22.04 deg C 1 03/01/11 13:59
Field Specific Conductance 1513 umhos/cm 1 03/01/11 13:59
Oxygen, Dissolved 0.11 mg/L 1 03/01/11 13:59 7782-44-7
REDOX -45.4 mV 1 03/01/11 13:59
Turbidity 2.91 NTU 1 03/01/11 13:59

8011 GCS EDB and DBCP Analytical Method: EPA 8011  Preparation Method: EPA 8011

1,2-Dibromo-3-chloropropane 0.0052U ug/L 1 03/03/11 19:59 96-12-803/03/11 11:300.021 0.0052
1,2-Dibromoethane (EDB) 0.0066U ug/L 1 03/03/11 19:59 106-93-403/03/11 11:300.011 0.0066

8081 GCS Pesticides Analytical Method: EPA 8081  Preparation Method: EPA 3510

Aldrin 0.00048U ug/L 1 03/03/11 11:18 309-00-203/02/11 15:030.0096 0.00048
alpha-BHC 0.00029U ug/L 1 03/03/11 11:18 319-84-603/02/11 15:030.0096 0.00029
beta-BHC 0.00048U ug/L 1 03/03/11 11:18 319-85-703/02/11 15:030.0096 0.00048
delta-BHC 0.00039U ug/L 1 03/03/11 11:18 319-86-803/02/11 15:030.0096 0.00039
gamma-BHC (Lindane) 0.00019U ug/L 1 03/03/11 11:18 58-89-903/02/11 15:030.0096 0.00019
Chlordane (Technical) 0.077U ug/L 1 03/03/11 11:18 57-74-903/02/11 15:030.48 0.077
Chlorobenzilate 0.020U ug/L 1 03/03/11 11:18 510-15-603/02/11 15:030.096 0.020
4,4'-DDD 0.0018U ug/L 1 03/03/11 11:18 72-54-803/02/11 15:030.0096 0.0018
4,4'-DDE 0.00087U ug/L 1 03/03/11 11:18 72-55-903/02/11 15:030.0096 0.00087
4,4'-DDT 0.0035U ug/L 1 03/03/11 11:18 50-29-3 L303/02/11 15:030.0096 0.0035
Dieldrin 0.00048U ug/L 1 03/03/11 11:18 60-57-103/02/11 15:030.0096 0.00048
Endosulfan I 0.00067U ug/L 1 03/03/11 11:18 959-98-803/02/11 15:030.0096 0.00067
Endosulfan II 0.00067U ug/L 1 03/03/11 11:18 33213-65-903/02/11 15:030.0096 0.00067
Endosulfan sulfate 0.00058U ug/L 1 03/03/11 11:18 1031-07-803/02/11 15:030.0096 0.00058
Endrin 0.0016U ug/L 1 03/03/11 11:18 72-20-803/02/11 15:030.0096 0.0016
Endrin aldehyde 0.0068U ug/L 1 03/03/11 11:18 7421-93-403/02/11 15:030.0096 0.0068
Heptachlor 0.0014U ug/L 1 03/03/11 11:18 76-44-803/02/11 15:030.0096 0.0014
Heptachlor epoxide 0.00039U ug/L 1 03/03/11 11:18 1024-57-303/02/11 15:030.0096 0.00039
Methoxychlor 0.0067U ug/L 1 03/03/11 11:18 72-43-503/02/11 15:030.0096 0.0067
Pentachloronitrobenzene 0.014U ug/L 1 03/03/11 11:18 82-68-803/02/11 15:030.096 0.014
Toxaphene 0.27U ug/L 1 03/03/11 11:18 8001-35-203/02/11 15:030.48 0.27
Tetrachloro-m-xylene (S) 81 % 1 03/03/11 11:18 877-09-803/02/11 15:0366.5-

120.3
Decachlorobiphenyl (S) 83 % 1 03/03/11 11:18 2051-24-303/02/11 15:0341.7-

109.1

8082 GCS PCB Analytical Method: EPA 8082  Preparation Method: EPA 3510

PCB-1016 (Aroclor 1016) 0.077U ug/L 1 03/03/11 11:18 12674-11-203/02/11 15:040.48 0.077
PCB-1221 (Aroclor 1221) 0.078U ug/L 1 03/03/11 11:18 11104-28-203/02/11 15:040.48 0.078
PCB-1232 (Aroclor 1232) 0.11U ug/L 1 03/03/11 11:18 11141-16-503/02/11 15:040.48 0.11
PCB-1242 (Aroclor 1242) 0.12U ug/L 1 03/03/11 11:18 53469-21-903/02/11 15:040.48 0.12
PCB-1248 (Aroclor 1248) 0.26U ug/L 1 03/03/11 11:18 12672-29-603/02/11 15:040.48 0.26
PCB-1254 (Aroclor 1254) 0.14U ug/L 1 03/03/11 11:18 11097-69-103/02/11 15:040.48 0.14
PCB-1260 (Aroclor 1260) 0.11U ug/L 1 03/03/11 11:18 11096-82-503/02/11 15:040.48 0.11
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Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

8082 GCS PCB Analytical Method: EPA 8082  Preparation Method: EPA 3510

Tetrachloro-m-xylene (S) 109 % 1 03/03/11 11:18 877-09-803/02/11 15:0448-111
Decachlorobiphenyl (S) 92 % 1 03/03/11 11:18 2051-24-303/02/11 15:0463-121

8141 GCS O/P Pesticides Analytical Method: EPA 8141  Preparation Method: EPA 3510

Dimethoate 0.18U ug/L 1 03/08/11 05:31 60-51-503/04/11 14:560.48 0.18
Disulfoton 0.15U ug/L 1 03/08/11 05:31 298-04-403/04/11 14:560.48 0.15
Famphur 0.14U ug/L 1 03/08/11 05:31 52-85-703/04/11 14:560.48 0.14
Methyl parathion 0.19U ug/L 1 03/08/11 05:31 298-00-0 J(L2)03/04/11 14:560.48 0.19
Parathion (Ethyl parathion) 0.34U ug/L 1 03/08/11 05:31 56-38-2 J(L2)03/04/11 14:560.96 0.34
Phorate 0.35U ug/L 1 03/08/11 05:31 298-02-203/04/11 14:560.96 0.35
4-Chloro3nitrobenzotrifluoride 83 % 1 03/08/11 05:31 3p,C003/04/11 14:5634.2-122

8151 Chlorinated Herbicides Analytical Method: EPA 8151  Preparation Method: EPA 8151

2,4-D 0.22U ug/L 1 03/04/11 03:50 94-75-703/02/11 08:300.90 0.22
Dinoseb 0.055U ug/L 1 03/04/11 03:50 88-85-703/02/11 08:300.18 0.055
Pentachlorophenol 0.016U ug/L 1 03/04/11 03:50 87-86-503/02/11 08:300.027 0.016
2,4,5-T 0.040U ug/L 1 03/04/11 03:50 93-76-503/02/11 08:300.18 0.040
2,4,5-TP (Silvex) 0.047U ug/L 1 03/04/11 03:50 93-72-103/02/11 08:300.18 0.047
2,4-DCPA (S) 80 % 1 03/04/11 03:50 19719-28-903/02/11 08:3065.5-

125.7

6010 MET ICP Analytical Method: EPA 6010  Preparation Method: EPA 3010

Arsenic 5.0U ug/L 1 03/02/11 22:24 7440-38-203/02/11 07:3510.0 5.0
Barium 164 ug/L 1 03/02/11 22:24 7440-39-303/02/11 07:3510.0 5.0
Beryllium 0.50U ug/L 1 03/02/11 22:24 7440-41-703/02/11 07:351.0 0.50
Cadmium 0.50U ug/L 1 03/02/11 22:24 7440-43-903/02/11 07:351.0 0.50
Chromium 2.5U ug/L 1 03/02/11 22:24 7440-47-303/02/11 07:355.0 2.5
Cobalt 5.0U ug/L 1 03/02/11 22:24 7440-48-403/02/11 07:3510.0 5.0
Copper 10.5 ug/L 1 03/02/11 22:24 7440-50-803/02/11 07:355.0 2.5
Iron 21400 ug/L 1 03/02/11 22:24 7439-89-603/02/11 07:3540.0 20.0
Lead 5.0U ug/L 1 03/02/11 22:24 7439-92-103/02/11 07:3510.0 5.0
Nickel 8.7 ug/L 1 03/02/11 22:24 7440-02-003/02/11 07:355.0 2.5
Selenium 7.5U ug/L 1 03/02/11 22:24 7782-49-203/02/11 07:3515.0 7.5
Silver 2.5U ug/L 1 03/02/11 22:24 7440-22-403/02/11 07:355.0 2.5
Sodium 128 mg/L 1 03/02/11 22:24 7440-23-503/02/11 07:351.0 0.50
Tin 25.0U ug/L 1 03/02/11 22:24 7440-31-503/02/11 07:3550.0 25.0
Vanadium 5.0U ug/L 1 03/02/11 22:24 7440-62-203/02/11 07:3510.0 5.0
Zinc 30.6 ug/L 1 03/02/11 22:24 7440-66-603/02/11 07:3520.0 10.0

6020 MET ICPMS Analytical Method: EPA 6020  Preparation Method: EPA 3010

Antimony 0.50U ug/L 1 03/03/11 13:49 7440-36-003/02/11 07:351.0 0.50
Thallium 0.50U ug/L 1 03/03/11 13:49 7440-28-003/02/11 07:351.0 0.50

7470 Mercury Analytical Method: EPA 7470  Preparation Method: EPA 7470

Mercury 0.10U ug/L 1 03/08/11 16:14 7439-97-603/07/11 10:500.20 0.10
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8270 MSSV SemiVOA App. II Analytical Method: EPA 8270  Preparation Method: EPA 3510

Acenaphthene 0.81U ug/L 1 03/17/11 04:59 83-32-903/01/11 20:304.7 0.81
Acenaphthylene 0.90U ug/L 1 03/17/11 04:59 208-96-803/01/11 20:304.7 0.90
Acetophenone 1.4U ug/L 1 03/17/11 04:59 98-86-203/01/11 20:304.7 1.4
2-Acetylaminofluorene 0.61U ug/L 1 03/17/11 04:59 53-96-303/01/11 20:304.7 0.61
4-Aminobiphenyl 2.7U ug/L 1 03/17/11 04:59 92-67-103/01/11 20:304.7 2.7
Anthracene 0.57U ug/L 1 03/17/11 04:59 120-12-703/01/11 20:304.7 0.57
Benzo(a)anthracene 0.60U ug/L 1 03/17/11 04:59 56-55-303/01/11 20:304.7 0.60
Benzo(a)pyrene 0.55U ug/L 1 03/17/11 04:59 50-32-803/01/11 20:300.95 0.55
Benzo(b)fluoranthene 0.59U ug/L 1 03/17/11 04:59 205-99-203/01/11 20:301.9 0.59
Benzo(g,h,i)perylene 0.64U ug/L 1 03/17/11 04:59 191-24-203/01/11 20:304.7 0.64
Benzo(k)fluoranthene 0.48U ug/L 1 03/17/11 04:59 207-08-903/01/11 20:303.8 0.48
Benzyl alcohol 0.96U ug/L 1 03/17/11 04:59 100-51-603/01/11 20:304.7 0.96
4-Bromophenylphenyl ether 0.63U ug/L 1 03/17/11 04:59 101-55-303/01/11 20:304.7 0.63
Butylbenzylphthalate 0.68U ug/L 1 03/17/11 04:59 85-68-703/01/11 20:304.7 0.68
4-Chloro-3-methylphenol 0.59U ug/L 1 03/17/11 04:59 59-50-703/01/11 20:3018.9 0.59
4-Chloroaniline 1.1U ug/L 1 03/17/11 04:59 106-47-803/01/11 20:304.7 1.1
bis(2-Chloroethoxy)methane 2.8U ug/L 1 03/17/11 04:59 111-91-103/01/11 20:304.7 2.8
bis(2-Chloroethyl) ether 0.71U ug/L 1 03/17/11 04:59 111-44-403/01/11 20:303.8 0.71
bis(2-Chloroisopropyl) ether 0.69U ug/L 1 03/17/11 04:59 108-60-103/01/11 20:304.7 0.69
2-Chloronaphthalene 0.76U ug/L 1 03/17/11 04:59 91-58-703/01/11 20:304.7 0.76
2-Chlorophenol 0.64U ug/L 1 03/17/11 04:59 95-57-803/01/11 20:304.7 0.64
4-Chlorophenylphenyl ether 0.60U ug/L 1 03/17/11 04:59 7005-72-3 L303/01/11 20:304.7 0.60
Chrysene 0.35U ug/L 1 03/17/11 04:59 218-01-903/01/11 20:304.7 0.35
Diallate 0.69U ug/L 1 03/17/11 04:59 2303-16-403/01/11 20:304.7 0.69
Dibenz(a,h)anthracene 0.61U ug/L 1 03/17/11 04:59 53-70-303/01/11 20:301.9 0.61
Dibenzofuran 0.63U ug/L 1 03/17/11 04:59 132-64-903/01/11 20:304.7 0.63
1,2-Dichlorobenzene 0.64U ug/L 1 03/17/11 04:59 95-50-103/01/11 20:304.7 0.64
1,3-Dichlorobenzene 0.72U ug/L 1 03/17/11 04:59 541-73-103/01/11 20:304.7 0.72
1,4-Dichlorobenzene 0.73U ug/L 1 03/17/11 04:59 106-46-703/01/11 20:304.7 0.73
3,3'-Dichlorobenzidine 0.65U ug/L 1 03/17/11 04:59 91-94-103/01/11 20:309.5 0.65
2,4-Dichlorophenol 0.53U ug/L 1 03/17/11 04:59 120-83-203/01/11 20:301.9 0.53
2,6-Dichlorophenol 0.59U ug/L 1 03/17/11 04:59 87-65-003/01/11 20:303.8 0.59
Diethylphthalate 0.48U ug/L 1 03/17/11 04:59 84-66-203/01/11 20:304.7 0.48
P-Dimethylaminoazobenzene 0.63U ug/L 1 03/17/11 04:59 60-11-703/01/11 20:304.7 0.63
7,12-Dimethylbenz(a)anthracene 1.8U ug/L 1 03/17/11 04:59 57-97-603/01/11 20:304.7 1.8
3,3'-Dimethylbenzidine 3.0U ug/L 1 03/17/11 04:59 119-93-703/01/11 20:309.5 3.0
2,4-Dimethylphenol 1.5U ug/L 1 03/17/11 04:59 105-67-903/01/11 20:304.7 1.5
a,a-Dimethylphenylethylamine 10.0U ug/L 1 03/17/11 04:59 122-09-803/01/11 20:3020.0 10.0
Dimethylphthalate 0.61U ug/L 1 03/17/11 04:59 131-11-303/01/11 20:304.7 0.61
Di-n-butylphthalate 0.39U ug/L 1 03/17/11 04:59 84-74-203/01/11 20:304.7 0.39
4,6-Dinitro-2-methylphenol 1.2U ug/L 1 03/17/11 04:59 534-52-103/01/11 20:3018.9 1.2
1,3-Dinitrobenzene 0.64U ug/L 1 03/17/11 04:59 99-65-003/01/11 20:307.6 0.64
2,4-Dinitrophenol 1.5U ug/L 1 03/17/11 04:59 51-28-503/01/11 20:3018.9 1.5
2,4-Dinitrotoluene 0.50U ug/L 1 03/17/11 04:59 121-14-203/01/11 20:301.9 0.50
2,6-Dinitrotoluene 1.2U ug/L 1 03/17/11 04:59 606-20-203/01/11 20:301.9 1.2
Di-n-octylphthalate 0.85U ug/L 1 03/17/11 04:59 117-84-003/01/11 20:304.7 0.85
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Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

8270 MSSV SemiVOA App. II Analytical Method: EPA 8270  Preparation Method: EPA 3510

bis(2-Ethylhexyl)phthalate 0.76U ug/L 1 03/17/11 04:59 117-81-703/01/11 20:304.7 0.76
Ethyl methanesulfonate 0.85U ug/L 1 03/17/11 04:59 62-50-003/01/11 20:304.7 0.85
Fluoranthene 0.51U ug/L 1 03/17/11 04:59 206-44-003/01/11 20:304.7 0.51
Fluorene 0.53U ug/L 1 03/17/11 04:59 86-73-703/01/11 20:304.7 0.53
Hexachlorobenzene 0.76U ug/L 1 03/17/11 04:59 118-74-103/01/11 20:300.95 0.76
Hexachlorocyclopentadiene 1.2U ug/L 1 03/17/11 04:59 77-47-403/01/11 20:304.7 1.2
Hexachloroethane 0.67U ug/L 1 03/17/11 04:59 67-72-103/01/11 20:304.7 0.67
Hexachloropropene 1.3U ug/L 1 03/17/11 04:59 1888-71-703/01/11 20:304.7 1.3
Indeno(1,2,3-cd)pyrene 0.69U ug/L 1 03/17/11 04:59 193-39-503/01/11 20:301.9 0.69
Isodrin 0.51U ug/L 1 03/17/11 04:59 465-73-603/01/11 20:304.7 0.51
Isophorone 0.69U ug/L 1 03/17/11 04:59 78-59-103/01/11 20:304.7 0.69
Isosafrole 0.57U ug/L 1 03/17/11 04:59 120-58-103/01/11 20:304.7 0.57
Kepone 10.0U ug/L 1 03/17/11 04:59 143-50-003/01/11 20:3020.0 10.0
Methapyrilene 1.6U ug/L 1 03/17/11 04:59 91-80-503/01/11 20:304.7 1.6
3-Methylcholanthrene 0.98U ug/L 1 03/17/11 04:59 56-49-503/01/11 20:304.7 0.98
Methyl methanesulfonate 0.95U ug/L 1 03/17/11 04:59 66-27-303/01/11 20:304.7 0.95
2-Methylnaphthalene 0.94U ug/L 1 03/17/11 04:59 91-57-603/01/11 20:304.7 0.94
2-Methylphenol(o-Cresol) 0.69U ug/L 1 03/17/11 04:59 95-48-703/01/11 20:304.7 0.69
3&4-Methylphenol(m&p Cresol) 0.62U ug/L 1 03/17/11 04:5903/01/11 20:309.5 0.62
2-Naphthylamine 2.1U ug/L 1 03/17/11 04:59 91-59-803/01/11 20:304.7 2.1
Naphthalene 1.3 I ug/L 1 03/17/11 04:59 91-20-303/01/11 20:304.7 0.74
1-Naphthylamine 0.97U ug/L 1 03/17/11 04:59 134-32-703/01/11 20:304.7 0.97
1,4-Naphthoquinone 1.1U ug/L 1 03/17/11 04:59 130-15-403/01/11 20:304.7 1.1
2-Nitroaniline 0.57U ug/L 1 03/17/11 04:59 88-74-403/01/11 20:304.7 0.57
3-Nitroaniline 0.94U ug/L 1 03/17/11 04:59 99-09-203/01/11 20:304.7 0.94
4-Nitroaniline 0.65U ug/L 1 03/17/11 04:59 100-01-603/01/11 20:303.8 0.65
Nitrobenzene 1.0U ug/L 1 03/17/11 04:59 98-95-303/01/11 20:303.8 1.0
2-Nitrophenol 0.77U ug/L 1 03/17/11 04:59 88-75-503/01/11 20:304.7 0.77
4-Nitrophenol 1.0U ug/L 1 03/17/11 04:59 100-02-703/01/11 20:3018.9 1.0
5-Nitro-o-toluidine 1.2U ug/L 1 03/17/11 04:59 99-55-803/01/11 20:304.7 1.2
N-Nitrosodiethylamine 0.69U ug/L 1 03/17/11 04:59 55-18-503/01/11 20:303.8 0.69
N-Nitrosodimethylamine 0.92U ug/L 1 03/17/11 04:59 62-75-903/01/11 20:301.9 0.92
N-Nitroso-di-n-butylamine 0.52U ug/L 1 03/17/11 04:59 924-16-303/01/11 20:303.8 0.52
N-Nitroso-di-n-propylamine 0.89U ug/L 1 03/17/11 04:59 621-64-703/01/11 20:303.8 0.89
N-Nitrosodiphenylamine 0.47U ug/L 1 03/17/11 04:59 86-30-603/01/11 20:304.7 0.47
N-Nitrosomethylethylamine 0.70U ug/L 1 03/17/11 04:59 10595-95-603/01/11 20:304.7 0.70
N-Nitrosopiperidine 0.61U ug/L 1 03/17/11 04:59 100-75-403/01/11 20:304.7 0.61
N-Nitrosopyrrolidine 0.83U ug/L 1 03/17/11 04:59 930-55-203/01/11 20:304.7 0.83
O,O,O-Triethylphosphorothioate 0.65U ug/L 1 03/17/11 04:59 126-68-103/01/11 20:304.7 0.65
Pentachlorobenzene 0.74U ug/L 1 03/17/11 04:59 608-93-503/01/11 20:304.7 0.74
Phenacetin 0.50U ug/L 1 03/17/11 04:59 62-44-203/01/11 20:304.7 0.50
Phenanthrene 0.49U ug/L 1 03/17/11 04:59 85-01-803/01/11 20:304.7 0.49
Phenol 0.51U ug/L 1 03/17/11 04:59 108-95-203/01/11 20:304.7 0.51
p-Phenylenediamine 10.0U ug/L 1 03/17/11 04:59 106-50-303/01/11 20:3020.0 10.0
Pronamide 1.1U ug/L 1 03/17/11 04:59 23950-58-503/01/11 20:304.7 1.1
Pyrene 0.64U ug/L 1 03/17/11 04:59 129-00-003/01/11 20:304.7 0.64
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8270 MSSV SemiVOA App. II Analytical Method: EPA 8270  Preparation Method: EPA 3510

Safrole 0.80U ug/L 1 03/17/11 04:59 94-59-703/01/11 20:304.7 0.80
1,2,4,5-Tetrachlorobenzene 0.66U ug/L 1 03/17/11 04:59 95-94-3 6p03/01/11 20:304.7 0.66
2,3,4,6-Tetrachlorophenol 3.6U ug/L 1 03/17/11 04:59 58-90-203/01/11 20:304.7 3.6
Thionazin 0.58U ug/L 1 03/17/11 04:59 297-97-203/01/11 20:304.7 0.58
O-Toluidine 1.0U ug/L 1 03/17/11 04:59 95-53-403/01/11 20:304.7 1.0
2,4,5-Trichlorophenol 0.49U ug/L 1 03/17/11 04:59 95-95-403/01/11 20:303.8 0.49
2,4,6-Trichlorophenol 0.65U ug/L 1 03/17/11 04:59 88-06-203/01/11 20:301.9 0.65
1,3,5-Trinitrobenzene 1.2U ug/L 1 03/17/11 04:59 99-35-403/01/11 20:304.7 1.2
Nitrobenzene-d5 (S) 60 % 1 03/17/11 04:59 4165-60-003/01/11 20:3010-110
2-Fluorobiphenyl (S) 71 % 1 03/17/11 04:59 321-60-803/01/11 20:3018-110
Terphenyl-d14 (S) 77 % 1 03/17/11 04:59 1718-51-003/01/11 20:3010-123
Phenol-d6 (S) 18 % 1 03/17/11 04:59 13127-88-303/01/11 20:3010-110
2-Fluorophenol (S) 17 % 1 03/17/11 04:59 367-12-4 J(S0)03/01/11 20:3018-110
2,4,6-Tribromophenol (S) 27 % 1 03/17/11 04:59 118-79-603/01/11 20:3010-110

8260 MSV Analytical Method: EPA 8260

Acetone 5.0U ug/L 1 03/11/11 19:13 67-64-110.0 5.0
Acetonitrile 5.0U ug/L 1 03/11/11 19:13 75-05-810.0 5.0
Acrolein 10.0U ug/L 1 03/11/11 19:13 107-02-820.0 10.0
Acrylonitrile 5.0U ug/L 1 03/11/11 19:13 107-13-110.0 5.0
Allyl chloride 0.50U ug/L 1 03/11/11 19:13 107-05-11.0 0.50
Benzene 4.6 ug/L 1 03/11/11 19:13 71-43-21.0 0.50
Bromochloromethane 0.50U ug/L 1 03/11/11 19:13 74-97-51.0 0.50
Bromodichloromethane 0.27U ug/L 1 03/11/11 19:13 75-27-40.60 0.27
Bromoform 0.50U ug/L 1 03/11/11 19:13 75-25-21.0 0.50
Bromomethane 0.50U ug/L 1 03/11/11 19:13 74-83-91.0 0.50
2-Butanone (MEK) 5.0U ug/L 1 03/11/11 19:13 78-93-310.0 5.0
Carbon disulfide 0.53 I ug/L 1 03/11/11 19:13 75-15-0 V1.0 0.50
Carbon tetrachloride 0.50U ug/L 1 03/11/11 19:13 56-23-51.0 0.50
Chlorobenzene 0.50U ug/L 1 03/11/11 19:13 108-90-71.0 0.50
Chloroethane 0.50U ug/L 1 03/11/11 19:13 75-00-31.0 0.50
Chloroform 0.50U ug/L 1 03/11/11 19:13 67-66-31.0 0.50
Chloromethane 0.62U ug/L 1 03/11/11 19:13 74-87-31.0 0.62
Chloroprene 0.50U ug/L 1 03/11/11 19:13 126-99-81.0 0.50
Dibromochloromethane 0.26U ug/L 1 03/11/11 19:13 124-48-10.50 0.26
Dibromomethane 0.50U ug/L 1 03/11/11 19:13 74-95-31.0 0.50
trans-1,4-Dichloro-2-butene 5.0U ug/L 1 03/11/11 19:13 110-57-610.0 5.0
Dichlorodifluoromethane 0.50U ug/L 1 03/11/11 19:13 75-71-81.0 0.50
1,1-Dichloroethane 0.50U ug/L 1 03/11/11 19:13 75-34-31.0 0.50
1,2-Dichloroethane 0.50U ug/L 1 03/11/11 19:13 107-06-21.0 0.50
1,1-Dichloroethene 0.50U ug/L 1 03/11/11 19:13 75-35-41.0 0.50
cis-1,2-Dichloroethene 0.50U ug/L 1 03/11/11 19:13 156-59-21.0 0.50
trans-1,2-Dichloroethene 0.50U ug/L 1 03/11/11 19:13 156-60-51.0 0.50
1,2-Dichloropropane 0.50U ug/L 1 03/11/11 19:13 78-87-51.0 0.50
1,3-Dichloropropane 0.50U ug/L 1 03/11/11 19:13 142-28-91.0 0.50
2,2-Dichloropropane 0.50U ug/L 1 03/11/11 19:13 594-20-71.0 0.50
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8260 MSV Analytical Method: EPA 8260

1,1-Dichloropropene 0.50U ug/L 1 03/11/11 19:13 563-58-61.0 0.50
cis-1,3-Dichloropropene 0.25U ug/L 1 03/11/11 19:13 10061-01-50.50 0.25
trans-1,3-Dichloropropene 0.25U ug/L 1 03/11/11 19:13 10061-02-60.50 0.25
Ethylbenzene 0.50U ug/L 1 03/11/11 19:13 100-41-41.0 0.50
Ethyl methacrylate 0.50U ug/L 1 03/11/11 19:13 97-63-21.0 0.50
Hexachloro-1,3-butadiene 0.50U ug/L 1 03/11/11 19:13 87-68-31.0 0.50
2-Hexanone 5.0U ug/L 1 03/11/11 19:13 591-78-610.0 5.0
Iodomethane 0.50U ug/L 1 03/11/11 19:13 74-88-41.0 0.50
Isobutyl Alcohol 10.0U ug/L 1 03/11/11 19:13 78-83-120.0 10.0
Methacrylonitrile 5.0U ug/L 1 03/11/11 19:13 126-98-710.0 5.0
Methylene Chloride 2.5U ug/L 1 03/11/11 19:13 75-09-25.0 2.5
Methyl methacrylate 5.0U ug/L 1 03/11/11 19:13 80-62-610.0 5.0
4-Methyl-2-pentanone (MIBK) 5.0U ug/L 1 03/11/11 19:13 108-10-110.0 5.0
Propionitrile 5.0U ug/L 1 03/11/11 19:13 107-12-010.0 5.0
Styrene 0.50U ug/L 1 03/11/11 19:13 100-42-51.0 0.50
1,1,1,2-Tetrachloroethane 0.50U ug/L 1 03/11/11 19:13 630-20-61.0 0.50
1,1,2,2-Tetrachloroethane 0.18U ug/L 1 03/11/11 19:13 79-34-50.50 0.18
Tetrachloroethene 0.50U ug/L 1 03/11/11 19:13 127-18-41.0 0.50
Toluene 0.50U ug/L 1 03/11/11 19:13 108-88-31.0 0.50
1,2,4-Trichlorobenzene 0.50U ug/L 1 03/11/11 19:13 120-82-11.0 0.50
1,1,1-Trichloroethane 0.50U ug/L 1 03/11/11 19:13 71-55-61.0 0.50
1,1,2-Trichloroethane 0.50U ug/L 1 03/11/11 19:13 79-00-51.0 0.50
Trichloroethene 0.50U ug/L 1 03/11/11 19:13 79-01-61.0 0.50
Trichlorofluoromethane 0.50U ug/L 1 03/11/11 19:13 75-69-41.0 0.50
1,2,3-Trichloropropane 0.36U ug/L 1 03/11/11 19:13 96-18-40.50 0.36
Vinyl acetate 1.0U ug/L 1 03/11/11 19:13 108-05-42.0 1.0
Vinyl chloride 0.50U ug/L 1 03/11/11 19:13 75-01-41.0 0.50
Xylene (Total) 0.50U ug/L 1 03/11/11 19:13 1330-20-71.0 0.50
4-Bromofluorobenzene (S) 100 % 1 03/11/11 19:13 460-00-470-114
Dibromofluoromethane (S) 95 % 1 03/11/11 19:13 1868-53-788-117
1,2-Dichloroethane-d4 (S) 99 % 1 03/11/11 19:13 17060-07-086-125
Toluene-d8 (S) 100 % 1 03/11/11 19:13 2037-26-587-113

2540C Total Dissolved Solids Analytical Method: SM 2540C

Total Dissolved Solids 994 mg/L 1 03/03/11 08:2710.0 10.0

9034 Sulfide Water Analytical Method: EPA 9034

Sulfide 1.0U mg/L 1 03/01/11 12:50 18496-25-81.0 1.0

300.0 IC Anions Analytical Method: EPA 300.0

Nitrate as N 0.12U mg/L 5 03/01/11 12:06 14797-55-80.25 0.12

300.0 IC Anions 28 Days Analytical Method: EPA 300.0

Chloride 162 mg/L 5 03/01/11 12:06 16887-00-625.0 12.5

REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, Inc..

Date: 03/18/2011 02:37 PM Page 65 of 191

Pace Analytical Services, Inc.
8 East Tower Circle

Ormond Beach, FL 32174

(386)672-5668



ANALYTICAL RESULTS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Sample: B81-4 DUP Lab ID: 3527011004 Collected: 02/28/11 13:20 Received: 03/01/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

350.1 Ammonia Analytical Method: EPA 350.1

Nitrogen, Ammonia 0.020U mg/L 1 03/04/11 10:00 7664-41-70.050 0.020

9012 Cyanide, Total Analytical Method: EPA 9012  Preparation Method: EPA 9012

Cyanide 0.0050U mg/L 1 03/07/11 16:45 57-12-503/07/11 11:250.010 0.0050
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ANALYTICAL RESULTS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Sample: B79-1 Lab ID: 3527011005 Collected: 02/28/11 15:10 Received: 03/01/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

Field Data Analytical Method:

Field pH 6.22 Std. Units 1 03/01/11 14:00
Field Temperature 22.09 deg C 1 03/01/11 14:00
Field Specific Conductance 2927 umhos/cm 1 03/01/11 14:00
Oxygen, Dissolved 0.11 mg/L 1 03/01/11 14:00 7782-44-7
REDOX -102.1 mV 1 03/01/11 14:00
Turbidity 2.41 NTU 1 03/01/11 14:00

8011 GCS EDB and DBCP Analytical Method: EPA 8011  Preparation Method: EPA 8011

1,2-Dibromo-3-chloropropane 0.0049U ug/L 1 03/03/11 20:28 96-12-803/03/11 11:300.020 0.0049
1,2-Dibromoethane (EDB) 0.0062U ug/L 1 03/03/11 20:28 106-93-403/03/11 11:300.010 0.0062

8081 GCS Pesticides Analytical Method: EPA 8081  Preparation Method: EPA 3510

Aldrin 0.00048U ug/L 1 03/03/11 11:37 309-00-203/02/11 15:030.0096 0.00048
alpha-BHC 0.00029U ug/L 1 03/03/11 11:37 319-84-603/02/11 15:030.0096 0.00029
beta-BHC 0.00048U ug/L 1 03/03/11 11:37 319-85-703/02/11 15:030.0096 0.00048
delta-BHC 0.00038U ug/L 1 03/03/11 11:37 319-86-803/02/11 15:030.0096 0.00038
gamma-BHC (Lindane) 0.00019U ug/L 1 03/03/11 11:37 58-89-903/02/11 15:030.0096 0.00019
Chlordane (Technical) 0.077U ug/L 1 03/03/11 11:37 57-74-903/02/11 15:030.48 0.077
Chlorobenzilate 0.020U ug/L 1 03/03/11 11:37 510-15-603/02/11 15:030.096 0.020
4,4'-DDD 0.0018U ug/L 1 03/03/11 11:37 72-54-803/02/11 15:030.0096 0.0018
4,4'-DDE 0.00086U ug/L 1 03/03/11 11:37 72-55-903/02/11 15:030.0096 0.00086
4,4'-DDT 0.0035U ug/L 1 03/03/11 11:37 50-29-3 L303/02/11 15:030.0096 0.0035
Dieldrin 0.00048U ug/L 1 03/03/11 11:37 60-57-103/02/11 15:030.0096 0.00048
Endosulfan I 0.00067U ug/L 1 03/03/11 11:37 959-98-803/02/11 15:030.0096 0.00067
Endosulfan II 0.00067U ug/L 1 03/03/11 11:37 33213-65-903/02/11 15:030.0096 0.00067
Endosulfan sulfate 0.00058U ug/L 1 03/03/11 11:37 1031-07-803/02/11 15:030.0096 0.00058
Endrin 0.0016U ug/L 1 03/03/11 11:37 72-20-803/02/11 15:030.0096 0.0016
Endrin aldehyde 0.0068U ug/L 1 03/03/11 11:37 7421-93-403/02/11 15:030.0096 0.0068
Heptachlor 0.0014U ug/L 1 03/03/11 11:37 76-44-803/02/11 15:030.0096 0.0014
Heptachlor epoxide 0.00038U ug/L 1 03/03/11 11:37 1024-57-303/02/11 15:030.0096 0.00038
Methoxychlor 0.0067U ug/L 1 03/03/11 11:37 72-43-503/02/11 15:030.0096 0.0067
Pentachloronitrobenzene 0.014U ug/L 1 03/03/11 11:37 82-68-803/02/11 15:030.096 0.014
Toxaphene 0.27U ug/L 1 03/03/11 11:37 8001-35-203/02/11 15:030.48 0.27
Tetrachloro-m-xylene (S) 81 % 1 03/03/11 11:37 877-09-803/02/11 15:0366.5-

120.3
Decachlorobiphenyl (S) 76 % 1 03/03/11 11:37 2051-24-303/02/11 15:0341.7-

109.1

8082 GCS PCB Analytical Method: EPA 8082  Preparation Method: EPA 3510

PCB-1016 (Aroclor 1016) 0.077U ug/L 1 03/03/11 11:37 12674-11-203/02/11 15:040.48 0.077
PCB-1221 (Aroclor 1221) 0.078U ug/L 1 03/03/11 11:37 11104-28-203/02/11 15:040.48 0.078
PCB-1232 (Aroclor 1232) 0.11U ug/L 1 03/03/11 11:37 11141-16-503/02/11 15:040.48 0.11
PCB-1242 (Aroclor 1242) 0.12U ug/L 1 03/03/11 11:37 53469-21-903/02/11 15:040.48 0.12
PCB-1248 (Aroclor 1248) 0.26U ug/L 1 03/03/11 11:37 12672-29-603/02/11 15:040.48 0.26
PCB-1254 (Aroclor 1254) 0.14U ug/L 1 03/03/11 11:37 11097-69-103/02/11 15:040.48 0.14
PCB-1260 (Aroclor 1260) 0.11U ug/L 1 03/03/11 11:37 11096-82-503/02/11 15:040.48 0.11
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ANALYTICAL RESULTS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Sample: B79-1 Lab ID: 3527011005 Collected: 02/28/11 15:10 Received: 03/01/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

8082 GCS PCB Analytical Method: EPA 8082  Preparation Method: EPA 3510

Tetrachloro-m-xylene (S) 112 % 1 03/03/11 11:37 877-09-8 S303/02/11 15:0448-111
Decachlorobiphenyl (S) 84 % 1 03/03/11 11:37 2051-24-303/02/11 15:0463-121

8141 GCS O/P Pesticides Analytical Method: EPA 8141  Preparation Method: EPA 3510

Dimethoate 0.18U ug/L 1 03/08/11 06:13 60-51-503/04/11 14:560.48 0.18
Disulfoton 0.15U ug/L 1 03/08/11 06:13 298-04-403/04/11 14:560.48 0.15
Famphur 0.14U ug/L 1 03/08/11 06:13 52-85-703/04/11 14:560.48 0.14
Methyl parathion 0.19U ug/L 1 03/08/11 06:13 298-00-0 J(L2)03/04/11 14:560.48 0.19
Parathion (Ethyl parathion) 0.34U ug/L 1 03/08/11 06:13 56-38-2 J(L2)03/04/11 14:560.96 0.34
Phorate 0.35U ug/L 1 03/08/11 06:13 298-02-203/04/11 14:560.96 0.35
4-Chloro3nitrobenzotrifluoride 78 % 1 03/08/11 06:13 3p,C003/04/11 14:5634.2-122

8151 Chlorinated Herbicides Analytical Method: EPA 8151  Preparation Method: EPA 8151

2,4-D 0.22U ug/L 1 03/04/11 04:17 94-75-703/02/11 08:300.90 0.22
Dinoseb 0.055U ug/L 1 03/04/11 04:17 88-85-703/02/11 08:300.18 0.055
Pentachlorophenol 0.016U ug/L 1 03/04/11 04:17 87-86-503/02/11 08:300.027 0.016
2,4,5-T 0.040U ug/L 1 03/04/11 04:17 93-76-503/02/11 08:300.18 0.040
2,4,5-TP (Silvex) 0.047U ug/L 1 03/04/11 04:17 93-72-103/02/11 08:300.18 0.047
2,4-DCPA (S) 91 % 1 03/04/11 04:17 19719-28-903/02/11 08:3065.5-

125.7

6010 MET ICP Analytical Method: EPA 6010  Preparation Method: EPA 3010

Arsenic 5.0U ug/L 1 03/02/11 22:28 7440-38-203/02/11 07:3510.0 5.0
Barium 190 ug/L 1 03/02/11 22:28 7440-39-303/02/11 07:3510.0 5.0
Beryllium 0.50U ug/L 1 03/02/11 22:28 7440-41-703/02/11 07:351.0 0.50
Cadmium 0.50U ug/L 1 03/02/11 22:28 7440-43-903/02/11 07:351.0 0.50
Chromium 2.5U ug/L 1 03/02/11 22:28 7440-47-303/02/11 07:355.0 2.5
Cobalt 5.0U ug/L 1 03/02/11 22:28 7440-48-403/02/11 07:3510.0 5.0
Copper 2.5U ug/L 1 03/02/11 22:28 7440-50-803/02/11 07:355.0 2.5
Iron 35800 ug/L 1 03/02/11 22:28 7439-89-603/02/11 07:3540.0 20.0
Lead 5.0U ug/L 1 03/02/11 22:28 7439-92-103/02/11 07:3510.0 5.0
Nickel 2.5U ug/L 1 03/02/11 22:28 7440-02-003/02/11 07:355.0 2.5
Selenium 7.5U ug/L 1 03/02/11 22:28 7782-49-203/02/11 07:3515.0 7.5
Silver 2.5U ug/L 1 03/02/11 22:28 7440-22-403/02/11 07:355.0 2.5
Sodium 281 mg/L 1 03/02/11 22:28 7440-23-503/02/11 07:351.0 0.50
Tin 25.0U ug/L 1 03/02/11 22:28 7440-31-503/02/11 07:3550.0 25.0
Vanadium 5.0U ug/L 1 03/02/11 22:28 7440-62-203/02/11 07:3510.0 5.0
Zinc 10.0U ug/L 1 03/02/11 22:28 7440-66-603/02/11 07:3520.0 10.0

6020 MET ICPMS Analytical Method: EPA 6020  Preparation Method: EPA 3010

Antimony 0.50U ug/L 1 03/03/11 13:52 7440-36-003/02/11 07:351.0 0.50
Thallium 0.50U ug/L 1 03/03/11 13:52 7440-28-003/02/11 07:351.0 0.50

7470 Mercury Analytical Method: EPA 7470  Preparation Method: EPA 7470

Mercury 0.10U ug/L 1 03/08/11 16:16 7439-97-603/07/11 10:500.20 0.10
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ANALYTICAL RESULTS

Pace Project No.:
Project:
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Tomoka LF Benzene Remediation

Sample: B79-1 Lab ID: 3527011005 Collected: 02/28/11 15:10 Received: 03/01/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

8270 MSSV SemiVOA App. II Analytical Method: EPA 8270  Preparation Method: EPA 3510

Acenaphthene 0.83U ug/L 1 03/17/11 05:30 83-32-903/01/11 20:304.8 0.83
Acenaphthylene 0.91U ug/L 1 03/17/11 05:30 208-96-803/01/11 20:304.8 0.91
Acetophenone 1.4U ug/L 1 03/17/11 05:30 98-86-203/01/11 20:304.8 1.4
2-Acetylaminofluorene 0.62U ug/L 1 03/17/11 05:30 53-96-303/01/11 20:304.8 0.62
4-Aminobiphenyl 2.7U ug/L 1 03/17/11 05:30 92-67-103/01/11 20:304.8 2.7
Anthracene 0.58U ug/L 1 03/17/11 05:30 120-12-703/01/11 20:304.8 0.58
Benzo(a)anthracene 0.61U ug/L 1 03/17/11 05:30 56-55-303/01/11 20:304.8 0.61
Benzo(a)pyrene 0.56U ug/L 1 03/17/11 05:30 50-32-803/01/11 20:300.96 0.56
Benzo(b)fluoranthene 0.60U ug/L 1 03/17/11 05:30 205-99-203/01/11 20:301.9 0.60
Benzo(g,h,i)perylene 0.65U ug/L 1 03/17/11 05:30 191-24-203/01/11 20:304.8 0.65
Benzo(k)fluoranthene 0.49U ug/L 1 03/17/11 05:30 207-08-903/01/11 20:303.8 0.49
Benzyl alcohol 0.98U ug/L 1 03/17/11 05:30 100-51-603/01/11 20:304.8 0.98
4-Bromophenylphenyl ether 0.64U ug/L 1 03/17/11 05:30 101-55-303/01/11 20:304.8 0.64
Butylbenzylphthalate 0.69U ug/L 1 03/17/11 05:30 85-68-703/01/11 20:304.8 0.69
4-Chloro-3-methylphenol 0.60U ug/L 1 03/17/11 05:30 59-50-703/01/11 20:3019.2 0.60
4-Chloroaniline 1.2U ug/L 1 03/17/11 05:30 106-47-803/01/11 20:304.8 1.2
bis(2-Chloroethoxy)methane 2.8U ug/L 1 03/17/11 05:30 111-91-103/01/11 20:304.8 2.8
bis(2-Chloroethyl) ether 0.72U ug/L 1 03/17/11 05:30 111-44-403/01/11 20:303.8 0.72
bis(2-Chloroisopropyl) ether 0.70U ug/L 1 03/17/11 05:30 108-60-103/01/11 20:304.8 0.70
2-Chloronaphthalene 0.77U ug/L 1 03/17/11 05:30 91-58-703/01/11 20:304.8 0.77
2-Chlorophenol 0.65U ug/L 1 03/17/11 05:30 95-57-803/01/11 20:304.8 0.65
4-Chlorophenylphenyl ether 0.61U ug/L 1 03/17/11 05:30 7005-72-3 L303/01/11 20:304.8 0.61
Chrysene 0.36U ug/L 1 03/17/11 05:30 218-01-903/01/11 20:304.8 0.36
Diallate 0.70U ug/L 1 03/17/11 05:30 2303-16-403/01/11 20:304.8 0.70
Dibenz(a,h)anthracene 0.62U ug/L 1 03/17/11 05:30 53-70-303/01/11 20:301.9 0.62
Dibenzofuran 0.64U ug/L 1 03/17/11 05:30 132-64-903/01/11 20:304.8 0.64
1,2-Dichlorobenzene 0.65U ug/L 1 03/17/11 05:30 95-50-103/01/11 20:304.8 0.65
1,3-Dichlorobenzene 0.73U ug/L 1 03/17/11 05:30 541-73-103/01/11 20:304.8 0.73
1,4-Dichlorobenzene 0.74U ug/L 1 03/17/11 05:30 106-46-703/01/11 20:304.8 0.74
3,3'-Dichlorobenzidine 0.66U ug/L 1 03/17/11 05:30 91-94-103/01/11 20:309.6 0.66
2,4-Dichlorophenol 0.54U ug/L 1 03/17/11 05:30 120-83-203/01/11 20:301.9 0.54
2,6-Dichlorophenol 0.60U ug/L 1 03/17/11 05:30 87-65-003/01/11 20:303.8 0.60
Diethylphthalate 0.49U ug/L 1 03/17/11 05:30 84-66-203/01/11 20:304.8 0.49
P-Dimethylaminoazobenzene 0.64U ug/L 1 03/17/11 05:30 60-11-703/01/11 20:304.8 0.64
7,12-Dimethylbenz(a)anthracene 1.9U ug/L 1 03/17/11 05:30 57-97-603/01/11 20:304.8 1.9
3,3'-Dimethylbenzidine 3.0U ug/L 1 03/17/11 05:30 119-93-703/01/11 20:309.6 3.0
2,4-Dimethylphenol 1.5U ug/L 1 03/17/11 05:30 105-67-903/01/11 20:304.8 1.5
a,a-Dimethylphenylethylamine 10.0U ug/L 1 03/17/11 05:30 122-09-803/01/11 20:3020.0 10.0
Dimethylphthalate 0.61U ug/L 1 03/17/11 05:30 131-11-303/01/11 20:304.8 0.61
Di-n-butylphthalate 0.56 I ug/L 1 03/17/11 05:30 84-74-203/01/11 20:304.8 0.39
4,6-Dinitro-2-methylphenol 1.3U ug/L 1 03/17/11 05:30 534-52-103/01/11 20:3019.2 1.3
1,3-Dinitrobenzene 0.65U ug/L 1 03/17/11 05:30 99-65-003/01/11 20:307.7 0.65
2,4-Dinitrophenol 1.5U ug/L 1 03/17/11 05:30 51-28-503/01/11 20:3019.2 1.5
2,4-Dinitrotoluene 0.51U ug/L 1 03/17/11 05:30 121-14-203/01/11 20:301.9 0.51
2,6-Dinitrotoluene 1.2U ug/L 1 03/17/11 05:30 606-20-203/01/11 20:301.9 1.2
Di-n-octylphthalate 0.86U ug/L 1 03/17/11 05:30 117-84-003/01/11 20:304.8 0.86
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ANALYTICAL RESULTS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Sample: B79-1 Lab ID: 3527011005 Collected: 02/28/11 15:10 Received: 03/01/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

8270 MSSV SemiVOA App. II Analytical Method: EPA 8270  Preparation Method: EPA 3510

bis(2-Ethylhexyl)phthalate 0.77U ug/L 1 03/17/11 05:30 117-81-703/01/11 20:304.8 0.77
Ethyl methanesulfonate 0.86U ug/L 1 03/17/11 05:30 62-50-003/01/11 20:304.8 0.86
Fluoranthene 0.52U ug/L 1 03/17/11 05:30 206-44-003/01/11 20:304.8 0.52
Fluorene 0.54U ug/L 1 03/17/11 05:30 86-73-703/01/11 20:304.8 0.54
Hexachlorobenzene 0.77U ug/L 1 03/17/11 05:30 118-74-103/01/11 20:300.96 0.77
Hexachlorocyclopentadiene 1.2U ug/L 1 03/17/11 05:30 77-47-403/01/11 20:304.8 1.2
Hexachloroethane 0.68U ug/L 1 03/17/11 05:30 67-72-103/01/11 20:304.8 0.68
Hexachloropropene 1.4U ug/L 1 03/17/11 05:30 1888-71-703/01/11 20:304.8 1.4
Indeno(1,2,3-cd)pyrene 0.70U ug/L 1 03/17/11 05:30 193-39-503/01/11 20:301.9 0.70
Isodrin 0.52U ug/L 1 03/17/11 05:30 465-73-603/01/11 20:304.8 0.52
Isophorone 0.70U ug/L 1 03/17/11 05:30 78-59-103/01/11 20:304.8 0.70
Isosafrole 0.58U ug/L 1 03/17/11 05:30 120-58-103/01/11 20:304.8 0.58
Kepone 10.0U ug/L 1 03/17/11 05:30 143-50-003/01/11 20:3020.0 10.0
Methapyrilene 1.6U ug/L 1 03/17/11 05:30 91-80-503/01/11 20:304.8 1.6
3-Methylcholanthrene 1.0U ug/L 1 03/17/11 05:30 56-49-503/01/11 20:304.8 1.0
Methyl methanesulfonate 0.96U ug/L 1 03/17/11 05:30 66-27-303/01/11 20:304.8 0.96
2-Methylnaphthalene 1.6 I ug/L 1 03/17/11 05:30 91-57-603/01/11 20:304.8 0.95
2-Methylphenol(o-Cresol) 0.70U ug/L 1 03/17/11 05:30 95-48-703/01/11 20:304.8 0.70
3&4-Methylphenol(m&p Cresol) 85.2 I ug/L 10 03/17/11 12:57 D403/01/11 20:3096.1 6.3
2-Naphthylamine 2.2U ug/L 1 03/17/11 05:30 91-59-803/01/11 20:304.8 2.2
Naphthalene 1.1 I ug/L 1 03/17/11 05:30 91-20-303/01/11 20:304.8 0.75
1-Naphthylamine 0.99U ug/L 1 03/17/11 05:30 134-32-703/01/11 20:304.8 0.99
1,4-Naphthoquinone 1.1U ug/L 1 03/17/11 05:30 130-15-403/01/11 20:304.8 1.1
2-Nitroaniline 0.58U ug/L 1 03/17/11 05:30 88-74-403/01/11 20:304.8 0.58
3-Nitroaniline 0.95U ug/L 1 03/17/11 05:30 99-09-203/01/11 20:304.8 0.95
4-Nitroaniline 0.66U ug/L 1 03/17/11 05:30 100-01-603/01/11 20:303.8 0.66
Nitrobenzene 1.0U ug/L 1 03/17/11 05:30 98-95-303/01/11 20:303.8 1.0
2-Nitrophenol 0.78U ug/L 1 03/17/11 05:30 88-75-503/01/11 20:304.8 0.78
4-Nitrophenol 1.0U ug/L 1 03/17/11 05:30 100-02-703/01/11 20:3019.2 1.0
5-Nitro-o-toluidine 1.2U ug/L 1 03/17/11 05:30 99-55-803/01/11 20:304.8 1.2
N-Nitrosodiethylamine 0.70U ug/L 1 03/17/11 05:30 55-18-503/01/11 20:303.8 0.70
N-Nitrosodimethylamine 0.93U ug/L 1 03/17/11 05:30 62-75-903/01/11 20:301.9 0.93
N-Nitroso-di-n-butylamine 0.53U ug/L 1 03/17/11 05:30 924-16-303/01/11 20:303.8 0.53
N-Nitroso-di-n-propylamine 0.90U ug/L 1 03/17/11 05:30 621-64-703/01/11 20:303.8 0.90
N-Nitrosodiphenylamine 0.48U ug/L 1 03/17/11 05:30 86-30-603/01/11 20:304.8 0.48
N-Nitrosomethylethylamine 0.71U ug/L 1 03/17/11 05:30 10595-95-603/01/11 20:304.8 0.71
N-Nitrosopiperidine 0.61U ug/L 1 03/17/11 05:30 100-75-403/01/11 20:304.8 0.61
N-Nitrosopyrrolidine 0.85U ug/L 1 03/17/11 05:30 930-55-203/01/11 20:304.8 0.85
O,O,O-Triethylphosphorothioate 0.66U ug/L 1 03/17/11 05:30 126-68-103/01/11 20:304.8 0.66
Pentachlorobenzene 0.75U ug/L 1 03/17/11 05:30 608-93-503/01/11 20:304.8 0.75
Phenacetin 0.51U ug/L 1 03/17/11 05:30 62-44-203/01/11 20:304.8 0.51
Phenanthrene 0.50U ug/L 1 03/17/11 05:30 85-01-803/01/11 20:304.8 0.50
Phenol 0.52U ug/L 1 03/17/11 05:30 108-95-203/01/11 20:304.8 0.52
p-Phenylenediamine 10.0U ug/L 1 03/17/11 05:30 106-50-303/01/11 20:3020.0 10.0
Pronamide 1.1U ug/L 1 03/17/11 05:30 23950-58-503/01/11 20:304.8 1.1
Pyrene 0.65U ug/L 1 03/17/11 05:30 129-00-003/01/11 20:304.8 0.65
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Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

8270 MSSV SemiVOA App. II Analytical Method: EPA 8270  Preparation Method: EPA 3510

Safrole 0.82U ug/L 1 03/17/11 05:30 94-59-703/01/11 20:304.8 0.82
1,2,4,5-Tetrachlorobenzene 0.67U ug/L 1 03/17/11 05:30 95-94-3 6p03/01/11 20:304.8 0.67
2,3,4,6-Tetrachlorophenol 3.7U ug/L 1 03/17/11 05:30 58-90-203/01/11 20:304.8 3.7
Thionazin 0.59U ug/L 1 03/17/11 05:30 297-97-203/01/11 20:304.8 0.59
O-Toluidine 1.0U ug/L 1 03/17/11 05:30 95-53-403/01/11 20:304.8 1.0
2,4,5-Trichlorophenol 0.50U ug/L 1 03/17/11 05:30 95-95-403/01/11 20:303.8 0.50
2,4,6-Trichlorophenol 0.66U ug/L 1 03/17/11 05:30 88-06-203/01/11 20:301.9 0.66
1,3,5-Trinitrobenzene 1.2U ug/L 1 03/17/11 05:30 99-35-403/01/11 20:304.8 1.2
Nitrobenzene-d5 (S) 59 % 1 03/17/11 05:30 4165-60-003/01/11 20:3010-110
2-Fluorobiphenyl (S) 64 % 1 03/17/11 05:30 321-60-803/01/11 20:3018-110
Terphenyl-d14 (S) 82 % 1 03/17/11 05:30 1718-51-003/01/11 20:3010-123
Phenol-d6 (S) 19 % 1 03/17/11 05:30 13127-88-303/01/11 20:3010-110
2-Fluorophenol (S) 27 % 1 03/17/11 05:30 367-12-403/01/11 20:3018-110
2,4,6-Tribromophenol (S) 94 % 1 03/17/11 05:30 118-79-603/01/11 20:3010-110

8260 MSV Analytical Method: EPA 8260

Acetone 7.8 I ug/L 1 03/12/11 00:29 67-64-110.0 5.0
Acetonitrile 5.0U ug/L 1 03/12/11 00:29 75-05-810.0 5.0
Acrolein 10.0U ug/L 1 03/12/11 00:29 107-02-820.0 10.0
Acrylonitrile 5.0U ug/L 1 03/12/11 00:29 107-13-110.0 5.0
Allyl chloride 0.50U ug/L 1 03/12/11 00:29 107-05-11.0 0.50
Benzene 8.3 ug/L 1 03/12/11 00:29 71-43-21.0 0.50
Bromochloromethane 0.50U ug/L 1 03/12/11 00:29 74-97-51.0 0.50
Bromodichloromethane 0.27U ug/L 1 03/12/11 00:29 75-27-40.60 0.27
Bromoform 0.50U ug/L 1 03/12/11 00:29 75-25-21.0 0.50
Bromomethane 0.50U ug/L 1 03/12/11 00:29 74-83-91.0 0.50
2-Butanone (MEK) 5.0U ug/L 1 03/12/11 00:29 78-93-310.0 5.0
Carbon disulfide 0.77 I ug/L 1 03/12/11 00:29 75-15-0 V1.0 0.50
Carbon tetrachloride 0.50U ug/L 1 03/12/11 00:29 56-23-51.0 0.50
Chlorobenzene 5.9 ug/L 1 03/12/11 00:29 108-90-71.0 0.50
Chloroethane 0.50U ug/L 1 03/12/11 00:29 75-00-31.0 0.50
Chloroform 4.2 ug/L 1 03/12/11 00:29 67-66-31.0 0.50
Chloromethane 0.62U ug/L 1 03/12/11 00:29 74-87-31.0 0.62
Chloroprene 0.50U ug/L 1 03/12/11 00:29 126-99-81.0 0.50
Dibromochloromethane 0.26U ug/L 1 03/12/11 00:29 124-48-10.50 0.26
Dibromomethane 0.50U ug/L 1 03/12/11 00:29 74-95-31.0 0.50
trans-1,4-Dichloro-2-butene 5.0U ug/L 1 03/12/11 00:29 110-57-610.0 5.0
Dichlorodifluoromethane 0.50U ug/L 1 03/12/11 00:29 75-71-81.0 0.50
1,1-Dichloroethane 0.50U ug/L 1 03/12/11 00:29 75-34-31.0 0.50
1,2-Dichloroethane 0.50U ug/L 1 03/12/11 00:29 107-06-21.0 0.50
1,1-Dichloroethene 0.50U ug/L 1 03/12/11 00:29 75-35-41.0 0.50
cis-1,2-Dichloroethene 0.50U ug/L 1 03/12/11 00:29 156-59-21.0 0.50
trans-1,2-Dichloroethene 0.50U ug/L 1 03/12/11 00:29 156-60-51.0 0.50
1,2-Dichloropropane 0.50U ug/L 1 03/12/11 00:29 78-87-51.0 0.50
1,3-Dichloropropane 0.50U ug/L 1 03/12/11 00:29 142-28-91.0 0.50
2,2-Dichloropropane 0.50U ug/L 1 03/12/11 00:29 594-20-71.0 0.50
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ANALYTICAL RESULTS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Sample: B79-1 Lab ID: 3527011005 Collected: 02/28/11 15:10 Received: 03/01/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

8260 MSV Analytical Method: EPA 8260

1,1-Dichloropropene 0.50U ug/L 1 03/12/11 00:29 563-58-61.0 0.50
cis-1,3-Dichloropropene 0.25U ug/L 1 03/12/11 00:29 10061-01-50.50 0.25
trans-1,3-Dichloropropene 0.25U ug/L 1 03/12/11 00:29 10061-02-60.50 0.25
Ethylbenzene 0.50U ug/L 1 03/12/11 00:29 100-41-41.0 0.50
Ethyl methacrylate 0.50U ug/L 1 03/12/11 00:29 97-63-21.0 0.50
Hexachloro-1,3-butadiene 0.50U ug/L 1 03/12/11 00:29 87-68-31.0 0.50
2-Hexanone 5.0U ug/L 1 03/12/11 00:29 591-78-610.0 5.0
Iodomethane 0.50U ug/L 1 03/12/11 00:29 74-88-41.0 0.50
Isobutyl Alcohol 10.0U ug/L 1 03/12/11 00:29 78-83-120.0 10.0
Methacrylonitrile 5.0U ug/L 1 03/12/11 00:29 126-98-710.0 5.0
Methylene Chloride 10.6 ug/L 1 03/12/11 00:29 75-09-2 Z35.0 2.5
Methyl methacrylate 5.0U ug/L 1 03/12/11 00:29 80-62-610.0 5.0
4-Methyl-2-pentanone (MIBK) 5.0U ug/L 1 03/12/11 00:29 108-10-110.0 5.0
Propionitrile 5.0U ug/L 1 03/12/11 00:29 107-12-010.0 5.0
Styrene 0.50U ug/L 1 03/12/11 00:29 100-42-51.0 0.50
1,1,1,2-Tetrachloroethane 0.50U ug/L 1 03/12/11 00:29 630-20-61.0 0.50
1,1,2,2-Tetrachloroethane 0.18U ug/L 1 03/12/11 00:29 79-34-50.50 0.18
Tetrachloroethene 0.50U ug/L 1 03/12/11 00:29 127-18-41.0 0.50
Toluene 0.50U ug/L 1 03/12/11 00:29 108-88-31.0 0.50
1,2,4-Trichlorobenzene 0.50U ug/L 1 03/12/11 00:29 120-82-11.0 0.50
1,1,1-Trichloroethane 0.50U ug/L 1 03/12/11 00:29 71-55-61.0 0.50
1,1,2-Trichloroethane 0.50U ug/L 1 03/12/11 00:29 79-00-51.0 0.50
Trichloroethene 0.50U ug/L 1 03/12/11 00:29 79-01-61.0 0.50
Trichlorofluoromethane 0.50U ug/L 1 03/12/11 00:29 75-69-41.0 0.50
1,2,3-Trichloropropane 0.36U ug/L 1 03/12/11 00:29 96-18-4 L30.50 0.36
Vinyl acetate 1.0U ug/L 1 03/12/11 00:29 108-05-42.0 1.0
Vinyl chloride 0.50U ug/L 1 03/12/11 00:29 75-01-41.0 0.50
Xylene (Total) 2.6 ug/L 1 03/12/11 00:29 1330-20-71.0 0.50
4-Bromofluorobenzene (S) 100 % 1 03/12/11 00:29 460-00-470-114
Dibromofluoromethane (S) 95 % 1 03/12/11 00:29 1868-53-788-117
1,2-Dichloroethane-d4 (S) 100 % 1 03/12/11 00:29 17060-07-086-125
Toluene-d8 (S) 100 % 1 03/12/11 00:29 2037-26-587-113

2540C Total Dissolved Solids Analytical Method: SM 2540C

Total Dissolved Solids 1660 mg/L 1 03/03/11 08:2720.0 20.0

9034 Sulfide Water Analytical Method: EPA 9034

Sulfide 1.0 mg/L 1 03/01/11 12:50 18496-25-81.0 1.0

300.0 IC Anions Analytical Method: EPA 300.0

Nitrate as N 0.25U mg/L 10 03/01/11 12:18 14797-55-80.50 0.25

300.0 IC Anions 28 Days Analytical Method: EPA 300.0

Chloride 353 mg/L 10 03/01/11 12:18 16887-00-650.0 25.0
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ANALYTICAL RESULTS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Sample: B79-1 Lab ID: 3527011005 Collected: 02/28/11 15:10 Received: 03/01/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

350.1 Ammonia Analytical Method: EPA 350.1

Nitrogen, Ammonia 38.3 mg/L 5 03/04/11 11:55 7664-41-70.25 0.10

9012 Cyanide, Total Analytical Method: EPA 9012  Preparation Method: EPA 9012

Cyanide 0.0050U mg/L 1 03/07/11 16:46 57-12-503/07/11 11:250.010 0.0050
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Project:
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Sample: B78-1 Lab ID: 3527011006 Collected: 02/28/11 16:17 Received: 03/01/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

Field Data Analytical Method:

Field pH 6.37 Std. Units 1 03/01/11 14:01
Field Temperature 21.59 deg C 1 03/01/11 14:01
Field Specific Conductance 1642 umhos/cm 1 03/01/11 14:01
Oxygen, Dissolved 0.21 mg/L 1 03/01/11 14:01 7782-44-7
REDOX -42.4 mV 1 03/01/11 14:01
Turbidity 0.60 NTU 1 03/01/11 14:01

8011 GCS EDB and DBCP Analytical Method: EPA 8011  Preparation Method: EPA 8011

1,2-Dibromo-3-chloropropane 0.0049U ug/L 1 03/03/11 20:43 96-12-803/03/11 11:300.020 0.0049
1,2-Dibromoethane (EDB) 0.0062U ug/L 1 03/03/11 20:43 106-93-403/03/11 11:300.010 0.0062

8081 GCS Pesticides Analytical Method: EPA 8081  Preparation Method: EPA 3510

Aldrin 0.00048U ug/L 1 03/03/11 11:56 309-00-203/02/11 15:030.0096 0.00048
alpha-BHC 0.00029U ug/L 1 03/03/11 11:56 319-84-603/02/11 15:030.0096 0.00029
beta-BHC 0.048 ug/L 1 03/03/11 11:56 319-85-703/02/11 15:030.0096 0.00048
delta-BHC 0.00038U ug/L 1 03/03/11 11:56 319-86-803/02/11 15:030.0096 0.00038
gamma-BHC (Lindane) 0.00019U ug/L 1 03/03/11 11:56 58-89-903/02/11 15:030.0096 0.00019
Chlordane (Technical) 0.077U ug/L 1 03/03/11 11:56 57-74-903/02/11 15:030.48 0.077
Chlorobenzilate 0.020U ug/L 1 03/03/11 11:56 510-15-603/02/11 15:030.096 0.020
4,4'-DDD 0.0018U ug/L 1 03/03/11 11:56 72-54-803/02/11 15:030.0096 0.0018
4,4'-DDE 0.00086U ug/L 1 03/03/11 11:56 72-55-903/02/11 15:030.0096 0.00086
4,4'-DDT 0.0035U ug/L 1 03/03/11 11:56 50-29-3 L303/02/11 15:030.0096 0.0035
Dieldrin 0.00048U ug/L 1 03/03/11 11:56 60-57-103/02/11 15:030.0096 0.00048
Endosulfan I 0.00067U ug/L 1 03/03/11 11:56 959-98-803/02/11 15:030.0096 0.00067
Endosulfan II 0.00067U ug/L 1 03/03/11 11:56 33213-65-903/02/11 15:030.0096 0.00067
Endosulfan sulfate 0.00058U ug/L 1 03/03/11 11:56 1031-07-803/02/11 15:030.0096 0.00058
Endrin 0.0016U ug/L 1 03/03/11 11:56 72-20-803/02/11 15:030.0096 0.0016
Endrin aldehyde 0.0068U ug/L 1 03/03/11 11:56 7421-93-403/02/11 15:030.0096 0.0068
Heptachlor 0.0014U ug/L 1 03/03/11 11:56 76-44-803/02/11 15:030.0096 0.0014
Heptachlor epoxide 0.00038U ug/L 1 03/03/11 11:56 1024-57-303/02/11 15:030.0096 0.00038
Methoxychlor 0.0067U ug/L 1 03/03/11 11:56 72-43-503/02/11 15:030.0096 0.0067
Pentachloronitrobenzene 0.014U ug/L 1 03/03/11 11:56 82-68-803/02/11 15:030.096 0.014
Toxaphene 0.27U ug/L 1 03/03/11 11:56 8001-35-203/02/11 15:030.48 0.27
Tetrachloro-m-xylene (S) 77 % 1 03/03/11 11:56 877-09-803/02/11 15:0366.5-

120.3
Decachlorobiphenyl (S) 74 % 1 03/03/11 11:56 2051-24-303/02/11 15:0341.7-

109.1

8082 GCS PCB Analytical Method: EPA 8082  Preparation Method: EPA 3510

PCB-1016 (Aroclor 1016) 0.077U ug/L 1 03/03/11 11:56 12674-11-203/02/11 15:040.48 0.077
PCB-1221 (Aroclor 1221) 0.078U ug/L 1 03/03/11 11:56 11104-28-203/02/11 15:040.48 0.078
PCB-1232 (Aroclor 1232) 0.11U ug/L 1 03/03/11 11:56 11141-16-503/02/11 15:040.48 0.11
PCB-1242 (Aroclor 1242) 0.12U ug/L 1 03/03/11 11:56 53469-21-903/02/11 15:040.48 0.12
PCB-1248 (Aroclor 1248) 0.26U ug/L 1 03/03/11 11:56 12672-29-603/02/11 15:040.48 0.26
PCB-1254 (Aroclor 1254) 0.14U ug/L 1 03/03/11 11:56 11097-69-103/02/11 15:040.48 0.14
PCB-1260 (Aroclor 1260) 0.11U ug/L 1 03/03/11 11:56 11096-82-503/02/11 15:040.48 0.11
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Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

8082 GCS PCB Analytical Method: EPA 8082  Preparation Method: EPA 3510

Tetrachloro-m-xylene (S) 103 % 1 03/03/11 11:56 877-09-803/02/11 15:0448-111
Decachlorobiphenyl (S) 85 % 1 03/03/11 11:56 2051-24-303/02/11 15:0463-121

8141 GCS O/P Pesticides Analytical Method: EPA 8141  Preparation Method: EPA 3510

Dimethoate 0.18U ug/L 1 03/08/11 06:54 60-51-503/04/11 14:560.48 0.18
Disulfoton 0.15U ug/L 1 03/08/11 06:54 298-04-403/04/11 14:560.48 0.15
Famphur 0.14U ug/L 1 03/08/11 06:54 52-85-703/04/11 14:560.48 0.14
Methyl parathion 0.19U ug/L 1 03/08/11 06:54 298-00-0 J(L2)03/04/11 14:560.48 0.19
Parathion (Ethyl parathion) 0.34U ug/L 1 03/08/11 06:54 56-38-2 J(L2)03/04/11 14:560.96 0.34
Phorate 0.35U ug/L 1 03/08/11 06:54 298-02-203/04/11 14:560.96 0.35
4-Chloro3nitrobenzotrifluoride 108 % 1 03/08/11 06:54 3p,C003/04/11 14:5634.2-122

8151 Chlorinated Herbicides Analytical Method: EPA 8151  Preparation Method: EPA 8151

2,4-D 0.21U ug/L 1 03/04/11 04:43 94-75-703/02/11 08:300.90 0.21
Dinoseb 0.055U ug/L 1 03/04/11 04:43 88-85-703/02/11 08:300.18 0.055
Pentachlorophenol 0.016U ug/L 1 03/04/11 04:43 87-86-503/02/11 08:300.027 0.016
2,4,5-T 0.040U ug/L 1 03/04/11 04:43 93-76-503/02/11 08:300.18 0.040
2,4,5-TP (Silvex) 0.047U ug/L 1 03/04/11 04:43 93-72-103/02/11 08:300.18 0.047
2,4-DCPA (S) 75 % 1 03/04/11 04:43 19719-28-903/02/11 08:3065.5-

125.7

6010 MET ICP Analytical Method: EPA 6010  Preparation Method: EPA 3010

Arsenic 5.0U ug/L 1 03/02/11 22:38 7440-38-203/02/11 07:3510.0 5.0
Barium 79.7 ug/L 1 03/02/11 22:38 7440-39-303/02/11 07:3510.0 5.0
Beryllium 0.50U ug/L 1 03/02/11 22:38 7440-41-703/02/11 07:351.0 0.50
Cadmium 0.50U ug/L 1 03/02/11 22:38 7440-43-903/02/11 07:351.0 0.50
Chromium 2.5U ug/L 1 03/02/11 22:38 7440-47-303/02/11 07:355.0 2.5
Cobalt 5.0U ug/L 1 03/02/11 22:38 7440-48-403/02/11 07:3510.0 5.0
Copper 2.5U ug/L 1 03/02/11 22:38 7440-50-803/02/11 07:355.0 2.5
Iron 5880 ug/L 1 03/02/11 22:38 7439-89-603/02/11 07:3540.0 20.0
Lead 5.0U ug/L 1 03/02/11 22:38 7439-92-103/02/11 07:3510.0 5.0
Nickel 2.5U ug/L 1 03/02/11 22:38 7440-02-003/02/11 07:355.0 2.5
Selenium 7.5U ug/L 1 03/02/11 22:38 7782-49-203/02/11 07:3515.0 7.5
Silver 2.5U ug/L 1 03/02/11 22:38 7440-22-403/02/11 07:355.0 2.5
Sodium 91.0 mg/L 1 03/02/11 22:38 7440-23-503/02/11 07:351.0 0.50
Tin 25.0U ug/L 1 03/02/11 22:38 7440-31-503/02/11 07:3550.0 25.0
Vanadium 5.0U ug/L 1 03/02/11 22:38 7440-62-203/02/11 07:3510.0 5.0
Zinc 10.0U ug/L 1 03/02/11 22:38 7440-66-603/02/11 07:3520.0 10.0

6020 MET ICPMS Analytical Method: EPA 6020  Preparation Method: EPA 3010

Antimony 0.50U ug/L 1 03/03/11 13:56 7440-36-003/02/11 07:351.0 0.50
Thallium 0.50U ug/L 1 03/03/11 13:56 7440-28-003/02/11 07:351.0 0.50

7470 Mercury Analytical Method: EPA 7470  Preparation Method: EPA 7470

Mercury 0.10U ug/L 1 03/08/11 16:25 7439-97-603/07/11 10:500.20 0.10
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8270 MSSV SemiVOA App. II Analytical Method: EPA 8270  Preparation Method: EPA 3510

Acenaphthene 0.82U ug/L 1 03/17/11 06:00 83-32-903/01/11 20:304.8 0.82
Acenaphthylene 0.91U ug/L 1 03/17/11 06:00 208-96-803/01/11 20:304.8 0.91
Acetophenone 1.4U ug/L 1 03/17/11 06:00 98-86-203/01/11 20:304.8 1.4
2-Acetylaminofluorene 0.62U ug/L 1 03/17/11 06:00 53-96-303/01/11 20:304.8 0.62
4-Aminobiphenyl 2.7U ug/L 1 03/17/11 06:00 92-67-103/01/11 20:304.8 2.7
Anthracene 0.57U ug/L 1 03/17/11 06:00 120-12-703/01/11 20:304.8 0.57
Benzo(a)anthracene 0.60U ug/L 1 03/17/11 06:00 56-55-303/01/11 20:304.8 0.60
Benzo(a)pyrene 0.55U ug/L 1 03/17/11 06:00 50-32-803/01/11 20:300.96 0.55
Benzo(b)fluoranthene 0.59U ug/L 1 03/17/11 06:00 205-99-203/01/11 20:301.9 0.59
Benzo(g,h,i)perylene 0.65U ug/L 1 03/17/11 06:00 191-24-203/01/11 20:304.8 0.65
Benzo(k)fluoranthene 0.49U ug/L 1 03/17/11 06:00 207-08-903/01/11 20:303.8 0.49
Benzyl alcohol 0.98U ug/L 1 03/17/11 06:00 100-51-603/01/11 20:304.8 0.98
4-Bromophenylphenyl ether 0.64U ug/L 1 03/17/11 06:00 101-55-303/01/11 20:304.8 0.64
Butylbenzylphthalate 0.69U ug/L 1 03/17/11 06:00 85-68-703/01/11 20:304.8 0.69
4-Chloro-3-methylphenol 0.59U ug/L 1 03/17/11 06:00 59-50-703/01/11 20:3019.1 0.59
4-Chloroaniline 1.2U ug/L 1 03/17/11 06:00 106-47-803/01/11 20:304.8 1.2
bis(2-Chloroethoxy)methane 2.8U ug/L 1 03/17/11 06:00 111-91-103/01/11 20:304.8 2.8
bis(2-Chloroethyl) ether 0.72U ug/L 1 03/17/11 06:00 111-44-403/01/11 20:303.8 0.72
bis(2-Chloroisopropyl) ether 0.70U ug/L 1 03/17/11 06:00 108-60-103/01/11 20:304.8 0.70
2-Chloronaphthalene 0.76U ug/L 1 03/17/11 06:00 91-58-703/01/11 20:304.8 0.76
2-Chlorophenol 0.65U ug/L 1 03/17/11 06:00 95-57-803/01/11 20:304.8 0.65
4-Chlorophenylphenyl ether 0.60U ug/L 1 03/17/11 06:00 7005-72-3 L303/01/11 20:304.8 0.60
Chrysene 0.35U ug/L 1 03/17/11 06:00 218-01-903/01/11 20:304.8 0.35
Diallate 0.70U ug/L 1 03/17/11 06:00 2303-16-403/01/11 20:304.8 0.70
Dibenz(a,h)anthracene 0.62U ug/L 1 03/17/11 06:00 53-70-303/01/11 20:301.9 0.62
Dibenzofuran 0.64U ug/L 1 03/17/11 06:00 132-64-903/01/11 20:304.8 0.64
1,2-Dichlorobenzene 0.65U ug/L 1 03/17/11 06:00 95-50-103/01/11 20:304.8 0.65
1,3-Dichlorobenzene 0.73U ug/L 1 03/17/11 06:00 541-73-103/01/11 20:304.8 0.73
1,4-Dichlorobenzene 0.74U ug/L 1 03/17/11 06:00 106-46-703/01/11 20:304.8 0.74
3,3'-Dichlorobenzidine 0.66U ug/L 1 03/17/11 06:00 91-94-103/01/11 20:309.6 0.66
2,4-Dichlorophenol 0.54U ug/L 1 03/17/11 06:00 120-83-203/01/11 20:301.9 0.54
2,6-Dichlorophenol 0.59U ug/L 1 03/17/11 06:00 87-65-003/01/11 20:303.8 0.59
Diethylphthalate 0.49U ug/L 1 03/17/11 06:00 84-66-203/01/11 20:304.8 0.49
P-Dimethylaminoazobenzene 0.64U ug/L 1 03/17/11 06:00 60-11-703/01/11 20:304.8 0.64
7,12-Dimethylbenz(a)anthracene 1.9U ug/L 1 03/17/11 06:00 57-97-603/01/11 20:304.8 1.9
3,3'-Dimethylbenzidine 3.0U ug/L 1 03/17/11 06:00 119-93-703/01/11 20:309.6 3.0
2,4-Dimethylphenol 1.5U ug/L 1 03/17/11 06:00 105-67-903/01/11 20:304.8 1.5
a,a-Dimethylphenylethylamine 10.0U ug/L 1 03/17/11 06:00 122-09-803/01/11 20:3020.0 10.0
Dimethylphthalate 0.61U ug/L 1 03/17/11 06:00 131-11-303/01/11 20:304.8 0.61
Di-n-butylphthalate 0.46 I ug/L 1 03/17/11 06:00 84-74-203/01/11 20:304.8 0.39
4,6-Dinitro-2-methylphenol 1.3U ug/L 1 03/17/11 06:00 534-52-103/01/11 20:3019.1 1.3
1,3-Dinitrobenzene 0.65U ug/L 1 03/17/11 06:00 99-65-003/01/11 20:307.6 0.65
2,4-Dinitrophenol 1.5U ug/L 1 03/17/11 06:00 51-28-503/01/11 20:3019.1 1.5
2,4-Dinitrotoluene 0.51U ug/L 1 03/17/11 06:00 121-14-203/01/11 20:301.9 0.51
2,6-Dinitrotoluene 1.2U ug/L 1 03/17/11 06:00 606-20-203/01/11 20:301.9 1.2
Di-n-octylphthalate 0.86U ug/L 1 03/17/11 06:00 117-84-003/01/11 20:304.8 0.86
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bis(2-Ethylhexyl)phthalate 0.76U ug/L 1 03/17/11 06:00 117-81-703/01/11 20:304.8 0.76
Ethyl methanesulfonate 0.86U ug/L 1 03/17/11 06:00 62-50-003/01/11 20:304.8 0.86
Fluoranthene 0.52U ug/L 1 03/17/11 06:00 206-44-003/01/11 20:304.8 0.52
Fluorene 0.54U ug/L 1 03/17/11 06:00 86-73-703/01/11 20:304.8 0.54
Hexachlorobenzene 0.76U ug/L 1 03/17/11 06:00 118-74-103/01/11 20:300.96 0.76
Hexachlorocyclopentadiene 1.2U ug/L 1 03/17/11 06:00 77-47-403/01/11 20:304.8 1.2
Hexachloroethane 0.68U ug/L 1 03/17/11 06:00 67-72-103/01/11 20:304.8 0.68
Hexachloropropene 1.3U ug/L 1 03/17/11 06:00 1888-71-703/01/11 20:304.8 1.3
Indeno(1,2,3-cd)pyrene 0.70U ug/L 1 03/17/11 06:00 193-39-503/01/11 20:301.9 0.70
Isodrin 0.52U ug/L 1 03/17/11 06:00 465-73-603/01/11 20:304.8 0.52
Isophorone 0.70U ug/L 1 03/17/11 06:00 78-59-103/01/11 20:304.8 0.70
Isosafrole 0.57U ug/L 1 03/17/11 06:00 120-58-103/01/11 20:304.8 0.57
Kepone 10.0U ug/L 1 03/17/11 06:00 143-50-003/01/11 20:3020.0 10.0
Methapyrilene 1.6U ug/L 1 03/17/11 06:00 91-80-503/01/11 20:304.8 1.6
3-Methylcholanthrene 0.99U ug/L 1 03/17/11 06:00 56-49-503/01/11 20:304.8 0.99
Methyl methanesulfonate 0.96U ug/L 1 03/17/11 06:00 66-27-303/01/11 20:304.8 0.96
2-Methylnaphthalene 0.95U ug/L 1 03/17/11 06:00 91-57-603/01/11 20:304.8 0.95
2-Methylphenol(o-Cresol) 0.70U ug/L 1 03/17/11 06:00 95-48-703/01/11 20:304.8 0.70
3&4-Methylphenol(m&p Cresol) 0.63U ug/L 1 03/17/11 06:0003/01/11 20:309.6 0.63
2-Naphthylamine 2.2U ug/L 1 03/17/11 06:00 91-59-803/01/11 20:304.8 2.2
Naphthalene 0.75U ug/L 1 03/17/11 06:00 91-20-303/01/11 20:304.8 0.75
1-Naphthylamine 0.98U ug/L 1 03/17/11 06:00 134-32-703/01/11 20:304.8 0.98
1,4-Naphthoquinone 1.1U ug/L 1 03/17/11 06:00 130-15-403/01/11 20:304.8 1.1
2-Nitroaniline 0.57U ug/L 1 03/17/11 06:00 88-74-403/01/11 20:304.8 0.57
3-Nitroaniline 0.95U ug/L 1 03/17/11 06:00 99-09-203/01/11 20:304.8 0.95
4-Nitroaniline 0.66U ug/L 1 03/17/11 06:00 100-01-603/01/11 20:303.8 0.66
Nitrobenzene 1.0U ug/L 1 03/17/11 06:00 98-95-303/01/11 20:303.8 1.0
2-Nitrophenol 0.77U ug/L 1 03/17/11 06:00 88-75-503/01/11 20:304.8 0.77
4-Nitrophenol 1.0U ug/L 1 03/17/11 06:00 100-02-703/01/11 20:3019.1 1.0
5-Nitro-o-toluidine 1.2U ug/L 1 03/17/11 06:00 99-55-803/01/11 20:304.8 1.2
N-Nitrosodiethylamine 0.70U ug/L 1 03/17/11 06:00 55-18-503/01/11 20:303.8 0.70
N-Nitrosodimethylamine 0.93U ug/L 1 03/17/11 06:00 62-75-903/01/11 20:301.9 0.93
N-Nitroso-di-n-butylamine 0.53U ug/L 1 03/17/11 06:00 924-16-303/01/11 20:303.8 0.53
N-Nitroso-di-n-propylamine 0.90U ug/L 1 03/17/11 06:00 621-64-703/01/11 20:303.8 0.90
N-Nitrosodiphenylamine 0.48U ug/L 1 03/17/11 06:00 86-30-603/01/11 20:304.8 0.48
N-Nitrosomethylethylamine 0.71U ug/L 1 03/17/11 06:00 10595-95-603/01/11 20:304.8 0.71
N-Nitrosopiperidine 0.61U ug/L 1 03/17/11 06:00 100-75-403/01/11 20:304.8 0.61
N-Nitrosopyrrolidine 0.84U ug/L 1 03/17/11 06:00 930-55-203/01/11 20:304.8 0.84
O,O,O-Triethylphosphorothioate 0.66U ug/L 1 03/17/11 06:00 126-68-103/01/11 20:304.8 0.66
Pentachlorobenzene 0.75U ug/L 1 03/17/11 06:00 608-93-503/01/11 20:304.8 0.75
Phenacetin 0.51U ug/L 1 03/17/11 06:00 62-44-203/01/11 20:304.8 0.51
Phenanthrene 0.50U ug/L 1 03/17/11 06:00 85-01-803/01/11 20:304.8 0.50
Phenol 0.52U ug/L 1 03/17/11 06:00 108-95-203/01/11 20:304.8 0.52
p-Phenylenediamine 10.0U ug/L 1 03/17/11 06:00 106-50-303/01/11 20:3020.0 10.0
Pronamide 1.1U ug/L 1 03/17/11 06:00 23950-58-503/01/11 20:304.8 1.1
Pyrene 0.65U ug/L 1 03/17/11 06:00 129-00-003/01/11 20:304.8 0.65
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8270 MSSV SemiVOA App. II Analytical Method: EPA 8270  Preparation Method: EPA 3510

Safrole 0.81U ug/L 1 03/17/11 06:00 94-59-703/01/11 20:304.8 0.81
1,2,4,5-Tetrachlorobenzene 0.67U ug/L 1 03/17/11 06:00 95-94-3 6p03/01/11 20:304.8 0.67
2,3,4,6-Tetrachlorophenol 3.7U ug/L 1 03/17/11 06:00 58-90-203/01/11 20:304.8 3.7
Thionazin 0.58U ug/L 1 03/17/11 06:00 297-97-203/01/11 20:304.8 0.58
O-Toluidine 1.0U ug/L 1 03/17/11 06:00 95-53-403/01/11 20:304.8 1.0
2,4,5-Trichlorophenol 0.50U ug/L 1 03/17/11 06:00 95-95-403/01/11 20:303.8 0.50
2,4,6-Trichlorophenol 0.66U ug/L 1 03/17/11 06:00 88-06-203/01/11 20:301.9 0.66
1,3,5-Trinitrobenzene 1.2U ug/L 1 03/17/11 06:00 99-35-403/01/11 20:304.8 1.2
Nitrobenzene-d5 (S) 64 % 1 03/17/11 06:00 4165-60-003/01/11 20:3010-110
2-Fluorobiphenyl (S) 77 % 1 03/17/11 06:00 321-60-803/01/11 20:3018-110
Terphenyl-d14 (S) 88 % 1 03/17/11 06:00 1718-51-003/01/11 20:3010-123
Phenol-d6 (S) 19 % 1 03/17/11 06:00 13127-88-303/01/11 20:3010-110
2-Fluorophenol (S) 30 % 1 03/17/11 06:00 367-12-403/01/11 20:3018-110
2,4,6-Tribromophenol (S) 77 % 1 03/17/11 06:00 118-79-603/01/11 20:3010-110

8260 MSV Analytical Method: EPA 8260

Acetone 5.0U ug/L 1 03/12/11 00:53 67-64-110.0 5.0
Acetonitrile 5.0U ug/L 1 03/12/11 00:53 75-05-810.0 5.0
Acrolein 10.0U ug/L 1 03/12/11 00:53 107-02-820.0 10.0
Acrylonitrile 5.0U ug/L 1 03/12/11 00:53 107-13-110.0 5.0
Allyl chloride 0.50U ug/L 1 03/12/11 00:53 107-05-11.0 0.50
Benzene 0.55 I ug/L 1 03/12/11 00:53 71-43-21.0 0.50
Bromochloromethane 0.50U ug/L 1 03/12/11 00:53 74-97-51.0 0.50
Bromodichloromethane 0.27U ug/L 1 03/12/11 00:53 75-27-40.60 0.27
Bromoform 0.50U ug/L 1 03/12/11 00:53 75-25-21.0 0.50
Bromomethane 0.50U ug/L 1 03/12/11 00:53 74-83-91.0 0.50
2-Butanone (MEK) 5.0U ug/L 1 03/12/11 00:53 78-93-310.0 5.0
Carbon disulfide 0.56 I ug/L 1 03/12/11 00:53 75-15-0 V1.0 0.50
Carbon tetrachloride 0.50U ug/L 1 03/12/11 00:53 56-23-51.0 0.50
Chlorobenzene 0.50U ug/L 1 03/12/11 00:53 108-90-71.0 0.50
Chloroethane 0.50U ug/L 1 03/12/11 00:53 75-00-31.0 0.50
Chloroform 0.72 I ug/L 1 03/12/11 00:53 67-66-31.0 0.50
Chloromethane 0.62U ug/L 1 03/12/11 00:53 74-87-31.0 0.62
Chloroprene 0.50U ug/L 1 03/12/11 00:53 126-99-81.0 0.50
Dibromochloromethane 0.26U ug/L 1 03/12/11 00:53 124-48-10.50 0.26
Dibromomethane 0.50U ug/L 1 03/12/11 00:53 74-95-31.0 0.50
trans-1,4-Dichloro-2-butene 5.0U ug/L 1 03/12/11 00:53 110-57-610.0 5.0
Dichlorodifluoromethane 0.50U ug/L 1 03/12/11 00:53 75-71-81.0 0.50
1,1-Dichloroethane 0.50U ug/L 1 03/12/11 00:53 75-34-31.0 0.50
1,2-Dichloroethane 0.50U ug/L 1 03/12/11 00:53 107-06-21.0 0.50
1,1-Dichloroethene 0.50U ug/L 1 03/12/11 00:53 75-35-41.0 0.50
cis-1,2-Dichloroethene 0.50U ug/L 1 03/12/11 00:53 156-59-21.0 0.50
trans-1,2-Dichloroethene 0.50U ug/L 1 03/12/11 00:53 156-60-51.0 0.50
1,2-Dichloropropane 0.50U ug/L 1 03/12/11 00:53 78-87-51.0 0.50
1,3-Dichloropropane 0.50U ug/L 1 03/12/11 00:53 142-28-91.0 0.50
2,2-Dichloropropane 0.50U ug/L 1 03/12/11 00:53 594-20-71.0 0.50
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ANALYTICAL RESULTS

Pace Project No.:
Project:
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Sample: B78-1 Lab ID: 3527011006 Collected: 02/28/11 16:17 Received: 03/01/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

8260 MSV Analytical Method: EPA 8260

1,1-Dichloropropene 0.50U ug/L 1 03/12/11 00:53 563-58-61.0 0.50
cis-1,3-Dichloropropene 0.25U ug/L 1 03/12/11 00:53 10061-01-50.50 0.25
trans-1,3-Dichloropropene 0.25U ug/L 1 03/12/11 00:53 10061-02-60.50 0.25
Ethylbenzene 0.50U ug/L 1 03/12/11 00:53 100-41-41.0 0.50
Ethyl methacrylate 0.50U ug/L 1 03/12/11 00:53 97-63-21.0 0.50
Hexachloro-1,3-butadiene 0.50U ug/L 1 03/12/11 00:53 87-68-31.0 0.50
2-Hexanone 5.0U ug/L 1 03/12/11 00:53 591-78-610.0 5.0
Iodomethane 0.50U ug/L 1 03/12/11 00:53 74-88-41.0 0.50
Isobutyl Alcohol 10.0U ug/L 1 03/12/11 00:53 78-83-120.0 10.0
Methacrylonitrile 5.0U ug/L 1 03/12/11 00:53 126-98-710.0 5.0
Methylene Chloride 2.5U ug/L 1 03/12/11 00:53 75-09-25.0 2.5
Methyl methacrylate 5.0U ug/L 1 03/12/11 00:53 80-62-610.0 5.0
4-Methyl-2-pentanone (MIBK) 5.0U ug/L 1 03/12/11 00:53 108-10-110.0 5.0
Propionitrile 5.0U ug/L 1 03/12/11 00:53 107-12-010.0 5.0
Styrene 0.50U ug/L 1 03/12/11 00:53 100-42-51.0 0.50
1,1,1,2-Tetrachloroethane 0.50U ug/L 1 03/12/11 00:53 630-20-61.0 0.50
1,1,2,2-Tetrachloroethane 0.18U ug/L 1 03/12/11 00:53 79-34-50.50 0.18
Tetrachloroethene 0.50U ug/L 1 03/12/11 00:53 127-18-41.0 0.50
Toluene 0.50U ug/L 1 03/12/11 00:53 108-88-31.0 0.50
1,2,4-Trichlorobenzene 0.50U ug/L 1 03/12/11 00:53 120-82-11.0 0.50
1,1,1-Trichloroethane 0.50U ug/L 1 03/12/11 00:53 71-55-61.0 0.50
1,1,2-Trichloroethane 0.50U ug/L 1 03/12/11 00:53 79-00-51.0 0.50
Trichloroethene 0.50U ug/L 1 03/12/11 00:53 79-01-61.0 0.50
Trichlorofluoromethane 0.50U ug/L 1 03/12/11 00:53 75-69-41.0 0.50
1,2,3-Trichloropropane 0.36U ug/L 1 03/12/11 00:53 96-18-4 L30.50 0.36
Vinyl acetate 1.0U ug/L 1 03/12/11 00:53 108-05-42.0 1.0
Vinyl chloride 0.50U ug/L 1 03/12/11 00:53 75-01-41.0 0.50
Xylene (Total) 0.50U ug/L 1 03/12/11 00:53 1330-20-71.0 0.50
4-Bromofluorobenzene (S) 98 % 1 03/12/11 00:53 460-00-470-114
Dibromofluoromethane (S) 94 % 1 03/12/11 00:53 1868-53-788-117
1,2-Dichloroethane-d4 (S) 98 % 1 03/12/11 00:53 17060-07-086-125
Toluene-d8 (S) 98 % 1 03/12/11 00:53 2037-26-587-113

2540C Total Dissolved Solids Analytical Method: SM 2540C

Total Dissolved Solids 958 mg/L 1 03/03/11 08:2810.0 10.0

9034 Sulfide Water Analytical Method: EPA 9034

Sulfide 1.0U mg/L 1 03/01/11 12:50 18496-25-81.0 1.0

300.0 IC Anions Analytical Method: EPA 300.0

Nitrate as N 0.12U mg/L 5 03/01/11 12:30 14797-55-80.25 0.12

300.0 IC Anions 28 Days Analytical Method: EPA 300.0

Chloride 153 mg/L 5 03/01/11 12:30 16887-00-625.0 12.5
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Pace Project No.:
Project:
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Sample: B78-1 Lab ID: 3527011006 Collected: 02/28/11 16:17 Received: 03/01/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

350.1 Ammonia Analytical Method: EPA 350.1

Nitrogen, Ammonia 9.2 mg/L 1 03/04/11 10:03 7664-41-70.050 0.020

9012 Cyanide, Total Analytical Method: EPA 9012  Preparation Method: EPA 9012

Cyanide 0.0050U mg/L 1 03/07/11 16:48 57-12-503/07/11 11:250.010 0.0050
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8260 MSV Analytical Method: EPA 8260

Acetone 5.0U ug/L 1 03/12/11 02:30 67-64-110.0 5.0
Acetonitrile 5.0U ug/L 1 03/12/11 02:30 75-05-810.0 5.0
Acrolein 10.0U ug/L 1 03/12/11 02:30 107-02-820.0 10.0
Acrylonitrile 5.0U ug/L 1 03/12/11 02:30 107-13-110.0 5.0
Allyl chloride 0.50U ug/L 1 03/12/11 02:30 107-05-11.0 0.50
Benzene 0.50U ug/L 1 03/12/11 02:30 71-43-21.0 0.50
Bromochloromethane 0.50U ug/L 1 03/12/11 02:30 74-97-51.0 0.50
Bromodichloromethane 0.27U ug/L 1 03/12/11 02:30 75-27-40.60 0.27
Bromoform 0.50U ug/L 1 03/12/11 02:30 75-25-21.0 0.50
Bromomethane 0.50U ug/L 1 03/12/11 02:30 74-83-91.0 0.50
2-Butanone (MEK) 5.0U ug/L 1 03/12/11 02:30 78-93-310.0 5.0
Carbon disulfide 0.50U ug/L 1 03/12/11 02:30 75-15-01.0 0.50
Carbon tetrachloride 0.50U ug/L 1 03/12/11 02:30 56-23-51.0 0.50
Chlorobenzene 0.50U ug/L 1 03/12/11 02:30 108-90-71.0 0.50
Chloroethane 0.50U ug/L 1 03/12/11 02:30 75-00-31.0 0.50
Chloroform 0.50U ug/L 1 03/12/11 02:30 67-66-31.0 0.50
Chloromethane 0.62U ug/L 1 03/12/11 02:30 74-87-31.0 0.62
Chloroprene 0.50U ug/L 1 03/12/11 02:30 126-99-81.0 0.50
1,2-Dibromo-3-chloropropane 1.0U ug/L 1 03/12/11 02:30 96-12-82.0 1.0
Dibromochloromethane 0.26U ug/L 1 03/12/11 02:30 124-48-10.50 0.26
1,2-Dibromoethane (EDB) 0.50U ug/L 1 03/12/11 02:30 106-93-41.0 0.50
Dibromomethane 0.50U ug/L 1 03/12/11 02:30 74-95-31.0 0.50
trans-1,4-Dichloro-2-butene 5.0U ug/L 1 03/12/11 02:30 110-57-610.0 5.0
Dichlorodifluoromethane 0.50U ug/L 1 03/12/11 02:30 75-71-81.0 0.50
1,1-Dichloroethane 0.50U ug/L 1 03/12/11 02:30 75-34-31.0 0.50
1,2-Dichloroethane 0.50U ug/L 1 03/12/11 02:30 107-06-21.0 0.50
1,1-Dichloroethene 0.50U ug/L 1 03/12/11 02:30 75-35-41.0 0.50
cis-1,2-Dichloroethene 0.50U ug/L 1 03/12/11 02:30 156-59-21.0 0.50
trans-1,2-Dichloroethene 0.50U ug/L 1 03/12/11 02:30 156-60-51.0 0.50
1,2-Dichloropropane 0.50U ug/L 1 03/12/11 02:30 78-87-51.0 0.50
1,3-Dichloropropane 0.50U ug/L 1 03/12/11 02:30 142-28-91.0 0.50
2,2-Dichloropropane 0.50U ug/L 1 03/12/11 02:30 594-20-71.0 0.50
1,1-Dichloropropene 0.50U ug/L 1 03/12/11 02:30 563-58-61.0 0.50
cis-1,3-Dichloropropene 0.25U ug/L 1 03/12/11 02:30 10061-01-50.50 0.25
trans-1,3-Dichloropropene 0.25U ug/L 1 03/12/11 02:30 10061-02-60.50 0.25
Ethylbenzene 0.50U ug/L 1 03/12/11 02:30 100-41-41.0 0.50
Ethyl methacrylate 0.50U ug/L 1 03/12/11 02:30 97-63-21.0 0.50
Hexachloro-1,3-butadiene 0.50U ug/L 1 03/12/11 02:30 87-68-31.0 0.50
2-Hexanone 5.0U ug/L 1 03/12/11 02:30 591-78-610.0 5.0
Iodomethane 0.50U ug/L 1 03/12/11 02:30 74-88-41.0 0.50
Isobutyl Alcohol 10.0U ug/L 1 03/12/11 02:30 78-83-120.0 10.0
Methacrylonitrile 5.0U ug/L 1 03/12/11 02:30 126-98-710.0 5.0
Methylene Chloride 2.5U ug/L 1 03/12/11 02:30 75-09-25.0 2.5
Methyl methacrylate 5.0U ug/L 1 03/12/11 02:30 80-62-610.0 5.0
4-Methyl-2-pentanone (MIBK) 5.0U ug/L 1 03/12/11 02:30 108-10-110.0 5.0
Propionitrile 5.0U ug/L 1 03/12/11 02:30 107-12-010.0 5.0
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ANALYTICAL RESULTS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Sample: Trip blank (02/28/11) Lab ID: 3527011007 Collected: 02/28/11 08:00 Received: 03/01/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

8260 MSV Analytical Method: EPA 8260

Styrene 0.50U ug/L 1 03/12/11 02:30 100-42-51.0 0.50
1,1,1,2-Tetrachloroethane 0.50U ug/L 1 03/12/11 02:30 630-20-61.0 0.50
1,1,2,2-Tetrachloroethane 0.18U ug/L 1 03/12/11 02:30 79-34-50.50 0.18
Tetrachloroethene 0.50U ug/L 1 03/12/11 02:30 127-18-41.0 0.50
Toluene 0.50U ug/L 1 03/12/11 02:30 108-88-31.0 0.50
1,2,4-Trichlorobenzene 0.50U ug/L 1 03/12/11 02:30 120-82-11.0 0.50
1,1,1-Trichloroethane 0.50U ug/L 1 03/12/11 02:30 71-55-61.0 0.50
1,1,2-Trichloroethane 0.50U ug/L 1 03/12/11 02:30 79-00-51.0 0.50
Trichloroethene 0.50U ug/L 1 03/12/11 02:30 79-01-61.0 0.50
Trichlorofluoromethane 0.50U ug/L 1 03/12/11 02:30 75-69-41.0 0.50
1,2,3-Trichloropropane 0.36U ug/L 1 03/12/11 02:30 96-18-4 L30.50 0.36
Vinyl acetate 1.0U ug/L 1 03/12/11 02:30 108-05-42.0 1.0
Vinyl chloride 0.50U ug/L 1 03/12/11 02:30 75-01-41.0 0.50
Xylene (Total) 0.50U ug/L 1 03/12/11 02:30 1330-20-71.0 0.50
4-Bromofluorobenzene (S) 99 % 1 03/12/11 02:30 460-00-470-114
Dibromofluoromethane (S) 93 % 1 03/12/11 02:30 1868-53-788-117
1,2-Dichloroethane-d4 (S) 102 % 1 03/12/11 02:30 17060-07-086-125
Toluene-d8 (S) 99 % 1 03/12/11 02:30 2037-26-587-113
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ANALYTICAL RESULTS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Sample: EQ Blank 2 Lab ID: 3527011008 Collected: 03/01/11 10:10 Received: 03/02/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

8011 GCS EDB and DBCP Analytical Method: EPA 8011  Preparation Method: EPA 8011

1,2-Dibromo-3-chloropropane 0.0050U ug/L 1 03/03/11 23:53 96-12-803/03/11 12:300.020 0.0050
1,2-Dibromoethane (EDB) 0.0063U ug/L 1 03/03/11 23:53 106-93-403/03/11 12:300.010 0.0063

8081 GCS Pesticides Analytical Method: EPA 8081  Preparation Method: EPA 3510

Aldrin 0.00048U ug/L 1 03/04/11 12:22 309-00-203/03/11 12:130.0096 0.00048
alpha-BHC 0.00029U ug/L 1 03/04/11 12:22 319-84-603/03/11 12:130.0096 0.00029
beta-BHC 0.00048U ug/L 1 03/04/11 12:22 319-85-703/03/11 12:130.0096 0.00048
delta-BHC 0.00038U ug/L 1 03/04/11 12:22 319-86-803/03/11 12:130.0096 0.00038
gamma-BHC (Lindane) 0.00019U ug/L 1 03/04/11 12:22 58-89-903/03/11 12:130.0096 0.00019
Chlordane (Technical) 0.077U ug/L 1 03/04/11 12:22 57-74-903/03/11 12:130.48 0.077
Chlorobenzilate 0.020U ug/L 1 03/04/11 12:22 510-15-603/03/11 12:130.096 0.020
4,4'-DDD 0.0018U ug/L 1 03/04/11 12:22 72-54-803/03/11 12:130.0096 0.0018
4,4'-DDE 0.00086U ug/L 1 03/04/11 12:22 72-55-903/03/11 12:130.0096 0.00086
4,4'-DDT 0.0035U ug/L 1 03/04/11 12:22 50-29-3 L303/03/11 12:130.0096 0.0035
Dieldrin 0.00048U ug/L 1 03/04/11 12:22 60-57-103/03/11 12:130.0096 0.00048
Endosulfan I 0.00067U ug/L 1 03/04/11 12:22 959-98-803/03/11 12:130.0096 0.00067
Endosulfan II 0.00067U ug/L 1 03/04/11 12:22 33213-65-903/03/11 12:130.0096 0.00067
Endosulfan sulfate 0.00058U ug/L 1 03/04/11 12:22 1031-07-803/03/11 12:130.0096 0.00058
Endrin 0.0016U ug/L 1 03/04/11 12:22 72-20-803/03/11 12:130.0096 0.0016
Endrin aldehyde 0.0068U ug/L 1 03/04/11 12:22 7421-93-403/03/11 12:130.0096 0.0068
Heptachlor 0.0014U ug/L 1 03/04/11 12:22 76-44-803/03/11 12:130.0096 0.0014
Heptachlor epoxide 0.00038U ug/L 1 03/04/11 12:22 1024-57-303/03/11 12:130.0096 0.00038
Methoxychlor 0.0067U ug/L 1 03/04/11 12:22 72-43-503/03/11 12:130.0096 0.0067
Pentachloronitrobenzene 0.014U ug/L 1 03/04/11 12:22 82-68-803/03/11 12:130.096 0.014
Toxaphene 0.27U ug/L 1 03/04/11 12:22 8001-35-203/03/11 12:130.48 0.27
Tetrachloro-m-xylene (S) 92 % 1 03/04/11 12:22 877-09-803/03/11 12:1366.5-

120.3
Decachlorobiphenyl (S) 109 % 1 03/04/11 12:22 2051-24-303/03/11 12:1341.7-

109.1

8082 GCS PCB Analytical Method: EPA 8082  Preparation Method: EPA 3510

PCB-1016 (Aroclor 1016) 0.077U ug/L 1 03/04/11 12:22 12674-11-203/03/11 12:140.48 0.077
PCB-1221 (Aroclor 1221) 0.078U ug/L 1 03/04/11 12:22 11104-28-203/03/11 12:140.48 0.078
PCB-1232 (Aroclor 1232) 0.11U ug/L 1 03/04/11 12:22 11141-16-503/03/11 12:140.48 0.11
PCB-1242 (Aroclor 1242) 0.12U ug/L 1 03/04/11 12:22 53469-21-903/03/11 12:140.48 0.12
PCB-1248 (Aroclor 1248) 0.26U ug/L 1 03/04/11 12:22 12672-29-603/03/11 12:140.48 0.26
PCB-1254 (Aroclor 1254) 0.14U ug/L 1 03/04/11 12:22 11097-69-103/03/11 12:140.48 0.14
PCB-1260 (Aroclor 1260) 0.11U ug/L 1 03/04/11 12:22 11096-82-503/03/11 12:140.48 0.11
Tetrachloro-m-xylene (S) 93 % 1 03/04/11 12:22 877-09-803/03/11 12:1448-111
Decachlorobiphenyl (S) 116 % 1 03/04/11 12:22 2051-24-303/03/11 12:1463-121

8141 GCS O/P Pesticides Analytical Method: EPA 8141  Preparation Method: EPA 3510

Dimethoate 0.18U ug/L 1 03/08/11 07:36 60-51-503/04/11 14:560.48 0.18
Disulfoton 0.15U ug/L 1 03/08/11 07:36 298-04-403/04/11 14:560.48 0.15
Famphur 0.14U ug/L 1 03/08/11 07:36 52-85-703/04/11 14:560.48 0.14
Methyl parathion 0.19U ug/L 1 03/08/11 07:36 298-00-0 J(L2)03/04/11 14:560.48 0.19
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ANALYTICAL RESULTS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Sample: EQ Blank 2 Lab ID: 3527011008 Collected: 03/01/11 10:10 Received: 03/02/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

8141 GCS O/P Pesticides Analytical Method: EPA 8141  Preparation Method: EPA 3510

Parathion (Ethyl parathion) 0.34U ug/L 1 03/08/11 07:36 56-38-2 J(L2)03/04/11 14:560.96 0.34
Phorate 0.36U ug/L 1 03/08/11 07:36 298-02-203/04/11 14:560.96 0.36
4-Chloro3nitrobenzotrifluoride 90 % 1 03/08/11 07:36 C003/04/11 14:5634.2-122

8151 Chlorinated Herbicides Analytical Method: EPA 8151  Preparation Method: EPA 8151

2,4-D 0.21U ug/L 1 03/08/11 20:33 94-75-703/07/11 09:100.90 0.21
Dinoseb 0.055U ug/L 1 03/08/11 20:33 88-85-7 L303/07/11 09:100.18 0.055
Pentachlorophenol 0.016U ug/L 1 03/08/11 20:33 87-86-5 L303/07/11 09:100.027 0.016
2,4,5-T 0.040U ug/L 1 03/08/11 20:33 93-76-503/07/11 09:100.18 0.040
2,4,5-TP (Silvex) 0.047U ug/L 1 03/08/11 20:33 93-72-103/07/11 09:100.18 0.047
2,4-DCPA (S) 87 % 1 03/08/11 20:33 19719-28-903/07/11 09:1065.5-

125.7

6010 MET ICP Analytical Method: EPA 6010  Preparation Method: EPA 3010

Arsenic 5.0U ug/L 1 03/07/11 22:46 7440-38-203/07/11 11:2510.0 5.0
Barium 5.0U ug/L 1 03/07/11 22:46 7440-39-303/07/11 11:2510.0 5.0
Beryllium 0.50U ug/L 1 03/07/11 22:46 7440-41-703/07/11 11:251.0 0.50
Cadmium 0.50U ug/L 1 03/07/11 22:46 7440-43-903/07/11 11:251.0 0.50
Chromium 2.5U ug/L 1 03/07/11 22:46 7440-47-303/07/11 11:255.0 2.5
Cobalt 5.0U ug/L 1 03/07/11 22:46 7440-48-403/07/11 11:2510.0 5.0
Copper 2.5U ug/L 1 03/07/11 22:46 7440-50-803/07/11 11:255.0 2.5
Iron 20.0U ug/L 1 03/07/11 22:46 7439-89-603/07/11 11:2540.0 20.0
Lead 5.0U ug/L 1 03/07/11 22:46 7439-92-103/07/11 11:2510.0 5.0
Nickel 2.5U ug/L 1 03/07/11 22:46 7440-02-003/07/11 11:255.0 2.5
Selenium 7.5U ug/L 1 03/07/11 22:46 7782-49-203/07/11 11:2515.0 7.5
Silver 2.5U ug/L 1 03/07/11 22:46 7440-22-403/07/11 11:255.0 2.5
Sodium 0.50U mg/L 1 03/07/11 22:46 7440-23-503/07/11 11:251.0 0.50
Tin 25.0U ug/L 1 03/07/11 22:46 7440-31-503/07/11 11:2550.0 25.0
Vanadium 5.0U ug/L 1 03/07/11 22:46 7440-62-203/07/11 11:2510.0 5.0
Zinc 10.0U ug/L 1 03/07/11 22:46 7440-66-603/07/11 11:2520.0 10.0

6020 MET ICPMS Analytical Method: EPA 6020  Preparation Method: EPA 3010

Antimony 0.50U ug/L 1 03/10/11 16:52 7440-36-003/07/11 11:251.0 0.50
Thallium 0.50U ug/L 1 03/10/11 16:52 7440-28-003/07/11 11:251.0 0.50

7470 Mercury Analytical Method: EPA 7470  Preparation Method: EPA 7470

Mercury 0.10U ug/L 1 03/10/11 15:16 7439-97-603/09/11 07:200.20 0.10

8270 MSSV SemiVOA App. II Analytical Method: EPA 8270  Preparation Method: EPA 3510

Acenaphthene 0.82U ug/L 1 03/17/11 06:31 83-32-903/02/11 18:354.8 0.82
Acenaphthylene 0.91U ug/L 1 03/17/11 06:31 208-96-803/02/11 18:354.8 0.91
Acetophenone 1.4U ug/L 1 03/17/11 06:31 98-86-203/02/11 18:354.8 1.4
2-Acetylaminofluorene 0.62U ug/L 1 03/17/11 06:31 53-96-303/02/11 18:354.8 0.62
4-Aminobiphenyl 2.7U ug/L 1 03/17/11 06:31 92-67-103/02/11 18:354.8 2.7
Anthracene 0.57U ug/L 1 03/17/11 06:31 120-12-703/02/11 18:354.8 0.57
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ANALYTICAL RESULTS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Sample: EQ Blank 2 Lab ID: 3527011008 Collected: 03/01/11 10:10 Received: 03/02/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

8270 MSSV SemiVOA App. II Analytical Method: EPA 8270  Preparation Method: EPA 3510

Benzo(a)anthracene 0.60U ug/L 1 03/17/11 06:31 56-55-303/02/11 18:354.8 0.60
Benzo(a)pyrene 0.56U ug/L 1 03/17/11 06:31 50-32-803/02/11 18:350.96 0.56
Benzo(b)fluoranthene 0.59U ug/L 1 03/17/11 06:31 205-99-203/02/11 18:351.9 0.59
Benzo(g,h,i)perylene 0.65U ug/L 1 03/17/11 06:31 191-24-203/02/11 18:354.8 0.65
Benzo(k)fluoranthene 0.49U ug/L 1 03/17/11 06:31 207-08-903/02/11 18:353.8 0.49
Benzyl alcohol 0.98U ug/L 1 03/17/11 06:31 100-51-603/02/11 18:354.8 0.98
4-Bromophenylphenyl ether 0.64U ug/L 1 03/17/11 06:31 101-55-303/02/11 18:354.8 0.64
Butylbenzylphthalate 0.69U ug/L 1 03/17/11 06:31 85-68-703/02/11 18:354.8 0.69
4-Chloro-3-methylphenol 0.59U ug/L 1 03/17/11 06:31 59-50-703/02/11 18:3519.1 0.59
4-Chloroaniline 1.2U ug/L 1 03/17/11 06:31 106-47-803/02/11 18:354.8 1.2
bis(2-Chloroethoxy)methane 2.8U ug/L 1 03/17/11 06:31 111-91-103/02/11 18:354.8 2.8
bis(2-Chloroethyl) ether 0.72U ug/L 1 03/17/11 06:31 111-44-403/02/11 18:353.8 0.72
bis(2-Chloroisopropyl) ether 0.70U ug/L 1 03/17/11 06:31 108-60-103/02/11 18:354.8 0.70
2-Chloronaphthalene 0.77U ug/L 1 03/17/11 06:31 91-58-703/02/11 18:354.8 0.77
2-Chlorophenol 0.65U ug/L 1 03/17/11 06:31 95-57-803/02/11 18:354.8 0.65
4-Chlorophenylphenyl ether 0.60U ug/L 1 03/17/11 06:31 7005-72-3 L303/02/11 18:354.8 0.60
Chrysene 0.35U ug/L 1 03/17/11 06:31 218-01-903/02/11 18:354.8 0.35
Diallate 0.70U ug/L 1 03/17/11 06:31 2303-16-403/02/11 18:354.8 0.70
Dibenz(a,h)anthracene 0.62U ug/L 1 03/17/11 06:31 53-70-303/02/11 18:351.9 0.62
Dibenzofuran 0.64U ug/L 1 03/17/11 06:31 132-64-903/02/11 18:354.8 0.64
1,2-Dichlorobenzene 0.65U ug/L 1 03/17/11 06:31 95-50-103/02/11 18:354.8 0.65
1,3-Dichlorobenzene 0.73U ug/L 1 03/17/11 06:31 541-73-103/02/11 18:354.8 0.73
1,4-Dichlorobenzene 0.74U ug/L 1 03/17/11 06:31 106-46-703/02/11 18:354.8 0.74
3,3'-Dichlorobenzidine 0.66U ug/L 1 03/17/11 06:31 91-94-103/02/11 18:359.6 0.66
2,4-Dichlorophenol 0.54U ug/L 1 03/17/11 06:31 120-83-203/02/11 18:351.9 0.54
2,6-Dichlorophenol 0.59U ug/L 1 03/17/11 06:31 87-65-003/02/11 18:353.8 0.59
Diethylphthalate 0.49U ug/L 1 03/17/11 06:31 84-66-203/02/11 18:354.8 0.49
P-Dimethylaminoazobenzene 0.64U ug/L 1 03/17/11 06:31 60-11-703/02/11 18:354.8 0.64
7,12-Dimethylbenz(a)anthracene 1.9U ug/L 1 03/17/11 06:31 57-97-603/02/11 18:354.8 1.9
3,3'-Dimethylbenzidine 3.0U ug/L 1 03/17/11 06:31 119-93-703/02/11 18:359.6 3.0
2,4-Dimethylphenol 1.5U ug/L 1 03/17/11 06:31 105-67-903/02/11 18:354.8 1.5
a,a-Dimethylphenylethylamine 10.0U ug/L 1 03/17/11 06:31 122-09-803/02/11 18:3520.0 10.0
Dimethylphthalate 0.61U ug/L 1 03/17/11 06:31 131-11-303/02/11 18:354.8 0.61
Di-n-butylphthalate 0.39U ug/L 1 03/17/11 06:31 84-74-203/02/11 18:354.8 0.39
4,6-Dinitro-2-methylphenol 1.3U ug/L 1 03/17/11 06:31 534-52-103/02/11 18:3519.1 1.3
1,3-Dinitrobenzene 0.65U ug/L 1 03/17/11 06:31 99-65-003/02/11 18:357.7 0.65
2,4-Dinitrophenol 1.5U ug/L 1 03/17/11 06:31 51-28-503/02/11 18:3519.1 1.5
2,4-Dinitrotoluene 0.51U ug/L 1 03/17/11 06:31 121-14-203/02/11 18:351.9 0.51
2,6-Dinitrotoluene 1.2U ug/L 1 03/17/11 06:31 606-20-203/02/11 18:351.9 1.2
Di-n-octylphthalate 0.86U ug/L 1 03/17/11 06:31 117-84-003/02/11 18:354.8 0.86
bis(2-Ethylhexyl)phthalate 0.77U ug/L 1 03/17/11 06:31 117-81-703/02/11 18:354.8 0.77
Ethyl methanesulfonate 0.86U ug/L 1 03/17/11 06:31 62-50-003/02/11 18:354.8 0.86
Fluoranthene 0.52U ug/L 1 03/17/11 06:31 206-44-003/02/11 18:354.8 0.52
Fluorene 0.54U ug/L 1 03/17/11 06:31 86-73-703/02/11 18:354.8 0.54
Hexachlorobenzene 0.77U ug/L 1 03/17/11 06:31 118-74-103/02/11 18:350.96 0.77
Hexachlorocyclopentadiene 1.2U ug/L 1 03/17/11 06:31 77-47-403/02/11 18:354.8 1.2
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ANALYTICAL RESULTS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Sample: EQ Blank 2 Lab ID: 3527011008 Collected: 03/01/11 10:10 Received: 03/02/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

8270 MSSV SemiVOA App. II Analytical Method: EPA 8270  Preparation Method: EPA 3510

Hexachloroethane 0.68U ug/L 1 03/17/11 06:31 67-72-103/02/11 18:354.8 0.68
Hexachloropropene 1.3U ug/L 1 03/17/11 06:31 1888-71-703/02/11 18:354.8 1.3
Indeno(1,2,3-cd)pyrene 0.70U ug/L 1 03/17/11 06:31 193-39-503/02/11 18:351.9 0.70
Isodrin 0.52U ug/L 1 03/17/11 06:31 465-73-603/02/11 18:354.8 0.52
Isophorone 0.70U ug/L 1 03/17/11 06:31 78-59-103/02/11 18:354.8 0.70
Isosafrole 0.57U ug/L 1 03/17/11 06:31 120-58-103/02/11 18:354.8 0.57
Kepone 10.0U ug/L 1 03/17/11 06:31 143-50-003/02/11 18:3520.0 10.0
Methapyrilene 1.6U ug/L 1 03/17/11 06:31 91-80-503/02/11 18:354.8 1.6
3-Methylcholanthrene 1.0U ug/L 1 03/17/11 06:31 56-49-503/02/11 18:354.8 1.0
Methyl methanesulfonate 0.96U ug/L 1 03/17/11 06:31 66-27-303/02/11 18:354.8 0.96
2-Methylnaphthalene 0.95U ug/L 1 03/17/11 06:31 91-57-603/02/11 18:354.8 0.95
2-Methylphenol(o-Cresol) 0.70U ug/L 1 03/17/11 06:31 95-48-703/02/11 18:354.8 0.70
3&4-Methylphenol(m&p Cresol) 0.63U ug/L 1 03/17/11 06:3103/02/11 18:359.6 0.63
2-Naphthylamine 2.2U ug/L 1 03/17/11 06:31 91-59-803/02/11 18:354.8 2.2
Naphthalene 0.75U ug/L 1 03/17/11 06:31 91-20-303/02/11 18:354.8 0.75
1-Naphthylamine 0.99U ug/L 1 03/17/11 06:31 134-32-703/02/11 18:354.8 0.99
1,4-Naphthoquinone 1.1U ug/L 1 03/17/11 06:31 130-15-403/02/11 18:354.8 1.1
2-Nitroaniline 0.57U ug/L 1 03/17/11 06:31 88-74-403/02/11 18:354.8 0.57
3-Nitroaniline 0.95U ug/L 1 03/17/11 06:31 99-09-203/02/11 18:354.8 0.95
4-Nitroaniline 0.66U ug/L 1 03/17/11 06:31 100-01-603/02/11 18:353.8 0.66
Nitrobenzene 1.0U ug/L 1 03/17/11 06:31 98-95-303/02/11 18:353.8 1.0
2-Nitrophenol 0.78U ug/L 1 03/17/11 06:31 88-75-503/02/11 18:354.8 0.78
4-Nitrophenol 1.0U ug/L 1 03/17/11 06:31 100-02-703/02/11 18:3519.1 1.0
5-Nitro-o-toluidine 1.2U ug/L 1 03/17/11 06:31 99-55-803/02/11 18:354.8 1.2
N-Nitrosodiethylamine 0.70U ug/L 1 03/17/11 06:31 55-18-503/02/11 18:353.8 0.70
N-Nitrosodimethylamine 0.93U ug/L 1 03/17/11 06:31 62-75-903/02/11 18:351.9 0.93
N-Nitroso-di-n-butylamine 0.53U ug/L 1 03/17/11 06:31 924-16-303/02/11 18:353.8 0.53
N-Nitroso-di-n-propylamine 0.90U ug/L 1 03/17/11 06:31 621-64-703/02/11 18:353.8 0.90
N-Nitrosodiphenylamine 0.48U ug/L 1 03/17/11 06:31 86-30-603/02/11 18:354.8 0.48
N-Nitrosomethylethylamine 0.71U ug/L 1 03/17/11 06:31 10595-95-603/02/11 18:354.8 0.71
N-Nitrosopiperidine 0.61U ug/L 1 03/17/11 06:31 100-75-403/02/11 18:354.8 0.61
N-Nitrosopyrrolidine 0.84U ug/L 1 03/17/11 06:31 930-55-203/02/11 18:354.8 0.84
O,O,O-Triethylphosphorothioate 0.66U ug/L 1 03/17/11 06:31 126-68-103/02/11 18:354.8 0.66
Pentachlorobenzene 0.75U ug/L 1 03/17/11 06:31 608-93-503/02/11 18:354.8 0.75
Phenacetin 0.51U ug/L 1 03/17/11 06:31 62-44-203/02/11 18:354.8 0.51
Phenanthrene 0.50U ug/L 1 03/17/11 06:31 85-01-803/02/11 18:354.8 0.50
Phenol 0.52U ug/L 1 03/17/11 06:31 108-95-203/02/11 18:354.8 0.52
p-Phenylenediamine 10.0U ug/L 1 03/17/11 06:31 106-50-303/02/11 18:3520.0 10.0
Pronamide 1.1U ug/L 1 03/17/11 06:31 23950-58-503/02/11 18:354.8 1.1
Pyrene 0.65U ug/L 1 03/17/11 06:31 129-00-003/02/11 18:354.8 0.65
Safrole 0.81U ug/L 1 03/17/11 06:31 94-59-703/02/11 18:354.8 0.81
1,2,4,5-Tetrachlorobenzene 0.67U ug/L 1 03/17/11 06:31 95-94-3 6p03/02/11 18:354.8 0.67
2,3,4,6-Tetrachlorophenol 3.7U ug/L 1 03/17/11 06:31 58-90-203/02/11 18:354.8 3.7
Thionazin 0.58U ug/L 1 03/17/11 06:31 297-97-203/02/11 18:354.8 0.58
O-Toluidine 1.0U ug/L 1 03/17/11 06:31 95-53-403/02/11 18:354.8 1.0
2,4,5-Trichlorophenol 0.50U ug/L 1 03/17/11 06:31 95-95-403/02/11 18:353.8 0.50
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Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

8270 MSSV SemiVOA App. II Analytical Method: EPA 8270  Preparation Method: EPA 3510

2,4,6-Trichlorophenol 0.66U ug/L 1 03/17/11 06:31 88-06-203/02/11 18:351.9 0.66
1,3,5-Trinitrobenzene 1.2U ug/L 1 03/17/11 06:31 99-35-403/02/11 18:354.8 1.2
Nitrobenzene-d5 (S) 49 % 1 03/17/11 06:31 4165-60-003/02/11 18:3510-110
2-Fluorobiphenyl (S) 57 % 1 03/17/11 06:31 321-60-803/02/11 18:3518-110
Terphenyl-d14 (S) 66 % 1 03/17/11 06:31 1718-51-003/02/11 18:3510-123
Phenol-d6 (S) 15 % 1 03/17/11 06:31 13127-88-303/02/11 18:3510-110
2-Fluorophenol (S) 24 % 1 03/17/11 06:31 367-12-403/02/11 18:3518-110
2,4,6-Tribromophenol (S) 49 % 1 03/17/11 06:31 118-79-603/02/11 18:3510-110

8260 MSV Analytical Method: EPA 8260

Acetone 7.7 I ug/L 1 03/14/11 11:57 67-64-110.0 5.0
Acetonitrile 5.0U ug/L 1 03/14/11 11:57 75-05-810.0 5.0
Acrolein 10.0U ug/L 1 03/14/11 11:57 107-02-820.0 10.0
Acrylonitrile 5.0U ug/L 1 03/14/11 11:57 107-13-110.0 5.0
Allyl chloride 0.50U ug/L 1 03/14/11 11:57 107-05-11.0 0.50
Benzene 0.50U ug/L 1 03/14/11 11:57 71-43-21.0 0.50
Bromochloromethane 0.50U ug/L 1 03/14/11 11:57 74-97-51.0 0.50
Bromodichloromethane 0.27U ug/L 1 03/14/11 11:57 75-27-40.60 0.27
Bromoform 0.50U ug/L 1 03/14/11 11:57 75-25-21.0 0.50
Bromomethane 0.50U ug/L 1 03/14/11 11:57 74-83-91.0 0.50
2-Butanone (MEK) 5.0U ug/L 1 03/14/11 11:57 78-93-310.0 5.0
Carbon disulfide 0.50U ug/L 1 03/14/11 11:57 75-15-01.0 0.50
Carbon tetrachloride 0.50U ug/L 1 03/14/11 11:57 56-23-51.0 0.50
Chlorobenzene 0.50U ug/L 1 03/14/11 11:57 108-90-71.0 0.50
Chloroethane 0.50U ug/L 1 03/14/11 11:57 75-00-31.0 0.50
Chloroform 0.50U ug/L 1 03/14/11 11:57 67-66-31.0 0.50
Chloromethane 0.62U ug/L 1 03/14/11 11:57 74-87-31.0 0.62
Chloroprene 0.50U ug/L 1 03/14/11 11:57 126-99-81.0 0.50
Dibromochloromethane 0.26U ug/L 1 03/14/11 11:57 124-48-10.50 0.26
Dibromomethane 0.50U ug/L 1 03/14/11 11:57 74-95-31.0 0.50
trans-1,4-Dichloro-2-butene 5.0U ug/L 1 03/14/11 11:57 110-57-610.0 5.0
Dichlorodifluoromethane 0.50U ug/L 1 03/14/11 11:57 75-71-81.0 0.50
1,1-Dichloroethane 0.50U ug/L 1 03/14/11 11:57 75-34-31.0 0.50
1,2-Dichloroethane 0.50U ug/L 1 03/14/11 11:57 107-06-21.0 0.50
1,1-Dichloroethene 0.50U ug/L 1 03/14/11 11:57 75-35-41.0 0.50
cis-1,2-Dichloroethene 0.50U ug/L 1 03/14/11 11:57 156-59-21.0 0.50
trans-1,2-Dichloroethene 0.50U ug/L 1 03/14/11 11:57 156-60-51.0 0.50
1,2-Dichloropropane 0.50U ug/L 1 03/14/11 11:57 78-87-51.0 0.50
1,3-Dichloropropane 0.50U ug/L 1 03/14/11 11:57 142-28-91.0 0.50
2,2-Dichloropropane 0.50U ug/L 1 03/14/11 11:57 594-20-71.0 0.50
1,1-Dichloropropene 0.50U ug/L 1 03/14/11 11:57 563-58-61.0 0.50
cis-1,3-Dichloropropene 0.25U ug/L 1 03/14/11 11:57 10061-01-50.50 0.25
trans-1,3-Dichloropropene 0.25U ug/L 1 03/14/11 11:57 10061-02-60.50 0.25
Ethylbenzene 0.50U ug/L 1 03/14/11 11:57 100-41-41.0 0.50
Ethyl methacrylate 0.50U ug/L 1 03/14/11 11:57 97-63-21.0 0.50
Hexachloro-1,3-butadiene 0.50U ug/L 1 03/14/11 11:57 87-68-31.0 0.50
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ANALYTICAL RESULTS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Sample: EQ Blank 2 Lab ID: 3527011008 Collected: 03/01/11 10:10 Received: 03/02/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

8260 MSV Analytical Method: EPA 8260

2-Hexanone 5.0U ug/L 1 03/14/11 11:57 591-78-610.0 5.0
Iodomethane 0.50U ug/L 1 03/14/11 11:57 74-88-41.0 0.50
Isobutyl Alcohol 10.0U ug/L 1 03/14/11 11:57 78-83-120.0 10.0
Methacrylonitrile 5.0U ug/L 1 03/14/11 11:57 126-98-710.0 5.0
Methylene Chloride 2.5U ug/L 1 03/14/11 11:57 75-09-25.0 2.5
Methyl methacrylate 5.0U ug/L 1 03/14/11 11:57 80-62-610.0 5.0
4-Methyl-2-pentanone (MIBK) 5.0U ug/L 1 03/14/11 11:57 108-10-110.0 5.0
Propionitrile 5.0U ug/L 1 03/14/11 11:57 107-12-010.0 5.0
Styrene 0.50U ug/L 1 03/14/11 11:57 100-42-51.0 0.50
1,1,1,2-Tetrachloroethane 0.50U ug/L 1 03/14/11 11:57 630-20-61.0 0.50
1,1,2,2-Tetrachloroethane 0.18U ug/L 1 03/14/11 11:57 79-34-50.50 0.18
Tetrachloroethene 0.50U ug/L 1 03/14/11 11:57 127-18-41.0 0.50
Toluene 0.50U ug/L 1 03/14/11 11:57 108-88-31.0 0.50
1,2,4-Trichlorobenzene 0.50U ug/L 1 03/14/11 11:57 120-82-11.0 0.50
1,1,1-Trichloroethane 0.50U ug/L 1 03/14/11 11:57 71-55-61.0 0.50
1,1,2-Trichloroethane 0.50U ug/L 1 03/14/11 11:57 79-00-51.0 0.50
Trichloroethene 0.50U ug/L 1 03/14/11 11:57 79-01-61.0 0.50
Trichlorofluoromethane 0.50U ug/L 1 03/14/11 11:57 75-69-41.0 0.50
1,2,3-Trichloropropane 0.36U ug/L 1 03/14/11 11:57 96-18-40.50 0.36
Vinyl acetate 1.0U ug/L 1 03/14/11 11:57 108-05-42.0 1.0
Vinyl chloride 0.50U ug/L 1 03/14/11 11:57 75-01-41.0 0.50
Xylene (Total) 0.50U ug/L 1 03/14/11 11:57 1330-20-71.0 0.50
4-Bromofluorobenzene (S) 113 % 1 03/14/11 11:57 460-00-470-114
Dibromofluoromethane (S) 97 % 1 03/14/11 11:57 1868-53-788-117
1,2-Dichloroethane-d4 (S) 92 % 1 03/14/11 11:57 17060-07-086-125
Toluene-d8 (S) 104 % 1 03/14/11 11:57 2037-26-587-113

2540C Total Dissolved Solids Analytical Method: SM 2540C

Total Dissolved Solids 5.0U mg/L 1 03/04/11 08:415.0 5.0

9034 Sulfide Water Analytical Method: EPA 9034

Sulfide 1.0U mg/L 1 03/03/11 16:00 18496-25-81.0 1.0

300.0 IC Anions Analytical Method: EPA 300.0

Nitrate as N 0.025U mg/L 1 03/02/11 12:16 14797-55-80.050 0.025

300.0 IC Anions 28 Days Analytical Method: EPA 300.0

Chloride 2.5U mg/L 1 03/02/11 12:16 16887-00-65.0 2.5

350.1 Ammonia Analytical Method: EPA 350.1

Nitrogen, Ammonia 0.020U mg/L 1 03/04/11 10:35 7664-41-70.050 0.020

9012 Cyanide, Total Analytical Method: EPA 9012  Preparation Method: EPA 9012

Cyanide 0.0050U mg/L 1 03/07/11 16:49 57-12-503/07/11 11:250.010 0.0050
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ANALYTICAL RESULTS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Sample: B-77 Lab ID: 3527011009 Collected: 03/01/11 11:21 Received: 03/02/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

Field Data Analytical Method:

Field pH 6.23 Std. Units 1 03/02/11 11:13
Field Temperature 21.98 deg C 1 03/02/11 11:13
Field Specific Conductance 1981 umhos/cm 1 03/02/11 11:13
Oxygen, Dissolved 0.15 mg/L 1 03/02/11 11:13 7782-44-7
REDOX -92.7 mV 1 03/02/11 11:13
Turbidity 0.97 NTU 1 03/02/11 11:13

8011 GCS EDB and DBCP Analytical Method: EPA 8011  Preparation Method: EPA 8011

1,2-Dibromo-3-chloropropane 0.0049U ug/L 1 03/04/11 00:08 96-12-803/03/11 12:300.020 0.0049
1,2-Dibromoethane (EDB) 0.0062U ug/L 1 03/04/11 00:08 106-93-403/03/11 12:300.010 0.0062

8081 GCS Pesticides Analytical Method: EPA 8081  Preparation Method: EPA 3510

Aldrin 0.00047U ug/L 1 03/04/11 12:41 309-00-203/03/11 12:130.0094 0.00047
alpha-BHC 0.00028U ug/L 1 03/04/11 12:41 319-84-603/03/11 12:130.0094 0.00028
beta-BHC 0.00047U ug/L 1 03/04/11 12:41 319-85-703/03/11 12:130.0094 0.00047
delta-BHC 0.00038U ug/L 1 03/04/11 12:41 319-86-803/03/11 12:130.0094 0.00038
gamma-BHC (Lindane) 0.00019U ug/L 1 03/04/11 12:41 58-89-903/03/11 12:130.0094 0.00019
Chlordane (Technical) 0.075U ug/L 1 03/04/11 12:41 57-74-903/03/11 12:130.47 0.075
Chlorobenzilate 0.020U ug/L 1 03/04/11 12:41 510-15-603/03/11 12:130.094 0.020
4,4'-DDD 0.0018U ug/L 1 03/04/11 12:41 72-54-803/03/11 12:130.0094 0.0018
4,4'-DDE 0.00085U ug/L 1 03/04/11 12:41 72-55-903/03/11 12:130.0094 0.00085
4,4'-DDT 0.0034U ug/L 1 03/04/11 12:41 50-29-3 L303/03/11 12:130.0094 0.0034
Dieldrin 0.00047U ug/L 1 03/04/11 12:41 60-57-103/03/11 12:130.0094 0.00047
Endosulfan I 0.0096 ug/L 1 03/04/11 12:41 959-98-803/03/11 12:130.0094 0.00066
Endosulfan II 0.00066U ug/L 1 03/04/11 12:41 33213-65-903/03/11 12:130.0094 0.00066
Endosulfan sulfate 0.00057U ug/L 1 03/04/11 12:41 1031-07-803/03/11 12:130.0094 0.00057
Endrin 0.0016U ug/L 1 03/04/11 12:41 72-20-803/03/11 12:130.0094 0.0016
Endrin aldehyde 0.0067U ug/L 1 03/04/11 12:41 7421-93-403/03/11 12:130.0094 0.0067
Heptachlor 0.0014U ug/L 1 03/04/11 12:41 76-44-803/03/11 12:130.0094 0.0014
Heptachlor epoxide 0.00038U ug/L 1 03/04/11 12:41 1024-57-303/03/11 12:130.0094 0.00038
Methoxychlor 0.0066U ug/L 1 03/04/11 12:41 72-43-503/03/11 12:130.0094 0.0066
Pentachloronitrobenzene 0.014U ug/L 1 03/04/11 12:41 82-68-803/03/11 12:130.094 0.014
Toxaphene 0.27U ug/L 1 03/04/11 12:41 8001-35-203/03/11 12:130.47 0.27
Tetrachloro-m-xylene (S) 100 % 1 03/04/11 12:41 877-09-803/03/11 12:1366.5-

120.3
Decachlorobiphenyl (S) 50 % 1 03/04/11 12:41 2051-24-303/03/11 12:1341.7-

109.1

8082 GCS PCB Analytical Method: EPA 8082  Preparation Method: EPA 3510

PCB-1016 (Aroclor 1016) 0.075U ug/L 1 03/04/11 12:41 12674-11-203/03/11 12:140.47 0.075
PCB-1221 (Aroclor 1221) 0.076U ug/L 1 03/04/11 12:41 11104-28-203/03/11 12:140.47 0.076
PCB-1232 (Aroclor 1232) 0.11U ug/L 1 03/04/11 12:41 11141-16-503/03/11 12:140.47 0.11
PCB-1242 (Aroclor 1242) 0.12U ug/L 1 03/04/11 12:41 53469-21-903/03/11 12:140.47 0.12
PCB-1248 (Aroclor 1248) 0.26U ug/L 1 03/04/11 12:41 12672-29-603/03/11 12:140.47 0.26
PCB-1254 (Aroclor 1254) 0.14U ug/L 1 03/04/11 12:41 11097-69-103/03/11 12:140.47 0.14
PCB-1260 (Aroclor 1260) 0.10U ug/L 1 03/04/11 12:41 11096-82-503/03/11 12:140.47 0.10
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ANALYTICAL RESULTS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Sample: B-77 Lab ID: 3527011009 Collected: 03/01/11 11:21 Received: 03/02/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

8082 GCS PCB Analytical Method: EPA 8082  Preparation Method: EPA 3510

Tetrachloro-m-xylene (S) 111 % 1 03/04/11 12:41 877-09-803/03/11 12:1448-111
Decachlorobiphenyl (S) 48 % 1 03/04/11 12:41 2051-24-3 J(S5)03/03/11 12:1463-121

8141 GCS O/P Pesticides Analytical Method: EPA 8141  Preparation Method: EPA 3510

Dimethoate 0.18U ug/L 1 03/08/11 08:18 60-51-503/04/11 14:560.48 0.18
Disulfoton 0.15U ug/L 1 03/08/11 08:18 298-04-403/04/11 14:560.48 0.15
Famphur 0.14U ug/L 1 03/08/11 08:18 52-85-703/04/11 14:560.48 0.14
Methyl parathion 0.19U ug/L 1 03/08/11 08:18 298-00-0 J(L2)03/04/11 14:560.48 0.19
Parathion (Ethyl parathion) 0.34U ug/L 1 03/08/11 08:18 56-38-2 J(L2)03/04/11 14:560.96 0.34
Phorate 0.35U ug/L 1 03/08/11 08:18 298-02-203/04/11 14:560.96 0.35
4-Chloro3nitrobenzotrifluoride 92 % 1 03/08/11 08:18 1p,3p03/04/11 14:5634.2-122

8151 Chlorinated Herbicides Analytical Method: EPA 8151  Preparation Method: EPA 8151

2,4-D 0.21U ug/L 1 03/08/11 20:59 94-75-703/07/11 09:100.90 0.21
Dinoseb 0.055U ug/L 1 03/08/11 20:59 88-85-7 L303/07/11 09:100.18 0.055
Pentachlorophenol 0.016U ug/L 1 03/08/11 20:59 87-86-5 L303/07/11 09:100.027 0.016
2,4,5-T 0.040U ug/L 1 03/08/11 20:59 93-76-503/07/11 09:100.18 0.040
2,4,5-TP (Silvex) 0.047U ug/L 1 03/08/11 20:59 93-72-103/07/11 09:100.18 0.047
2,4-DCPA (S) 128 % 1 03/08/11 20:59 19719-28-9 S303/07/11 09:1065.5-

125.7

6010 MET ICP Analytical Method: EPA 6010  Preparation Method: EPA 3010

Arsenic 5.0U ug/L 1 03/07/11 22:50 7440-38-203/07/11 11:2510.0 5.0
Barium 88.5 ug/L 1 03/07/11 22:50 7440-39-303/07/11 11:2510.0 5.0
Beryllium 0.50U ug/L 1 03/07/11 22:50 7440-41-703/07/11 11:251.0 0.50
Cadmium 0.50U ug/L 1 03/07/11 22:50 7440-43-903/07/11 11:251.0 0.50
Chromium 2.5U ug/L 1 03/07/11 22:50 7440-47-303/07/11 11:255.0 2.5
Cobalt 5.0U ug/L 1 03/07/11 22:50 7440-48-403/07/11 11:2510.0 5.0
Copper 2.5U ug/L 1 03/07/11 22:50 7440-50-803/07/11 11:255.0 2.5
Iron 29200 ug/L 1 03/07/11 22:50 7439-89-603/07/11 11:2540.0 20.0
Lead 5.0U ug/L 1 03/07/11 22:50 7439-92-103/07/11 11:2510.0 5.0
Nickel 3.4 I ug/L 1 03/07/11 22:50 7440-02-003/07/11 11:255.0 2.5
Selenium 7.5U ug/L 1 03/07/11 22:50 7782-49-203/07/11 11:2515.0 7.5
Silver 2.5U ug/L 1 03/07/11 22:50 7440-22-403/07/11 11:255.0 2.5
Sodium 154 mg/L 1 03/07/11 22:50 7440-23-503/07/11 11:251.0 0.50
Tin 25.0U ug/L 1 03/07/11 22:50 7440-31-503/07/11 11:2550.0 25.0
Vanadium 5.0U ug/L 1 03/07/11 22:50 7440-62-203/07/11 11:2510.0 5.0
Zinc 10.0U ug/L 1 03/07/11 22:50 7440-66-603/07/11 11:2520.0 10.0

6020 MET ICPMS Analytical Method: EPA 6020  Preparation Method: EPA 3010

Antimony 0.50U ug/L 1 03/10/11 16:56 7440-36-003/07/11 11:251.0 0.50
Thallium 0.50U ug/L 1 03/10/11 16:56 7440-28-003/07/11 11:251.0 0.50

7470 Mercury Analytical Method: EPA 7470  Preparation Method: EPA 7470

Mercury 0.10U ug/L 1 03/10/11 15:33 7439-97-603/09/11 07:200.20 0.10
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Acenaphthene 0.82U ug/L 1 03/17/11 07:01 83-32-903/02/11 18:354.7 0.82
Acenaphthylene 0.90U ug/L 1 03/17/11 07:01 208-96-803/02/11 18:354.7 0.90
Acetophenone 1.4U ug/L 1 03/17/11 07:01 98-86-203/02/11 18:354.7 1.4
2-Acetylaminofluorene 0.62U ug/L 1 03/17/11 07:01 53-96-303/02/11 18:354.7 0.62
4-Aminobiphenyl 2.7U ug/L 1 03/17/11 07:01 92-67-103/02/11 18:354.7 2.7
Anthracene 0.57U ug/L 1 03/17/11 07:01 120-12-703/02/11 18:354.7 0.57
Benzo(a)anthracene 0.60U ug/L 1 03/17/11 07:01 56-55-303/02/11 18:354.7 0.60
Benzo(a)pyrene 0.55U ug/L 1 03/17/11 07:01 50-32-803/02/11 18:350.95 0.55
Benzo(b)fluoranthene 0.59U ug/L 1 03/17/11 07:01 205-99-203/02/11 18:351.9 0.59
Benzo(g,h,i)perylene 0.65U ug/L 1 03/17/11 07:01 191-24-203/02/11 18:354.7 0.65
Benzo(k)fluoranthene 0.48U ug/L 1 03/17/11 07:01 207-08-903/02/11 18:353.8 0.48
Benzyl alcohol 0.97U ug/L 1 03/17/11 07:01 100-51-603/02/11 18:354.7 0.97
4-Bromophenylphenyl ether 0.64U ug/L 1 03/17/11 07:01 101-55-303/02/11 18:354.7 0.64
Butylbenzylphthalate 0.68U ug/L 1 03/17/11 07:01 85-68-703/02/11 18:354.7 0.68
4-Chloro-3-methylphenol 0.59U ug/L 1 03/17/11 07:01 59-50-703/02/11 18:3519.0 0.59
4-Chloroaniline 1.1U ug/L 1 03/17/11 07:01 106-47-803/02/11 18:354.7 1.1
bis(2-Chloroethoxy)methane 2.8U ug/L 1 03/17/11 07:01 111-91-103/02/11 18:354.7 2.8
bis(2-Chloroethyl) ether 0.71U ug/L 1 03/17/11 07:01 111-44-403/02/11 18:353.8 0.71
bis(2-Chloroisopropyl) ether 0.69U ug/L 1 03/17/11 07:01 108-60-103/02/11 18:354.7 0.69
2-Chloronaphthalene 0.76U ug/L 1 03/17/11 07:01 91-58-703/02/11 18:354.7 0.76
2-Chlorophenol 0.65U ug/L 1 03/17/11 07:01 95-57-803/02/11 18:354.7 0.65
4-Chlorophenylphenyl ether 0.60U ug/L 1 03/17/11 07:01 7005-72-3 L303/02/11 18:354.7 0.60
Chrysene 0.35U ug/L 1 03/17/11 07:01 218-01-903/02/11 18:354.7 0.35
Diallate 0.69U ug/L 1 03/17/11 07:01 2303-16-403/02/11 18:354.7 0.69
Dibenz(a,h)anthracene 0.62U ug/L 1 03/17/11 07:01 53-70-303/02/11 18:351.9 0.62
Dibenzofuran 0.64U ug/L 1 03/17/11 07:01 132-64-903/02/11 18:354.7 0.64
1,2-Dichlorobenzene 0.65U ug/L 1 03/17/11 07:01 95-50-103/02/11 18:354.7 0.65
1,3-Dichlorobenzene 0.72U ug/L 1 03/17/11 07:01 541-73-103/02/11 18:354.7 0.72
1,4-Dichlorobenzene 0.73U ug/L 1 03/17/11 07:01 106-46-703/02/11 18:354.7 0.73
3,3'-Dichlorobenzidine 0.66U ug/L 1 03/17/11 07:01 91-94-103/02/11 18:359.5 0.66
2,4-Dichlorophenol 0.53U ug/L 1 03/17/11 07:01 120-83-203/02/11 18:351.9 0.53
2,6-Dichlorophenol 0.59U ug/L 1 03/17/11 07:01 87-65-003/02/11 18:353.8 0.59
Diethylphthalate 0.69 I ug/L 1 03/17/11 07:01 84-66-203/02/11 18:354.7 0.48
P-Dimethylaminoazobenzene 0.64U ug/L 1 03/17/11 07:01 60-11-703/02/11 18:354.7 0.64
7,12-Dimethylbenz(a)anthracene 1.9U ug/L 1 03/17/11 07:01 57-97-603/02/11 18:354.7 1.9
3,3'-Dimethylbenzidine 3.0U ug/L 1 03/17/11 07:01 119-93-703/02/11 18:359.5 3.0
2,4-Dimethylphenol 1.5U ug/L 1 03/17/11 07:01 105-67-903/02/11 18:354.7 1.5
a,a-Dimethylphenylethylamine 10.0U ug/L 1 03/17/11 07:01 122-09-803/02/11 18:3520.0 10.0
Dimethylphthalate 0.61U ug/L 1 03/17/11 07:01 131-11-303/02/11 18:354.7 0.61
Di-n-butylphthalate 0.39U ug/L 1 03/17/11 07:01 84-74-203/02/11 18:354.7 0.39
4,6-Dinitro-2-methylphenol 1.3U ug/L 1 03/17/11 07:01 534-52-103/02/11 18:3519.0 1.3
1,3-Dinitrobenzene 0.65U ug/L 1 03/17/11 07:01 99-65-003/02/11 18:357.6 0.65
2,4-Dinitrophenol 1.5U ug/L 1 03/17/11 07:01 51-28-503/02/11 18:3519.0 1.5
2,4-Dinitrotoluene 0.50U ug/L 1 03/17/11 07:01 121-14-203/02/11 18:351.9 0.50
2,6-Dinitrotoluene 1.2U ug/L 1 03/17/11 07:01 606-20-203/02/11 18:351.9 1.2
Di-n-octylphthalate 0.85U ug/L 1 03/17/11 07:01 117-84-003/02/11 18:354.7 0.85
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bis(2-Ethylhexyl)phthalate 0.76U ug/L 1 03/17/11 07:01 117-81-703/02/11 18:354.7 0.76
Ethyl methanesulfonate 0.85U ug/L 1 03/17/11 07:01 62-50-003/02/11 18:354.7 0.85
Fluoranthene 0.51U ug/L 1 03/17/11 07:01 206-44-003/02/11 18:354.7 0.51
Fluorene 0.53U ug/L 1 03/17/11 07:01 86-73-703/02/11 18:354.7 0.53
Hexachlorobenzene 0.76U ug/L 1 03/17/11 07:01 118-74-103/02/11 18:350.95 0.76
Hexachlorocyclopentadiene 1.2U ug/L 1 03/17/11 07:01 77-47-403/02/11 18:354.7 1.2
Hexachloroethane 0.67U ug/L 1 03/17/11 07:01 67-72-103/02/11 18:354.7 0.67
Hexachloropropene 1.3U ug/L 1 03/17/11 07:01 1888-71-703/02/11 18:354.7 1.3
Indeno(1,2,3-cd)pyrene 0.69U ug/L 1 03/17/11 07:01 193-39-503/02/11 18:351.9 0.69
Isodrin 0.51U ug/L 1 03/17/11 07:01 465-73-603/02/11 18:354.7 0.51
Isophorone 0.69U ug/L 1 03/17/11 07:01 78-59-103/02/11 18:354.7 0.69
Isosafrole 0.57U ug/L 1 03/17/11 07:01 120-58-103/02/11 18:354.7 0.57
Kepone 10.0U ug/L 1 03/17/11 07:01 143-50-003/02/11 18:3520.0 10.0
Methapyrilene 1.6U ug/L 1 03/17/11 07:01 91-80-503/02/11 18:354.7 1.6
3-Methylcholanthrene 0.99U ug/L 1 03/17/11 07:01 56-49-503/02/11 18:354.7 0.99
Methyl methanesulfonate 0.95U ug/L 1 03/17/11 07:01 66-27-303/02/11 18:354.7 0.95
2-Methylnaphthalene 3.3 I ug/L 1 03/17/11 07:01 91-57-603/02/11 18:354.7 0.94
2-Methylphenol(o-Cresol) 0.69U ug/L 1 03/17/11 07:01 95-48-703/02/11 18:354.7 0.69
3&4-Methylphenol(m&p Cresol) 1.9 I ug/L 1 03/17/11 07:0103/02/11 18:359.5 0.63
2-Naphthylamine 2.2U ug/L 1 03/17/11 07:01 91-59-803/02/11 18:354.7 2.2
Naphthalene 1.3 I ug/L 1 03/17/11 07:01 91-20-303/02/11 18:354.7 0.74
1-Naphthylamine 0.98U ug/L 1 03/17/11 07:01 134-32-703/02/11 18:354.7 0.98
1,4-Naphthoquinone 1.1U ug/L 1 03/17/11 07:01 130-15-403/02/11 18:354.7 1.1
2-Nitroaniline 0.57U ug/L 1 03/17/11 07:01 88-74-403/02/11 18:354.7 0.57
3-Nitroaniline 0.94U ug/L 1 03/17/11 07:01 99-09-203/02/11 18:354.7 0.94
4-Nitroaniline 0.66U ug/L 1 03/17/11 07:01 100-01-603/02/11 18:353.8 0.66
Nitrobenzene 1.0U ug/L 1 03/17/11 07:01 98-95-303/02/11 18:353.8 1.0
2-Nitrophenol 0.77U ug/L 1 03/17/11 07:01 88-75-503/02/11 18:354.7 0.77
4-Nitrophenol 1.0U ug/L 1 03/17/11 07:01 100-02-703/02/11 18:3519.0 1.0
5-Nitro-o-toluidine 1.2U ug/L 1 03/17/11 07:01 99-55-803/02/11 18:354.7 1.2
N-Nitrosodiethylamine 0.69U ug/L 1 03/17/11 07:01 55-18-503/02/11 18:353.8 0.69
N-Nitrosodimethylamine 0.92U ug/L 1 03/17/11 07:01 62-75-903/02/11 18:351.9 0.92
N-Nitroso-di-n-butylamine 0.52U ug/L 1 03/17/11 07:01 924-16-303/02/11 18:353.8 0.52
N-Nitroso-di-n-propylamine 0.89U ug/L 1 03/17/11 07:01 621-64-703/02/11 18:353.8 0.89
N-Nitrosodiphenylamine 0.47U ug/L 1 03/17/11 07:01 86-30-603/02/11 18:354.7 0.47
N-Nitrosomethylethylamine 0.70U ug/L 1 03/17/11 07:01 10595-95-603/02/11 18:354.7 0.70
N-Nitrosopiperidine 0.61U ug/L 1 03/17/11 07:01 100-75-403/02/11 18:354.7 0.61
N-Nitrosopyrrolidine 0.84U ug/L 1 03/17/11 07:01 930-55-203/02/11 18:354.7 0.84
O,O,O-Triethylphosphorothioate 0.66U ug/L 1 03/17/11 07:01 126-68-103/02/11 18:354.7 0.66
Pentachlorobenzene 0.74U ug/L 1 03/17/11 07:01 608-93-503/02/11 18:354.7 0.74
Phenacetin 0.50U ug/L 1 03/17/11 07:01 62-44-203/02/11 18:354.7 0.50
Phenanthrene 0.49U ug/L 1 03/17/11 07:01 85-01-803/02/11 18:354.7 0.49
Phenol 0.51U ug/L 1 03/17/11 07:01 108-95-203/02/11 18:354.7 0.51
p-Phenylenediamine 10.0U ug/L 1 03/17/11 07:01 106-50-303/02/11 18:3520.0 10.0
Pronamide 1.1U ug/L 1 03/17/11 07:01 23950-58-503/02/11 18:354.7 1.1
Pyrene 0.65U ug/L 1 03/17/11 07:01 129-00-003/02/11 18:354.7 0.65
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Safrole 0.81U ug/L 1 03/17/11 07:01 94-59-703/02/11 18:354.7 0.81
1,2,4,5-Tetrachlorobenzene 0.66U ug/L 1 03/17/11 07:01 95-94-3 6p03/02/11 18:354.7 0.66
2,3,4,6-Tetrachlorophenol 3.7U ug/L 1 03/17/11 07:01 58-90-203/02/11 18:354.7 3.7
Thionazin 0.58U ug/L 1 03/17/11 07:01 297-97-203/02/11 18:354.7 0.58
O-Toluidine 1.0U ug/L 1 03/17/11 07:01 95-53-403/02/11 18:354.7 1.0
2,4,5-Trichlorophenol 0.49U ug/L 1 03/17/11 07:01 95-95-403/02/11 18:353.8 0.49
2,4,6-Trichlorophenol 0.66U ug/L 1 03/17/11 07:01 88-06-203/02/11 18:351.9 0.66
1,3,5-Trinitrobenzene 1.2U ug/L 1 03/17/11 07:01 99-35-403/02/11 18:354.7 1.2
Nitrobenzene-d5 (S) 45 % 1 03/17/11 07:01 4165-60-003/02/11 18:3510-110
2-Fluorobiphenyl (S) 50 % 1 03/17/11 07:01 321-60-803/02/11 18:3518-110
Terphenyl-d14 (S) 57 % 1 03/17/11 07:01 1718-51-003/02/11 18:3510-123
Phenol-d6 (S) 10 % 1 03/17/11 07:01 13127-88-303/02/11 18:3510-110
2-Fluorophenol (S) 5 % 1 03/17/11 07:01 367-12-4 J(S0)03/02/11 18:3518-110
2,4,6-Tribromophenol (S) 13 % 1 03/17/11 07:01 118-79-603/02/11 18:3510-110

8260 MSV Analytical Method: EPA 8260

Acetone 6.5 I ug/L 1 03/14/11 13:34 67-64-110.0 5.0
Acetonitrile 5.0U ug/L 1 03/14/11 13:34 75-05-810.0 5.0
Acrolein 10.0U ug/L 1 03/14/11 13:34 107-02-820.0 10.0
Acrylonitrile 5.0U ug/L 1 03/14/11 13:34 107-13-110.0 5.0
Allyl chloride 0.50U ug/L 1 03/14/11 13:34 107-05-11.0 0.50
Benzene 5.1 ug/L 1 03/14/11 13:34 71-43-21.0 0.50
Bromochloromethane 0.50U ug/L 1 03/14/11 13:34 74-97-51.0 0.50
Bromodichloromethane 0.27U ug/L 1 03/14/11 13:34 75-27-40.60 0.27
Bromoform 0.50U ug/L 1 03/14/11 13:34 75-25-2 J(M1)1.0 0.50
Bromomethane 0.50U ug/L 1 03/14/11 13:34 74-83-9 J(M1)1.0 0.50
2-Butanone (MEK) 5.0U ug/L 1 03/14/11 13:34 78-93-310.0 5.0
Carbon disulfide 0.50U ug/L 1 03/14/11 13:34 75-15-01.0 0.50
Carbon tetrachloride 0.50U ug/L 1 03/14/11 13:34 56-23-51.0 0.50
Chlorobenzene 1.6 ug/L 1 03/14/11 13:34 108-90-71.0 0.50
Chloroethane 0.50U ug/L 1 03/14/11 13:34 75-00-31.0 0.50
Chloroform 0.50U ug/L 1 03/14/11 13:34 67-66-31.0 0.50
Chloromethane 0.62U ug/L 1 03/14/11 13:34 74-87-31.0 0.62
Chloroprene 0.50U ug/L 1 03/14/11 13:34 126-99-81.0 0.50
Dibromochloromethane 0.26U ug/L 1 03/14/11 13:34 124-48-1 J(M1)0.50 0.26
Dibromomethane 0.50U ug/L 1 03/14/11 13:34 74-95-31.0 0.50
trans-1,4-Dichloro-2-butene 5.0U ug/L 1 03/14/11 13:34 110-57-610.0 5.0
Dichlorodifluoromethane 0.50U ug/L 1 03/14/11 13:34 75-71-81.0 0.50
1,1-Dichloroethane 0.50U ug/L 1 03/14/11 13:34 75-34-31.0 0.50
1,2-Dichloroethane 0.50U ug/L 1 03/14/11 13:34 107-06-21.0 0.50
1,1-Dichloroethene 0.50U ug/L 1 03/14/11 13:34 75-35-41.0 0.50
cis-1,2-Dichloroethene 0.50U ug/L 1 03/14/11 13:34 156-59-21.0 0.50
trans-1,2-Dichloroethene 0.50U ug/L 1 03/14/11 13:34 156-60-51.0 0.50
1,2-Dichloropropane 0.50U ug/L 1 03/14/11 13:34 78-87-51.0 0.50
1,3-Dichloropropane 0.50U ug/L 1 03/14/11 13:34 142-28-91.0 0.50
2,2-Dichloropropane 0.50U ug/L 1 03/14/11 13:34 594-20-71.0 0.50
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8260 MSV Analytical Method: EPA 8260

1,1-Dichloropropene 0.50U ug/L 1 03/14/11 13:34 563-58-61.0 0.50
cis-1,3-Dichloropropene 0.25U ug/L 1 03/14/11 13:34 10061-01-50.50 0.25
trans-1,3-Dichloropropene 0.25U ug/L 1 03/14/11 13:34 10061-02-60.50 0.25
Ethylbenzene 0.50U ug/L 1 03/14/11 13:34 100-41-41.0 0.50
Ethyl methacrylate 0.50U ug/L 1 03/14/11 13:34 97-63-21.0 0.50
Hexachloro-1,3-butadiene 0.50U ug/L 1 03/14/11 13:34 87-68-31.0 0.50
2-Hexanone 5.0U ug/L 1 03/14/11 13:34 591-78-610.0 5.0
Iodomethane 0.50U ug/L 1 03/14/11 13:34 74-88-4 J(M1)1.0 0.50
Isobutyl Alcohol 10.0U ug/L 1 03/14/11 13:34 78-83-1 J(M1)20.0 10.0
Methacrylonitrile 5.0U ug/L 1 03/14/11 13:34 126-98-710.0 5.0
Methylene Chloride 2.5U ug/L 1 03/14/11 13:34 75-09-25.0 2.5
Methyl methacrylate 5.0U ug/L 1 03/14/11 13:34 80-62-610.0 5.0
4-Methyl-2-pentanone (MIBK) 5.0U ug/L 1 03/14/11 13:34 108-10-110.0 5.0
Propionitrile 5.0U ug/L 1 03/14/11 13:34 107-12-0 J(M1)10.0 5.0
Styrene 0.50U ug/L 1 03/14/11 13:34 100-42-51.0 0.50
1,1,1,2-Tetrachloroethane 0.50U ug/L 1 03/14/11 13:34 630-20-61.0 0.50
1,1,2,2-Tetrachloroethane 0.18U ug/L 1 03/14/11 13:34 79-34-50.50 0.18
Tetrachloroethene 0.50U ug/L 1 03/14/11 13:34 127-18-4 J(M1)1.0 0.50
Toluene 0.62 I ug/L 1 03/14/11 13:34 108-88-31.0 0.50
1,2,4-Trichlorobenzene 0.50U ug/L 1 03/14/11 13:34 120-82-11.0 0.50
1,1,1-Trichloroethane 0.50U ug/L 1 03/14/11 13:34 71-55-61.0 0.50
1,1,2-Trichloroethane 0.50U ug/L 1 03/14/11 13:34 79-00-51.0 0.50
Trichloroethene 0.50U ug/L 1 03/14/11 13:34 79-01-61.0 0.50
Trichlorofluoromethane 0.50U ug/L 1 03/14/11 13:34 75-69-41.0 0.50
1,2,3-Trichloropropane 0.36U ug/L 1 03/14/11 13:34 96-18-40.50 0.36
Vinyl acetate 1.0U ug/L 1 03/14/11 13:34 108-05-4 J(M1)2.0 1.0
Vinyl chloride 0.50U ug/L 1 03/14/11 13:34 75-01-41.0 0.50
Xylene (Total) 4.0 ug/L 1 03/14/11 13:34 1330-20-71.0 0.50
4-Bromofluorobenzene (S) 117 % 1 03/14/11 13:34 460-00-4 J(S0)70-114
Dibromofluoromethane (S) 99 % 1 03/14/11 13:34 1868-53-788-117
1,2-Dichloroethane-d4 (S) 91 % 1 03/14/11 13:34 17060-07-086-125
Toluene-d8 (S) 102 % 1 03/14/11 13:34 2037-26-587-113

2540C Total Dissolved Solids Analytical Method: SM 2540C

Total Dissolved Solids 1310 mg/L 1 03/04/11 08:4110.0 10.0

9034 Sulfide Water Analytical Method: EPA 9034

Sulfide 1.0U mg/L 1 03/03/11 16:00 18496-25-81.0 1.0

300.0 IC Anions Analytical Method: EPA 300.0

Nitrate as N 0.12U mg/L 5 03/02/11 12:28 14797-55-80.25 0.12
Orthophosphate as P 0.25U mg/L 5 03/02/11 12:28 J(M1)0.50 0.25

300.0 IC Anions 28 Days Analytical Method: EPA 300.0

Chloride 263 mg/L 5 03/02/11 12:28 16887-00-6 J(M1)25.0 12.5
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350.1 Ammonia Analytical Method: EPA 350.1

Nitrogen, Ammonia 0.020U mg/L 1 03/04/11 10:37 7664-41-70.050 0.020

9012 Cyanide, Total Analytical Method: EPA 9012  Preparation Method: EPA 9012

Cyanide 0.0050U mg/L 1 03/07/11 16:50 57-12-503/07/11 11:250.010 0.0050
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ANALYTICAL RESULTS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Sample: B-77 DUP Lab ID: 3527011010 Collected: 03/01/11 11:21 Received: 03/02/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

Field Data Analytical Method:

Field pH 6.23 Std. Units 1 03/02/11 11:15
Field Temperature 21.98 deg C 1 03/02/11 11:15
Field Specific Conductance 1981 umhos/cm 1 03/02/11 11:15
Oxygen, Dissolved 0.15 mg/L 1 03/02/11 11:15 7782-44-7
REDOX -92.7 mV 1 03/02/11 11:15
Turbidity 0.97 NTU 1 03/02/11 11:15

8011 GCS EDB and DBCP Analytical Method: EPA 8011  Preparation Method: EPA 8011

1,2-Dibromo-3-chloropropane 0.0051U ug/L 1 03/04/11 00:22 96-12-803/03/11 12:300.021 0.0051
1,2-Dibromoethane (EDB) 0.0065U ug/L 1 03/04/11 00:22 106-93-403/03/11 12:300.010 0.0065

8081 GCS Pesticides Analytical Method: EPA 8081  Preparation Method: EPA 3510

Aldrin 0.00048U ug/L 1 03/04/11 13:00 309-00-203/03/11 12:130.0095 0.00048
alpha-BHC 0.00029U ug/L 1 03/04/11 13:00 319-84-603/03/11 12:130.0095 0.00029
beta-BHC 0.00048U ug/L 1 03/04/11 13:00 319-85-703/03/11 12:130.0095 0.00048
delta-BHC 0.00038U ug/L 1 03/04/11 13:00 319-86-803/03/11 12:130.0095 0.00038
gamma-BHC (Lindane) 0.00019U ug/L 1 03/04/11 13:00 58-89-903/03/11 12:130.0095 0.00019
Chlordane (Technical) 0.076U ug/L 1 03/04/11 13:00 57-74-903/03/11 12:130.48 0.076
Chlorobenzilate 0.020U ug/L 1 03/04/11 13:00 510-15-603/03/11 12:130.095 0.020
4,4'-DDD 0.0018U ug/L 1 03/04/11 13:00 72-54-803/03/11 12:130.0095 0.0018
4,4'-DDE 0.00086U ug/L 1 03/04/11 13:00 72-55-903/03/11 12:130.0095 0.00086
4,4'-DDT 0.0034U ug/L 1 03/04/11 13:00 50-29-3 L303/03/11 12:130.0095 0.0034
Dieldrin 0.00048U ug/L 1 03/04/11 13:00 60-57-103/03/11 12:130.0095 0.00048
Endosulfan I 0.00067U ug/L 1 03/04/11 13:00 959-98-803/03/11 12:130.0095 0.00067
Endosulfan II 0.00067U ug/L 1 03/04/11 13:00 33213-65-903/03/11 12:130.0095 0.00067
Endosulfan sulfate 0.00057U ug/L 1 03/04/11 13:00 1031-07-803/03/11 12:130.0095 0.00057
Endrin 0.0016U ug/L 1 03/04/11 13:00 72-20-803/03/11 12:130.0095 0.0016
Endrin aldehyde 0.0068U ug/L 1 03/04/11 13:00 7421-93-403/03/11 12:130.0095 0.0068
Heptachlor 0.0014U ug/L 1 03/04/11 13:00 76-44-803/03/11 12:130.0095 0.0014
Heptachlor epoxide 0.00038U ug/L 1 03/04/11 13:00 1024-57-303/03/11 12:130.0095 0.00038
Methoxychlor 0.0067U ug/L 1 03/04/11 13:00 72-43-503/03/11 12:130.0095 0.0067
Pentachloronitrobenzene 0.014U ug/L 1 03/04/11 13:00 82-68-803/03/11 12:130.095 0.014
Toxaphene 0.27U ug/L 1 03/04/11 13:00 8001-35-203/03/11 12:130.48 0.27
Tetrachloro-m-xylene (S) 98 % 1 03/04/11 13:00 877-09-803/03/11 12:1366.5-

120.3
Decachlorobiphenyl (S) 44 % 1 03/04/11 13:00 2051-24-303/03/11 12:1341.7-

109.1

8082 GCS PCB Analytical Method: EPA 8082  Preparation Method: EPA 3510

PCB-1016 (Aroclor 1016) 0.076U ug/L 1 03/04/11 13:00 12674-11-203/03/11 12:140.48 0.076
PCB-1221 (Aroclor 1221) 0.077U ug/L 1 03/04/11 13:00 11104-28-203/03/11 12:140.48 0.077
PCB-1232 (Aroclor 1232) 0.11U ug/L 1 03/04/11 13:00 11141-16-503/03/11 12:140.48 0.11
PCB-1242 (Aroclor 1242) 0.12U ug/L 1 03/04/11 13:00 53469-21-903/03/11 12:140.48 0.12
PCB-1248 (Aroclor 1248) 0.26U ug/L 1 03/04/11 13:00 12672-29-603/03/11 12:140.48 0.26
PCB-1254 (Aroclor 1254) 0.14U ug/L 1 03/04/11 13:00 11097-69-103/03/11 12:140.48 0.14
PCB-1260 (Aroclor 1260) 0.11U ug/L 1 03/04/11 13:00 11096-82-503/03/11 12:140.48 0.11
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ANALYTICAL RESULTS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Sample: B-77 DUP Lab ID: 3527011010 Collected: 03/01/11 11:21 Received: 03/02/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

8082 GCS PCB Analytical Method: EPA 8082  Preparation Method: EPA 3510

Tetrachloro-m-xylene (S) 119 % 1 03/04/11 13:00 877-09-8 S303/03/11 12:1448-111
Decachlorobiphenyl (S) 49 % 1 03/04/11 13:00 2051-24-3 J(S5)03/03/11 12:1463-121

8141 GCS O/P Pesticides Analytical Method: EPA 8141  Preparation Method: EPA 3510

Dimethoate 0.18U ug/L 1 03/08/11 08:59 60-51-503/04/11 14:560.48 0.18
Disulfoton 0.15U ug/L 1 03/08/11 08:59 298-04-403/04/11 14:560.48 0.15
Famphur 0.14U ug/L 1 03/08/11 08:59 52-85-703/04/11 14:560.48 0.14
Methyl parathion 0.18U ug/L 1 03/08/11 08:59 298-00-0 J(L2)03/04/11 14:560.48 0.18
Parathion (Ethyl parathion) 0.34U ug/L 1 03/08/11 08:59 56-38-2 J(L2)03/04/11 14:560.95 0.34
Phorate 0.35U ug/L 1 03/08/11 08:59 298-02-203/04/11 14:560.95 0.35
4-Chloro3nitrobenzotrifluoride 90 % 1 03/08/11 08:59 C003/04/11 14:5634.2-122

8151 Chlorinated Herbicides Analytical Method: EPA 8151  Preparation Method: EPA 8151

2,4-D 0.21U ug/L 1 03/08/11 21:26 94-75-703/07/11 09:100.90 0.21
Dinoseb 0.054U ug/L 1 03/08/11 21:26 88-85-7 L303/07/11 09:100.18 0.054
Pentachlorophenol 0.016U ug/L 1 03/08/11 21:26 87-86-5 L303/07/11 09:100.027 0.016
2,4,5-T 0.040U ug/L 1 03/08/11 21:26 93-76-503/07/11 09:100.18 0.040
2,4,5-TP (Silvex) 0.047U ug/L 1 03/08/11 21:26 93-72-103/07/11 09:100.18 0.047
2,4-DCPA (S) 143 % 1 03/08/11 21:26 19719-28-9 S303/07/11 09:1065.5-

125.7

6010 MET ICP Analytical Method: EPA 6010  Preparation Method: EPA 3010

Arsenic 5.0U ug/L 1 03/07/11 22:53 7440-38-203/07/11 11:2510.0 5.0
Barium 87.9 ug/L 1 03/07/11 22:53 7440-39-303/07/11 11:2510.0 5.0
Beryllium 0.50U ug/L 1 03/07/11 22:53 7440-41-703/07/11 11:251.0 0.50
Cadmium 0.50U ug/L 1 03/07/11 22:53 7440-43-903/07/11 11:251.0 0.50
Chromium 2.5U ug/L 1 03/07/11 22:53 7440-47-303/07/11 11:255.0 2.5
Cobalt 5.0U ug/L 1 03/07/11 22:53 7440-48-403/07/11 11:2510.0 5.0
Copper 2.5U ug/L 1 03/07/11 22:53 7440-50-803/07/11 11:255.0 2.5
Iron 28900 ug/L 1 03/07/11 22:53 7439-89-603/07/11 11:2540.0 20.0
Lead 5.0U ug/L 1 03/07/11 22:53 7439-92-103/07/11 11:2510.0 5.0
Nickel 2.5U ug/L 1 03/07/11 22:53 7440-02-003/07/11 11:255.0 2.5
Selenium 7.5U ug/L 1 03/07/11 22:53 7782-49-203/07/11 11:2515.0 7.5
Silver 2.5U ug/L 1 03/07/11 22:53 7440-22-403/07/11 11:255.0 2.5
Sodium 155 mg/L 1 03/07/11 22:53 7440-23-503/07/11 11:251.0 0.50
Tin 25.0U ug/L 1 03/07/11 22:53 7440-31-503/07/11 11:2550.0 25.0
Vanadium 5.0U ug/L 1 03/07/11 22:53 7440-62-203/07/11 11:2510.0 5.0
Zinc 10.0U ug/L 1 03/07/11 22:53 7440-66-603/07/11 11:2520.0 10.0

6020 MET ICPMS Analytical Method: EPA 6020  Preparation Method: EPA 3010

Antimony 0.50U ug/L 1 03/10/11 17:00 7440-36-003/07/11 11:251.0 0.50
Thallium 0.50U ug/L 1 03/10/11 17:00 7440-28-003/07/11 11:251.0 0.50

7470 Mercury Analytical Method: EPA 7470  Preparation Method: EPA 7470

Mercury 0.10U ug/L 1 03/10/11 15:36 7439-97-603/09/11 07:200.20 0.10
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ANALYTICAL RESULTS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Sample: B-77 DUP Lab ID: 3527011010 Collected: 03/01/11 11:21 Received: 03/02/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

8270 MSSV SemiVOA App. II Analytical Method: EPA 8270  Preparation Method: EPA 3510

Acenaphthene 0.82U ug/L 1 03/17/11 07:32 83-32-903/02/11 18:354.8 0.82
Acenaphthylene 0.91U ug/L 1 03/17/11 07:32 208-96-803/02/11 18:354.8 0.91
Acetophenone 1.4U ug/L 1 03/17/11 07:32 98-86-203/02/11 18:354.8 1.4
2-Acetylaminofluorene 0.62U ug/L 1 03/17/11 07:32 53-96-303/02/11 18:354.8 0.62
4-Aminobiphenyl 2.7U ug/L 1 03/17/11 07:32 92-67-103/02/11 18:354.8 2.7
Anthracene 0.57U ug/L 1 03/17/11 07:32 120-12-703/02/11 18:354.8 0.57
Benzo(a)anthracene 0.60U ug/L 1 03/17/11 07:32 56-55-303/02/11 18:354.8 0.60
Benzo(a)pyrene 0.55U ug/L 1 03/17/11 07:32 50-32-803/02/11 18:350.96 0.55
Benzo(b)fluoranthene 0.59U ug/L 1 03/17/11 07:32 205-99-203/02/11 18:351.9 0.59
Benzo(g,h,i)perylene 0.65U ug/L 1 03/17/11 07:32 191-24-203/02/11 18:354.8 0.65
Benzo(k)fluoranthene 0.49U ug/L 1 03/17/11 07:32 207-08-903/02/11 18:353.8 0.49
Benzyl alcohol 0.98U ug/L 1 03/17/11 07:32 100-51-603/02/11 18:354.8 0.98
4-Bromophenylphenyl ether 0.64U ug/L 1 03/17/11 07:32 101-55-303/02/11 18:354.8 0.64
Butylbenzylphthalate 0.69U ug/L 1 03/17/11 07:32 85-68-703/02/11 18:354.8 0.69
4-Chloro-3-methylphenol 0.59U ug/L 1 03/17/11 07:32 59-50-703/02/11 18:3519.1 0.59
4-Chloroaniline 1.2U ug/L 1 03/17/11 07:32 106-47-803/02/11 18:354.8 1.2
bis(2-Chloroethoxy)methane 2.8U ug/L 1 03/17/11 07:32 111-91-103/02/11 18:354.8 2.8
bis(2-Chloroethyl) ether 0.72U ug/L 1 03/17/11 07:32 111-44-403/02/11 18:353.8 0.72
bis(2-Chloroisopropyl) ether 0.70U ug/L 1 03/17/11 07:32 108-60-103/02/11 18:354.8 0.70
2-Chloronaphthalene 0.77U ug/L 1 03/17/11 07:32 91-58-703/02/11 18:354.8 0.77
2-Chlorophenol 0.65U ug/L 1 03/17/11 07:32 95-57-803/02/11 18:354.8 0.65
4-Chlorophenylphenyl ether 0.60U ug/L 1 03/17/11 07:32 7005-72-3 L303/02/11 18:354.8 0.60
Chrysene 0.35U ug/L 1 03/17/11 07:32 218-01-903/02/11 18:354.8 0.35
Diallate 0.70U ug/L 1 03/17/11 07:32 2303-16-403/02/11 18:354.8 0.70
Dibenz(a,h)anthracene 0.62U ug/L 1 03/17/11 07:32 53-70-303/02/11 18:351.9 0.62
Dibenzofuran 0.64U ug/L 1 03/17/11 07:32 132-64-903/02/11 18:354.8 0.64
1,2-Dichlorobenzene 0.65U ug/L 1 03/17/11 07:32 95-50-103/02/11 18:354.8 0.65
1,3-Dichlorobenzene 0.73U ug/L 1 03/17/11 07:32 541-73-103/02/11 18:354.8 0.73
1,4-Dichlorobenzene 0.74U ug/L 1 03/17/11 07:32 106-46-703/02/11 18:354.8 0.74
3,3'-Dichlorobenzidine 0.66U ug/L 1 03/17/11 07:32 91-94-103/02/11 18:359.6 0.66
2,4-Dichlorophenol 0.54U ug/L 1 03/17/11 07:32 120-83-203/02/11 18:351.9 0.54
2,6-Dichlorophenol 0.59U ug/L 1 03/17/11 07:32 87-65-003/02/11 18:353.8 0.59
Diethylphthalate 0.49 I ug/L 1 03/17/11 07:32 84-66-203/02/11 18:354.8 0.49
P-Dimethylaminoazobenzene 0.64U ug/L 1 03/17/11 07:32 60-11-703/02/11 18:354.8 0.64
7,12-Dimethylbenz(a)anthracene 1.9U ug/L 1 03/17/11 07:32 57-97-603/02/11 18:354.8 1.9
3,3'-Dimethylbenzidine 3.0U ug/L 1 03/17/11 07:32 119-93-703/02/11 18:359.6 3.0
2,4-Dimethylphenol 1.5U ug/L 1 03/17/11 07:32 105-67-903/02/11 18:354.8 1.5
a,a-Dimethylphenylethylamine 10.0U ug/L 1 03/17/11 07:32 122-09-803/02/11 18:3520.0 10.0
Dimethylphthalate 0.61U ug/L 1 03/17/11 07:32 131-11-303/02/11 18:354.8 0.61
Di-n-butylphthalate 0.39U ug/L 1 03/17/11 07:32 84-74-203/02/11 18:354.8 0.39
4,6-Dinitro-2-methylphenol 1.3U ug/L 1 03/17/11 07:32 534-52-103/02/11 18:3519.1 1.3
1,3-Dinitrobenzene 0.65U ug/L 1 03/17/11 07:32 99-65-003/02/11 18:357.7 0.65
2,4-Dinitrophenol 1.5U ug/L 1 03/17/11 07:32 51-28-503/02/11 18:3519.1 1.5
2,4-Dinitrotoluene 0.51U ug/L 1 03/17/11 07:32 121-14-203/02/11 18:351.9 0.51
2,6-Dinitrotoluene 1.2U ug/L 1 03/17/11 07:32 606-20-203/02/11 18:351.9 1.2
Di-n-octylphthalate 0.86U ug/L 1 03/17/11 07:32 117-84-003/02/11 18:354.8 0.86
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ANALYTICAL RESULTS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Sample: B-77 DUP Lab ID: 3527011010 Collected: 03/01/11 11:21 Received: 03/02/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

8270 MSSV SemiVOA App. II Analytical Method: EPA 8270  Preparation Method: EPA 3510

bis(2-Ethylhexyl)phthalate 0.77U ug/L 1 03/17/11 07:32 117-81-703/02/11 18:354.8 0.77
Ethyl methanesulfonate 0.86U ug/L 1 03/17/11 07:32 62-50-003/02/11 18:354.8 0.86
Fluoranthene 0.52U ug/L 1 03/17/11 07:32 206-44-003/02/11 18:354.8 0.52
Fluorene 0.54U ug/L 1 03/17/11 07:32 86-73-703/02/11 18:354.8 0.54
Hexachlorobenzene 0.77U ug/L 1 03/17/11 07:32 118-74-103/02/11 18:350.96 0.77
Hexachlorocyclopentadiene 1.2U ug/L 1 03/17/11 07:32 77-47-403/02/11 18:354.8 1.2
Hexachloroethane 0.68U ug/L 1 03/17/11 07:32 67-72-103/02/11 18:354.8 0.68
Hexachloropropene 1.3U ug/L 1 03/17/11 07:32 1888-71-703/02/11 18:354.8 1.3
Indeno(1,2,3-cd)pyrene 0.70U ug/L 1 03/17/11 07:32 193-39-503/02/11 18:351.9 0.70
Isodrin 0.52U ug/L 1 03/17/11 07:32 465-73-603/02/11 18:354.8 0.52
Isophorone 0.70U ug/L 1 03/17/11 07:32 78-59-103/02/11 18:354.8 0.70
Isosafrole 0.57U ug/L 1 03/17/11 07:32 120-58-103/02/11 18:354.8 0.57
Kepone 10.0U ug/L 1 03/17/11 07:32 143-50-003/02/11 18:3520.0 10.0
Methapyrilene 1.6U ug/L 1 03/17/11 07:32 91-80-503/02/11 18:354.8 1.6
3-Methylcholanthrene 0.99U ug/L 1 03/17/11 07:32 56-49-503/02/11 18:354.8 0.99
Methyl methanesulfonate 0.96U ug/L 1 03/17/11 07:32 66-27-303/02/11 18:354.8 0.96
2-Methylnaphthalene 2.7 I ug/L 1 03/17/11 07:32 91-57-603/02/11 18:354.8 0.95
2-Methylphenol(o-Cresol) 0.70U ug/L 1 03/17/11 07:32 95-48-703/02/11 18:354.8 0.70
3&4-Methylphenol(m&p Cresol) 1.9 I ug/L 1 03/17/11 07:3203/02/11 18:359.6 0.63
2-Naphthylamine 2.2U ug/L 1 03/17/11 07:32 91-59-803/02/11 18:354.8 2.2
Naphthalene 1.1 I ug/L 1 03/17/11 07:32 91-20-303/02/11 18:354.8 0.75
1-Naphthylamine 0.98U ug/L 1 03/17/11 07:32 134-32-703/02/11 18:354.8 0.98
1,4-Naphthoquinone 1.1U ug/L 1 03/17/11 07:32 130-15-403/02/11 18:354.8 1.1
2-Nitroaniline 0.57U ug/L 1 03/17/11 07:32 88-74-403/02/11 18:354.8 0.57
3-Nitroaniline 0.95U ug/L 1 03/17/11 07:32 99-09-203/02/11 18:354.8 0.95
4-Nitroaniline 0.66U ug/L 1 03/17/11 07:32 100-01-603/02/11 18:353.8 0.66
Nitrobenzene 1.0U ug/L 1 03/17/11 07:32 98-95-303/02/11 18:353.8 1.0
2-Nitrophenol 0.77U ug/L 1 03/17/11 07:32 88-75-503/02/11 18:354.8 0.77
4-Nitrophenol 1.0U ug/L 1 03/17/11 07:32 100-02-703/02/11 18:3519.1 1.0
5-Nitro-o-toluidine 1.2U ug/L 1 03/17/11 07:32 99-55-803/02/11 18:354.8 1.2
N-Nitrosodiethylamine 0.70U ug/L 1 03/17/11 07:32 55-18-503/02/11 18:353.8 0.70
N-Nitrosodimethylamine 0.93U ug/L 1 03/17/11 07:32 62-75-903/02/11 18:351.9 0.93
N-Nitroso-di-n-butylamine 0.53U ug/L 1 03/17/11 07:32 924-16-303/02/11 18:353.8 0.53
N-Nitroso-di-n-propylamine 0.90U ug/L 1 03/17/11 07:32 621-64-703/02/11 18:353.8 0.90
N-Nitrosodiphenylamine 0.48U ug/L 1 03/17/11 07:32 86-30-603/02/11 18:354.8 0.48
N-Nitrosomethylethylamine 0.71U ug/L 1 03/17/11 07:32 10595-95-603/02/11 18:354.8 0.71
N-Nitrosopiperidine 0.61U ug/L 1 03/17/11 07:32 100-75-403/02/11 18:354.8 0.61
N-Nitrosopyrrolidine 0.84U ug/L 1 03/17/11 07:32 930-55-203/02/11 18:354.8 0.84
O,O,O-Triethylphosphorothioate 0.66U ug/L 1 03/17/11 07:32 126-68-103/02/11 18:354.8 0.66
Pentachlorobenzene 0.75U ug/L 1 03/17/11 07:32 608-93-503/02/11 18:354.8 0.75
Phenacetin 0.51U ug/L 1 03/17/11 07:32 62-44-203/02/11 18:354.8 0.51
Phenanthrene 0.50U ug/L 1 03/17/11 07:32 85-01-803/02/11 18:354.8 0.50
Phenol 0.52U ug/L 1 03/17/11 07:32 108-95-203/02/11 18:354.8 0.52
p-Phenylenediamine 10.0U ug/L 1 03/17/11 07:32 106-50-303/02/11 18:3520.0 10.0
Pronamide 1.1U ug/L 1 03/17/11 07:32 23950-58-503/02/11 18:354.8 1.1
Pyrene 0.65U ug/L 1 03/17/11 07:32 129-00-003/02/11 18:354.8 0.65
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Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

8270 MSSV SemiVOA App. II Analytical Method: EPA 8270  Preparation Method: EPA 3510

Safrole 0.81U ug/L 1 03/17/11 07:32 94-59-703/02/11 18:354.8 0.81
1,2,4,5-Tetrachlorobenzene 0.67U ug/L 1 03/17/11 07:32 95-94-3 6p03/02/11 18:354.8 0.67
2,3,4,6-Tetrachlorophenol 3.7U ug/L 1 03/17/11 07:32 58-90-203/02/11 18:354.8 3.7
Thionazin 0.58U ug/L 1 03/17/11 07:32 297-97-203/02/11 18:354.8 0.58
O-Toluidine 1.0U ug/L 1 03/17/11 07:32 95-53-403/02/11 18:354.8 1.0
2,4,5-Trichlorophenol 0.50U ug/L 1 03/17/11 07:32 95-95-403/02/11 18:353.8 0.50
2,4,6-Trichlorophenol 0.66U ug/L 1 03/17/11 07:32 88-06-203/02/11 18:351.9 0.66
1,3,5-Trinitrobenzene 1.2U ug/L 1 03/17/11 07:32 99-35-403/02/11 18:354.8 1.2
Nitrobenzene-d5 (S) 39 % 1 03/17/11 07:32 4165-60-003/02/11 18:3510-110
2-Fluorobiphenyl (S) 44 % 1 03/17/11 07:32 321-60-803/02/11 18:3518-110
Terphenyl-d14 (S) 49 % 1 03/17/11 07:32 1718-51-003/02/11 18:3510-123
Phenol-d6 (S) 11 % 1 03/17/11 07:32 13127-88-303/02/11 18:3510-110
2-Fluorophenol (S) 8 % 1 03/17/11 07:32 367-12-4 J(S0)03/02/11 18:3518-110
2,4,6-Tribromophenol (S) 12 % 1 03/17/11 07:32 118-79-603/02/11 18:3510-110

8260 MSV Analytical Method: EPA 8260

Acetone 7.0 I ug/L 1 03/14/11 13:59 67-64-110.0 5.0
Acetonitrile 5.0U ug/L 1 03/14/11 13:59 75-05-810.0 5.0
Acrolein 10.0U ug/L 1 03/14/11 13:59 107-02-820.0 10.0
Acrylonitrile 5.0U ug/L 1 03/14/11 13:59 107-13-110.0 5.0
Allyl chloride 0.50U ug/L 1 03/14/11 13:59 107-05-11.0 0.50
Benzene 5.0 ug/L 1 03/14/11 13:59 71-43-21.0 0.50
Bromochloromethane 0.50U ug/L 1 03/14/11 13:59 74-97-51.0 0.50
Bromodichloromethane 0.27U ug/L 1 03/14/11 13:59 75-27-40.60 0.27
Bromoform 0.50U ug/L 1 03/14/11 13:59 75-25-21.0 0.50
Bromomethane 0.50U ug/L 1 03/14/11 13:59 74-83-91.0 0.50
2-Butanone (MEK) 5.0U ug/L 1 03/14/11 13:59 78-93-310.0 5.0
Carbon disulfide 0.50U ug/L 1 03/14/11 13:59 75-15-01.0 0.50
Carbon tetrachloride 0.50U ug/L 1 03/14/11 13:59 56-23-51.0 0.50
Chlorobenzene 1.4 ug/L 1 03/14/11 13:59 108-90-71.0 0.50
Chloroethane 0.50U ug/L 1 03/14/11 13:59 75-00-31.0 0.50
Chloroform 0.50U ug/L 1 03/14/11 13:59 67-66-31.0 0.50
Chloromethane 0.62U ug/L 1 03/14/11 13:59 74-87-31.0 0.62
Chloroprene 0.50U ug/L 1 03/14/11 13:59 126-99-81.0 0.50
Dibromochloromethane 0.26U ug/L 1 03/14/11 13:59 124-48-10.50 0.26
Dibromomethane 0.50U ug/L 1 03/14/11 13:59 74-95-31.0 0.50
trans-1,4-Dichloro-2-butene 5.0U ug/L 1 03/14/11 13:59 110-57-610.0 5.0
Dichlorodifluoromethane 0.50U ug/L 1 03/14/11 13:59 75-71-81.0 0.50
1,1-Dichloroethane 0.50U ug/L 1 03/14/11 13:59 75-34-31.0 0.50
1,2-Dichloroethane 0.50U ug/L 1 03/14/11 13:59 107-06-21.0 0.50
1,1-Dichloroethene 0.50U ug/L 1 03/14/11 13:59 75-35-41.0 0.50
cis-1,2-Dichloroethene 0.50U ug/L 1 03/14/11 13:59 156-59-21.0 0.50
trans-1,2-Dichloroethene 0.50U ug/L 1 03/14/11 13:59 156-60-51.0 0.50
1,2-Dichloropropane 0.50U ug/L 1 03/14/11 13:59 78-87-51.0 0.50
1,3-Dichloropropane 0.50U ug/L 1 03/14/11 13:59 142-28-91.0 0.50
2,2-Dichloropropane 0.50U ug/L 1 03/14/11 13:59 594-20-71.0 0.50

REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, Inc..

Date: 03/18/2011 02:37 PM Page 100 of 191

Pace Analytical Services, Inc.
8 East Tower Circle

Ormond Beach, FL 32174

(386)672-5668



ANALYTICAL RESULTS
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Sample: B-77 DUP Lab ID: 3527011010 Collected: 03/01/11 11:21 Received: 03/02/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

8260 MSV Analytical Method: EPA 8260

1,1-Dichloropropene 0.50U ug/L 1 03/14/11 13:59 563-58-61.0 0.50
cis-1,3-Dichloropropene 0.25U ug/L 1 03/14/11 13:59 10061-01-50.50 0.25
trans-1,3-Dichloropropene 0.25U ug/L 1 03/14/11 13:59 10061-02-60.50 0.25
Ethylbenzene 0.50U ug/L 1 03/14/11 13:59 100-41-41.0 0.50
Ethyl methacrylate 0.50U ug/L 1 03/14/11 13:59 97-63-21.0 0.50
Hexachloro-1,3-butadiene 0.50U ug/L 1 03/14/11 13:59 87-68-31.0 0.50
2-Hexanone 5.0U ug/L 1 03/14/11 13:59 591-78-610.0 5.0
Iodomethane 0.50U ug/L 1 03/14/11 13:59 74-88-41.0 0.50
Isobutyl Alcohol 10.0U ug/L 1 03/14/11 13:59 78-83-120.0 10.0
Methacrylonitrile 5.0U ug/L 1 03/14/11 13:59 126-98-710.0 5.0
Methylene Chloride 2.5U ug/L 1 03/14/11 13:59 75-09-25.0 2.5
Methyl methacrylate 5.0U ug/L 1 03/14/11 13:59 80-62-610.0 5.0
4-Methyl-2-pentanone (MIBK) 5.0U ug/L 1 03/14/11 13:59 108-10-110.0 5.0
Propionitrile 5.0U ug/L 1 03/14/11 13:59 107-12-010.0 5.0
Styrene 0.50U ug/L 1 03/14/11 13:59 100-42-51.0 0.50
1,1,1,2-Tetrachloroethane 0.50U ug/L 1 03/14/11 13:59 630-20-61.0 0.50
1,1,2,2-Tetrachloroethane 0.18U ug/L 1 03/14/11 13:59 79-34-50.50 0.18
Tetrachloroethene 0.50U ug/L 1 03/14/11 13:59 127-18-41.0 0.50
Toluene 0.53 I ug/L 1 03/14/11 13:59 108-88-31.0 0.50
1,2,4-Trichlorobenzene 0.50U ug/L 1 03/14/11 13:59 120-82-11.0 0.50
1,1,1-Trichloroethane 0.50U ug/L 1 03/14/11 13:59 71-55-61.0 0.50
1,1,2-Trichloroethane 0.50U ug/L 1 03/14/11 13:59 79-00-51.0 0.50
Trichloroethene 0.50U ug/L 1 03/14/11 13:59 79-01-61.0 0.50
Trichlorofluoromethane 0.50U ug/L 1 03/14/11 13:59 75-69-41.0 0.50
1,2,3-Trichloropropane 0.36U ug/L 1 03/14/11 13:59 96-18-40.50 0.36
Vinyl acetate 1.0U ug/L 1 03/14/11 13:59 108-05-42.0 1.0
Vinyl chloride 0.50U ug/L 1 03/14/11 13:59 75-01-41.0 0.50
Xylene (Total) 3.6 ug/L 1 03/14/11 13:59 1330-20-71.0 0.50
4-Bromofluorobenzene (S) 110 % 1 03/14/11 13:59 460-00-470-114
Dibromofluoromethane (S) 96 % 1 03/14/11 13:59 1868-53-788-117
1,2-Dichloroethane-d4 (S) 95 % 1 03/14/11 13:59 17060-07-086-125
Toluene-d8 (S) 105 % 1 03/14/11 13:59 2037-26-587-113

2540C Total Dissolved Solids Analytical Method: SM 2540C

Total Dissolved Solids 1300 mg/L 1 03/04/11 08:4210.0 10.0

9034 Sulfide Water Analytical Method: EPA 9034

Sulfide 1.0U mg/L 1 03/03/11 16:00 18496-25-81.0 1.0

300.0 IC Anions Analytical Method: EPA 300.0

Nitrate as N 0.12U mg/L 5 03/02/11 13:04 14797-55-80.25 0.12

300.0 IC Anions 28 Days Analytical Method: EPA 300.0

Chloride 270 mg/L 5 03/02/11 13:04 16887-00-625.0 12.5
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ANALYTICAL RESULTS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Sample: B-77 DUP Lab ID: 3527011010 Collected: 03/01/11 11:21 Received: 03/02/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

350.1 Ammonia Analytical Method: EPA 350.1

Nitrogen, Ammonia 0.020U mg/L 1 03/04/11 10:38 7664-41-70.050 0.020

9012 Cyanide, Total Analytical Method: EPA 9012  Preparation Method: EPA 9012

Cyanide 0.0050U mg/L 1 03/07/11 16:51 57-12-503/07/11 11:250.010 0.0050

REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, Inc..

Date: 03/18/2011 02:37 PM Page 102 of 191

Pace Analytical Services, Inc.
8 East Tower Circle

Ormond Beach, FL 32174

(386)672-5668



ANALYTICAL RESULTS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Sample: B45-2 Lab ID: 3527011011 Collected: 03/01/11 12:15 Received: 03/02/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

Field Data Analytical Method:

Field pH 4.91 Std. Units 1 03/02/11 11:16
Field Temperature 19.85 deg C 1 03/02/11 11:16
Field Specific Conductance 1088 umhos/cm 1 03/02/11 11:16
Oxygen, Dissolved 1.25 mg/L 1 03/02/11 11:16 7782-44-7
REDOX 83.6 mV 1 03/02/11 11:16
Turbidity 8.56 NTU 1 03/02/11 11:16

8011 GCS EDB and DBCP Analytical Method: EPA 8011  Preparation Method: EPA 8011

1,2-Dibromo-3-chloropropane 0.0050U ug/L 1 03/04/11 00:37 96-12-803/03/11 12:300.020 0.0050
1,2-Dibromoethane (EDB) 0.0063U ug/L 1 03/04/11 00:37 106-93-403/03/11 12:300.010 0.0063

8081 GCS Pesticides Analytical Method: EPA 8081  Preparation Method: EPA 3510

Aldrin 0.00048U ug/L 1 03/04/11 13:19 309-00-203/03/11 12:130.0095 0.00048
alpha-BHC 0.00029U ug/L 1 03/04/11 13:19 319-84-603/03/11 12:130.0095 0.00029
beta-BHC 0.00048U ug/L 1 03/04/11 13:19 319-85-703/03/11 12:130.0095 0.00048
delta-BHC 0.00038U ug/L 1 03/04/11 13:19 319-86-803/03/11 12:130.0095 0.00038
gamma-BHC (Lindane) 0.00019U ug/L 1 03/04/11 13:19 58-89-903/03/11 12:130.0095 0.00019
Chlordane (Technical) 0.076U ug/L 1 03/04/11 13:19 57-74-903/03/11 12:130.48 0.076
Chlorobenzilate 0.020U ug/L 1 03/04/11 13:19 510-15-603/03/11 12:130.095 0.020
4,4'-DDD 0.0018U ug/L 1 03/04/11 13:19 72-54-803/03/11 12:130.0095 0.0018
4,4'-DDE 0.00086U ug/L 1 03/04/11 13:19 72-55-903/03/11 12:130.0095 0.00086
4,4'-DDT 0.0034U ug/L 1 03/04/11 13:19 50-29-3 L303/03/11 12:130.0095 0.0034
Dieldrin 0.00048U ug/L 1 03/04/11 13:19 60-57-103/03/11 12:130.0095 0.00048
Endosulfan I 0.00067U ug/L 1 03/04/11 13:19 959-98-803/03/11 12:130.0095 0.00067
Endosulfan II 0.00067U ug/L 1 03/04/11 13:19 33213-65-903/03/11 12:130.0095 0.00067
Endosulfan sulfate 0.00057U ug/L 1 03/04/11 13:19 1031-07-803/03/11 12:130.0095 0.00057
Endrin 0.0016U ug/L 1 03/04/11 13:19 72-20-803/03/11 12:130.0095 0.0016
Endrin aldehyde 0.0068U ug/L 1 03/04/11 13:19 7421-93-403/03/11 12:130.0095 0.0068
Heptachlor 0.0014U ug/L 1 03/04/11 13:19 76-44-803/03/11 12:130.0095 0.0014
Heptachlor epoxide 0.00038U ug/L 1 03/04/11 13:19 1024-57-303/03/11 12:130.0095 0.00038
Methoxychlor 0.0067U ug/L 1 03/04/11 13:19 72-43-503/03/11 12:130.0095 0.0067
Pentachloronitrobenzene 0.014U ug/L 1 03/04/11 13:19 82-68-803/03/11 12:130.095 0.014
Toxaphene 0.27U ug/L 1 03/04/11 13:19 8001-35-203/03/11 12:130.48 0.27
Tetrachloro-m-xylene (S) 78 % 1 03/04/11 13:19 877-09-803/03/11 12:1366.5-

120.3
Decachlorobiphenyl (S) 98 % 1 03/04/11 13:19 2051-24-303/03/11 12:1341.7-

109.1

8082 GCS PCB Analytical Method: EPA 8082  Preparation Method: EPA 3510

PCB-1016 (Aroclor 1016) 0.076U ug/L 1 03/04/11 13:19 12674-11-203/03/11 12:140.48 0.076
PCB-1221 (Aroclor 1221) 0.077U ug/L 1 03/04/11 13:19 11104-28-203/03/11 12:140.48 0.077
PCB-1232 (Aroclor 1232) 0.11U ug/L 1 03/04/11 13:19 11141-16-503/03/11 12:140.48 0.11
PCB-1242 (Aroclor 1242) 0.12U ug/L 1 03/04/11 13:19 53469-21-903/03/11 12:140.48 0.12
PCB-1248 (Aroclor 1248) 0.26U ug/L 1 03/04/11 13:19 12672-29-603/03/11 12:140.48 0.26
PCB-1254 (Aroclor 1254) 0.14U ug/L 1 03/04/11 13:19 11097-69-103/03/11 12:140.48 0.14
PCB-1260 (Aroclor 1260) 0.11U ug/L 1 03/04/11 13:19 11096-82-503/03/11 12:140.48 0.11
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ANALYTICAL RESULTS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Sample: B45-2 Lab ID: 3527011011 Collected: 03/01/11 12:15 Received: 03/02/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

8082 GCS PCB Analytical Method: EPA 8082  Preparation Method: EPA 3510

Tetrachloro-m-xylene (S) 104 % 1 03/04/11 13:19 877-09-803/03/11 12:1448-111
Decachlorobiphenyl (S) 114 % 1 03/04/11 13:19 2051-24-303/03/11 12:1463-121

8141 GCS O/P Pesticides Analytical Method: EPA 8141  Preparation Method: EPA 3510

Dimethoate 0.18U ug/L 1 03/08/11 09:41 60-51-503/04/11 14:560.48 0.18
Disulfoton 0.15U ug/L 1 03/08/11 09:41 298-04-403/04/11 14:560.48 0.15
Famphur 0.14U ug/L 1 03/08/11 09:41 52-85-703/04/11 14:560.48 0.14
Methyl parathion 0.19U ug/L 1 03/08/11 09:41 298-00-0 J(L2)03/04/11 14:560.48 0.19
Parathion (Ethyl parathion) 0.34U ug/L 1 03/08/11 09:41 56-38-2 J(L2)03/04/11 14:560.96 0.34
Phorate 0.35U ug/L 1 03/08/11 09:41 298-02-203/04/11 14:560.96 0.35
4-Chloro3nitrobenzotrifluoride 102 % 1 03/08/11 09:41 C003/04/11 14:5634.2-122

8151 Chlorinated Herbicides Analytical Method: EPA 8151  Preparation Method: EPA 8151

2,4-D 0.22U ug/L 1 03/08/11 21:52 94-75-703/07/11 09:100.91 0.22
Dinoseb 0.055U ug/L 1 03/08/11 21:52 88-85-7 L303/07/11 09:100.18 0.055
Pentachlorophenol 0.016U ug/L 1 03/08/11 21:52 87-86-5 L303/07/11 09:100.027 0.016
2,4,5-T 0.041U ug/L 1 03/08/11 21:52 93-76-503/07/11 09:100.18 0.041
2,4,5-TP (Silvex) 0.047U ug/L 1 03/08/11 21:52 93-72-103/07/11 09:100.18 0.047
2,4-DCPA (S) 113 % 1 03/08/11 21:52 19719-28-903/07/11 09:1065.5-

125.7

6010 MET ICP Analytical Method: EPA 6010  Preparation Method: EPA 3010

Arsenic 5.0U ug/L 1 03/07/11 22:57 7440-38-203/07/11 11:2510.0 5.0
Barium 175 ug/L 1 03/07/11 22:57 7440-39-303/07/11 11:2510.0 5.0
Beryllium 0.93 I ug/L 1 03/07/11 22:57 7440-41-703/07/11 11:251.0 0.50
Cadmium 0.50U ug/L 1 03/07/11 22:57 7440-43-903/07/11 11:251.0 0.50
Chromium 2.7 I ug/L 1 03/07/11 22:57 7440-47-303/07/11 11:255.0 2.5
Cobalt 5.0U ug/L 1 03/07/11 22:57 7440-48-403/07/11 11:2510.0 5.0
Copper 2.5U ug/L 1 03/07/11 22:57 7440-50-803/07/11 11:255.0 2.5
Iron 50500 ug/L 1 03/07/11 22:57 7439-89-603/07/11 11:2540.0 20.0
Lead 5.0U ug/L 1 03/07/11 22:57 7439-92-103/07/11 11:2510.0 5.0
Nickel 2.5U ug/L 1 03/07/11 22:57 7440-02-003/07/11 11:255.0 2.5
Selenium 7.5U ug/L 1 03/07/11 22:57 7782-49-203/07/11 11:2515.0 7.5
Silver 2.5U ug/L 1 03/07/11 22:57 7440-22-403/07/11 11:255.0 2.5
Sodium 64.4 mg/L 1 03/07/11 22:57 7440-23-503/07/11 11:251.0 0.50
Tin 25.0U ug/L 1 03/07/11 22:57 7440-31-503/07/11 11:2550.0 25.0
Vanadium 18.0 ug/L 1 03/07/11 22:57 7440-62-203/07/11 11:2510.0 5.0
Zinc 10.0U ug/L 1 03/07/11 22:57 7440-66-603/07/11 11:2520.0 10.0

6020 MET ICPMS Analytical Method: EPA 6020  Preparation Method: EPA 3010

Antimony 0.50U ug/L 1 03/10/11 17:03 7440-36-003/07/11 11:251.0 0.50
Thallium 0.50U ug/L 1 03/10/11 17:03 7440-28-003/07/11 11:251.0 0.50

7470 Mercury Analytical Method: EPA 7470  Preparation Method: EPA 7470

Mercury 0.10U ug/L 1 03/10/11 15:39 7439-97-603/09/11 07:200.20 0.10
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8270 MSSV SemiVOA App. II Analytical Method: EPA 8270  Preparation Method: EPA 3510

Acenaphthene 0.83U ug/L 1 03/17/11 08:03 83-32-903/02/11 18:354.8 0.83
Acenaphthylene 0.92U ug/L 1 03/17/11 08:03 208-96-803/02/11 18:354.8 0.92
Acetophenone 1.4U ug/L 1 03/17/11 08:03 98-86-203/02/11 18:354.8 1.4
2-Acetylaminofluorene 0.63U ug/L 1 03/17/11 08:03 53-96-303/02/11 18:354.8 0.63
4-Aminobiphenyl 2.7U ug/L 1 03/17/11 08:03 92-67-103/02/11 18:354.8 2.7
Anthracene 0.58U ug/L 1 03/17/11 08:03 120-12-703/02/11 18:354.8 0.58
Benzo(a)anthracene 0.61U ug/L 1 03/17/11 08:03 56-55-303/02/11 18:354.8 0.61
Benzo(a)pyrene 0.56U ug/L 1 03/17/11 08:03 50-32-803/02/11 18:350.97 0.56
Benzo(b)fluoranthene 0.60U ug/L 1 03/17/11 08:03 205-99-203/02/11 18:351.9 0.60
Benzo(g,h,i)perylene 0.66U ug/L 1 03/17/11 08:03 191-24-203/02/11 18:354.8 0.66
Benzo(k)fluoranthene 0.49U ug/L 1 03/17/11 08:03 207-08-903/02/11 18:353.9 0.49
Benzyl alcohol 0.99U ug/L 1 03/17/11 08:03 100-51-603/02/11 18:354.8 0.99
4-Bromophenylphenyl ether 0.65U ug/L 1 03/17/11 08:03 101-55-303/02/11 18:354.8 0.65
Butylbenzylphthalate 0.70U ug/L 1 03/17/11 08:03 85-68-703/02/11 18:354.8 0.70
4-Chloro-3-methylphenol 0.60U ug/L 1 03/17/11 08:03 59-50-703/02/11 18:3519.3 0.60
4-Chloroaniline 1.2U ug/L 1 03/17/11 08:03 106-47-803/02/11 18:354.8 1.2
bis(2-Chloroethoxy)methane 2.9U ug/L 1 03/17/11 08:03 111-91-103/02/11 18:354.8 2.9
bis(2-Chloroethyl) ether 0.72U ug/L 1 03/17/11 08:03 111-44-403/02/11 18:353.9 0.72
bis(2-Chloroisopropyl) ether 0.71U ug/L 1 03/17/11 08:03 108-60-103/02/11 18:354.8 0.71
2-Chloronaphthalene 0.77U ug/L 1 03/17/11 08:03 91-58-703/02/11 18:354.8 0.77
2-Chlorophenol 0.66U ug/L 1 03/17/11 08:03 95-57-803/02/11 18:354.8 0.66
4-Chlorophenylphenyl ether 0.61U ug/L 1 03/17/11 08:03 7005-72-3 L303/02/11 18:354.8 0.61
Chrysene 0.36U ug/L 1 03/17/11 08:03 218-01-903/02/11 18:354.8 0.36
Diallate 0.70U ug/L 1 03/17/11 08:03 2303-16-403/02/11 18:354.8 0.70
Dibenz(a,h)anthracene 0.63U ug/L 1 03/17/11 08:03 53-70-303/02/11 18:351.9 0.63
Dibenzofuran 0.65U ug/L 1 03/17/11 08:03 132-64-903/02/11 18:354.8 0.65
1,2-Dichlorobenzene 0.66U ug/L 1 03/17/11 08:03 95-50-103/02/11 18:354.8 0.66
1,3-Dichlorobenzene 0.73U ug/L 1 03/17/11 08:03 541-73-103/02/11 18:354.8 0.73
1,4-Dichlorobenzene 0.74U ug/L 1 03/17/11 08:03 106-46-703/02/11 18:354.8 0.74
3,3'-Dichlorobenzidine 0.67U ug/L 1 03/17/11 08:03 91-94-103/02/11 18:359.7 0.67
2,4-Dichlorophenol 0.54U ug/L 1 03/17/11 08:03 120-83-203/02/11 18:351.9 0.54
2,6-Dichlorophenol 0.60U ug/L 1 03/17/11 08:03 87-65-003/02/11 18:353.9 0.60
Diethylphthalate 0.49U ug/L 1 03/17/11 08:03 84-66-203/02/11 18:354.8 0.49
P-Dimethylaminoazobenzene 0.65U ug/L 1 03/17/11 08:03 60-11-703/02/11 18:354.8 0.65
7,12-Dimethylbenz(a)anthracene 1.9U ug/L 1 03/17/11 08:03 57-97-603/02/11 18:354.8 1.9
3,3'-Dimethylbenzidine 3.0U ug/L 1 03/17/11 08:03 119-93-703/02/11 18:359.7 3.0
2,4-Dimethylphenol 1.5U ug/L 1 03/17/11 08:03 105-67-903/02/11 18:354.8 1.5
a,a-Dimethylphenylethylamine 10.0U ug/L 1 03/17/11 08:03 122-09-803/02/11 18:3520.0 10.0
Dimethylphthalate 0.62U ug/L 1 03/17/11 08:03 131-11-303/02/11 18:354.8 0.62
Di-n-butylphthalate 0.40U ug/L 1 03/17/11 08:03 84-74-203/02/11 18:354.8 0.40
4,6-Dinitro-2-methylphenol 1.3U ug/L 1 03/17/11 08:03 534-52-103/02/11 18:3519.3 1.3
1,3-Dinitrobenzene 0.66U ug/L 1 03/17/11 08:03 99-65-003/02/11 18:357.7 0.66
2,4-Dinitrophenol 1.5U ug/L 1 03/17/11 08:03 51-28-503/02/11 18:3519.3 1.5
2,4-Dinitrotoluene 0.51U ug/L 1 03/17/11 08:03 121-14-203/02/11 18:351.9 0.51
2,6-Dinitrotoluene 1.2U ug/L 1 03/17/11 08:03 606-20-203/02/11 18:351.9 1.2
Di-n-octylphthalate 0.87U ug/L 1 03/17/11 08:03 117-84-003/02/11 18:354.8 0.87
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ANALYTICAL RESULTS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Sample: B45-2 Lab ID: 3527011011 Collected: 03/01/11 12:15 Received: 03/02/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

8270 MSSV SemiVOA App. II Analytical Method: EPA 8270  Preparation Method: EPA 3510

bis(2-Ethylhexyl)phthalate 0.77U ug/L 1 03/17/11 08:03 117-81-703/02/11 18:354.8 0.77
Ethyl methanesulfonate 0.87U ug/L 1 03/17/11 08:03 62-50-003/02/11 18:354.8 0.87
Fluoranthene 0.52U ug/L 1 03/17/11 08:03 206-44-003/02/11 18:354.8 0.52
Fluorene 0.54U ug/L 1 03/17/11 08:03 86-73-703/02/11 18:354.8 0.54
Hexachlorobenzene 0.77U ug/L 1 03/17/11 08:03 118-74-103/02/11 18:350.97 0.77
Hexachlorocyclopentadiene 1.2U ug/L 1 03/17/11 08:03 77-47-403/02/11 18:354.8 1.2
Hexachloroethane 0.69U ug/L 1 03/17/11 08:03 67-72-103/02/11 18:354.8 0.69
Hexachloropropene 1.4U ug/L 1 03/17/11 08:03 1888-71-703/02/11 18:354.8 1.4
Indeno(1,2,3-cd)pyrene 0.71U ug/L 1 03/17/11 08:03 193-39-503/02/11 18:351.9 0.71
Isodrin 0.52U ug/L 1 03/17/11 08:03 465-73-603/02/11 18:354.8 0.52
Isophorone 0.71U ug/L 1 03/17/11 08:03 78-59-103/02/11 18:354.8 0.71
Isosafrole 0.58U ug/L 1 03/17/11 08:03 120-58-103/02/11 18:354.8 0.58
Kepone 10.0U ug/L 1 03/17/11 08:03 143-50-003/02/11 18:3520.0 10.0
Methapyrilene 1.6U ug/L 1 03/17/11 08:03 91-80-503/02/11 18:354.8 1.6
3-Methylcholanthrene 1.0U ug/L 1 03/17/11 08:03 56-49-503/02/11 18:354.8 1.0
Methyl methanesulfonate 0.97U ug/L 1 03/17/11 08:03 66-27-303/02/11 18:354.8 0.97
2-Methylnaphthalene 0.96U ug/L 1 03/17/11 08:03 91-57-603/02/11 18:354.8 0.96
2-Methylphenol(o-Cresol) 0.71U ug/L 1 03/17/11 08:03 95-48-703/02/11 18:354.8 0.71
3&4-Methylphenol(m&p Cresol) 0.64U ug/L 1 03/17/11 08:0303/02/11 18:359.7 0.64
2-Naphthylamine 2.2U ug/L 1 03/17/11 08:03 91-59-803/02/11 18:354.8 2.2
Naphthalene 0.75U ug/L 1 03/17/11 08:03 91-20-303/02/11 18:354.8 0.75
1-Naphthylamine 1.0U ug/L 1 03/17/11 08:03 134-32-703/02/11 18:354.8 1.0
1,4-Naphthoquinone 1.1U ug/L 1 03/17/11 08:03 130-15-403/02/11 18:354.8 1.1
2-Nitroaniline 0.58U ug/L 1 03/17/11 08:03 88-74-403/02/11 18:354.8 0.58
3-Nitroaniline 0.96U ug/L 1 03/17/11 08:03 99-09-203/02/11 18:354.8 0.96
4-Nitroaniline 0.67U ug/L 1 03/17/11 08:03 100-01-603/02/11 18:353.9 0.67
Nitrobenzene 1.1U ug/L 1 03/17/11 08:03 98-95-303/02/11 18:353.9 1.1
2-Nitrophenol 0.78U ug/L 1 03/17/11 08:03 88-75-503/02/11 18:354.8 0.78
4-Nitrophenol 1.0U ug/L 1 03/17/11 08:03 100-02-703/02/11 18:3519.3 1.0
5-Nitro-o-toluidine 1.2U ug/L 1 03/17/11 08:03 99-55-803/02/11 18:354.8 1.2
N-Nitrosodiethylamine 0.71U ug/L 1 03/17/11 08:03 55-18-503/02/11 18:353.9 0.71
N-Nitrosodimethylamine 0.94U ug/L 1 03/17/11 08:03 62-75-903/02/11 18:351.9 0.94
N-Nitroso-di-n-butylamine 0.53U ug/L 1 03/17/11 08:03 924-16-303/02/11 18:353.9 0.53
N-Nitroso-di-n-propylamine 0.91U ug/L 1 03/17/11 08:03 621-64-703/02/11 18:353.9 0.91
N-Nitrosodiphenylamine 0.48U ug/L 1 03/17/11 08:03 86-30-603/02/11 18:354.8 0.48
N-Nitrosomethylethylamine 0.72U ug/L 1 03/17/11 08:03 10595-95-603/02/11 18:354.8 0.72
N-Nitrosopiperidine 0.62U ug/L 1 03/17/11 08:03 100-75-403/02/11 18:354.8 0.62
N-Nitrosopyrrolidine 0.85U ug/L 1 03/17/11 08:03 930-55-203/02/11 18:354.8 0.85
O,O,O-Triethylphosphorothioate 0.67U ug/L 1 03/17/11 08:03 126-68-103/02/11 18:354.8 0.67
Pentachlorobenzene 0.75U ug/L 1 03/17/11 08:03 608-93-503/02/11 18:354.8 0.75
Phenacetin 0.51U ug/L 1 03/17/11 08:03 62-44-203/02/11 18:354.8 0.51
Phenanthrene 0.50U ug/L 1 03/17/11 08:03 85-01-803/02/11 18:354.8 0.50
Phenol 0.52U ug/L 1 03/17/11 08:03 108-95-203/02/11 18:354.8 0.52
p-Phenylenediamine 10.0U ug/L 1 03/17/11 08:03 106-50-303/02/11 18:3520.0 10.0
Pronamide 1.1U ug/L 1 03/17/11 08:03 23950-58-503/02/11 18:354.8 1.1
Pyrene 0.66U ug/L 1 03/17/11 08:03 129-00-003/02/11 18:354.8 0.66
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ANALYTICAL RESULTS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Sample: B45-2 Lab ID: 3527011011 Collected: 03/01/11 12:15 Received: 03/02/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

8270 MSSV SemiVOA App. II Analytical Method: EPA 8270  Preparation Method: EPA 3510

Safrole 0.82U ug/L 1 03/17/11 08:03 94-59-703/02/11 18:354.8 0.82
1,2,4,5-Tetrachlorobenzene 0.68U ug/L 1 03/17/11 08:03 95-94-3 6p03/02/11 18:354.8 0.68
2,3,4,6-Tetrachlorophenol 3.7U ug/L 1 03/17/11 08:03 58-90-203/02/11 18:354.8 3.7
Thionazin 0.59U ug/L 1 03/17/11 08:03 297-97-203/02/11 18:354.8 0.59
O-Toluidine 1.0U ug/L 1 03/17/11 08:03 95-53-403/02/11 18:354.8 1.0
2,4,5-Trichlorophenol 0.50U ug/L 1 03/17/11 08:03 95-95-403/02/11 18:353.9 0.50
2,4,6-Trichlorophenol 0.67U ug/L 1 03/17/11 08:03 88-06-203/02/11 18:351.9 0.67
1,3,5-Trinitrobenzene 1.2U ug/L 1 03/17/11 08:03 99-35-403/02/11 18:354.8 1.2
Nitrobenzene-d5 (S) 44 % 1 03/17/11 08:03 4165-60-003/02/11 18:3510-110
2-Fluorobiphenyl (S) 50 % 1 03/17/11 08:03 321-60-803/02/11 18:3518-110
Terphenyl-d14 (S) 57 % 1 03/17/11 08:03 1718-51-003/02/11 18:3510-123
Phenol-d6 (S) 14 % 1 03/17/11 08:03 13127-88-303/02/11 18:3510-110
2-Fluorophenol (S) 15 % 1 03/17/11 08:03 367-12-4 J(S0)03/02/11 18:3518-110
2,4,6-Tribromophenol (S) 37 % 1 03/17/11 08:03 118-79-603/02/11 18:3510-110

8260 MSV Analytical Method: EPA 8260

Acetone 5.0U ug/L 1 03/14/11 14:23 67-64-110.0 5.0
Acetonitrile 5.0U ug/L 1 03/14/11 14:23 75-05-810.0 5.0
Acrolein 10.0U ug/L 1 03/14/11 14:23 107-02-820.0 10.0
Acrylonitrile 5.0U ug/L 1 03/14/11 14:23 107-13-110.0 5.0
Allyl chloride 0.50U ug/L 1 03/14/11 14:23 107-05-11.0 0.50
Benzene 1.5 ug/L 1 03/14/11 14:23 71-43-21.0 0.50
Bromochloromethane 0.50U ug/L 1 03/14/11 14:23 74-97-51.0 0.50
Bromodichloromethane 0.27U ug/L 1 03/14/11 14:23 75-27-40.60 0.27
Bromoform 0.50U ug/L 1 03/14/11 14:23 75-25-21.0 0.50
Bromomethane 0.50U ug/L 1 03/14/11 14:23 74-83-91.0 0.50
2-Butanone (MEK) 5.0U ug/L 1 03/14/11 14:23 78-93-310.0 5.0
Carbon disulfide 0.50U ug/L 1 03/14/11 14:23 75-15-01.0 0.50
Carbon tetrachloride 0.50U ug/L 1 03/14/11 14:23 56-23-51.0 0.50
Chlorobenzene 0.82 I ug/L 1 03/14/11 14:23 108-90-71.0 0.50
Chloroethane 0.50U ug/L 1 03/14/11 14:23 75-00-31.0 0.50
Chloroform 0.50U ug/L 1 03/14/11 14:23 67-66-31.0 0.50
Chloromethane 0.62U ug/L 1 03/14/11 14:23 74-87-31.0 0.62
Chloroprene 0.50U ug/L 1 03/14/11 14:23 126-99-81.0 0.50
Dibromochloromethane 0.26U ug/L 1 03/14/11 14:23 124-48-10.50 0.26
Dibromomethane 0.50U ug/L 1 03/14/11 14:23 74-95-31.0 0.50
trans-1,4-Dichloro-2-butene 5.0U ug/L 1 03/14/11 14:23 110-57-610.0 5.0
Dichlorodifluoromethane 0.50U ug/L 1 03/14/11 14:23 75-71-81.0 0.50
1,1-Dichloroethane 0.50U ug/L 1 03/14/11 14:23 75-34-31.0 0.50
1,2-Dichloroethane 0.50U ug/L 1 03/14/11 14:23 107-06-21.0 0.50
1,1-Dichloroethene 0.50U ug/L 1 03/14/11 14:23 75-35-41.0 0.50
cis-1,2-Dichloroethene 0.50U ug/L 1 03/14/11 14:23 156-59-21.0 0.50
trans-1,2-Dichloroethene 0.50U ug/L 1 03/14/11 14:23 156-60-51.0 0.50
1,2-Dichloropropane 0.50U ug/L 1 03/14/11 14:23 78-87-51.0 0.50
1,3-Dichloropropane 0.50U ug/L 1 03/14/11 14:23 142-28-91.0 0.50
2,2-Dichloropropane 0.50U ug/L 1 03/14/11 14:23 594-20-71.0 0.50
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ANALYTICAL RESULTS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Sample: B45-2 Lab ID: 3527011011 Collected: 03/01/11 12:15 Received: 03/02/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

8260 MSV Analytical Method: EPA 8260

1,1-Dichloropropene 0.50U ug/L 1 03/14/11 14:23 563-58-61.0 0.50
cis-1,3-Dichloropropene 0.25U ug/L 1 03/14/11 14:23 10061-01-50.50 0.25
trans-1,3-Dichloropropene 0.25U ug/L 1 03/14/11 14:23 10061-02-60.50 0.25
Ethylbenzene 0.50U ug/L 1 03/14/11 14:23 100-41-41.0 0.50
Ethyl methacrylate 0.50U ug/L 1 03/14/11 14:23 97-63-21.0 0.50
Hexachloro-1,3-butadiene 0.50U ug/L 1 03/14/11 14:23 87-68-31.0 0.50
2-Hexanone 5.0U ug/L 1 03/14/11 14:23 591-78-610.0 5.0
Iodomethane 0.50U ug/L 1 03/14/11 14:23 74-88-41.0 0.50
Isobutyl Alcohol 10.0U ug/L 1 03/14/11 14:23 78-83-120.0 10.0
Methacrylonitrile 5.0U ug/L 1 03/14/11 14:23 126-98-710.0 5.0
Methylene Chloride 2.5U ug/L 1 03/14/11 14:23 75-09-25.0 2.5
Methyl methacrylate 5.0U ug/L 1 03/14/11 14:23 80-62-610.0 5.0
4-Methyl-2-pentanone (MIBK) 5.0U ug/L 1 03/14/11 14:23 108-10-110.0 5.0
Propionitrile 5.0U ug/L 1 03/14/11 14:23 107-12-010.0 5.0
Styrene 0.50U ug/L 1 03/14/11 14:23 100-42-51.0 0.50
1,1,1,2-Tetrachloroethane 0.50U ug/L 1 03/14/11 14:23 630-20-61.0 0.50
1,1,2,2-Tetrachloroethane 0.18U ug/L 1 03/14/11 14:23 79-34-50.50 0.18
Tetrachloroethene 0.50U ug/L 1 03/14/11 14:23 127-18-41.0 0.50
Toluene 0.50U ug/L 1 03/14/11 14:23 108-88-31.0 0.50
1,2,4-Trichlorobenzene 0.50U ug/L 1 03/14/11 14:23 120-82-11.0 0.50
1,1,1-Trichloroethane 0.50U ug/L 1 03/14/11 14:23 71-55-61.0 0.50
1,1,2-Trichloroethane 0.50U ug/L 1 03/14/11 14:23 79-00-51.0 0.50
Trichloroethene 0.50U ug/L 1 03/14/11 14:23 79-01-61.0 0.50
Trichlorofluoromethane 0.50U ug/L 1 03/14/11 14:23 75-69-41.0 0.50
1,2,3-Trichloropropane 0.36U ug/L 1 03/14/11 14:23 96-18-40.50 0.36
Vinyl acetate 1.0U ug/L 1 03/14/11 14:23 108-05-42.0 1.0
Vinyl chloride 0.50U ug/L 1 03/14/11 14:23 75-01-41.0 0.50
Xylene (Total) 0.50U ug/L 1 03/14/11 14:23 1330-20-71.0 0.50
4-Bromofluorobenzene (S) 109 % 1 03/14/11 14:23 460-00-470-114
Dibromofluoromethane (S) 96 % 1 03/14/11 14:23 1868-53-788-117
1,2-Dichloroethane-d4 (S) 91 % 1 03/14/11 14:23 17060-07-086-125
Toluene-d8 (S) 105 % 1 03/14/11 14:23 2037-26-587-113

9034 Sulfide Water Analytical Method: EPA 9034

Sulfide 1.0U mg/L 1 03/03/11 16:00 18496-25-81.0 1.0

9012 Cyanide, Total Analytical Method: EPA 9012  Preparation Method: EPA 9012

Cyanide 0.0050U mg/L 1 03/07/11 16:52 57-12-503/07/11 11:250.010 0.0050
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ANALYTICAL RESULTS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Sample: B45-1 Lab ID: 3527011012 Collected: 03/01/11 13:15 Received: 03/02/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

Field Data Analytical Method:

Field pH 6.01 Std. Units 1 03/02/11 11:17
Field Temperature 21.74 deg C 1 03/02/11 11:17
Field Specific Conductance 1614 umhos/cm 1 03/02/11 11:17
Oxygen, Dissolved 0.10 mg/L 1 03/02/11 11:17 7782-44-7
REDOX -62.4 mV 1 03/02/11 11:17
Turbidity 4.56 NTU 1 03/02/11 11:17

8011 GCS EDB and DBCP Analytical Method: EPA 8011  Preparation Method: EPA 8011

1,2-Dibromo-3-chloropropane 0.0049U ug/L 1 03/04/11 00:52 96-12-803/03/11 12:300.020 0.0049
1,2-Dibromoethane (EDB) 0.0062U ug/L 1 03/04/11 00:52 106-93-403/03/11 12:300.010 0.0062

8081 GCS Pesticides Analytical Method: EPA 8081  Preparation Method: EPA 3510

Aldrin 0.00047U ug/L 1 03/04/11 13:38 309-00-203/03/11 12:130.0095 0.00047
alpha-BHC 0.00028U ug/L 1 03/04/11 13:38 319-84-603/03/11 12:130.0095 0.00028
beta-BHC 0.00047U ug/L 1 03/04/11 13:38 319-85-703/03/11 12:130.0095 0.00047
delta-BHC 0.00038U ug/L 1 03/04/11 13:38 319-86-803/03/11 12:130.0095 0.00038
gamma-BHC (Lindane) 0.00019U ug/L 1 03/04/11 13:38 58-89-903/03/11 12:130.0095 0.00019
Chlordane (Technical) 0.076U ug/L 1 03/04/11 13:38 57-74-903/03/11 12:130.47 0.076
Chlorobenzilate 0.020U ug/L 1 03/04/11 13:38 510-15-603/03/11 12:130.095 0.020
4,4'-DDD 0.0018U ug/L 1 03/04/11 13:38 72-54-803/03/11 12:130.0095 0.0018
4,4'-DDE 0.00085U ug/L 1 03/04/11 13:38 72-55-903/03/11 12:130.0095 0.00085
4,4'-DDT 0.0034U ug/L 1 03/04/11 13:38 50-29-3 L303/03/11 12:130.0095 0.0034
Dieldrin 0.00047U ug/L 1 03/04/11 13:38 60-57-103/03/11 12:130.0095 0.00047
Endosulfan I 0.00066U ug/L 1 03/04/11 13:38 959-98-803/03/11 12:130.0095 0.00066
Endosulfan II 0.00066U ug/L 1 03/04/11 13:38 33213-65-903/03/11 12:130.0095 0.00066
Endosulfan sulfate 0.00057U ug/L 1 03/04/11 13:38 1031-07-803/03/11 12:130.0095 0.00057
Endrin 0.0016U ug/L 1 03/04/11 13:38 72-20-803/03/11 12:130.0095 0.0016
Endrin aldehyde 0.0067U ug/L 1 03/04/11 13:38 7421-93-403/03/11 12:130.0095 0.0067
Heptachlor 0.0014U ug/L 1 03/04/11 13:38 76-44-803/03/11 12:130.0095 0.0014
Heptachlor epoxide 0.00038U ug/L 1 03/04/11 13:38 1024-57-303/03/11 12:130.0095 0.00038
Methoxychlor 0.0066U ug/L 1 03/04/11 13:38 72-43-503/03/11 12:130.0095 0.0066
Pentachloronitrobenzene 0.014U ug/L 1 03/04/11 13:38 82-68-803/03/11 12:130.095 0.014
Toxaphene 0.27U ug/L 1 03/04/11 13:38 8001-35-203/03/11 12:130.47 0.27
Tetrachloro-m-xylene (S) 81 % 1 03/04/11 13:38 877-09-803/03/11 12:1366.5-

120.3
Decachlorobiphenyl (S) 75 % 1 03/04/11 13:38 2051-24-303/03/11 12:1341.7-

109.1

8082 GCS PCB Analytical Method: EPA 8082  Preparation Method: EPA 3510

PCB-1016 (Aroclor 1016) 0.076U ug/L 1 03/04/11 13:38 12674-11-203/03/11 12:140.47 0.076
PCB-1221 (Aroclor 1221) 0.077U ug/L 1 03/04/11 13:38 11104-28-203/03/11 12:140.47 0.077
PCB-1232 (Aroclor 1232) 0.11U ug/L 1 03/04/11 13:38 11141-16-503/03/11 12:140.47 0.11
PCB-1242 (Aroclor 1242) 0.12U ug/L 1 03/04/11 13:38 53469-21-903/03/11 12:140.47 0.12
PCB-1248 (Aroclor 1248) 0.26U ug/L 1 03/04/11 13:38 12672-29-603/03/11 12:140.47 0.26
PCB-1254 (Aroclor 1254) 0.14U ug/L 1 03/04/11 13:38 11097-69-103/03/11 12:140.47 0.14
PCB-1260 (Aroclor 1260) 0.10U ug/L 1 03/04/11 13:38 11096-82-503/03/11 12:140.47 0.10

REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, Inc..

Date: 03/18/2011 02:37 PM Page 109 of 191

Pace Analytical Services, Inc.
8 East Tower Circle

Ormond Beach, FL 32174

(386)672-5668



ANALYTICAL RESULTS
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Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

8082 GCS PCB Analytical Method: EPA 8082  Preparation Method: EPA 3510

Tetrachloro-m-xylene (S) 93 % 1 03/04/11 13:38 877-09-803/03/11 12:1448-111
Decachlorobiphenyl (S) 107 % 1 03/04/11 13:38 2051-24-303/03/11 12:1463-121

8141 GCS O/P Pesticides Analytical Method: EPA 8141  Preparation Method: EPA 3510

Dimethoate 0.18U ug/L 1 03/08/11 10:22 60-51-503/04/11 14:560.48 0.18
Disulfoton 0.15U ug/L 1 03/08/11 10:22 298-04-403/04/11 14:560.48 0.15
Famphur 0.14U ug/L 1 03/08/11 10:22 52-85-703/04/11 14:560.48 0.14
Methyl parathion 0.19U ug/L 1 03/08/11 10:22 298-00-0 J(L2)03/04/11 14:560.48 0.19
Parathion (Ethyl parathion) 0.34U ug/L 1 03/08/11 10:22 56-38-2 J(L2)03/04/11 14:560.97 0.34
Phorate 0.36U ug/L 1 03/08/11 10:22 298-02-203/04/11 14:560.97 0.36
4-Chloro3nitrobenzotrifluoride 93 % 1 03/08/11 10:22 C003/04/11 14:5634.2-122

8151 Chlorinated Herbicides Analytical Method: EPA 8151  Preparation Method: EPA 8151

2,4-D 0.21U ug/L 1 03/08/11 22:18 94-75-703/07/11 09:100.90 0.21
Dinoseb 0.054U ug/L 1 03/08/11 22:18 88-85-7 L303/07/11 09:100.18 0.054
Pentachlorophenol 0.016U ug/L 1 03/08/11 22:18 87-86-5 L303/07/11 09:100.027 0.016
2,4,5-T 0.040U ug/L 1 03/08/11 22:18 93-76-503/07/11 09:100.18 0.040
2,4,5-TP (Silvex) 0.047U ug/L 1 03/08/11 22:18 93-72-103/07/11 09:100.18 0.047
2,4-DCPA (S) 106 % 1 03/08/11 22:18 19719-28-903/07/11 09:1065.5-

125.7

6010 MET ICP Analytical Method: EPA 6010  Preparation Method: EPA 3010

Arsenic 5.0U ug/L 1 03/07/11 23:00 7440-38-203/07/11 11:2510.0 5.0
Barium 160 ug/L 1 03/07/11 23:00 7440-39-303/07/11 11:2510.0 5.0
Beryllium 0.50U ug/L 1 03/07/11 23:00 7440-41-703/07/11 11:251.0 0.50
Cadmium 0.50U ug/L 1 03/07/11 23:00 7440-43-903/07/11 11:251.0 0.50
Chromium 2.5U ug/L 1 03/07/11 23:00 7440-47-303/07/11 11:255.0 2.5
Cobalt 5.0U ug/L 1 03/07/11 23:00 7440-48-403/07/11 11:2510.0 5.0
Copper 2.5U ug/L 1 03/07/11 23:00 7440-50-803/07/11 11:255.0 2.5
Iron 44200 ug/L 1 03/07/11 23:00 7439-89-603/07/11 11:2540.0 20.0
Lead 5.0U ug/L 1 03/07/11 23:00 7439-92-103/07/11 11:2510.0 5.0
Nickel 2.5U ug/L 1 03/07/11 23:00 7440-02-003/07/11 11:255.0 2.5
Selenium 7.5U ug/L 1 03/07/11 23:00 7782-49-203/07/11 11:2515.0 7.5
Silver 2.5U ug/L 1 03/07/11 23:00 7440-22-403/07/11 11:255.0 2.5
Sodium 206 mg/L 1 03/07/11 23:00 7440-23-503/07/11 11:251.0 0.50
Tin 25.0U ug/L 1 03/07/11 23:00 7440-31-503/07/11 11:2550.0 25.0
Vanadium 5.0U ug/L 1 03/07/11 23:00 7440-62-203/07/11 11:2510.0 5.0
Zinc 10.0U ug/L 1 03/07/11 23:00 7440-66-603/07/11 11:2520.0 10.0

6020 MET ICPMS Analytical Method: EPA 6020  Preparation Method: EPA 3010

Antimony 0.50U ug/L 1 03/10/11 17:07 7440-36-003/07/11 11:251.0 0.50
Thallium 0.50U ug/L 1 03/10/11 17:07 7440-28-003/07/11 11:251.0 0.50

7470 Mercury Analytical Method: EPA 7470  Preparation Method: EPA 7470

Mercury 0.10U ug/L 1 03/10/11 15:41 7439-97-603/09/11 07:200.20 0.10
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ANALYTICAL RESULTS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Sample: B45-1 Lab ID: 3527011012 Collected: 03/01/11 13:15 Received: 03/02/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

8270 MSSV SemiVOA App. II Analytical Method: EPA 8270  Preparation Method: EPA 3510

Acenaphthene 0.83U ug/L 1 03/17/11 08:33 83-32-903/02/11 18:354.8 0.83
Acenaphthylene 0.92U ug/L 1 03/17/11 08:33 208-96-803/02/11 18:354.8 0.92
Acetophenone 1.4U ug/L 1 03/17/11 08:33 98-86-203/02/11 18:354.8 1.4
2-Acetylaminofluorene 0.63U ug/L 1 03/17/11 08:33 53-96-303/02/11 18:354.8 0.63
4-Aminobiphenyl 2.7U ug/L 1 03/17/11 08:33 92-67-103/02/11 18:354.8 2.7
Anthracene 0.58U ug/L 1 03/17/11 08:33 120-12-703/02/11 18:354.8 0.58
Benzo(a)anthracene 0.61U ug/L 1 03/17/11 08:33 56-55-303/02/11 18:354.8 0.61
Benzo(a)pyrene 0.56U ug/L 1 03/17/11 08:33 50-32-803/02/11 18:350.96 0.56
Benzo(b)fluoranthene 0.60U ug/L 1 03/17/11 08:33 205-99-203/02/11 18:351.9 0.60
Benzo(g,h,i)perylene 0.66U ug/L 1 03/17/11 08:33 191-24-203/02/11 18:354.8 0.66
Benzo(k)fluoranthene 0.49U ug/L 1 03/17/11 08:33 207-08-903/02/11 18:353.9 0.49
Benzyl alcohol 0.98U ug/L 1 03/17/11 08:33 100-51-603/02/11 18:354.8 0.98
4-Bromophenylphenyl ether 0.65U ug/L 1 03/17/11 08:33 101-55-303/02/11 18:354.8 0.65
Butylbenzylphthalate 0.69U ug/L 1 03/17/11 08:33 85-68-703/02/11 18:354.8 0.69
4-Chloro-3-methylphenol 0.60U ug/L 1 03/17/11 08:33 59-50-703/02/11 18:3519.3 0.60
4-Chloroaniline 1.2U ug/L 1 03/17/11 08:33 106-47-803/02/11 18:354.8 1.2
bis(2-Chloroethoxy)methane 2.8U ug/L 1 03/17/11 08:33 111-91-103/02/11 18:354.8 2.8
bis(2-Chloroethyl) ether 0.72U ug/L 1 03/17/11 08:33 111-44-403/02/11 18:353.9 0.72
bis(2-Chloroisopropyl) ether 0.70U ug/L 1 03/17/11 08:33 108-60-103/02/11 18:354.8 0.70
2-Chloronaphthalene 0.77U ug/L 1 03/17/11 08:33 91-58-703/02/11 18:354.8 0.77
2-Chlorophenol 0.66U ug/L 1 03/17/11 08:33 95-57-803/02/11 18:354.8 0.66
4-Chlorophenylphenyl ether 0.61U ug/L 1 03/17/11 08:33 7005-72-3 L303/02/11 18:354.8 0.61
Chrysene 0.36U ug/L 1 03/17/11 08:33 218-01-903/02/11 18:354.8 0.36
Diallate 0.70U ug/L 1 03/17/11 08:33 2303-16-403/02/11 18:354.8 0.70
Dibenz(a,h)anthracene 0.63U ug/L 1 03/17/11 08:33 53-70-303/02/11 18:351.9 0.63
Dibenzofuran 0.65U ug/L 1 03/17/11 08:33 132-64-903/02/11 18:354.8 0.65
1,2-Dichlorobenzene 0.66U ug/L 1 03/17/11 08:33 95-50-103/02/11 18:354.8 0.66
1,3-Dichlorobenzene 0.73U ug/L 1 03/17/11 08:33 541-73-103/02/11 18:354.8 0.73
1,4-Dichlorobenzene 0.74U ug/L 1 03/17/11 08:33 106-46-703/02/11 18:354.8 0.74
3,3'-Dichlorobenzidine 0.67U ug/L 1 03/17/11 08:33 91-94-103/02/11 18:359.6 0.67
2,4-Dichlorophenol 0.54U ug/L 1 03/17/11 08:33 120-83-203/02/11 18:351.9 0.54
2,6-Dichlorophenol 0.60U ug/L 1 03/17/11 08:33 87-65-003/02/11 18:353.9 0.60
Diethylphthalate 0.61 I ug/L 1 03/17/11 08:33 84-66-203/02/11 18:354.8 0.49
P-Dimethylaminoazobenzene 0.65U ug/L 1 03/17/11 08:33 60-11-703/02/11 18:354.8 0.65
7,12-Dimethylbenz(a)anthracene 1.9U ug/L 1 03/17/11 08:33 57-97-603/02/11 18:354.8 1.9
3,3'-Dimethylbenzidine 3.0U ug/L 1 03/17/11 08:33 119-93-703/02/11 18:359.6 3.0
2,4-Dimethylphenol 1.5U ug/L 1 03/17/11 08:33 105-67-903/02/11 18:354.8 1.5
a,a-Dimethylphenylethylamine 10.0U ug/L 1 03/17/11 08:33 122-09-803/02/11 18:3520.0 10.0
Dimethylphthalate 0.62U ug/L 1 03/17/11 08:33 131-11-303/02/11 18:354.8 0.62
Di-n-butylphthalate 0.40U ug/L 1 03/17/11 08:33 84-74-203/02/11 18:354.8 0.40
4,6-Dinitro-2-methylphenol 1.3U ug/L 1 03/17/11 08:33 534-52-103/02/11 18:3519.3 1.3
1,3-Dinitrobenzene 0.66U ug/L 1 03/17/11 08:33 99-65-003/02/11 18:357.7 0.66
2,4-Dinitrophenol 1.5U ug/L 1 03/17/11 08:33 51-28-503/02/11 18:3519.3 1.5
2,4-Dinitrotoluene 0.51U ug/L 1 03/17/11 08:33 121-14-203/02/11 18:351.9 0.51
2,6-Dinitrotoluene 1.2U ug/L 1 03/17/11 08:33 606-20-203/02/11 18:351.9 1.2
Di-n-octylphthalate 0.87U ug/L 1 03/17/11 08:33 117-84-003/02/11 18:354.8 0.87
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ANALYTICAL RESULTS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Sample: B45-1 Lab ID: 3527011012 Collected: 03/01/11 13:15 Received: 03/02/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

8270 MSSV SemiVOA App. II Analytical Method: EPA 8270  Preparation Method: EPA 3510

bis(2-Ethylhexyl)phthalate 0.77U ug/L 1 03/17/11 08:33 117-81-703/02/11 18:354.8 0.77
Ethyl methanesulfonate 0.87U ug/L 1 03/17/11 08:33 62-50-003/02/11 18:354.8 0.87
Fluoranthene 0.52U ug/L 1 03/17/11 08:33 206-44-003/02/11 18:354.8 0.52
Fluorene 0.54U ug/L 1 03/17/11 08:33 86-73-703/02/11 18:354.8 0.54
Hexachlorobenzene 0.77U ug/L 1 03/17/11 08:33 118-74-103/02/11 18:350.96 0.77
Hexachlorocyclopentadiene 1.2U ug/L 1 03/17/11 08:33 77-47-403/02/11 18:354.8 1.2
Hexachloroethane 0.68U ug/L 1 03/17/11 08:33 67-72-103/02/11 18:354.8 0.68
Hexachloropropene 1.4U ug/L 1 03/17/11 08:33 1888-71-703/02/11 18:354.8 1.4
Indeno(1,2,3-cd)pyrene 0.70U ug/L 1 03/17/11 08:33 193-39-503/02/11 18:351.9 0.70
Isodrin 0.52U ug/L 1 03/17/11 08:33 465-73-603/02/11 18:354.8 0.52
Isophorone 0.70U ug/L 1 03/17/11 08:33 78-59-103/02/11 18:354.8 0.70
Isosafrole 0.58U ug/L 1 03/17/11 08:33 120-58-103/02/11 18:354.8 0.58
Kepone 10.0U ug/L 1 03/17/11 08:33 143-50-003/02/11 18:3520.0 10.0
Methapyrilene 1.6U ug/L 1 03/17/11 08:33 91-80-503/02/11 18:354.8 1.6
3-Methylcholanthrene 1.0U ug/L 1 03/17/11 08:33 56-49-503/02/11 18:354.8 1.0
Methyl methanesulfonate 0.96U ug/L 1 03/17/11 08:33 66-27-303/02/11 18:354.8 0.96
2-Methylnaphthalene 5.6 ug/L 1 03/17/11 08:33 91-57-603/02/11 18:354.8 0.95
2-Methylphenol(o-Cresol) 0.70U ug/L 1 03/17/11 08:33 95-48-703/02/11 18:354.8 0.70
3&4-Methylphenol(m&p Cresol) 0.64U ug/L 1 03/17/11 08:3303/02/11 18:359.6 0.64
2-Naphthylamine 2.2U ug/L 1 03/17/11 08:33 91-59-803/02/11 18:354.8 2.2
Naphthalene 0.98 I ug/L 1 03/17/11 08:33 91-20-303/02/11 18:354.8 0.75
1-Naphthylamine 0.99U ug/L 1 03/17/11 08:33 134-32-703/02/11 18:354.8 0.99
1,4-Naphthoquinone 1.1U ug/L 1 03/17/11 08:33 130-15-403/02/11 18:354.8 1.1
2-Nitroaniline 0.58U ug/L 1 03/17/11 08:33 88-74-403/02/11 18:354.8 0.58
3-Nitroaniline 0.95U ug/L 1 03/17/11 08:33 99-09-203/02/11 18:354.8 0.95
4-Nitroaniline 0.67U ug/L 1 03/17/11 08:33 100-01-603/02/11 18:353.9 0.67
Nitrobenzene 1.1U ug/L 1 03/17/11 08:33 98-95-303/02/11 18:353.9 1.1
2-Nitrophenol 0.78U ug/L 1 03/17/11 08:33 88-75-503/02/11 18:354.8 0.78
4-Nitrophenol 1.0U ug/L 1 03/17/11 08:33 100-02-703/02/11 18:3519.3 1.0
5-Nitro-o-toluidine 1.2U ug/L 1 03/17/11 08:33 99-55-803/02/11 18:354.8 1.2
N-Nitrosodiethylamine 0.70U ug/L 1 03/17/11 08:33 55-18-503/02/11 18:353.9 0.70
N-Nitrosodimethylamine 0.94U ug/L 1 03/17/11 08:33 62-75-903/02/11 18:351.9 0.94
N-Nitroso-di-n-butylamine 0.53U ug/L 1 03/17/11 08:33 924-16-303/02/11 18:353.9 0.53
N-Nitroso-di-n-propylamine 0.91U ug/L 1 03/17/11 08:33 621-64-703/02/11 18:353.9 0.91
N-Nitrosodiphenylamine 0.48U ug/L 1 03/17/11 08:33 86-30-603/02/11 18:354.8 0.48
N-Nitrosomethylethylamine 0.71U ug/L 1 03/17/11 08:33 10595-95-603/02/11 18:354.8 0.71
N-Nitrosopiperidine 0.62U ug/L 1 03/17/11 08:33 100-75-403/02/11 18:354.8 0.62
N-Nitrosopyrrolidine 0.85U ug/L 1 03/17/11 08:33 930-55-203/02/11 18:354.8 0.85
O,O,O-Triethylphosphorothioate 0.67U ug/L 1 03/17/11 08:33 126-68-103/02/11 18:354.8 0.67
Pentachlorobenzene 0.75U ug/L 1 03/17/11 08:33 608-93-503/02/11 18:354.8 0.75
Phenacetin 0.51U ug/L 1 03/17/11 08:33 62-44-203/02/11 18:354.8 0.51
Phenanthrene 0.50U ug/L 1 03/17/11 08:33 85-01-803/02/11 18:354.8 0.50
Phenol 0.52U ug/L 1 03/17/11 08:33 108-95-203/02/11 18:354.8 0.52
p-Phenylenediamine 10.0U ug/L 1 03/17/11 08:33 106-50-303/02/11 18:3520.0 10.0
Pronamide 1.1U ug/L 1 03/17/11 08:33 23950-58-503/02/11 18:354.8 1.1
Pyrene 0.66U ug/L 1 03/17/11 08:33 129-00-003/02/11 18:354.8 0.66
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8270 MSSV SemiVOA App. II Analytical Method: EPA 8270  Preparation Method: EPA 3510

Safrole 0.82U ug/L 1 03/17/11 08:33 94-59-703/02/11 18:354.8 0.82
1,2,4,5-Tetrachlorobenzene 0.67U ug/L 1 03/17/11 08:33 95-94-3 6p03/02/11 18:354.8 0.67
2,3,4,6-Tetrachlorophenol 3.7U ug/L 1 03/17/11 08:33 58-90-203/02/11 18:354.8 3.7
Thionazin 0.59U ug/L 1 03/17/11 08:33 297-97-203/02/11 18:354.8 0.59
O-Toluidine 1.0U ug/L 1 03/17/11 08:33 95-53-403/02/11 18:354.8 1.0
2,4,5-Trichlorophenol 0.50U ug/L 1 03/17/11 08:33 95-95-403/02/11 18:353.9 0.50
2,4,6-Trichlorophenol 0.67U ug/L 1 03/17/11 08:33 88-06-203/02/11 18:351.9 0.67
1,3,5-Trinitrobenzene 1.2U ug/L 1 03/17/11 08:33 99-35-403/02/11 18:354.8 1.2
Nitrobenzene-d5 (S) 43 % 1 03/17/11 08:33 4165-60-003/02/11 18:3510-110
2-Fluorobiphenyl (S) 48 % 1 03/17/11 08:33 321-60-803/02/11 18:3518-110
Terphenyl-d14 (S) 53 % 1 03/17/11 08:33 1718-51-003/02/11 18:3510-123
Phenol-d6 (S) 13 % 1 03/17/11 08:33 13127-88-303/02/11 18:3510-110
2-Fluorophenol (S) 13 % 1 03/17/11 08:33 367-12-4 J(S0)03/02/11 18:3518-110
2,4,6-Tribromophenol (S) 32 % 1 03/17/11 08:33 118-79-603/02/11 18:3510-110

8260 MSV Analytical Method: EPA 8260

Acetone 5.0 I ug/L 1 03/14/11 14:48 67-64-110.0 5.0
Acetonitrile 5.0U ug/L 1 03/14/11 14:48 75-05-810.0 5.0
Acrolein 10.0U ug/L 1 03/14/11 14:48 107-02-820.0 10.0
Acrylonitrile 5.0U ug/L 1 03/14/11 14:48 107-13-110.0 5.0
Allyl chloride 0.50U ug/L 1 03/14/11 14:48 107-05-11.0 0.50
Benzene 11.0 ug/L 1 03/14/11 14:48 71-43-21.0 0.50
Bromochloromethane 0.50U ug/L 1 03/14/11 14:48 74-97-51.0 0.50
Bromodichloromethane 0.27U ug/L 1 03/14/11 14:48 75-27-40.60 0.27
Bromoform 0.50U ug/L 1 03/14/11 14:48 75-25-21.0 0.50
Bromomethane 0.50U ug/L 1 03/14/11 14:48 74-83-91.0 0.50
2-Butanone (MEK) 5.0U ug/L 1 03/14/11 14:48 78-93-310.0 5.0
Carbon disulfide 0.50U ug/L 1 03/14/11 14:48 75-15-01.0 0.50
Carbon tetrachloride 0.50U ug/L 1 03/14/11 14:48 56-23-51.0 0.50
Chlorobenzene 4.0 ug/L 1 03/14/11 14:48 108-90-71.0 0.50
Chloroethane 0.50U ug/L 1 03/14/11 14:48 75-00-31.0 0.50
Chloroform 0.50U ug/L 1 03/14/11 14:48 67-66-31.0 0.50
Chloromethane 0.62U ug/L 1 03/14/11 14:48 74-87-31.0 0.62
Chloroprene 0.50U ug/L 1 03/14/11 14:48 126-99-81.0 0.50
Dibromochloromethane 0.26U ug/L 1 03/14/11 14:48 124-48-10.50 0.26
Dibromomethane 0.50U ug/L 1 03/14/11 14:48 74-95-31.0 0.50
trans-1,4-Dichloro-2-butene 5.0U ug/L 1 03/14/11 14:48 110-57-610.0 5.0
Dichlorodifluoromethane 0.50U ug/L 1 03/14/11 14:48 75-71-81.0 0.50
1,1-Dichloroethane 0.50U ug/L 1 03/14/11 14:48 75-34-31.0 0.50
1,2-Dichloroethane 0.50U ug/L 1 03/14/11 14:48 107-06-21.0 0.50
1,1-Dichloroethene 0.50U ug/L 1 03/14/11 14:48 75-35-41.0 0.50
cis-1,2-Dichloroethene 0.50U ug/L 1 03/14/11 14:48 156-59-21.0 0.50
trans-1,2-Dichloroethene 0.50U ug/L 1 03/14/11 14:48 156-60-51.0 0.50
1,2-Dichloropropane 0.50U ug/L 1 03/14/11 14:48 78-87-51.0 0.50
1,3-Dichloropropane 0.50U ug/L 1 03/14/11 14:48 142-28-91.0 0.50
2,2-Dichloropropane 0.50U ug/L 1 03/14/11 14:48 594-20-71.0 0.50
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Sample: B45-1 Lab ID: 3527011012 Collected: 03/01/11 13:15 Received: 03/02/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

8260 MSV Analytical Method: EPA 8260

1,1-Dichloropropene 0.50U ug/L 1 03/14/11 14:48 563-58-61.0 0.50
cis-1,3-Dichloropropene 0.25U ug/L 1 03/14/11 14:48 10061-01-50.50 0.25
trans-1,3-Dichloropropene 0.25U ug/L 1 03/14/11 14:48 10061-02-60.50 0.25
Ethylbenzene 0.50U ug/L 1 03/14/11 14:48 100-41-41.0 0.50
Ethyl methacrylate 0.50U ug/L 1 03/14/11 14:48 97-63-21.0 0.50
Hexachloro-1,3-butadiene 0.50U ug/L 1 03/14/11 14:48 87-68-31.0 0.50
2-Hexanone 5.0U ug/L 1 03/14/11 14:48 591-78-610.0 5.0
Iodomethane 0.50U ug/L 1 03/14/11 14:48 74-88-41.0 0.50
Isobutyl Alcohol 10.0U ug/L 1 03/14/11 14:48 78-83-120.0 10.0
Methacrylonitrile 5.0U ug/L 1 03/14/11 14:48 126-98-710.0 5.0
Methylene Chloride 2.5U ug/L 1 03/14/11 14:48 75-09-25.0 2.5
Methyl methacrylate 5.0U ug/L 1 03/14/11 14:48 80-62-610.0 5.0
4-Methyl-2-pentanone (MIBK) 5.0U ug/L 1 03/14/11 14:48 108-10-110.0 5.0
Propionitrile 5.0U ug/L 1 03/14/11 14:48 107-12-010.0 5.0
Styrene 0.50U ug/L 1 03/14/11 14:48 100-42-51.0 0.50
1,1,1,2-Tetrachloroethane 0.50U ug/L 1 03/14/11 14:48 630-20-61.0 0.50
1,1,2,2-Tetrachloroethane 0.18U ug/L 1 03/14/11 14:48 79-34-50.50 0.18
Tetrachloroethene 0.50U ug/L 1 03/14/11 14:48 127-18-41.0 0.50
Toluene 0.50U ug/L 1 03/14/11 14:48 108-88-31.0 0.50
1,2,4-Trichlorobenzene 0.50U ug/L 1 03/14/11 14:48 120-82-11.0 0.50
1,1,1-Trichloroethane 0.50U ug/L 1 03/14/11 14:48 71-55-61.0 0.50
1,1,2-Trichloroethane 0.50U ug/L 1 03/14/11 14:48 79-00-51.0 0.50
Trichloroethene 0.50U ug/L 1 03/14/11 14:48 79-01-61.0 0.50
Trichlorofluoromethane 0.50U ug/L 1 03/14/11 14:48 75-69-41.0 0.50
1,2,3-Trichloropropane 0.36U ug/L 1 03/14/11 14:48 96-18-40.50 0.36
Vinyl acetate 1.0U ug/L 1 03/14/11 14:48 108-05-42.0 1.0
Vinyl chloride 0.50U ug/L 1 03/14/11 14:48 75-01-41.0 0.50
Xylene (Total) 3.5 ug/L 1 03/14/11 14:48 1330-20-71.0 0.50
4-Bromofluorobenzene (S) 108 % 1 03/14/11 14:48 460-00-470-114
Dibromofluoromethane (S) 91 % 1 03/14/11 14:48 1868-53-788-117
1,2-Dichloroethane-d4 (S) 95 % 1 03/14/11 14:48 17060-07-086-125
Toluene-d8 (S) 106 % 1 03/14/11 14:48 2037-26-587-113

9034 Sulfide Water Analytical Method: EPA 9034

Sulfide 1.0U mg/L 1 03/03/11 16:00 18496-25-81.0 1.0

9012 Cyanide, Total Analytical Method: EPA 9012  Preparation Method: EPA 9012

Cyanide 0.0050U mg/L 1 03/07/11 16:56 57-12-503/07/11 11:250.010 0.0050
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ANALYTICAL RESULTS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Sample: B76-1 Lab ID: 3527011013 Collected: 03/01/11 14:16 Received: 03/02/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

Field Data Analytical Method:

Field pH 5.92 Std. Units 1 03/02/11 11:18
Field Temperature 22.37 deg C 1 03/02/11 11:18
Field Specific Conductance 2131 umhos/cm 1 03/02/11 11:18
Oxygen, Dissolved 0.10 mg/L 1 03/02/11 11:18 7782-44-7
REDOX -14.6 mV 1 03/02/11 11:18
Turbidity 3.06 NTU 1 03/02/11 11:18

8011 GCS EDB and DBCP Analytical Method: EPA 8011  Preparation Method: EPA 8011

1,2-Dibromo-3-chloropropane 0.0051U ug/L 1 03/04/11 01:06 96-12-803/03/11 12:300.021 0.0051
1,2-Dibromoethane (EDB) 0.0064U ug/L 1 03/04/11 01:06 106-93-403/03/11 12:300.010 0.0064

8081 GCS Pesticides Analytical Method: EPA 8081  Preparation Method: EPA 3510

Aldrin 0.00048U ug/L 1 03/04/11 13:57 309-00-203/03/11 12:130.0095 0.00048
alpha-BHC 0.00029U ug/L 1 03/04/11 13:57 319-84-603/03/11 12:130.0095 0.00029
beta-BHC 0.00048U ug/L 1 03/04/11 13:57 319-85-703/03/11 12:130.0095 0.00048
delta-BHC 0.00038U ug/L 1 03/04/11 13:57 319-86-803/03/11 12:130.0095 0.00038
gamma-BHC (Lindane) 0.00019U ug/L 1 03/04/11 13:57 58-89-903/03/11 12:130.0095 0.00019
Chlordane (Technical) 0.076U ug/L 1 03/04/11 13:57 57-74-903/03/11 12:130.48 0.076
Chlorobenzilate 0.020U ug/L 1 03/04/11 13:57 510-15-603/03/11 12:130.095 0.020
4,4'-DDD 0.0018U ug/L 1 03/04/11 13:57 72-54-803/03/11 12:130.0095 0.0018
4,4'-DDE 0.00086U ug/L 1 03/04/11 13:57 72-55-903/03/11 12:130.0095 0.00086
4,4'-DDT 0.0034U ug/L 1 03/04/11 13:57 50-29-3 L303/03/11 12:130.0095 0.0034
Dieldrin 0.00048U ug/L 1 03/04/11 13:57 60-57-103/03/11 12:130.0095 0.00048
Endosulfan I 0.00067U ug/L 1 03/04/11 13:57 959-98-803/03/11 12:130.0095 0.00067
Endosulfan II 0.00067U ug/L 1 03/04/11 13:57 33213-65-903/03/11 12:130.0095 0.00067
Endosulfan sulfate 0.00057U ug/L 1 03/04/11 13:57 1031-07-803/03/11 12:130.0095 0.00057
Endrin 0.0016U ug/L 1 03/04/11 13:57 72-20-803/03/11 12:130.0095 0.0016
Endrin aldehyde 0.0068U ug/L 1 03/04/11 13:57 7421-93-403/03/11 12:130.0095 0.0068
Heptachlor 0.0014U ug/L 1 03/04/11 13:57 76-44-803/03/11 12:130.0095 0.0014
Heptachlor epoxide 0.00038U ug/L 1 03/04/11 13:57 1024-57-303/03/11 12:130.0095 0.00038
Methoxychlor 0.0067U ug/L 1 03/04/11 13:57 72-43-503/03/11 12:130.0095 0.0067
Pentachloronitrobenzene 0.014U ug/L 1 03/04/11 13:57 82-68-803/03/11 12:130.095 0.014
Toxaphene 0.27U ug/L 1 03/04/11 13:57 8001-35-203/03/11 12:130.48 0.27
Tetrachloro-m-xylene (S) 79 % 1 03/04/11 13:57 877-09-803/03/11 12:1366.5-

120.3
Decachlorobiphenyl (S) 69 % 1 03/04/11 13:57 2051-24-303/03/11 12:1341.7-

109.1

8082 GCS PCB Analytical Method: EPA 8082  Preparation Method: EPA 3510

PCB-1016 (Aroclor 1016) 0.076U ug/L 1 03/04/11 13:57 12674-11-203/03/11 12:140.48 0.076
PCB-1221 (Aroclor 1221) 0.077U ug/L 1 03/04/11 13:57 11104-28-203/03/11 12:140.48 0.077
PCB-1232 (Aroclor 1232) 0.11U ug/L 1 03/04/11 13:57 11141-16-503/03/11 12:140.48 0.11
PCB-1242 (Aroclor 1242) 0.12U ug/L 1 03/04/11 13:57 53469-21-903/03/11 12:140.48 0.12
PCB-1248 (Aroclor 1248) 0.26U ug/L 1 03/04/11 13:57 12672-29-603/03/11 12:140.48 0.26
PCB-1254 (Aroclor 1254) 0.14U ug/L 1 03/04/11 13:57 11097-69-103/03/11 12:140.48 0.14
PCB-1260 (Aroclor 1260) 0.10U ug/L 1 03/04/11 13:57 11096-82-503/03/11 12:140.48 0.10
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ANALYTICAL RESULTS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Sample: B76-1 Lab ID: 3527011013 Collected: 03/01/11 14:16 Received: 03/02/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

8082 GCS PCB Analytical Method: EPA 8082  Preparation Method: EPA 3510

Tetrachloro-m-xylene (S) 88 % 1 03/04/11 13:57 877-09-803/03/11 12:1448-111
Decachlorobiphenyl (S) 79 % 1 03/04/11 13:57 2051-24-303/03/11 12:1463-121

8141 GCS O/P Pesticides Analytical Method: EPA 8141  Preparation Method: EPA 3510

Dimethoate 0.18U ug/L 1 03/08/11 11:45 60-51-503/04/11 14:560.47 0.18
Disulfoton 0.15U ug/L 1 03/08/11 11:45 298-04-403/04/11 14:560.47 0.15
Famphur 0.14U ug/L 1 03/08/11 11:45 52-85-703/04/11 14:560.47 0.14
Methyl parathion 0.18U ug/L 1 03/08/11 11:45 298-00-0 J(L2)03/04/11 14:560.47 0.18
Parathion (Ethyl parathion) 0.34U ug/L 1 03/08/11 11:45 56-38-2 J(L2)03/04/11 14:560.95 0.34
Phorate 0.35U ug/L 1 03/08/11 11:45 298-02-203/04/11 14:560.95 0.35
4-Chloro3nitrobenzotrifluoride 94 % 1 03/08/11 11:45 C003/04/11 14:5634.2-122

8151 Chlorinated Herbicides Analytical Method: EPA 8151  Preparation Method: EPA 8151

2,4-D 0.21U ug/L 1 03/08/11 22:45 94-75-703/07/11 09:100.90 0.21
Dinoseb 0.054U ug/L 1 03/08/11 22:45 88-85-7 L303/07/11 09:100.18 0.054
Pentachlorophenol 0.016U ug/L 1 03/08/11 22:45 87-86-5 L303/07/11 09:100.027 0.016
2,4,5-T 0.040U ug/L 1 03/08/11 22:45 93-76-503/07/11 09:100.18 0.040
2,4,5-TP (Silvex) 0.047U ug/L 1 03/08/11 22:45 93-72-103/07/11 09:100.18 0.047
2,4-DCPA (S) 110 % 1 03/08/11 22:45 19719-28-903/07/11 09:1065.5-

125.7

6010 MET ICP Analytical Method: EPA 6010  Preparation Method: EPA 3010

Arsenic 5.0U ug/L 1 03/07/11 23:04 7440-38-203/07/11 11:2510.0 5.0
Barium 306 ug/L 1 03/07/11 23:04 7440-39-303/07/11 11:2510.0 5.0
Beryllium 0.50U ug/L 1 03/07/11 23:04 7440-41-703/07/11 11:251.0 0.50
Cadmium 0.50U ug/L 1 03/07/11 23:04 7440-43-903/07/11 11:251.0 0.50
Chromium 2.5U ug/L 1 03/07/11 23:04 7440-47-303/07/11 11:255.0 2.5
Cobalt 5.0U ug/L 1 03/07/11 23:04 7440-48-403/07/11 11:2510.0 5.0
Copper 2.5U ug/L 1 03/07/11 23:04 7440-50-803/07/11 11:255.0 2.5
Iron 58300 ug/L 1 03/07/11 23:04 7439-89-603/07/11 11:2540.0 20.0
Lead 5.0U ug/L 1 03/07/11 23:04 7439-92-103/07/11 11:2510.0 5.0
Nickel 2.5U ug/L 1 03/07/11 23:04 7440-02-003/07/11 11:255.0 2.5
Selenium 7.5U ug/L 1 03/07/11 23:04 7782-49-203/07/11 11:2515.0 7.5
Silver 2.5U ug/L 1 03/07/11 23:04 7440-22-403/07/11 11:255.0 2.5
Sodium 226 mg/L 1 03/07/11 23:04 7440-23-503/07/11 11:251.0 0.50
Tin 25.0U ug/L 1 03/07/11 23:04 7440-31-503/07/11 11:2550.0 25.0
Vanadium 5.0U ug/L 1 03/07/11 23:04 7440-62-203/07/11 11:2510.0 5.0
Zinc 18.2 I ug/L 1 03/07/11 23:04 7440-66-603/07/11 11:2520.0 10.0

6020 MET ICPMS Analytical Method: EPA 6020  Preparation Method: EPA 3010

Antimony 0.50U ug/L 1 03/10/11 17:11 7440-36-003/07/11 11:251.0 0.50
Thallium 0.50U ug/L 1 03/10/11 17:11 7440-28-003/07/11 11:251.0 0.50

7470 Mercury Analytical Method: EPA 7470  Preparation Method: EPA 7470

Mercury 0.10U ug/L 1 03/10/11 15:44 7439-97-603/09/11 07:200.20 0.10
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ANALYTICAL RESULTS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Sample: B76-1 Lab ID: 3527011013 Collected: 03/01/11 14:16 Received: 03/02/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

8270 MSSV SemiVOA App. II Analytical Method: EPA 8270  Preparation Method: EPA 3510

Acenaphthene 0.83U ug/L 1 03/17/11 09:04 83-32-903/02/11 18:354.8 0.83
Acenaphthylene 0.91U ug/L 1 03/17/11 09:04 208-96-803/02/11 18:354.8 0.91
Acetophenone 1.4U ug/L 1 03/17/11 09:04 98-86-203/02/11 18:354.8 1.4
2-Acetylaminofluorene 0.62U ug/L 1 03/17/11 09:04 53-96-303/02/11 18:354.8 0.62
4-Aminobiphenyl 2.7U ug/L 1 03/17/11 09:04 92-67-103/02/11 18:354.8 2.7
Anthracene 0.58U ug/L 1 03/17/11 09:04 120-12-703/02/11 18:354.8 0.58
Benzo(a)anthracene 0.60U ug/L 1 03/17/11 09:04 56-55-303/02/11 18:354.8 0.60
Benzo(a)pyrene 0.56U ug/L 1 03/17/11 09:04 50-32-803/02/11 18:350.96 0.56
Benzo(b)fluoranthene 0.59U ug/L 1 03/17/11 09:04 205-99-203/02/11 18:351.9 0.59
Benzo(g,h,i)perylene 0.65U ug/L 1 03/17/11 09:04 191-24-203/02/11 18:354.8 0.65
Benzo(k)fluoranthene 0.49U ug/L 1 03/17/11 09:04 207-08-903/02/11 18:353.8 0.49
Benzyl alcohol 0.98U ug/L 1 03/17/11 09:04 100-51-603/02/11 18:354.8 0.98
4-Bromophenylphenyl ether 0.64U ug/L 1 03/17/11 09:04 101-55-303/02/11 18:354.8 0.64
Butylbenzylphthalate 0.69U ug/L 1 03/17/11 09:04 85-68-703/02/11 18:354.8 0.69
4-Chloro-3-methylphenol 0.59U ug/L 1 03/17/11 09:04 59-50-703/02/11 18:3519.2 0.59
4-Chloroaniline 1.2U ug/L 1 03/17/11 09:04 106-47-803/02/11 18:354.8 1.2
bis(2-Chloroethoxy)methane 2.8U ug/L 1 03/17/11 09:04 111-91-103/02/11 18:354.8 2.8
bis(2-Chloroethyl) ether 0.72U ug/L 1 03/17/11 09:04 111-44-403/02/11 18:353.8 0.72
bis(2-Chloroisopropyl) ether 0.70U ug/L 1 03/17/11 09:04 108-60-103/02/11 18:354.8 0.70
2-Chloronaphthalene 0.77U ug/L 1 03/17/11 09:04 91-58-703/02/11 18:354.8 0.77
2-Chlorophenol 0.65U ug/L 1 03/17/11 09:04 95-57-803/02/11 18:354.8 0.65
4-Chlorophenylphenyl ether 0.60U ug/L 1 03/17/11 09:04 7005-72-3 L303/02/11 18:354.8 0.60
Chrysene 0.35U ug/L 1 03/17/11 09:04 218-01-903/02/11 18:354.8 0.35
Diallate 0.70U ug/L 1 03/17/11 09:04 2303-16-403/02/11 18:354.8 0.70
Dibenz(a,h)anthracene 0.62U ug/L 1 03/17/11 09:04 53-70-303/02/11 18:351.9 0.62
Dibenzofuran 0.64U ug/L 1 03/17/11 09:04 132-64-903/02/11 18:354.8 0.64
1,2-Dichlorobenzene 0.65U ug/L 1 03/17/11 09:04 95-50-103/02/11 18:354.8 0.65
1,3-Dichlorobenzene 0.73U ug/L 1 03/17/11 09:04 541-73-103/02/11 18:354.8 0.73
1,4-Dichlorobenzene 0.74U ug/L 1 03/17/11 09:04 106-46-703/02/11 18:354.8 0.74
3,3'-Dichlorobenzidine 0.66U ug/L 1 03/17/11 09:04 91-94-103/02/11 18:359.6 0.66
2,4-Dichlorophenol 0.54U ug/L 1 03/17/11 09:04 120-83-203/02/11 18:351.9 0.54
2,6-Dichlorophenol 0.59U ug/L 1 03/17/11 09:04 87-65-003/02/11 18:353.8 0.59
Diethylphthalate 0.58 I ug/L 1 03/17/11 09:04 84-66-203/02/11 18:354.8 0.49
P-Dimethylaminoazobenzene 0.64U ug/L 1 03/17/11 09:04 60-11-703/02/11 18:354.8 0.64
7,12-Dimethylbenz(a)anthracene 1.9U ug/L 1 03/17/11 09:04 57-97-603/02/11 18:354.8 1.9
3,3'-Dimethylbenzidine 3.0U ug/L 1 03/17/11 09:04 119-93-703/02/11 18:359.6 3.0
2,4-Dimethylphenol 1.5U ug/L 1 03/17/11 09:04 105-67-903/02/11 18:354.8 1.5
a,a-Dimethylphenylethylamine 10.0U ug/L 1 03/17/11 09:04 122-09-803/02/11 18:3520.0 10.0
Dimethylphthalate 0.61U ug/L 1 03/17/11 09:04 131-11-303/02/11 18:354.8 0.61
Di-n-butylphthalate 0.40 I ug/L 1 03/17/11 09:04 84-74-203/02/11 18:354.8 0.39
4,6-Dinitro-2-methylphenol 1.3U ug/L 1 03/17/11 09:04 534-52-103/02/11 18:3519.2 1.3
1,3-Dinitrobenzene 0.65U ug/L 1 03/17/11 09:04 99-65-003/02/11 18:357.7 0.65
2,4-Dinitrophenol 1.5U ug/L 1 03/17/11 09:04 51-28-503/02/11 18:3519.2 1.5
2,4-Dinitrotoluene 0.51U ug/L 1 03/17/11 09:04 121-14-203/02/11 18:351.9 0.51
2,6-Dinitrotoluene 1.2U ug/L 1 03/17/11 09:04 606-20-203/02/11 18:351.9 1.2
Di-n-octylphthalate 0.86U ug/L 1 03/17/11 09:04 117-84-003/02/11 18:354.8 0.86
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8270 MSSV SemiVOA App. II Analytical Method: EPA 8270  Preparation Method: EPA 3510

bis(2-Ethylhexyl)phthalate 0.77U ug/L 1 03/17/11 09:04 117-81-703/02/11 18:354.8 0.77
Ethyl methanesulfonate 0.86U ug/L 1 03/17/11 09:04 62-50-003/02/11 18:354.8 0.86
Fluoranthene 0.52U ug/L 1 03/17/11 09:04 206-44-003/02/11 18:354.8 0.52
Fluorene 0.54U ug/L 1 03/17/11 09:04 86-73-703/02/11 18:354.8 0.54
Hexachlorobenzene 0.77U ug/L 1 03/17/11 09:04 118-74-103/02/11 18:350.96 0.77
Hexachlorocyclopentadiene 1.2U ug/L 1 03/17/11 09:04 77-47-403/02/11 18:354.8 1.2
Hexachloroethane 0.68U ug/L 1 03/17/11 09:04 67-72-103/02/11 18:354.8 0.68
Hexachloropropene 1.4U ug/L 1 03/17/11 09:04 1888-71-703/02/11 18:354.8 1.4
Indeno(1,2,3-cd)pyrene 0.70U ug/L 1 03/17/11 09:04 193-39-503/02/11 18:351.9 0.70
Isodrin 0.52U ug/L 1 03/17/11 09:04 465-73-603/02/11 18:354.8 0.52
Isophorone 0.70U ug/L 1 03/17/11 09:04 78-59-103/02/11 18:354.8 0.70
Isosafrole 0.58U ug/L 1 03/17/11 09:04 120-58-103/02/11 18:354.8 0.58
Kepone 10.0U ug/L 1 03/17/11 09:04 143-50-003/02/11 18:3520.0 10.0
Methapyrilene 1.6U ug/L 1 03/17/11 09:04 91-80-503/02/11 18:354.8 1.6
3-Methylcholanthrene 1.0U ug/L 1 03/17/11 09:04 56-49-503/02/11 18:354.8 1.0
Methyl methanesulfonate 0.96U ug/L 1 03/17/11 09:04 66-27-303/02/11 18:354.8 0.96
2-Methylnaphthalene 2.7 I ug/L 1 03/17/11 09:04 91-57-603/02/11 18:354.8 0.95
2-Methylphenol(o-Cresol) 0.70U ug/L 1 03/17/11 09:04 95-48-703/02/11 18:354.8 0.70
3&4-Methylphenol(m&p Cresol) 0.84 I ug/L 1 03/17/11 09:0403/02/11 18:359.6 0.63
2-Naphthylamine 2.2U ug/L 1 03/17/11 09:04 91-59-803/02/11 18:354.8 2.2
Naphthalene 2.5 I ug/L 1 03/17/11 09:04 91-20-303/02/11 18:354.8 0.75
1-Naphthylamine 0.99U ug/L 1 03/17/11 09:04 134-32-703/02/11 18:354.8 0.99
1,4-Naphthoquinone 1.1U ug/L 1 03/17/11 09:04 130-15-403/02/11 18:354.8 1.1
2-Nitroaniline 0.58U ug/L 1 03/17/11 09:04 88-74-403/02/11 18:354.8 0.58
3-Nitroaniline 0.95U ug/L 1 03/17/11 09:04 99-09-203/02/11 18:354.8 0.95
4-Nitroaniline 0.66U ug/L 1 03/17/11 09:04 100-01-603/02/11 18:353.8 0.66
Nitrobenzene 1.0U ug/L 1 03/17/11 09:04 98-95-303/02/11 18:353.8 1.0
2-Nitrophenol 0.78U ug/L 1 03/17/11 09:04 88-75-503/02/11 18:354.8 0.78
4-Nitrophenol 1.0U ug/L 1 03/17/11 09:04 100-02-703/02/11 18:3519.2 1.0
5-Nitro-o-toluidine 1.2U ug/L 1 03/17/11 09:04 99-55-803/02/11 18:354.8 1.2
N-Nitrosodiethylamine 0.70U ug/L 1 03/17/11 09:04 55-18-503/02/11 18:353.8 0.70
N-Nitrosodimethylamine 0.93U ug/L 1 03/17/11 09:04 62-75-903/02/11 18:351.9 0.93
N-Nitroso-di-n-butylamine 0.53U ug/L 1 03/17/11 09:04 924-16-303/02/11 18:353.8 0.53
N-Nitroso-di-n-propylamine 0.90U ug/L 1 03/17/11 09:04 621-64-703/02/11 18:353.8 0.90
N-Nitrosodiphenylamine 0.48U ug/L 1 03/17/11 09:04 86-30-603/02/11 18:354.8 0.48
N-Nitrosomethylethylamine 0.71U ug/L 1 03/17/11 09:04 10595-95-603/02/11 18:354.8 0.71
N-Nitrosopiperidine 0.61U ug/L 1 03/17/11 09:04 100-75-403/02/11 18:354.8 0.61
N-Nitrosopyrrolidine 0.84U ug/L 1 03/17/11 09:04 930-55-203/02/11 18:354.8 0.84
O,O,O-Triethylphosphorothioate 0.66U ug/L 1 03/17/11 09:04 126-68-103/02/11 18:354.8 0.66
Pentachlorobenzene 0.75U ug/L 1 03/17/11 09:04 608-93-503/02/11 18:354.8 0.75
Phenacetin 0.51U ug/L 1 03/17/11 09:04 62-44-203/02/11 18:354.8 0.51
Phenanthrene 0.50U ug/L 1 03/17/11 09:04 85-01-803/02/11 18:354.8 0.50
Phenol 0.52U ug/L 1 03/17/11 09:04 108-95-203/02/11 18:354.8 0.52
p-Phenylenediamine 10.0U ug/L 1 03/17/11 09:04 106-50-303/02/11 18:3520.0 10.0
Pronamide 1.1U ug/L 1 03/17/11 09:04 23950-58-503/02/11 18:354.8 1.1
Pyrene 0.65U ug/L 1 03/17/11 09:04 129-00-003/02/11 18:354.8 0.65
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ANALYTICAL RESULTS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Sample: B76-1 Lab ID: 3527011013 Collected: 03/01/11 14:16 Received: 03/02/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

8270 MSSV SemiVOA App. II Analytical Method: EPA 8270  Preparation Method: EPA 3510

Safrole 0.82U ug/L 1 03/17/11 09:04 94-59-703/02/11 18:354.8 0.82
1,2,4,5-Tetrachlorobenzene 0.67U ug/L 1 03/17/11 09:04 95-94-3 6p03/02/11 18:354.8 0.67
2,3,4,6-Tetrachlorophenol 3.7U ug/L 1 03/17/11 09:04 58-90-203/02/11 18:354.8 3.7
Thionazin 0.59U ug/L 1 03/17/11 09:04 297-97-203/02/11 18:354.8 0.59
O-Toluidine 1.0U ug/L 1 03/17/11 09:04 95-53-403/02/11 18:354.8 1.0
2,4,5-Trichlorophenol 0.50U ug/L 1 03/17/11 09:04 95-95-403/02/11 18:353.8 0.50
2,4,6-Trichlorophenol 0.66U ug/L 1 03/17/11 09:04 88-06-203/02/11 18:351.9 0.66
1,3,5-Trinitrobenzene 1.2U ug/L 1 03/17/11 09:04 99-35-403/02/11 18:354.8 1.2
Nitrobenzene-d5 (S) 50 % 1 03/17/11 09:04 4165-60-003/02/11 18:3510-110
2-Fluorobiphenyl (S) 57 % 1 03/17/11 09:04 321-60-803/02/11 18:3518-110
Terphenyl-d14 (S) 65 % 1 03/17/11 09:04 1718-51-003/02/11 18:3510-123
Phenol-d6 (S) 13 % 1 03/17/11 09:04 13127-88-303/02/11 18:3510-110
2-Fluorophenol (S) 13 % 1 03/17/11 09:04 367-12-4 J(S0)03/02/11 18:3518-110
2,4,6-Tribromophenol (S) 33 % 1 03/17/11 09:04 118-79-603/02/11 18:3510-110

8260 MSV Analytical Method: EPA 8260

Acetone 7.5 I ug/L 1 03/14/11 15:12 67-64-110.0 5.0
Acetonitrile 5.0U ug/L 1 03/14/11 15:12 75-05-810.0 5.0
Acrolein 10.0U ug/L 1 03/14/11 15:12 107-02-820.0 10.0
Acrylonitrile 5.0U ug/L 1 03/14/11 15:12 107-13-110.0 5.0
Allyl chloride 0.50U ug/L 1 03/14/11 15:12 107-05-11.0 0.50
Benzene 12.9 ug/L 1 03/14/11 15:12 71-43-21.0 0.50
Bromochloromethane 0.50U ug/L 1 03/14/11 15:12 74-97-51.0 0.50
Bromodichloromethane 0.27U ug/L 1 03/14/11 15:12 75-27-40.60 0.27
Bromoform 0.50U ug/L 1 03/14/11 15:12 75-25-21.0 0.50
Bromomethane 0.50U ug/L 1 03/14/11 15:12 74-83-91.0 0.50
2-Butanone (MEK) 5.0U ug/L 1 03/14/11 15:12 78-93-310.0 5.0
Carbon disulfide 0.50U ug/L 1 03/14/11 15:12 75-15-01.0 0.50
Carbon tetrachloride 0.50U ug/L 1 03/14/11 15:12 56-23-51.0 0.50
Chlorobenzene 3.4 ug/L 1 03/14/11 15:12 108-90-71.0 0.50
Chloroethane 0.50U ug/L 1 03/14/11 15:12 75-00-31.0 0.50
Chloroform 0.50U ug/L 1 03/14/11 15:12 67-66-31.0 0.50
Chloromethane 0.62U ug/L 1 03/14/11 15:12 74-87-31.0 0.62
Chloroprene 0.50U ug/L 1 03/14/11 15:12 126-99-81.0 0.50
Dibromochloromethane 0.26U ug/L 1 03/14/11 15:12 124-48-10.50 0.26
Dibromomethane 0.50U ug/L 1 03/14/11 15:12 74-95-31.0 0.50
trans-1,4-Dichloro-2-butene 5.0U ug/L 1 03/14/11 15:12 110-57-610.0 5.0
Dichlorodifluoromethane 0.50U ug/L 1 03/14/11 15:12 75-71-81.0 0.50
1,1-Dichloroethane 0.50U ug/L 1 03/14/11 15:12 75-34-31.0 0.50
1,2-Dichloroethane 0.50U ug/L 1 03/14/11 15:12 107-06-21.0 0.50
1,1-Dichloroethene 0.50U ug/L 1 03/14/11 15:12 75-35-41.0 0.50
cis-1,2-Dichloroethene 0.51 I ug/L 1 03/14/11 15:12 156-59-21.0 0.50
trans-1,2-Dichloroethene 0.50U ug/L 1 03/14/11 15:12 156-60-51.0 0.50
1,2-Dichloropropane 0.50U ug/L 1 03/14/11 15:12 78-87-51.0 0.50
1,3-Dichloropropane 0.50U ug/L 1 03/14/11 15:12 142-28-91.0 0.50
2,2-Dichloropropane 0.50U ug/L 1 03/14/11 15:12 594-20-71.0 0.50
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ANALYTICAL RESULTS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Sample: B76-1 Lab ID: 3527011013 Collected: 03/01/11 14:16 Received: 03/02/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

8260 MSV Analytical Method: EPA 8260

1,1-Dichloropropene 0.50U ug/L 1 03/14/11 15:12 563-58-61.0 0.50
cis-1,3-Dichloropropene 0.25U ug/L 1 03/14/11 15:12 10061-01-50.50 0.25
trans-1,3-Dichloropropene 0.25U ug/L 1 03/14/11 15:12 10061-02-60.50 0.25
Ethylbenzene 0.50U ug/L 1 03/14/11 15:12 100-41-41.0 0.50
Ethyl methacrylate 0.50U ug/L 1 03/14/11 15:12 97-63-21.0 0.50
Hexachloro-1,3-butadiene 0.50U ug/L 1 03/14/11 15:12 87-68-31.0 0.50
2-Hexanone 5.0U ug/L 1 03/14/11 15:12 591-78-610.0 5.0
Iodomethane 0.50U ug/L 1 03/14/11 15:12 74-88-41.0 0.50
Isobutyl Alcohol 10.0U ug/L 1 03/14/11 15:12 78-83-120.0 10.0
Methacrylonitrile 5.0U ug/L 1 03/14/11 15:12 126-98-710.0 5.0
Methylene Chloride 2.5U ug/L 1 03/14/11 15:12 75-09-25.0 2.5
Methyl methacrylate 5.0U ug/L 1 03/14/11 15:12 80-62-610.0 5.0
4-Methyl-2-pentanone (MIBK) 5.0U ug/L 1 03/14/11 15:12 108-10-110.0 5.0
Propionitrile 5.0U ug/L 1 03/14/11 15:12 107-12-010.0 5.0
Styrene 0.50U ug/L 1 03/14/11 15:12 100-42-51.0 0.50
1,1,1,2-Tetrachloroethane 0.50U ug/L 1 03/14/11 15:12 630-20-61.0 0.50
1,1,2,2-Tetrachloroethane 0.18U ug/L 1 03/14/11 15:12 79-34-50.50 0.18
Tetrachloroethene 0.50U ug/L 1 03/14/11 15:12 127-18-41.0 0.50
Toluene 0.50 I ug/L 1 03/14/11 15:12 108-88-31.0 0.50
1,2,4-Trichlorobenzene 0.50U ug/L 1 03/14/11 15:12 120-82-11.0 0.50
1,1,1-Trichloroethane 0.50U ug/L 1 03/14/11 15:12 71-55-61.0 0.50
1,1,2-Trichloroethane 0.50U ug/L 1 03/14/11 15:12 79-00-51.0 0.50
Trichloroethene 0.50U ug/L 1 03/14/11 15:12 79-01-61.0 0.50
Trichlorofluoromethane 0.50U ug/L 1 03/14/11 15:12 75-69-41.0 0.50
1,2,3-Trichloropropane 0.36U ug/L 1 03/14/11 15:12 96-18-40.50 0.36
Vinyl acetate 1.0U ug/L 1 03/14/11 15:12 108-05-42.0 1.0
Vinyl chloride 0.50U ug/L 1 03/14/11 15:12 75-01-41.0 0.50
Xylene (Total) 4.6 ug/L 1 03/14/11 15:12 1330-20-71.0 0.50
4-Bromofluorobenzene (S) 114 % 1 03/14/11 15:12 460-00-470-114
Dibromofluoromethane (S) 102 % 1 03/14/11 15:12 1868-53-788-117
1,2-Dichloroethane-d4 (S) 95 % 1 03/14/11 15:12 17060-07-086-125
Toluene-d8 (S) 106 % 1 03/14/11 15:12 2037-26-587-113

2540C Total Dissolved Solids Analytical Method: SM 2540C

Total Dissolved Solids 1480 mg/L 1 03/04/11 08:4220.0 20.0

9034 Sulfide Water Analytical Method: EPA 9034

Sulfide 1.0U mg/L 1 03/03/11 16:00 18496-25-81.0 1.0

300.0 IC Anions Analytical Method: EPA 300.0

Nitrate as N 0.12U mg/L 5 03/02/11 13:16 14797-55-80.25 0.12

300.0 IC Anions 28 Days Analytical Method: EPA 300.0

Chloride 439 mg/L 5 03/02/11 13:16 16887-00-625.0 12.5
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ANALYTICAL RESULTS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Sample: B76-1 Lab ID: 3527011013 Collected: 03/01/11 14:16 Received: 03/02/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

350.1 Ammonia Analytical Method: EPA 350.1

Nitrogen, Ammonia 0.068 I mg/L 2 03/04/11 12:04 7664-41-7 D30.10 0.040

9012 Cyanide, Total Analytical Method: EPA 9012  Preparation Method: EPA 9012

Cyanide 0.0050U mg/L 1 03/07/11 17:00 57-12-503/07/11 11:250.010 0.0050
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ANALYTICAL RESULTS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Sample: B43-1 Lab ID: 3527011014 Collected: 03/01/11 15:03 Received: 03/02/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

Field Data Analytical Method:

Field pH 6.00 Std. Units 1 03/02/11 11:20
Field Temperature 21.73 deg C 1 03/02/11 11:20
Field Specific Conductance 818 umhos/cm 1 03/02/11 11:20
Oxygen, Dissolved 0.14 mg/L 1 03/02/11 11:20 7782-44-7
REDOX -31.4 mV 1 03/02/11 11:20
Turbidity 7.22 NTU 1 03/02/11 11:20

8011 GCS EDB and DBCP Analytical Method: EPA 8011  Preparation Method: EPA 8011

1,2-Dibromo-3-chloropropane 0.0050U ug/L 1 03/04/11 01:21 96-12-803/03/11 12:300.020 0.0050
1,2-Dibromoethane (EDB) 0.0063U ug/L 1 03/04/11 01:21 106-93-403/03/11 12:300.010 0.0063

8081 GCS Pesticides Analytical Method: EPA 8081  Preparation Method: EPA 3510

Aldrin 0.00049U ug/L 1 03/04/11 14:16 309-00-203/03/11 12:130.0098 0.00049
alpha-BHC 0.00029U ug/L 1 03/04/11 14:16 319-84-603/03/11 12:130.0098 0.00029
beta-BHC 0.00049U ug/L 1 03/04/11 14:16 319-85-703/03/11 12:130.0098 0.00049
delta-BHC 0.00039U ug/L 1 03/04/11 14:16 319-86-803/03/11 12:130.0098 0.00039
gamma-BHC (Lindane) 0.00020U ug/L 1 03/04/11 14:16 58-89-903/03/11 12:130.0098 0.00020
Chlordane (Technical) 0.078U ug/L 1 03/04/11 14:16 57-74-903/03/11 12:130.49 0.078
Chlorobenzilate 0.021U ug/L 1 03/04/11 14:16 510-15-603/03/11 12:130.098 0.021
4,4'-DDD 0.0019U ug/L 1 03/04/11 14:16 72-54-803/03/11 12:130.0098 0.0019
4,4'-DDE 0.00088U ug/L 1 03/04/11 14:16 72-55-903/03/11 12:130.0098 0.00088
4,4'-DDT 0.0035U ug/L 1 03/04/11 14:16 50-29-3 L303/03/11 12:130.0098 0.0035
Dieldrin 0.00049U ug/L 1 03/04/11 14:16 60-57-103/03/11 12:130.0098 0.00049
Endosulfan I 0.00069U ug/L 1 03/04/11 14:16 959-98-803/03/11 12:130.0098 0.00069
Endosulfan II 0.00069U ug/L 1 03/04/11 14:16 33213-65-903/03/11 12:130.0098 0.00069
Endosulfan sulfate 0.00059U ug/L 1 03/04/11 14:16 1031-07-803/03/11 12:130.0098 0.00059
Endrin 0.0017U ug/L 1 03/04/11 14:16 72-20-803/03/11 12:130.0098 0.0017
Endrin aldehyde 0.0070U ug/L 1 03/04/11 14:16 7421-93-403/03/11 12:130.0098 0.0070
Heptachlor 0.0015U ug/L 1 03/04/11 14:16 76-44-803/03/11 12:130.0098 0.0015
Heptachlor epoxide 0.00039U ug/L 1 03/04/11 14:16 1024-57-303/03/11 12:130.0098 0.00039
Methoxychlor 0.0069U ug/L 1 03/04/11 14:16 72-43-503/03/11 12:130.0098 0.0069
Pentachloronitrobenzene 0.015U ug/L 1 03/04/11 14:16 82-68-803/03/11 12:130.098 0.015
Toxaphene 0.28U ug/L 1 03/04/11 14:16 8001-35-203/03/11 12:130.49 0.28
Tetrachloro-m-xylene (S) 78 % 1 03/04/11 14:16 877-09-803/03/11 12:1366.5-

120.3
Decachlorobiphenyl (S) 58 % 1 03/04/11 14:16 2051-24-303/03/11 12:1341.7-

109.1

8082 GCS PCB Analytical Method: EPA 8082  Preparation Method: EPA 3510

PCB-1016 (Aroclor 1016) 0.078U ug/L 1 03/04/11 14:16 12674-11-203/03/11 12:140.49 0.078
PCB-1221 (Aroclor 1221) 0.079U ug/L 1 03/04/11 14:16 11104-28-203/03/11 12:140.49 0.079
PCB-1232 (Aroclor 1232) 0.12U ug/L 1 03/04/11 14:16 11141-16-503/03/11 12:140.49 0.12
PCB-1242 (Aroclor 1242) 0.12U ug/L 1 03/04/11 14:16 53469-21-903/03/11 12:140.49 0.12
PCB-1248 (Aroclor 1248) 0.27U ug/L 1 03/04/11 14:16 12672-29-603/03/11 12:140.49 0.27
PCB-1254 (Aroclor 1254) 0.14U ug/L 1 03/04/11 14:16 11097-69-103/03/11 12:140.49 0.14
PCB-1260 (Aroclor 1260) 0.11U ug/L 1 03/04/11 14:16 11096-82-503/03/11 12:140.49 0.11
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Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Sample: B43-1 Lab ID: 3527011014 Collected: 03/01/11 15:03 Received: 03/02/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

8082 GCS PCB Analytical Method: EPA 8082  Preparation Method: EPA 3510

Tetrachloro-m-xylene (S) 96 % 1 03/04/11 14:16 877-09-803/03/11 12:1448-111
Decachlorobiphenyl (S) 79 % 1 03/04/11 14:16 2051-24-303/03/11 12:1463-121

8141 GCS O/P Pesticides Analytical Method: EPA 8141  Preparation Method: EPA 3510

Dimethoate 0.18U ug/L 1 03/08/11 12:27 60-51-503/04/11 14:560.48 0.18
Disulfoton 0.15U ug/L 1 03/08/11 12:27 298-04-403/04/11 14:560.48 0.15
Famphur 0.14U ug/L 1 03/08/11 12:27 52-85-703/04/11 14:560.48 0.14
Methyl parathion 0.19U ug/L 1 03/08/11 12:27 298-00-0 J(L2)03/04/11 14:560.48 0.19
Parathion (Ethyl parathion) 0.34U ug/L 1 03/08/11 12:27 56-38-2 J(L2)03/04/11 14:560.96 0.34
Phorate 0.35U ug/L 1 03/08/11 12:27 298-02-203/04/11 14:560.96 0.35
4-Chloro3nitrobenzotrifluoride 84 % 1 03/08/11 12:27 C003/04/11 14:5634.2-122

8151 Chlorinated Herbicides Analytical Method: EPA 8151  Preparation Method: EPA 8151

2,4-D 0.21U ug/L 1 03/08/11 23:11 94-75-703/07/11 09:100.90 0.21
Dinoseb 0.055U ug/L 1 03/08/11 23:11 88-85-7 L303/07/11 09:100.18 0.055
Pentachlorophenol 0.016U ug/L 1 03/08/11 23:11 87-86-5 L303/07/11 09:100.027 0.016
2,4,5-T 0.040U ug/L 1 03/08/11 23:11 93-76-503/07/11 09:100.18 0.040
2,4,5-TP (Silvex) 0.047U ug/L 1 03/08/11 23:11 93-72-103/07/11 09:100.18 0.047
2,4-DCPA (S) 57 % 1 03/08/11 23:11 19719-28-9 J(S5)03/07/11 09:1065.5-

125.7

6010 MET ICP Analytical Method: EPA 6010  Preparation Method: EPA 3010

Arsenic 5.0U ug/L 1 03/07/11 23:07 7440-38-203/07/11 11:2510.0 5.0
Barium 176 ug/L 1 03/07/11 23:07 7440-39-303/07/11 11:2510.0 5.0
Beryllium 0.50U ug/L 1 03/07/11 23:07 7440-41-703/07/11 11:251.0 0.50
Cadmium 0.50U ug/L 1 03/07/11 23:07 7440-43-903/07/11 11:251.0 0.50
Chromium 2.5U ug/L 1 03/07/11 23:07 7440-47-303/07/11 11:255.0 2.5
Cobalt 5.0U ug/L 1 03/07/11 23:07 7440-48-403/07/11 11:2510.0 5.0
Copper 2.5U ug/L 1 03/07/11 23:07 7440-50-803/07/11 11:255.0 2.5
Iron 22400 ug/L 1 03/07/11 23:07 7439-89-603/07/11 11:2540.0 20.0
Lead 5.0U ug/L 1 03/07/11 23:07 7439-92-103/07/11 11:2510.0 5.0
Nickel 2.5U ug/L 1 03/07/11 23:07 7440-02-003/07/11 11:255.0 2.5
Selenium 7.5U ug/L 1 03/07/11 23:07 7782-49-203/07/11 11:2515.0 7.5
Silver 2.5U ug/L 1 03/07/11 23:07 7440-22-403/07/11 11:255.0 2.5
Sodium 90.5 mg/L 1 03/07/11 23:07 7440-23-503/07/11 11:251.0 0.50
Tin 25.0U ug/L 1 03/07/11 23:07 7440-31-503/07/11 11:2550.0 25.0
Vanadium 5.2 I ug/L 1 03/07/11 23:07 7440-62-203/07/11 11:2510.0 5.0
Zinc 10.0U ug/L 1 03/07/11 23:07 7440-66-603/07/11 11:2520.0 10.0

6020 MET ICPMS Analytical Method: EPA 6020  Preparation Method: EPA 3010

Antimony 0.50U ug/L 1 03/10/11 17:14 7440-36-003/07/11 11:251.0 0.50
Thallium 0.50U ug/L 1 03/10/11 17:14 7440-28-003/07/11 11:251.0 0.50

7470 Mercury Analytical Method: EPA 7470  Preparation Method: EPA 7470

Mercury 0.10U ug/L 1 03/10/11 15:47 7439-97-603/09/11 07:200.20 0.10
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ANALYTICAL RESULTS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Sample: B43-1 Lab ID: 3527011014 Collected: 03/01/11 15:03 Received: 03/02/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

8270 MSSV SemiVOA App. II Analytical Method: EPA 8270  Preparation Method: EPA 3510

Acenaphthene 0.83U ug/L 1 03/17/11 09:34 83-32-903/02/11 18:354.8 0.83
Acenaphthylene 0.91U ug/L 1 03/17/11 09:34 208-96-803/02/11 18:354.8 0.91
Acetophenone 1.4U ug/L 1 03/17/11 09:34 98-86-203/02/11 18:354.8 1.4
2-Acetylaminofluorene 0.62U ug/L 1 03/17/11 09:34 53-96-303/02/11 18:354.8 0.62
4-Aminobiphenyl 2.7U ug/L 1 03/17/11 09:34 92-67-103/02/11 18:354.8 2.7
Anthracene 0.58U ug/L 1 03/17/11 09:34 120-12-703/02/11 18:354.8 0.58
Benzo(a)anthracene 0.60U ug/L 1 03/17/11 09:34 56-55-303/02/11 18:354.8 0.60
Benzo(a)pyrene 0.56U ug/L 1 03/17/11 09:34 50-32-803/02/11 18:350.96 0.56
Benzo(b)fluoranthene 0.59U ug/L 1 03/17/11 09:34 205-99-203/02/11 18:351.9 0.59
Benzo(g,h,i)perylene 0.65U ug/L 1 03/17/11 09:34 191-24-203/02/11 18:354.8 0.65
Benzo(k)fluoranthene 0.49U ug/L 1 03/17/11 09:34 207-08-903/02/11 18:353.8 0.49
Benzyl alcohol 0.98U ug/L 1 03/17/11 09:34 100-51-603/02/11 18:354.8 0.98
4-Bromophenylphenyl ether 0.64U ug/L 1 03/17/11 09:34 101-55-303/02/11 18:354.8 0.64
Butylbenzylphthalate 0.69U ug/L 1 03/17/11 09:34 85-68-703/02/11 18:354.8 0.69
4-Chloro-3-methylphenol 0.59U ug/L 1 03/17/11 09:34 59-50-703/02/11 18:3519.2 0.59
4-Chloroaniline 1.2U ug/L 1 03/17/11 09:34 106-47-803/02/11 18:354.8 1.2
bis(2-Chloroethoxy)methane 2.8U ug/L 1 03/17/11 09:34 111-91-103/02/11 18:354.8 2.8
bis(2-Chloroethyl) ether 0.72U ug/L 1 03/17/11 09:34 111-44-403/02/11 18:353.8 0.72
bis(2-Chloroisopropyl) ether 0.70U ug/L 1 03/17/11 09:34 108-60-103/02/11 18:354.8 0.70
2-Chloronaphthalene 0.77U ug/L 1 03/17/11 09:34 91-58-703/02/11 18:354.8 0.77
2-Chlorophenol 0.65U ug/L 1 03/17/11 09:34 95-57-803/02/11 18:354.8 0.65
4-Chlorophenylphenyl ether 0.60U ug/L 1 03/17/11 09:34 7005-72-3 L303/02/11 18:354.8 0.60
Chrysene 0.36U ug/L 1 03/17/11 09:34 218-01-903/02/11 18:354.8 0.36
Diallate 0.70U ug/L 1 03/17/11 09:34 2303-16-403/02/11 18:354.8 0.70
Dibenz(a,h)anthracene 0.62U ug/L 1 03/17/11 09:34 53-70-303/02/11 18:351.9 0.62
Dibenzofuran 0.64U ug/L 1 03/17/11 09:34 132-64-903/02/11 18:354.8 0.64
1,2-Dichlorobenzene 0.65U ug/L 1 03/17/11 09:34 95-50-103/02/11 18:354.8 0.65
1,3-Dichlorobenzene 0.73U ug/L 1 03/17/11 09:34 541-73-103/02/11 18:354.8 0.73
1,4-Dichlorobenzene 0.74U ug/L 1 03/17/11 09:34 106-46-703/02/11 18:354.8 0.74
3,3'-Dichlorobenzidine 0.66U ug/L 1 03/17/11 09:34 91-94-103/02/11 18:359.6 0.66
2,4-Dichlorophenol 0.54U ug/L 1 03/17/11 09:34 120-83-203/02/11 18:351.9 0.54
2,6-Dichlorophenol 0.59U ug/L 1 03/17/11 09:34 87-65-003/02/11 18:353.8 0.59
Diethylphthalate 0.49U ug/L 1 03/17/11 09:34 84-66-203/02/11 18:354.8 0.49
P-Dimethylaminoazobenzene 0.64U ug/L 1 03/17/11 09:34 60-11-703/02/11 18:354.8 0.64
7,12-Dimethylbenz(a)anthracene 1.9U ug/L 1 03/17/11 09:34 57-97-603/02/11 18:354.8 1.9
3,3'-Dimethylbenzidine 3.0U ug/L 1 03/17/11 09:34 119-93-703/02/11 18:359.6 3.0
2,4-Dimethylphenol 1.5U ug/L 1 03/17/11 09:34 105-67-903/02/11 18:354.8 1.5
a,a-Dimethylphenylethylamine 10.0U ug/L 1 03/17/11 09:34 122-09-803/02/11 18:3520.0 10.0
Dimethylphthalate 0.61U ug/L 1 03/17/11 09:34 131-11-303/02/11 18:354.8 0.61
Di-n-butylphthalate 0.39U ug/L 1 03/17/11 09:34 84-74-203/02/11 18:354.8 0.39
4,6-Dinitro-2-methylphenol 1.3U ug/L 1 03/17/11 09:34 534-52-103/02/11 18:3519.2 1.3
1,3-Dinitrobenzene 0.65U ug/L 1 03/17/11 09:34 99-65-003/02/11 18:357.7 0.65
2,4-Dinitrophenol 1.5U ug/L 1 03/17/11 09:34 51-28-503/02/11 18:3519.2 1.5
2,4-Dinitrotoluene 0.51U ug/L 1 03/17/11 09:34 121-14-203/02/11 18:351.9 0.51
2,6-Dinitrotoluene 1.2U ug/L 1 03/17/11 09:34 606-20-203/02/11 18:351.9 1.2
Di-n-octylphthalate 0.86U ug/L 1 03/17/11 09:34 117-84-003/02/11 18:354.8 0.86

REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, Inc..

Date: 03/18/2011 02:37 PM Page 124 of 191

Pace Analytical Services, Inc.
8 East Tower Circle

Ormond Beach, FL 32174

(386)672-5668



ANALYTICAL RESULTS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Sample: B43-1 Lab ID: 3527011014 Collected: 03/01/11 15:03 Received: 03/02/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

8270 MSSV SemiVOA App. II Analytical Method: EPA 8270  Preparation Method: EPA 3510

bis(2-Ethylhexyl)phthalate 0.77U ug/L 1 03/17/11 09:34 117-81-703/02/11 18:354.8 0.77
Ethyl methanesulfonate 0.86U ug/L 1 03/17/11 09:34 62-50-003/02/11 18:354.8 0.86
Fluoranthene 0.52U ug/L 1 03/17/11 09:34 206-44-003/02/11 18:354.8 0.52
Fluorene 0.54U ug/L 1 03/17/11 09:34 86-73-703/02/11 18:354.8 0.54
Hexachlorobenzene 0.77U ug/L 1 03/17/11 09:34 118-74-103/02/11 18:350.96 0.77
Hexachlorocyclopentadiene 1.2U ug/L 1 03/17/11 09:34 77-47-403/02/11 18:354.8 1.2
Hexachloroethane 0.68U ug/L 1 03/17/11 09:34 67-72-103/02/11 18:354.8 0.68
Hexachloropropene 1.4U ug/L 1 03/17/11 09:34 1888-71-703/02/11 18:354.8 1.4
Indeno(1,2,3-cd)pyrene 0.70U ug/L 1 03/17/11 09:34 193-39-503/02/11 18:351.9 0.70
Isodrin 0.52U ug/L 1 03/17/11 09:34 465-73-603/02/11 18:354.8 0.52
Isophorone 0.70U ug/L 1 03/17/11 09:34 78-59-103/02/11 18:354.8 0.70
Isosafrole 0.58U ug/L 1 03/17/11 09:34 120-58-103/02/11 18:354.8 0.58
Kepone 10.0U ug/L 1 03/17/11 09:34 143-50-003/02/11 18:3520.0 10.0
Methapyrilene 1.6U ug/L 1 03/17/11 09:34 91-80-503/02/11 18:354.8 1.6
3-Methylcholanthrene 1.0U ug/L 1 03/17/11 09:34 56-49-503/02/11 18:354.8 1.0
Methyl methanesulfonate 0.96U ug/L 1 03/17/11 09:34 66-27-303/02/11 18:354.8 0.96
2-Methylnaphthalene 0.95U ug/L 1 03/17/11 09:34 91-57-603/02/11 18:354.8 0.95
2-Methylphenol(o-Cresol) 0.70U ug/L 1 03/17/11 09:34 95-48-703/02/11 18:354.8 0.70
3&4-Methylphenol(m&p Cresol) 0.63U ug/L 1 03/17/11 09:3403/02/11 18:359.6 0.63
2-Naphthylamine 2.2U ug/L 1 03/17/11 09:34 91-59-803/02/11 18:354.8 2.2
Naphthalene 0.75U ug/L 1 03/17/11 09:34 91-20-303/02/11 18:354.8 0.75
1-Naphthylamine 0.99U ug/L 1 03/17/11 09:34 134-32-703/02/11 18:354.8 0.99
1,4-Naphthoquinone 1.1U ug/L 1 03/17/11 09:34 130-15-403/02/11 18:354.8 1.1
2-Nitroaniline 0.58U ug/L 1 03/17/11 09:34 88-74-403/02/11 18:354.8 0.58
3-Nitroaniline 0.95U ug/L 1 03/17/11 09:34 99-09-203/02/11 18:354.8 0.95
4-Nitroaniline 0.66U ug/L 1 03/17/11 09:34 100-01-603/02/11 18:353.8 0.66
Nitrobenzene 1.0U ug/L 1 03/17/11 09:34 98-95-303/02/11 18:353.8 1.0
2-Nitrophenol 0.78U ug/L 1 03/17/11 09:34 88-75-503/02/11 18:354.8 0.78
4-Nitrophenol 1.0U ug/L 1 03/17/11 09:34 100-02-703/02/11 18:3519.2 1.0
5-Nitro-o-toluidine 1.2U ug/L 1 03/17/11 09:34 99-55-803/02/11 18:354.8 1.2
N-Nitrosodiethylamine 0.70U ug/L 1 03/17/11 09:34 55-18-503/02/11 18:353.8 0.70
N-Nitrosodimethylamine 0.93U ug/L 1 03/17/11 09:34 62-75-903/02/11 18:351.9 0.93
N-Nitroso-di-n-butylamine 0.53U ug/L 1 03/17/11 09:34 924-16-303/02/11 18:353.8 0.53
N-Nitroso-di-n-propylamine 0.90U ug/L 1 03/17/11 09:34 621-64-703/02/11 18:353.8 0.90
N-Nitrosodiphenylamine 0.48U ug/L 1 03/17/11 09:34 86-30-603/02/11 18:354.8 0.48
N-Nitrosomethylethylamine 0.71U ug/L 1 03/17/11 09:34 10595-95-603/02/11 18:354.8 0.71
N-Nitrosopiperidine 0.61U ug/L 1 03/17/11 09:34 100-75-403/02/11 18:354.8 0.61
N-Nitrosopyrrolidine 0.84U ug/L 1 03/17/11 09:34 930-55-203/02/11 18:354.8 0.84
O,O,O-Triethylphosphorothioate 0.66U ug/L 1 03/17/11 09:34 126-68-103/02/11 18:354.8 0.66
Pentachlorobenzene 0.75U ug/L 1 03/17/11 09:34 608-93-503/02/11 18:354.8 0.75
Phenacetin 0.51U ug/L 1 03/17/11 09:34 62-44-203/02/11 18:354.8 0.51
Phenanthrene 0.50U ug/L 1 03/17/11 09:34 85-01-803/02/11 18:354.8 0.50
Phenol 0.52U ug/L 1 03/17/11 09:34 108-95-203/02/11 18:354.8 0.52
p-Phenylenediamine 10.0U ug/L 1 03/17/11 09:34 106-50-303/02/11 18:3520.0 10.0
Pronamide 1.1U ug/L 1 03/17/11 09:34 23950-58-503/02/11 18:354.8 1.1
Pyrene 0.65U ug/L 1 03/17/11 09:34 129-00-003/02/11 18:354.8 0.65
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ANALYTICAL RESULTS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Sample: B43-1 Lab ID: 3527011014 Collected: 03/01/11 15:03 Received: 03/02/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

8270 MSSV SemiVOA App. II Analytical Method: EPA 8270  Preparation Method: EPA 3510

Safrole 0.82U ug/L 1 03/17/11 09:34 94-59-703/02/11 18:354.8 0.82
1,2,4,5-Tetrachlorobenzene 0.67U ug/L 1 03/17/11 09:34 95-94-3 6p03/02/11 18:354.8 0.67
2,3,4,6-Tetrachlorophenol 3.7U ug/L 1 03/17/11 09:34 58-90-203/02/11 18:354.8 3.7
Thionazin 0.59U ug/L 1 03/17/11 09:34 297-97-203/02/11 18:354.8 0.59
O-Toluidine 1.0U ug/L 1 03/17/11 09:34 95-53-403/02/11 18:354.8 1.0
2,4,5-Trichlorophenol 0.50U ug/L 1 03/17/11 09:34 95-95-403/02/11 18:353.8 0.50
2,4,6-Trichlorophenol 0.66U ug/L 1 03/17/11 09:34 88-06-203/02/11 18:351.9 0.66
1,3,5-Trinitrobenzene 1.2U ug/L 1 03/17/11 09:34 99-35-403/02/11 18:354.8 1.2
Nitrobenzene-d5 (S) 64 % 1 03/17/11 09:34 4165-60-003/02/11 18:3510-110
2-Fluorobiphenyl (S) 75 % 1 03/17/11 09:34 321-60-803/02/11 18:3518-110
Terphenyl-d14 (S) 86 % 1 03/17/11 09:34 1718-51-003/02/11 18:3510-123
Phenol-d6 (S) 18 % 1 03/17/11 09:34 13127-88-303/02/11 18:3510-110
2-Fluorophenol (S) 27 % 1 03/17/11 09:34 367-12-403/02/11 18:3518-110
2,4,6-Tribromophenol (S) 76 % 1 03/17/11 09:34 118-79-603/02/11 18:3510-110

8260 MSV Analytical Method: EPA 8260

Acetone 5.0U ug/L 1 03/14/11 15:37 67-64-110.0 5.0
Acetonitrile 5.0U ug/L 1 03/14/11 15:37 75-05-810.0 5.0
Acrolein 10.0U ug/L 1 03/14/11 15:37 107-02-820.0 10.0
Acrylonitrile 5.0U ug/L 1 03/14/11 15:37 107-13-110.0 5.0
Allyl chloride 0.50U ug/L 1 03/14/11 15:37 107-05-11.0 0.50
Benzene 1.2 ug/L 1 03/14/11 15:37 71-43-21.0 0.50
Bromochloromethane 0.50U ug/L 1 03/14/11 15:37 74-97-51.0 0.50
Bromodichloromethane 0.27U ug/L 1 03/14/11 15:37 75-27-40.60 0.27
Bromoform 0.50U ug/L 1 03/14/11 15:37 75-25-21.0 0.50
Bromomethane 0.50U ug/L 1 03/14/11 15:37 74-83-91.0 0.50
2-Butanone (MEK) 5.0U ug/L 1 03/14/11 15:37 78-93-310.0 5.0
Carbon disulfide 0.50U ug/L 1 03/14/11 15:37 75-15-01.0 0.50
Carbon tetrachloride 0.50U ug/L 1 03/14/11 15:37 56-23-51.0 0.50
Chlorobenzene 3.9 ug/L 1 03/14/11 15:37 108-90-71.0 0.50
Chloroethane 0.50U ug/L 1 03/14/11 15:37 75-00-31.0 0.50
Chloroform 0.50U ug/L 1 03/14/11 15:37 67-66-31.0 0.50
Chloromethane 0.62U ug/L 1 03/14/11 15:37 74-87-31.0 0.62
Chloroprene 0.50U ug/L 1 03/14/11 15:37 126-99-81.0 0.50
Dibromochloromethane 0.26U ug/L 1 03/14/11 15:37 124-48-10.50 0.26
Dibromomethane 0.50U ug/L 1 03/14/11 15:37 74-95-31.0 0.50
trans-1,4-Dichloro-2-butene 5.0U ug/L 1 03/14/11 15:37 110-57-610.0 5.0
Dichlorodifluoromethane 0.50U ug/L 1 03/14/11 15:37 75-71-81.0 0.50
1,1-Dichloroethane 0.50U ug/L 1 03/14/11 15:37 75-34-31.0 0.50
1,2-Dichloroethane 0.50U ug/L 1 03/14/11 15:37 107-06-21.0 0.50
1,1-Dichloroethene 0.50U ug/L 1 03/14/11 15:37 75-35-41.0 0.50
cis-1,2-Dichloroethene 0.50U ug/L 1 03/14/11 15:37 156-59-21.0 0.50
trans-1,2-Dichloroethene 0.50U ug/L 1 03/14/11 15:37 156-60-51.0 0.50
1,2-Dichloropropane 0.50U ug/L 1 03/14/11 15:37 78-87-51.0 0.50
1,3-Dichloropropane 0.50U ug/L 1 03/14/11 15:37 142-28-91.0 0.50
2,2-Dichloropropane 0.50U ug/L 1 03/14/11 15:37 594-20-71.0 0.50
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ANALYTICAL RESULTS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Sample: B43-1 Lab ID: 3527011014 Collected: 03/01/11 15:03 Received: 03/02/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

8260 MSV Analytical Method: EPA 8260

1,1-Dichloropropene 0.50U ug/L 1 03/14/11 15:37 563-58-61.0 0.50
cis-1,3-Dichloropropene 0.25U ug/L 1 03/14/11 15:37 10061-01-50.50 0.25
trans-1,3-Dichloropropene 0.25U ug/L 1 03/14/11 15:37 10061-02-60.50 0.25
Ethylbenzene 0.50U ug/L 1 03/14/11 15:37 100-41-41.0 0.50
Ethyl methacrylate 0.50U ug/L 1 03/14/11 15:37 97-63-21.0 0.50
Hexachloro-1,3-butadiene 0.50U ug/L 1 03/14/11 15:37 87-68-31.0 0.50
2-Hexanone 5.0U ug/L 1 03/14/11 15:37 591-78-610.0 5.0
Iodomethane 0.50U ug/L 1 03/14/11 15:37 74-88-41.0 0.50
Isobutyl Alcohol 10.0U ug/L 1 03/14/11 15:37 78-83-120.0 10.0
Methacrylonitrile 5.0U ug/L 1 03/14/11 15:37 126-98-710.0 5.0
Methylene Chloride 2.5U ug/L 1 03/14/11 15:37 75-09-25.0 2.5
Methyl methacrylate 5.0U ug/L 1 03/14/11 15:37 80-62-610.0 5.0
4-Methyl-2-pentanone (MIBK) 5.0U ug/L 1 03/14/11 15:37 108-10-110.0 5.0
Propionitrile 5.0U ug/L 1 03/14/11 15:37 107-12-010.0 5.0
Styrene 0.50U ug/L 1 03/14/11 15:37 100-42-51.0 0.50
1,1,1,2-Tetrachloroethane 0.50U ug/L 1 03/14/11 15:37 630-20-61.0 0.50
1,1,2,2-Tetrachloroethane 0.18U ug/L 1 03/14/11 15:37 79-34-50.50 0.18
Tetrachloroethene 0.50U ug/L 1 03/14/11 15:37 127-18-41.0 0.50
Toluene 0.50U ug/L 1 03/14/11 15:37 108-88-31.0 0.50
1,2,4-Trichlorobenzene 0.50U ug/L 1 03/14/11 15:37 120-82-11.0 0.50
1,1,1-Trichloroethane 0.50U ug/L 1 03/14/11 15:37 71-55-61.0 0.50
1,1,2-Trichloroethane 0.50U ug/L 1 03/14/11 15:37 79-00-51.0 0.50
Trichloroethene 0.50U ug/L 1 03/14/11 15:37 79-01-61.0 0.50
Trichlorofluoromethane 0.50U ug/L 1 03/14/11 15:37 75-69-41.0 0.50
1,2,3-Trichloropropane 0.36U ug/L 1 03/14/11 15:37 96-18-40.50 0.36
Vinyl acetate 1.0U ug/L 1 03/14/11 15:37 108-05-42.0 1.0
Vinyl chloride 0.50U ug/L 1 03/14/11 15:37 75-01-41.0 0.50
Xylene (Total) 0.50U ug/L 1 03/14/11 15:37 1330-20-71.0 0.50
4-Bromofluorobenzene (S) 111 % 1 03/14/11 15:37 460-00-470-114
Dibromofluoromethane (S) 94 % 1 03/14/11 15:37 1868-53-788-117
1,2-Dichloroethane-d4 (S) 98 % 1 03/14/11 15:37 17060-07-086-125
Toluene-d8 (S) 101 % 1 03/14/11 15:37 2037-26-587-113

9034 Sulfide Water Analytical Method: EPA 9034

Sulfide 1.0U mg/L 1 03/03/11 16:00 18496-25-81.0 1.0

9012 Cyanide, Total Analytical Method: EPA 9012  Preparation Method: EPA 9012

Cyanide 0.0050U mg/L 1 03/07/11 17:01 57-12-503/07/11 11:250.010 0.0050
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ANALYTICAL RESULTS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Sample: B41-1 Lab ID: 3527011015 Collected: 03/01/11 16:06 Received: 03/02/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

Field Data Analytical Method:

Field pH 6.26 Std. Units 1 03/02/11 11:20
Field Temperature 22.38 deg C 1 03/02/11 11:20
Field Specific Conductance 2279 umhos/cm 1 03/02/11 11:20
Oxygen, Dissolved 0.08 mg/L 1 03/02/11 11:20 7782-44-7
REDOX -84.9 mV 1 03/02/11 11:20
Turbidity 1.72 NTU 1 03/02/11 11:20

8011 GCS EDB and DBCP Analytical Method: EPA 8011  Preparation Method: EPA 8011

1,2-Dibromo-3-chloropropane 0.0049U ug/L 1 03/04/11 01:50 96-12-803/03/11 12:300.020 0.0049
1,2-Dibromoethane (EDB) 0.0062U ug/L 1 03/04/11 01:50 106-93-403/03/11 12:300.010 0.0062

8081 GCS Pesticides Analytical Method: EPA 8081  Preparation Method: EPA 3510

Aldrin 0.00048U ug/L 1 03/04/11 14:35 309-00-203/03/11 12:130.0095 0.00048
alpha-BHC 0.00029U ug/L 1 03/04/11 14:35 319-84-603/03/11 12:130.0095 0.00029
beta-BHC 0.00048U ug/L 1 03/04/11 14:35 319-85-703/03/11 12:130.0095 0.00048
delta-BHC 0.00038U ug/L 1 03/04/11 14:35 319-86-803/03/11 12:130.0095 0.00038
gamma-BHC (Lindane) 0.00019U ug/L 1 03/04/11 14:35 58-89-903/03/11 12:130.0095 0.00019
Chlordane (Technical) 0.076U ug/L 1 03/04/11 14:35 57-74-903/03/11 12:130.48 0.076
Chlorobenzilate 0.020U ug/L 1 03/04/11 14:35 510-15-603/03/11 12:130.095 0.020
4,4'-DDD 0.0018U ug/L 1 03/04/11 14:35 72-54-803/03/11 12:130.0095 0.0018
4,4'-DDE 0.00086U ug/L 1 03/04/11 14:35 72-55-903/03/11 12:130.0095 0.00086
4,4'-DDT 0.0034U ug/L 1 03/04/11 14:35 50-29-3 L303/03/11 12:130.0095 0.0034
Dieldrin 0.00048U ug/L 1 03/04/11 14:35 60-57-103/03/11 12:130.0095 0.00048
Endosulfan I 0.00067U ug/L 1 03/04/11 14:35 959-98-803/03/11 12:130.0095 0.00067
Endosulfan II 0.00067U ug/L 1 03/04/11 14:35 33213-65-903/03/11 12:130.0095 0.00067
Endosulfan sulfate 0.00057U ug/L 1 03/04/11 14:35 1031-07-803/03/11 12:130.0095 0.00057
Endrin 0.0016U ug/L 1 03/04/11 14:35 72-20-803/03/11 12:130.0095 0.0016
Endrin aldehyde 0.0068U ug/L 1 03/04/11 14:35 7421-93-403/03/11 12:130.0095 0.0068
Heptachlor 0.0014U ug/L 1 03/04/11 14:35 76-44-803/03/11 12:130.0095 0.0014
Heptachlor epoxide 0.00038U ug/L 1 03/04/11 14:35 1024-57-303/03/11 12:130.0095 0.00038
Methoxychlor 0.0067U ug/L 1 03/04/11 14:35 72-43-503/03/11 12:130.0095 0.0067
Pentachloronitrobenzene 0.014U ug/L 1 03/04/11 14:35 82-68-803/03/11 12:130.095 0.014
Toxaphene 0.27U ug/L 1 03/04/11 14:35 8001-35-203/03/11 12:130.48 0.27
Tetrachloro-m-xylene (S) 82 % 1 03/04/11 14:35 877-09-803/03/11 12:1366.5-

120.3
Decachlorobiphenyl (S) 68 % 1 03/04/11 14:35 2051-24-303/03/11 12:1341.7-

109.1

8082 GCS PCB Analytical Method: EPA 8082  Preparation Method: EPA 3510

PCB-1016 (Aroclor 1016) 0.076U ug/L 1 03/04/11 14:35 12674-11-203/03/11 12:140.48 0.076
PCB-1221 (Aroclor 1221) 0.077U ug/L 1 03/04/11 14:35 11104-28-203/03/11 12:140.48 0.077
PCB-1232 (Aroclor 1232) 0.11U ug/L 1 03/04/11 14:35 11141-16-503/03/11 12:140.48 0.11
PCB-1242 (Aroclor 1242) 0.12U ug/L 1 03/04/11 14:35 53469-21-903/03/11 12:140.48 0.12
PCB-1248 (Aroclor 1248) 0.26U ug/L 1 03/04/11 14:35 12672-29-603/03/11 12:140.48 0.26
PCB-1254 (Aroclor 1254) 0.14U ug/L 1 03/04/11 14:35 11097-69-103/03/11 12:140.48 0.14
PCB-1260 (Aroclor 1260) 0.10U ug/L 1 03/04/11 14:35 11096-82-503/03/11 12:140.48 0.10
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Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

8082 GCS PCB Analytical Method: EPA 8082  Preparation Method: EPA 3510

Tetrachloro-m-xylene (S) 92 % 1 03/04/11 14:35 877-09-803/03/11 12:1448-111
Decachlorobiphenyl (S) 95 % 1 03/04/11 14:35 2051-24-303/03/11 12:1463-121

8141 GCS O/P Pesticides Analytical Method: EPA 8141  Preparation Method: EPA 3510

Dimethoate 0.18U ug/L 1 03/08/11 13:08 60-51-503/04/11 14:560.48 0.18
Disulfoton 0.15U ug/L 1 03/08/11 13:08 298-04-403/04/11 14:560.48 0.15
Famphur 0.14U ug/L 1 03/08/11 13:08 52-85-703/04/11 14:560.48 0.14
Methyl parathion 0.19U ug/L 1 03/08/11 13:08 298-00-0 J(L2)03/04/11 14:560.48 0.19
Parathion (Ethyl parathion) 0.34U ug/L 1 03/08/11 13:08 56-38-2 J(L2)03/04/11 14:560.96 0.34
Phorate 0.35U ug/L 1 03/08/11 13:08 298-02-203/04/11 14:560.96 0.35
4-Chloro3nitrobenzotrifluoride 81 % 1 03/08/11 13:08 C003/04/11 14:5634.2-122

8151 Chlorinated Herbicides Analytical Method: EPA 8151  Preparation Method: EPA 8151

2,4-D 0.21U ug/L 1 03/08/11 23:37 94-75-703/07/11 09:100.89 0.21
Dinoseb 0.054U ug/L 1 03/08/11 23:37 88-85-7 L303/07/11 09:100.18 0.054
Pentachlorophenol 0.016U ug/L 1 03/08/11 23:37 87-86-5 L303/07/11 09:100.027 0.016
2,4,5-T 0.040U ug/L 1 03/08/11 23:37 93-76-503/07/11 09:100.18 0.040
2,4,5-TP (Silvex) 0.046U ug/L 1 03/08/11 23:37 93-72-103/07/11 09:100.18 0.046
2,4-DCPA (S) 94 % 1 03/08/11 23:37 19719-28-903/07/11 09:1065.5-

125.7

6010 MET ICP Analytical Method: EPA 6010  Preparation Method: EPA 3010

Arsenic 5.0U ug/L 1 03/07/11 23:17 7440-38-203/07/11 11:2510.0 5.0
Barium 247 ug/L 1 03/07/11 23:17 7440-39-303/07/11 11:2510.0 5.0
Beryllium 0.50U ug/L 1 03/07/11 23:17 7440-41-703/07/11 11:251.0 0.50
Cadmium 0.50U ug/L 1 03/07/11 23:17 7440-43-903/07/11 11:251.0 0.50
Chromium 5.0 ug/L 1 03/07/11 23:17 7440-47-303/07/11 11:255.0 2.5
Cobalt 5.0U ug/L 1 03/07/11 23:17 7440-48-403/07/11 11:2510.0 5.0
Copper 2.5U ug/L 1 03/07/11 23:17 7440-50-803/07/11 11:255.0 2.5
Iron 20600 ug/L 1 03/07/11 23:17 7439-89-603/07/11 11:2540.0 20.0
Lead 5.0U ug/L 1 03/07/11 23:17 7439-92-103/07/11 11:2510.0 5.0
Nickel 2.5U ug/L 1 03/07/11 23:17 7440-02-003/07/11 11:255.0 2.5
Selenium 7.5U ug/L 1 03/07/11 23:17 7782-49-203/07/11 11:2515.0 7.5
Silver 2.5U ug/L 1 03/07/11 23:17 7440-22-403/07/11 11:255.0 2.5
Sodium 166 mg/L 1 03/07/11 23:17 7440-23-503/07/11 11:251.0 0.50
Tin 25.0U ug/L 1 03/07/11 23:17 7440-31-503/07/11 11:2550.0 25.0
Vanadium 11.1 ug/L 1 03/07/11 23:17 7440-62-203/07/11 11:2510.0 5.0
Zinc 10.0U ug/L 1 03/07/11 23:17 7440-66-603/07/11 11:2520.0 10.0

6020 MET ICPMS Analytical Method: EPA 6020  Preparation Method: EPA 3010

Antimony 0.50U ug/L 1 03/10/11 17:18 7440-36-003/07/11 11:251.0 0.50
Thallium 0.50U ug/L 1 03/10/11 17:18 7440-28-003/07/11 11:251.0 0.50

7470 Mercury Analytical Method: EPA 7470  Preparation Method: EPA 7470

Mercury 0.10U ug/L 1 03/10/11 15:50 7439-97-603/09/11 07:200.20 0.10
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ANALYTICAL RESULTS
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8270 MSSV SemiVOA App. II Analytical Method: EPA 8270  Preparation Method: EPA 3510

Acenaphthene 0.82U ug/L 1 03/17/11 10:05 83-32-903/02/11 18:354.8 0.82
Acenaphthylene 0.90U ug/L 1 03/17/11 10:05 208-96-803/02/11 18:354.8 0.90
Acetophenone 1.4U ug/L 1 03/17/11 10:05 98-86-203/02/11 18:354.8 1.4
2-Acetylaminofluorene 0.62U ug/L 1 03/17/11 10:05 53-96-303/02/11 18:354.8 0.62
4-Aminobiphenyl 2.7U ug/L 1 03/17/11 10:05 92-67-103/02/11 18:354.8 2.7
Anthracene 0.57U ug/L 1 03/17/11 10:05 120-12-703/02/11 18:354.8 0.57
Benzo(a)anthracene 0.60U ug/L 1 03/17/11 10:05 56-55-303/02/11 18:354.8 0.60
Benzo(a)pyrene 0.55U ug/L 1 03/17/11 10:05 50-32-803/02/11 18:350.95 0.55
Benzo(b)fluoranthene 0.59U ug/L 1 03/17/11 10:05 205-99-203/02/11 18:351.9 0.59
Benzo(g,h,i)perylene 0.65U ug/L 1 03/17/11 10:05 191-24-203/02/11 18:354.8 0.65
Benzo(k)fluoranthene 0.49U ug/L 1 03/17/11 10:05 207-08-903/02/11 18:353.8 0.49
Benzyl alcohol 0.97U ug/L 1 03/17/11 10:05 100-51-603/02/11 18:354.8 0.97
4-Bromophenylphenyl ether 0.64U ug/L 1 03/17/11 10:05 101-55-303/02/11 18:354.8 0.64
Butylbenzylphthalate 0.69U ug/L 1 03/17/11 10:05 85-68-703/02/11 18:354.8 0.69
4-Chloro-3-methylphenol 0.59U ug/L 1 03/17/11 10:05 59-50-703/02/11 18:3519.0 0.59
4-Chloroaniline 1.2U ug/L 1 03/17/11 10:05 106-47-803/02/11 18:354.8 1.2
bis(2-Chloroethoxy)methane 2.8U ug/L 1 03/17/11 10:05 111-91-103/02/11 18:354.8 2.8
bis(2-Chloroethyl) ether 0.71U ug/L 1 03/17/11 10:05 111-44-403/02/11 18:353.8 0.71
bis(2-Chloroisopropyl) ether 0.70U ug/L 1 03/17/11 10:05 108-60-103/02/11 18:354.8 0.70
2-Chloronaphthalene 0.76U ug/L 1 03/17/11 10:05 91-58-703/02/11 18:354.8 0.76
2-Chlorophenol 0.65U ug/L 1 03/17/11 10:05 95-57-803/02/11 18:354.8 0.65
4-Chlorophenylphenyl ether 0.60U ug/L 1 03/17/11 10:05 7005-72-3 L303/02/11 18:354.8 0.60
Chrysene 0.35U ug/L 1 03/17/11 10:05 218-01-903/02/11 18:354.8 0.35
Diallate 0.69U ug/L 1 03/17/11 10:05 2303-16-403/02/11 18:354.8 0.69
Dibenz(a,h)anthracene 0.62U ug/L 1 03/17/11 10:05 53-70-303/02/11 18:351.9 0.62
Dibenzofuran 0.64U ug/L 1 03/17/11 10:05 132-64-903/02/11 18:354.8 0.64
1,2-Dichlorobenzene 0.65U ug/L 1 03/17/11 10:05 95-50-103/02/11 18:354.8 0.65
1,3-Dichlorobenzene 0.72U ug/L 1 03/17/11 10:05 541-73-103/02/11 18:354.8 0.72
1,4-Dichlorobenzene 0.73U ug/L 1 03/17/11 10:05 106-46-703/02/11 18:354.8 0.73
3,3'-Dichlorobenzidine 0.66U ug/L 1 03/17/11 10:05 91-94-103/02/11 18:359.5 0.66
2,4-Dichlorophenol 0.53U ug/L 1 03/17/11 10:05 120-83-203/02/11 18:351.9 0.53
2,6-Dichlorophenol 0.59U ug/L 1 03/17/11 10:05 87-65-003/02/11 18:353.8 0.59
Diethylphthalate 0.49U ug/L 1 03/17/11 10:05 84-66-203/02/11 18:354.8 0.49
P-Dimethylaminoazobenzene 0.64U ug/L 1 03/17/11 10:05 60-11-703/02/11 18:354.8 0.64
7,12-Dimethylbenz(a)anthracene 1.9U ug/L 1 03/17/11 10:05 57-97-603/02/11 18:354.8 1.9
3,3'-Dimethylbenzidine 3.0U ug/L 1 03/17/11 10:05 119-93-703/02/11 18:359.5 3.0
2,4-Dimethylphenol 1.5U ug/L 1 03/17/11 10:05 105-67-903/02/11 18:354.8 1.5
a,a-Dimethylphenylethylamine 10.0U ug/L 1 03/17/11 10:05 122-09-803/02/11 18:3520.0 10.0
Dimethylphthalate 0.61U ug/L 1 03/17/11 10:05 131-11-303/02/11 18:354.8 0.61
Di-n-butylphthalate 0.39U ug/L 1 03/17/11 10:05 84-74-203/02/11 18:354.8 0.39
4,6-Dinitro-2-methylphenol 1.3U ug/L 1 03/17/11 10:05 534-52-103/02/11 18:3519.0 1.3
1,3-Dinitrobenzene 0.65U ug/L 1 03/17/11 10:05 99-65-003/02/11 18:357.6 0.65
2,4-Dinitrophenol 1.5U ug/L 1 03/17/11 10:05 51-28-503/02/11 18:3519.0 1.5
2,4-Dinitrotoluene 0.50U ug/L 1 03/17/11 10:05 121-14-203/02/11 18:351.9 0.50
2,6-Dinitrotoluene 1.2U ug/L 1 03/17/11 10:05 606-20-203/02/11 18:351.9 1.2
Di-n-octylphthalate 0.86U ug/L 1 03/17/11 10:05 117-84-003/02/11 18:354.8 0.86
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ANALYTICAL RESULTS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation
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8270 MSSV SemiVOA App. II Analytical Method: EPA 8270  Preparation Method: EPA 3510

bis(2-Ethylhexyl)phthalate 0.76U ug/L 1 03/17/11 10:05 117-81-703/02/11 18:354.8 0.76
Ethyl methanesulfonate 0.86U ug/L 1 03/17/11 10:05 62-50-003/02/11 18:354.8 0.86
Fluoranthene 0.51U ug/L 1 03/17/11 10:05 206-44-003/02/11 18:354.8 0.51
Fluorene 0.53U ug/L 1 03/17/11 10:05 86-73-703/02/11 18:354.8 0.53
Hexachlorobenzene 0.76U ug/L 1 03/17/11 10:05 118-74-103/02/11 18:350.95 0.76
Hexachlorocyclopentadiene 1.2U ug/L 1 03/17/11 10:05 77-47-403/02/11 18:354.8 1.2
Hexachloroethane 0.68U ug/L 1 03/17/11 10:05 67-72-103/02/11 18:354.8 0.68
Hexachloropropene 1.3U ug/L 1 03/17/11 10:05 1888-71-703/02/11 18:354.8 1.3
Indeno(1,2,3-cd)pyrene 0.70U ug/L 1 03/17/11 10:05 193-39-503/02/11 18:351.9 0.70
Isodrin 0.51U ug/L 1 03/17/11 10:05 465-73-603/02/11 18:354.8 0.51
Isophorone 0.70U ug/L 1 03/17/11 10:05 78-59-103/02/11 18:354.8 0.70
Isosafrole 0.57U ug/L 1 03/17/11 10:05 120-58-103/02/11 18:354.8 0.57
Kepone 10.0U ug/L 1 03/17/11 10:05 143-50-003/02/11 18:3520.0 10.0
Methapyrilene 1.6U ug/L 1 03/17/11 10:05 91-80-503/02/11 18:354.8 1.6
3-Methylcholanthrene 0.99U ug/L 1 03/17/11 10:05 56-49-503/02/11 18:354.8 0.99
Methyl methanesulfonate 0.95U ug/L 1 03/17/11 10:05 66-27-303/02/11 18:354.8 0.95
2-Methylnaphthalene 0.94U ug/L 1 03/17/11 10:05 91-57-603/02/11 18:354.8 0.94
2-Methylphenol(o-Cresol) 0.70U ug/L 1 03/17/11 10:05 95-48-703/02/11 18:354.8 0.70
3&4-Methylphenol(m&p Cresol) 0.63U ug/L 1 03/17/11 10:0503/02/11 18:359.5 0.63
2-Naphthylamine 2.2U ug/L 1 03/17/11 10:05 91-59-803/02/11 18:354.8 2.2
Naphthalene 0.74U ug/L 1 03/17/11 10:05 91-20-303/02/11 18:354.8 0.74
1-Naphthylamine 0.98U ug/L 1 03/17/11 10:05 134-32-703/02/11 18:354.8 0.98
1,4-Naphthoquinone 1.1U ug/L 1 03/17/11 10:05 130-15-403/02/11 18:354.8 1.1
2-Nitroaniline 0.57U ug/L 1 03/17/11 10:05 88-74-403/02/11 18:354.8 0.57
3-Nitroaniline 0.94U ug/L 1 03/17/11 10:05 99-09-203/02/11 18:354.8 0.94
4-Nitroaniline 0.66U ug/L 1 03/17/11 10:05 100-01-603/02/11 18:353.8 0.66
Nitrobenzene 1.0U ug/L 1 03/17/11 10:05 98-95-303/02/11 18:353.8 1.0
2-Nitrophenol 0.77U ug/L 1 03/17/11 10:05 88-75-503/02/11 18:354.8 0.77
4-Nitrophenol 1.0U ug/L 1 03/17/11 10:05 100-02-703/02/11 18:3519.0 1.0
5-Nitro-o-toluidine 1.2U ug/L 1 03/17/11 10:05 99-55-803/02/11 18:354.8 1.2
N-Nitrosodiethylamine 0.70U ug/L 1 03/17/11 10:05 55-18-503/02/11 18:353.8 0.70
N-Nitrosodimethylamine 0.92U ug/L 1 03/17/11 10:05 62-75-903/02/11 18:351.9 0.92
N-Nitroso-di-n-butylamine 0.52U ug/L 1 03/17/11 10:05 924-16-303/02/11 18:353.8 0.52
N-Nitroso-di-n-propylamine 0.90U ug/L 1 03/17/11 10:05 621-64-703/02/11 18:353.8 0.90
N-Nitrosodiphenylamine 0.48U ug/L 1 03/17/11 10:05 86-30-603/02/11 18:354.8 0.48
N-Nitrosomethylethylamine 0.70U ug/L 1 03/17/11 10:05 10595-95-603/02/11 18:354.8 0.70
N-Nitrosopiperidine 0.61U ug/L 1 03/17/11 10:05 100-75-403/02/11 18:354.8 0.61
N-Nitrosopyrrolidine 0.84U ug/L 1 03/17/11 10:05 930-55-203/02/11 18:354.8 0.84
O,O,O-Triethylphosphorothioate 0.66U ug/L 1 03/17/11 10:05 126-68-103/02/11 18:354.8 0.66
Pentachlorobenzene 0.74U ug/L 1 03/17/11 10:05 608-93-503/02/11 18:354.8 0.74
Phenacetin 0.50U ug/L 1 03/17/11 10:05 62-44-203/02/11 18:354.8 0.50
Phenanthrene 0.50U ug/L 1 03/17/11 10:05 85-01-803/02/11 18:354.8 0.50
Phenol 0.51U ug/L 1 03/17/11 10:05 108-95-203/02/11 18:354.8 0.51
p-Phenylenediamine 10.0U ug/L 1 03/17/11 10:05 106-50-303/02/11 18:3520.0 10.0
Pronamide 1.1U ug/L 1 03/17/11 10:05 23950-58-503/02/11 18:354.8 1.1
Pyrene 0.65U ug/L 1 03/17/11 10:05 129-00-003/02/11 18:354.8 0.65
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Safrole 0.81U ug/L 1 03/17/11 10:05 94-59-703/02/11 18:354.8 0.81
1,2,4,5-Tetrachlorobenzene 0.67U ug/L 1 03/17/11 10:05 95-94-3 6p03/02/11 18:354.8 0.67
2,3,4,6-Tetrachlorophenol 3.7U ug/L 1 03/17/11 10:05 58-90-203/02/11 18:354.8 3.7
Thionazin 0.58U ug/L 1 03/17/11 10:05 297-97-203/02/11 18:354.8 0.58
O-Toluidine 1.0U ug/L 1 03/17/11 10:05 95-53-403/02/11 18:354.8 1.0
2,4,5-Trichlorophenol 0.50U ug/L 1 03/17/11 10:05 95-95-403/02/11 18:353.8 0.50
2,4,6-Trichlorophenol 0.66U ug/L 1 03/17/11 10:05 88-06-203/02/11 18:351.9 0.66
1,3,5-Trinitrobenzene 1.2U ug/L 1 03/17/11 10:05 99-35-403/02/11 18:354.8 1.2
Nitrobenzene-d5 (S) 56 % 1 03/17/11 10:05 4165-60-003/02/11 18:3510-110
2-Fluorobiphenyl (S) 75 % 1 03/17/11 10:05 321-60-803/02/11 18:3518-110
Terphenyl-d14 (S) 84 % 1 03/17/11 10:05 1718-51-003/02/11 18:3510-123
Phenol-d6 (S) 13 % 1 03/17/11 10:05 13127-88-303/02/11 18:3510-110
2-Fluorophenol (S) 22 % 1 03/17/11 10:05 367-12-403/02/11 18:3518-110
2,4,6-Tribromophenol (S) 72 % 1 03/17/11 10:05 118-79-603/02/11 18:3510-110

8260 MSV Analytical Method: EPA 8260

Acetone 50.0U ug/L 10 03/14/11 18:52 67-64-1100 50.0
Acetonitrile 50.0U ug/L 10 03/14/11 18:52 75-05-8100 50.0
Acrolein 100U ug/L 10 03/14/11 18:52 107-02-8200 100
Acrylonitrile 50.0U ug/L 10 03/14/11 18:52 107-13-1100 50.0
Allyl chloride 5.0U ug/L 10 03/14/11 18:52 107-05-110.0 5.0
Benzene 5.0U ug/L 10 03/14/11 18:52 71-43-210.0 5.0
Bromochloromethane 5.0U ug/L 10 03/14/11 18:52 74-97-510.0 5.0
Bromodichloromethane 2.7U ug/L 10 03/14/11 18:52 75-27-46.0 2.7
Bromoform 5.0U ug/L 10 03/14/11 18:52 75-25-210.0 5.0
Bromomethane 5.0U ug/L 10 03/14/11 18:52 74-83-910.0 5.0
2-Butanone (MEK) 50.0U ug/L 10 03/14/11 18:52 78-93-3100 50.0
Carbon disulfide 5.0U ug/L 10 03/14/11 18:52 75-15-010.0 5.0
Carbon tetrachloride 5.0U ug/L 10 03/14/11 18:52 56-23-510.0 5.0
Chlorobenzene 5.0U ug/L 10 03/14/11 18:52 108-90-710.0 5.0
Chloroethane 5.0U ug/L 10 03/14/11 18:52 75-00-310.0 5.0
Chloroform 5.0U ug/L 10 03/14/11 18:52 67-66-310.0 5.0
Chloromethane 6.2U ug/L 10 03/14/11 18:52 74-87-310.0 6.2
Chloroprene 5.0U ug/L 10 03/14/11 18:52 126-99-810.0 5.0
Dibromochloromethane 2.6U ug/L 10 03/14/11 18:52 124-48-15.0 2.6
Dibromomethane 5.0U ug/L 10 03/14/11 18:52 74-95-310.0 5.0
trans-1,4-Dichloro-2-butene 50.0U ug/L 10 03/14/11 18:52 110-57-6100 50.0
Dichlorodifluoromethane 5.0U ug/L 10 03/14/11 18:52 75-71-810.0 5.0
1,1-Dichloroethane 5.0U ug/L 10 03/14/11 18:52 75-34-310.0 5.0
1,2-Dichloroethane 5.0U ug/L 10 03/14/11 18:52 107-06-210.0 5.0
1,1-Dichloroethene 5.0U ug/L 10 03/14/11 18:52 75-35-410.0 5.0
cis-1,2-Dichloroethene 5.0U ug/L 10 03/14/11 18:52 156-59-210.0 5.0
trans-1,2-Dichloroethene 5.0U ug/L 10 03/14/11 18:52 156-60-510.0 5.0
1,2-Dichloropropane 5.0U ug/L 10 03/14/11 18:52 78-87-510.0 5.0
1,3-Dichloropropane 5.0U ug/L 10 03/14/11 18:52 142-28-910.0 5.0
2,2-Dichloropropane 5.0U ug/L 10 03/14/11 18:52 594-20-710.0 5.0
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ANALYTICAL RESULTS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Sample: B41-1 Lab ID: 3527011015 Collected: 03/01/11 16:06 Received: 03/02/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

8260 MSV Analytical Method: EPA 8260

1,1-Dichloropropene 5.0U ug/L 10 03/14/11 18:52 563-58-610.0 5.0
cis-1,3-Dichloropropene 2.5U ug/L 10 03/14/11 18:52 10061-01-55.0 2.5
trans-1,3-Dichloropropene 2.5U ug/L 10 03/14/11 18:52 10061-02-65.0 2.5
Ethylbenzene 5.0U ug/L 10 03/14/11 18:52 100-41-410.0 5.0
Ethyl methacrylate 5.0U ug/L 10 03/14/11 18:52 97-63-210.0 5.0
Hexachloro-1,3-butadiene 5.0U ug/L 10 03/14/11 18:52 87-68-310.0 5.0
2-Hexanone 50.0U ug/L 10 03/14/11 18:52 591-78-6100 50.0
Iodomethane 5.0U ug/L 10 03/14/11 18:52 74-88-410.0 5.0
Isobutyl Alcohol 100U ug/L 10 03/14/11 18:52 78-83-1200 100
Methacrylonitrile 50.0U ug/L 10 03/14/11 18:52 126-98-7100 50.0
Methylene Chloride 25.0U ug/L 10 03/14/11 18:52 75-09-250.0 25.0
Methyl methacrylate 50.0U ug/L 10 03/14/11 18:52 80-62-6100 50.0
4-Methyl-2-pentanone (MIBK) 50.0U ug/L 10 03/14/11 18:52 108-10-1100 50.0
Propionitrile 50.0U ug/L 10 03/14/11 18:52 107-12-0100 50.0
Styrene 5.0U ug/L 10 03/14/11 18:52 100-42-510.0 5.0
1,1,1,2-Tetrachloroethane 5.0U ug/L 10 03/14/11 18:52 630-20-610.0 5.0
1,1,2,2-Tetrachloroethane 1.8U ug/L 10 03/14/11 18:52 79-34-55.0 1.8
Tetrachloroethene 5.0U ug/L 10 03/14/11 18:52 127-18-410.0 5.0
Toluene 5.0U ug/L 10 03/14/11 18:52 108-88-310.0 5.0
1,2,4-Trichlorobenzene 5.0U ug/L 10 03/14/11 18:52 120-82-110.0 5.0
1,1,1-Trichloroethane 5.0U ug/L 10 03/14/11 18:52 71-55-610.0 5.0
1,1,2-Trichloroethane 5.0U ug/L 10 03/14/11 18:52 79-00-510.0 5.0
Trichloroethene 5.0U ug/L 10 03/14/11 18:52 79-01-610.0 5.0
Trichlorofluoromethane 5.0U ug/L 10 03/14/11 18:52 75-69-410.0 5.0
1,2,3-Trichloropropane 3.6U ug/L 10 03/14/11 18:52 96-18-45.0 3.6
Vinyl acetate 10.0U ug/L 10 03/14/11 18:52 108-05-420.0 10.0
Vinyl chloride 5.0U ug/L 10 03/14/11 18:52 75-01-410.0 5.0
Xylene (Total) 5.0U ug/L 10 03/14/11 18:52 1330-20-710.0 5.0
4-Bromofluorobenzene (S) 111 % 10 03/14/11 18:52 460-00-4 F170-114
Dibromofluoromethane (S) 93 % 10 03/14/11 18:52 1868-53-788-117
1,2-Dichloroethane-d4 (S) 96 % 10 03/14/11 18:52 17060-07-086-125
Toluene-d8 (S) 102 % 10 03/14/11 18:52 2037-26-587-113

9034 Sulfide Water Analytical Method: EPA 9034

Sulfide 1.2 mg/L 1 03/03/11 16:00 18496-25-81.0 1.0

9012 Cyanide, Total Analytical Method: EPA 9012  Preparation Method: EPA 9012

Cyanide 0.0050U mg/L 1 03/07/11 17:02 57-12-503/07/11 11:250.010 0.0050
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ANALYTICAL RESULTS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Sample: Trip Blank 2 (03/01/11) Lab ID: 3527011016 Collected: 03/01/11 08:00 Received: 03/02/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

8260 MSV Analytical Method: EPA 8260

Acetone 5.0U ug/L 1 03/14/11 11:08 67-64-110.0 5.0
Acetonitrile 5.0U ug/L 1 03/14/11 11:08 75-05-810.0 5.0
Acrolein 10.0U ug/L 1 03/14/11 11:08 107-02-820.0 10.0
Acrylonitrile 5.0U ug/L 1 03/14/11 11:08 107-13-110.0 5.0
Allyl chloride 0.50U ug/L 1 03/14/11 11:08 107-05-11.0 0.50
Benzene 0.50U ug/L 1 03/14/11 11:08 71-43-21.0 0.50
Bromochloromethane 0.50U ug/L 1 03/14/11 11:08 74-97-51.0 0.50
Bromodichloromethane 0.27U ug/L 1 03/14/11 11:08 75-27-40.60 0.27
Bromoform 0.50U ug/L 1 03/14/11 11:08 75-25-21.0 0.50
Bromomethane 0.50U ug/L 1 03/14/11 11:08 74-83-91.0 0.50
2-Butanone (MEK) 5.0U ug/L 1 03/14/11 11:08 78-93-310.0 5.0
Carbon disulfide 0.50U ug/L 1 03/14/11 11:08 75-15-01.0 0.50
Carbon tetrachloride 0.50U ug/L 1 03/14/11 11:08 56-23-51.0 0.50
Chlorobenzene 0.50U ug/L 1 03/14/11 11:08 108-90-71.0 0.50
Chloroethane 0.50U ug/L 1 03/14/11 11:08 75-00-31.0 0.50
Chloroform 0.50U ug/L 1 03/14/11 11:08 67-66-31.0 0.50
Chloromethane 0.62U ug/L 1 03/14/11 11:08 74-87-31.0 0.62
Chloroprene 0.50U ug/L 1 03/14/11 11:08 126-99-81.0 0.50
1,2-Dibromo-3-chloropropane 1.0U ug/L 1 03/14/11 11:08 96-12-82.0 1.0
Dibromochloromethane 0.26U ug/L 1 03/14/11 11:08 124-48-10.50 0.26
1,2-Dibromoethane (EDB) 0.50U ug/L 1 03/14/11 11:08 106-93-41.0 0.50
Dibromomethane 0.50U ug/L 1 03/14/11 11:08 74-95-31.0 0.50
trans-1,4-Dichloro-2-butene 5.0U ug/L 1 03/14/11 11:08 110-57-610.0 5.0
Dichlorodifluoromethane 0.50U ug/L 1 03/14/11 11:08 75-71-81.0 0.50
1,1-Dichloroethane 0.50U ug/L 1 03/14/11 11:08 75-34-31.0 0.50
1,2-Dichloroethane 0.50U ug/L 1 03/14/11 11:08 107-06-21.0 0.50
1,1-Dichloroethene 0.50U ug/L 1 03/14/11 11:08 75-35-41.0 0.50
cis-1,2-Dichloroethene 0.50U ug/L 1 03/14/11 11:08 156-59-21.0 0.50
trans-1,2-Dichloroethene 0.50U ug/L 1 03/14/11 11:08 156-60-51.0 0.50
1,2-Dichloropropane 0.50U ug/L 1 03/14/11 11:08 78-87-51.0 0.50
1,3-Dichloropropane 0.50U ug/L 1 03/14/11 11:08 142-28-91.0 0.50
2,2-Dichloropropane 0.50U ug/L 1 03/14/11 11:08 594-20-71.0 0.50
1,1-Dichloropropene 0.50U ug/L 1 03/14/11 11:08 563-58-61.0 0.50
cis-1,3-Dichloropropene 0.25U ug/L 1 03/14/11 11:08 10061-01-50.50 0.25
trans-1,3-Dichloropropene 0.25U ug/L 1 03/14/11 11:08 10061-02-60.50 0.25
Ethylbenzene 0.50U ug/L 1 03/14/11 11:08 100-41-41.0 0.50
Ethyl methacrylate 0.50U ug/L 1 03/14/11 11:08 97-63-21.0 0.50
Hexachloro-1,3-butadiene 0.50U ug/L 1 03/14/11 11:08 87-68-31.0 0.50
2-Hexanone 5.0U ug/L 1 03/14/11 11:08 591-78-610.0 5.0
Iodomethane 0.50U ug/L 1 03/14/11 11:08 74-88-41.0 0.50
Isobutyl Alcohol 10.0U ug/L 1 03/14/11 11:08 78-83-120.0 10.0
Methacrylonitrile 5.0U ug/L 1 03/14/11 11:08 126-98-710.0 5.0
Methylene Chloride 2.5U ug/L 1 03/14/11 11:08 75-09-25.0 2.5
Methyl methacrylate 5.0U ug/L 1 03/14/11 11:08 80-62-610.0 5.0
4-Methyl-2-pentanone (MIBK) 5.0U ug/L 1 03/14/11 11:08 108-10-110.0 5.0
Propionitrile 5.0U ug/L 1 03/14/11 11:08 107-12-010.0 5.0
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ANALYTICAL RESULTS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Sample: Trip Blank 2 (03/01/11) Lab ID: 3527011016 Collected: 03/01/11 08:00 Received: 03/02/11 07:00 Matrix: Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

8260 MSV Analytical Method: EPA 8260

Styrene 0.50U ug/L 1 03/14/11 11:08 100-42-51.0 0.50
1,1,1,2-Tetrachloroethane 0.50U ug/L 1 03/14/11 11:08 630-20-61.0 0.50
1,1,2,2-Tetrachloroethane 0.18U ug/L 1 03/14/11 11:08 79-34-50.50 0.18
Tetrachloroethene 0.50U ug/L 1 03/14/11 11:08 127-18-41.0 0.50
Toluene 0.50U ug/L 1 03/14/11 11:08 108-88-31.0 0.50
1,2,4-Trichlorobenzene 0.50U ug/L 1 03/14/11 11:08 120-82-11.0 0.50
1,1,1-Trichloroethane 0.50U ug/L 1 03/14/11 11:08 71-55-61.0 0.50
1,1,2-Trichloroethane 0.50U ug/L 1 03/14/11 11:08 79-00-51.0 0.50
Trichloroethene 0.50U ug/L 1 03/14/11 11:08 79-01-61.0 0.50
Trichlorofluoromethane 0.50U ug/L 1 03/14/11 11:08 75-69-41.0 0.50
1,2,3-Trichloropropane 0.36U ug/L 1 03/14/11 11:08 96-18-40.50 0.36
Vinyl acetate 1.0U ug/L 1 03/14/11 11:08 108-05-42.0 1.0
Vinyl chloride 0.50U ug/L 1 03/14/11 11:08 75-01-41.0 0.50
Xylene (Total) 0.50U ug/L 1 03/14/11 11:08 1330-20-71.0 0.50
4-Bromofluorobenzene (S) 107 % 1 03/14/11 11:08 460-00-470-114
Dibromofluoromethane (S) 97 % 1 03/14/11 11:08 1868-53-788-117
1,2-Dichloroethane-d4 (S) 90 % 1 03/14/11 11:08 17060-07-086-125
Toluene-d8 (S) 103 % 1 03/14/11 11:08 2037-26-587-113
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QUALITY CONTROL DATA

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

OEXT/4239
EPA 8011

EPA 8011
8011 EDB DBCP

Associated Lab Samples: 3527011001, 3527011002, 3527011003, 3527011004, 3527011005, 3527011006

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 177198

Associated Lab Samples: 3527011001, 3527011002, 3527011003, 3527011004, 3527011005, 3527011006

Matrix: Water

Analyzed

1,2-Dibromo-3-chloropropane ug/L 0.0049U 0.020 03/03/11 15:07
1,2-Dibromoethane (EDB) ug/L 0.0062U 0.010 03/03/11 15:07

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

177199LABORATORY CONTROL SAMPLE:
LCSSpike

1,2-Dibromo-3-chloropropane ug/L 0.28.25 111 60-140
1,2-Dibromoethane (EDB) ug/L 0.27.25 110 60-140

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

177390MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

3526573026

177391

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

1,2-Dibromo-3-chloropropane ug/L .44 116 60-140116 .2 40.440.0049
U

0.51 0.51

1,2-Dibromoethane (EDB) ug/L .44 115 60-140118 3 40.440.0062
U

0.50 0.52

REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, Inc..

Date: 03/18/2011 02:37 PM Page 136 of 191

Pace Analytical Services, Inc.
8 East Tower Circle

Ormond Beach, FL 32174

(386)672-5668



QUALITY CONTROL DATA

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

OEXT/4240
EPA 8011

EPA 8011
8011 EDB DBCP

Associated Lab Samples: 3527011008, 3527011009, 3527011010, 3527011011, 3527011012, 3527011013, 3527011014, 3527011015

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 177201

Associated Lab Samples: 3527011008, 3527011009, 3527011010, 3527011011, 3527011012, 3527011013, 3527011014, 3527011015

Matrix: Water

Analyzed

1,2-Dibromo-3-chloropropane ug/L 0.0049U 0.020 03/03/11 21:27
1,2-Dibromoethane (EDB) ug/L 0.0062U 0.010 03/03/11 21:27

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

177202LABORATORY CONTROL SAMPLE:
LCSSpike

1,2-Dibromo-3-chloropropane ug/L 0.27.25 107 60-140
1,2-Dibromoethane (EDB) ug/L 0.27.25 108 60-140

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

177392MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

3526573039

177393

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

1,2-Dibromo-3-chloropropane ug/L .44 105 60-140112 6 40.440.0050
U

0.46 0.49

1,2-Dibromoethane (EDB) ug/L .44 110 60-140114 4 40.440.0063
U

0.48 0.50
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QUALITY CONTROL DATA

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

OEXT/4236
EPA 3510

EPA 8081
8081 GCS Pesticides

Associated Lab Samples: 3527011001, 3527011002, 3527011003, 3527011004, 3527011005, 3527011006, 3527011008

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 176804

Associated Lab Samples: 3527011001, 3527011002, 3527011003, 3527011004, 3527011005, 3527011006, 3527011008, 3527011009,
3527011010, 3527011011, 3527011012, 3527011013, 3527011014, 3527011015

Matrix: Water

Analyzed

4,4'-DDD ug/L 0.0019U 0.010 03/03/11 07:30
4,4'-DDE ug/L 0.00090U 0.010 03/03/11 07:30
4,4'-DDT ug/L 0.0036U 0.010 03/03/11 07:30
Aldrin ug/L 0.00050U 0.010 03/03/11 07:30
alpha-BHC ug/L 0.00030U 0.010 03/03/11 07:30
beta-BHC ug/L 0.00050U 0.010 03/03/11 07:30
Chlordane (Technical) ug/L 0.080U 0.50 03/03/11 07:30
Chlorobenzilate ug/L 0.021U 0.10 03/03/11 07:30
delta-BHC ug/L 0.00040U 0.010 03/03/11 07:30
Dieldrin ug/L 0.00050U 0.010 03/03/11 07:30
Endosulfan I ug/L 0.00070U 0.010 03/03/11 07:30
Endosulfan II ug/L 0.00070U 0.010 03/03/11 07:30
Endosulfan sulfate ug/L 0.00060U 0.010 03/03/11 07:30
Endrin ug/L 0.0017U 0.010 03/03/11 07:30
Endrin aldehyde ug/L 0.0071U 0.010 03/03/11 07:30
gamma-BHC (Lindane) ug/L 0.00020U 0.010 03/03/11 07:30
Heptachlor ug/L 0.0015U 0.010 03/03/11 07:30
Heptachlor epoxide ug/L 0.00040U 0.010 03/03/11 07:30
Methoxychlor ug/L 0.0070U 0.010 03/03/11 07:30
Pentachloronitrobenzene ug/L 0.015U 0.10 03/03/11 07:30
Toxaphene ug/L 0.28U 0.50 03/03/11 07:30
Decachlorobiphenyl (S) % 97 41.7-109.1 03/03/11 07:30
Tetrachloro-m-xylene (S) % 95 66.5-120.3 03/03/11 07:30

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

176805LABORATORY CONTROL SAMPLE:
LCSSpike

4,4'-DDD ug/L 0.47.5 93 74-122
4,4'-DDE ug/L 0.45.5 90 74-117
4,4'-DDT ug/L 0.62 J(L0).5 125 81-117
Aldrin ug/L 0.42.5 85 56-112
alpha-BHC ug/L 0.44.5 88 66-110
beta-BHC ug/L 0.45.5 90 77-121
delta-BHC ug/L 0.47.5 93 46-108
Dieldrin ug/L 0.46.5 92 76-122
Endosulfan I ug/L 0.46.5 92 75-122
Endosulfan II ug/L 0.46.5 92 75-126
Endosulfan sulfate ug/L 0.59.5 118 74-118
Endrin ug/L 0.50.5 100 71-122
Endrin aldehyde ug/L 0.47.5 95 76-122
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QUALITY CONTROL DATA

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

176805LABORATORY CONTROL SAMPLE:
LCSSpike

gamma-BHC (Lindane) ug/L 0.47.5 94 64-119
Heptachlor ug/L 0.51.5 103 64-116
Heptachlor epoxide ug/L 0.46.5 92 76-120
Methoxychlor ug/L 0.64.5 129 76-129
Decachlorobiphenyl (S) % 80 41.7-109.1
Tetrachloro-m-xylene (S) % 87 66.5-120.3

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

176857MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

3527011002

176858

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

4,4'-DDD ug/L 1 95 74-12295 .6 4010.0018
U

0.95 0.95

4,4'-DDE ug/L J(M1)1 61 74-11761 1 4010.00086
U

0.61 0.61

4,4'-DDT ug/L J(M1)1 131 81-117127 3 4010.0034
U

1.3 1.3

Aldrin ug/L 1 83 46-11282 .8 4010.00048
U

0.83 0.82

alpha-BHC ug/L 1 84 66-11085 .9 4010.00029
U

0.84 0.85

beta-BHC ug/L 1 88 77-12188 1 4010.00048
U

0.88 0.88

delta-BHC ug/L 1 102 46-108103 .5 4010.00038
U

1.0 1.0

Dieldrin ug/L 1 92 76-12292 .6 4010.00048
U

0.92 0.92

Endosulfan I ug/L 1 87 75-12288 .3 4010.00067
U

0.87 0.88

Endosulfan II ug/L 1 92 75-12690 2 4010.00067
U

0.92 0.90

Endosulfan sulfate ug/L J(M1)1 138 74-118123 12 4010.00057
U

1.4 1.2

Endrin ug/L 1 94 71-12295 .9 4010.0016
U

0.94 0.95

Endrin aldehyde ug/L 1 100 76-12291 9 4010.0068
U

1.0 0.91

gamma-BHC (Lindane) ug/L 1 90 64-11991 .6 4010.00019
U

0.90 0.91

Heptachlor ug/L 1 92 64-11691 .2 4010.0014
U

0.92 0.91

Heptachlor epoxide ug/L 1 88 76-12089 1 4010.00038
U

0.88 0.89

Methoxychlor ug/L 1 123 76-129123 .5 4010.0067
U

1.2 1.2

Decachlorobiphenyl (S) % 52 41.7-10953
Tetrachloro-m-xylene (S) % 88 66.5-12088
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QUALITY CONTROL DATA

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

OEXT/4237
EPA 3510

EPA 8082
8082 GCS PCB

Associated Lab Samples: 3527011001, 3527011002, 3527011003, 3527011004, 3527011005, 3527011006, 3527011008, 3527011009,
3527011010, 3527011011, 3527011012, 3527011013, 3527011014

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 176806

Associated Lab Samples: 3527011001, 3527011002, 3527011003, 3527011004, 3527011005, 3527011006, 3527011008, 3527011009,
3527011010, 3527011011, 3527011012, 3527011013, 3527011014, 3527011015

Matrix: Water

Analyzed

PCB-1016 (Aroclor 1016) ug/L 0.080U 0.50 03/03/11 07:30
PCB-1221 (Aroclor 1221) ug/L 0.081U 0.50 03/03/11 07:30
PCB-1232 (Aroclor 1232) ug/L 0.12U 0.50 03/03/11 07:30
PCB-1242 (Aroclor 1242) ug/L 0.13U 0.50 03/03/11 07:30
PCB-1248 (Aroclor 1248) ug/L 0.28U 0.50 03/03/11 07:30
PCB-1254 (Aroclor 1254) ug/L 0.14U 0.50 03/03/11 07:30
PCB-1260 (Aroclor 1260) ug/L 0.11U 0.50 03/03/11 07:30
Decachlorobiphenyl (S) % 99 63-121 03/03/11 07:30
Tetrachloro-m-xylene (S) % 130 48-111 S303/03/11 07:30

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

176807LABORATORY CONTROL SAMPLE:
LCSSpike

PCB-1016 (Aroclor 1016) ug/L 2.32.5 91 70-130
PCB-1260 (Aroclor 1260) ug/L 2.72.5 108 70-130
Decachlorobiphenyl (S) % 105 63-121
Tetrachloro-m-xylene (S) % J(S0)117 48-111

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

176859MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

3527011003

176860

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

PCB-1016 (Aroclor 1016) ug/L 5 97 70-13097 .4 4050.076U 4.9 4.9
PCB-1260 (Aroclor 1260) ug/L 5 97 70-13089 8 4050.10U 4.8 4.5
Decachlorobiphenyl (S) % J(S0)6 63-1213
Tetrachloro-m-xylene (S) % 111 48-111109
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QUALITY CONTROL DATA

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

OEXT/4233
EPA 8151

EPA 8151
8151A GCS Herbicides

Associated Lab Samples: 3527011001, 3527011002, 3527011003, 3527011004, 3527011005, 3527011006

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 176728

Associated Lab Samples: 3527011001, 3527011002, 3527011003, 3527011004, 3527011005, 3527011006

Matrix: Water

Analyzed

2,4,5-T ug/L 0.042U 0.19 03/03/11 18:08
2,4,5-TP (Silvex) ug/L 0.066 I 0.19 03/03/11 18:08
2,4-D ug/L 0.22U 0.94 03/03/11 18:08
Dinoseb ug/L 0.057U 0.19 03/03/11 18:08
Pentachlorophenol ug/L 0.017U 0.028 03/03/11 18:08
2,4-DCPA (S) % 77 65.5-125.7 03/03/11 18:08

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

176729LABORATORY CONTROL SAMPLE:
LCSSpike

2,4,5-T ug/L 1.01.2 87 66.7-116.7
2,4,5-TP (Silvex) ug/L 1.21.2 96 65.6-127.9
2,4-D ug/L 5.26 87 62-135.6
Dinoseb ug/L 0.921.2 77 44-111.8
Pentachlorophenol ug/L 0.16.18 89 55.5-114
2,4-DCPA (S) % 86 65.5-125.7

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

176730MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

9288508002

176731

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

2,4,5-T ug/L 2.4 87 66.7-11688 .8 402.4ND 2.1 2.1
2,4,5-TP (Silvex) ug/L 2.4 89 65.6-12787 2 402.4ND 2.1 2.1
2,4-D ug/L 12 82 62-135.674 10 4012ND 9.8 8.9
Dinoseb ug/L 2.4 69 44-111.864 8 402.4ND 1.7 1.5
Pentachlorophenol ug/L J(M1).36 13 55.5-11412 40.36ND 0.046 I 0.042 I
2,4-DCPA (S) % 78 65.5-12579
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QUALITY CONTROL DATA

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

OEXT/4262
EPA 8151

EPA 8151
8151A GCS Herbicides

Associated Lab Samples: 3527011008, 3527011009, 3527011010, 3527011011, 3527011012, 3527011013, 3527011014, 3527011015

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 178397

Associated Lab Samples: 3527011008, 3527011009, 3527011010, 3527011011, 3527011012, 3527011013, 3527011014, 3527011015

Matrix: Water

Analyzed

2,4,5-T ug/L 0.042U 0.19 03/08/11 15:50
2,4,5-TP (Silvex) ug/L 0.13 I 0.19 03/08/11 15:50
2,4-D ug/L 0.22U 0.94 03/08/11 15:50
Dinoseb ug/L 0.057U 0.19 03/08/11 15:50
Pentachlorophenol ug/L 0.017U 0.028 03/08/11 15:50
2,4-DCPA (S) % 91 65.5-125.7 03/08/11 15:50

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

178398LABORATORY CONTROL SAMPLE:
LCSSpike

2,4,5-T ug/L 1.31.2 110 66.7-116.7
2,4,5-TP (Silvex) ug/L 1.51.2 126 65.6-127.9
2,4-D ug/L 6.56 108 62-135.6
Dinoseb ug/L 1.5 J(L0)1.2 128 44-111.8
Pentachlorophenol ug/L 0.21 J(L0).18 118 55.5-114
2,4-DCPA (S) % 125 65.5-125.7

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

178618MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

9288890004

178619

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

2,4,5-T ug/L 2.4 82 66.7-11682 .7 402.4ND 2.0 2.0
2,4,5-TP (Silvex) ug/L 2.4 79 65.6-12782 4 402.4ND 1.9 2.0
2,4-D ug/L 12 85 62-135.687 2 4012ND 10.3 10.5
Dinoseb ug/L 2.4 88 44-111.875 16 402.4ND 2.1 1.8
Pentachlorophenol ug/L .36 77 55.5-11483 8 40.36ND 0.28 0.30
2,4-DCPA (S) % 94 65.5-12596
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QUALITY CONTROL DATA

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

MPRP/4194
EPA 3010

EPA 6010
6010 MET

Associated Lab Samples: 3527011001, 3527011002, 3527011003, 3527011004, 3527011005, 3527011006

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 176599

Associated Lab Samples: 3527011001, 3527011002, 3527011003, 3527011004, 3527011005, 3527011006

Matrix: Water

Analyzed

Arsenic ug/L 5.0U 10.0 03/02/11 21:36
Barium ug/L 5.0U 10.0 03/02/11 21:36
Beryllium ug/L 0.50U 1.0 03/02/11 21:36
Cadmium ug/L 0.50U 1.0 03/02/11 21:36
Chromium ug/L 2.5U 5.0 03/02/11 21:36
Cobalt ug/L 5.0U 10.0 03/02/11 21:36
Copper ug/L 2.5U 5.0 03/02/11 21:36
Iron ug/L 20.0U 40.0 03/02/11 21:36
Lead ug/L 5.0U 10.0 03/02/11 21:36
Nickel ug/L 2.5U 5.0 03/02/11 21:36
Selenium ug/L 7.5U 15.0 03/02/11 21:36
Silver ug/L 2.5U 5.0 03/02/11 21:36
Sodium mg/L 0.50U 1.0 03/02/11 21:36
Tin ug/L 25.0U 50.0 03/02/11 21:36
Vanadium ug/L 5.0U 10.0 03/02/11 21:36
Zinc ug/L 10.0U 20.0 03/02/11 21:36

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

176600LABORATORY CONTROL SAMPLE:
LCSSpike

Arsenic ug/L 262250 105 80-120
Barium ug/L 258250 103 80-120
Beryllium ug/L 25.125 100 80-120
Cadmium ug/L 26.425 106 80-120
Chromium ug/L 260250 104 80-120
Cobalt ug/L 268250 107 80-120
Copper ug/L 271250 108 80-120
Iron ug/L 26002500 104 80-120
Lead ug/L 246250 99 80-120
Nickel ug/L 274250 110 80-120
Selenium ug/L 274250 109 80-120
Silver ug/L 26.625 106 80-120
Sodium mg/L 12.612.5 101 80-120
Tin ug/L 13601250 109 80-120
Vanadium ug/L 259250 104 80-120
Zinc ug/L 13401250 108 80-120
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QUALITY CONTROL DATA

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

176601MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

3526924005

176602

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

Arsenic ug/L 250 105 75-125106 .3 202505.0U 264 264
Barium ug/L 250 103 75-125103 .2 202506.7 I 265 264
Beryllium ug/L 25 99 75-125100 .4 20250.50U 24.9 25.0
Cadmium ug/L 25 105 75-125105 .2 20250.50U 26.2 26.2
Chromium ug/L 250 104 75-125104 .3 202502.5U 260 261
Cobalt ug/L 250 106 75-125106 .2 202505.0U 266 265
Copper ug/L 250 108 75-125109 .1 202502.5U 271 272
Iron ug/L 2500 103 75-125104 .4 202500 2590 2600
Lead ug/L 250 99 75-12599 0 202505.0U 248 248
Nickel ug/L 250 108 75-125109 .07 202502.5U 271 271
Selenium ug/L 250 109 75-125109 0 202507.5U 272 272
Silver ug/L 25 104 75-125104 .7 20252.5U 25.9 26.1
Sodium mg/L 12.5 102 75-125101 .5 2012.5 15.4 15.3
Tin ug/L 1250 109 75-125109 0 201250 1360 1360
Vanadium ug/L 250 103 75-125104 .3 202505.3 I 264 265
Zinc ug/L 1250 107 75-125108 .4 20125010.0U 1340 1350

REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, Inc..

Date: 03/18/2011 02:37 PM Page 144 of 191

Pace Analytical Services, Inc.
8 East Tower Circle

Ormond Beach, FL 32174

(386)672-5668



QUALITY CONTROL DATA

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

MPRP/4214
EPA 3010

EPA 6010
6010 MET

Associated Lab Samples: 3527011008, 3527011009, 3527011010, 3527011011, 3527011012, 3527011013, 3527011014, 3527011015

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 178460

Associated Lab Samples: 3527011008, 3527011009, 3527011010, 3527011011, 3527011012, 3527011013, 3527011014, 3527011015

Matrix: Water

Analyzed

Arsenic ug/L 5.0U 10.0 03/07/11 22:16
Barium ug/L 5.0U 10.0 03/07/11 22:16
Beryllium ug/L 0.50U 1.0 03/07/11 22:16
Cadmium ug/L 0.50U 1.0 03/07/11 22:16
Chromium ug/L 2.5U 5.0 03/07/11 22:16
Cobalt ug/L 5.0U 10.0 03/07/11 22:16
Copper ug/L 2.5U 5.0 03/07/11 22:16
Iron ug/L 20.0U 40.0 03/07/11 22:16
Lead ug/L 5.0U 10.0 03/07/11 22:16
Nickel ug/L 2.5U 5.0 03/07/11 22:16
Selenium ug/L 7.5U 15.0 03/07/11 22:16
Silver ug/L 2.5U 5.0 03/07/11 22:16
Sodium mg/L 0.50U 1.0 03/07/11 22:16
Tin ug/L 25.0U 50.0 03/07/11 22:16
Vanadium ug/L 5.0U 10.0 03/07/11 22:16
Zinc ug/L 10.0U 20.0 03/07/11 22:16

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

178461LABORATORY CONTROL SAMPLE:
LCSSpike

Arsenic ug/L 251250 100 80-120
Barium ug/L 263250 105 80-120
Beryllium ug/L 25.825 103 80-120
Cadmium ug/L 25.625 103 80-120
Chromium ug/L 256250 102 80-120
Cobalt ug/L 267250 107 80-120
Copper ug/L 268250 107 80-120
Iron ug/L 24102500 96 80-120
Lead ug/L 247250 99 80-120
Nickel ug/L 261250 105 80-120
Selenium ug/L 263250 105 80-120
Silver ug/L 26.625 106 80-120
Sodium mg/L 12.912.5 103 80-120
Tin ug/L 13101250 105 80-120
Vanadium ug/L 258250 103 80-120
Zinc ug/L 12501250 100 80-120
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QUALITY CONTROL DATA

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

178462MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

3526989022

178463

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

Arsenic ug/L 250 99 75-12599 .08 202505.0U 248 248
Barium ug/L 250 105 75-125105 .3 20250126 388 390
Beryllium ug/L 25 102 75-125103 .8 20250.50U 25.6 25.8
Cadmium ug/L 25 102 75-125101 .6 20250.50U 25.5 25.3
Chromium ug/L 250 101 75-125101 .3 202502.8 I 255 256
Cobalt ug/L 250 106 75-125105 .6 202505.0U 266 264
Copper ug/L 250 105 75-125106 1 202502.5U 264 267
Iron ug/L 2500 96 75-12596 .04 20250031.7 I 2430 2430
Lead ug/L 250 99 75-12598 1 202505.0U 248 246
Nickel ug/L 250 102 75-125102 .5 202502.5U 258 257
Selenium ug/L 250 102 75-125102 .04 202507.5U 257 257
Silver ug/L 25 104 75-125103 .6 20252.5U 26.1 25.9
Sodium mg/L 12.5 103 75-125103 .2 2012.53.8 16.7 16.6
Tin ug/L 1250 104 75-125103 .6 20125025.0U 1300 1290
Vanadium ug/L 250 102 75-125103 .9 202505.0U 256 258
Zinc ug/L 1250 99 75-12598 .08 20125010.0U 1230 1230
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QUALITY CONTROL DATA

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

MPRP/4193
EPA 3010

EPA 6020
6020 MET

Associated Lab Samples: 3527011001, 3527011002, 3527011003, 3527011004, 3527011005, 3527011006

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 176594

Associated Lab Samples: 3527011001, 3527011002, 3527011003, 3527011004, 3527011005, 3527011006

Matrix: Water

Analyzed

Antimony ug/L 0.50U 1.0 03/03/11 12:47
Thallium ug/L 0.50U 1.0 03/03/11 12:47

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

176595LABORATORY CONTROL SAMPLE:
LCSSpike

Antimony ug/L 49.150 98 90-110
Thallium ug/L 47.850 96 90-110

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

176596MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

3526924004

176597

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

Antimony ug/L 50 97 70-13099 2 20500.50U 48.5 49.6
Thallium ug/L 50 98 70-130102 4 20500.50U 49.2 51.1
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QUALITY CONTROL DATA

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

MPRP/4213
EPA 3010

EPA 6020
6020 MET

Associated Lab Samples: 3527011008, 3527011009, 3527011010, 3527011011, 3527011012, 3527011013, 3527011014, 3527011015

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 178456

Associated Lab Samples: 3527011008, 3527011009, 3527011010, 3527011011, 3527011012, 3527011013, 3527011014, 3527011015

Matrix: Water

Analyzed

Antimony ug/L 0.50U 1.0 03/10/11 16:09
Thallium ug/L 0.50U 1.0 03/10/11 16:09

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

178457LABORATORY CONTROL SAMPLE:
LCSSpike

Antimony ug/L 48.650 97 90-110
Thallium ug/L 49.050 98 90-110

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

178458MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

3526989021

178459

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

Antimony ug/L 50 97 70-13099 2 20500.50U 48.4 49.4
Thallium ug/L 50 98 70-130101 3 20500.50U 49.3 51.0
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QUALITY CONTROL DATA

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

MERP/1781
EPA 7470

EPA 7470
7470 Mercury

Associated Lab Samples: 3527011001, 3527011002, 3527011003, 3527011004, 3527011005, 3527011006

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 178426

Associated Lab Samples: 3527011001, 3527011002, 3527011003, 3527011004, 3527011005, 3527011006

Matrix: Water

Analyzed

Mercury ug/L 0.10U 0.20 03/08/11 15:57

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

178427LABORATORY CONTROL SAMPLE:
LCSSpike

Mercury ug/L 1.92 95 80-120

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

178428MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

3526989027

178429

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

Mercury ug/L J(M1)2 87 85-11584 3 2020.12 I 1.9 1.8

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

178430MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

3526989035

178431

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

Mercury ug/L J(M1)2 75 85-11579 5 2020.10U 1.5 1.6
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QUALITY CONTROL DATA

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

MERP/1784
EPA 7470

EPA 7470
7470 Mercury

Associated Lab Samples: 3527011008, 3527011009, 3527011010, 3527011011, 3527011012, 3527011013, 3527011014, 3527011015

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 178904

Associated Lab Samples: 3527011008, 3527011009, 3527011010, 3527011011, 3527011012, 3527011013, 3527011014, 3527011015

Matrix: Water

Analyzed

Mercury ug/L 0.10U 0.20 03/10/11 15:10

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

178905LABORATORY CONTROL SAMPLE:
LCSSpike

Mercury ug/L 2.32 114 80-120

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

178906MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

3525899023

178907

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

Mercury ug/L 2 100 85-115101 1 2020.10U 2.0 2.0

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

178908MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

3526989052

178909

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

Mercury ug/L 2 99 85-115100 .8 2020.95 2.9 3.0
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QUALITY CONTROL DATA

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

OEXT/4228
EPA 3510

EPA 8270
8270 Water MSSV App II

Associated Lab Samples: 3527011001, 3527011002, 3527011003, 3527011004, 3527011005, 3527011006, 3527011008, 3527011009,
3527011010, 3527011011, 3527011012, 3527011013, 3527011014, 3527011015

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 176449

Associated Lab Samples: 3527011001, 3527011002, 3527011003, 3527011004, 3527011005, 3527011006, 3527011008, 3527011009,
3527011010, 3527011011, 3527011012, 3527011013, 3527011014, 3527011015

Matrix: Water

Analyzed

1,2,4,5-Tetrachlorobenzene ug/L 0.70U 5.0 03/04/11 20:24
1,2-Dichlorobenzene ug/L 0.68U 5.0 03/04/11 20:24
1,3,5-Trinitrobenzene ug/L 1.2U 5.0 03/04/11 20:24
1,3-Dichlorobenzene ug/L 0.76U 5.0 03/04/11 20:24
1,3-Dinitrobenzene ug/L 0.68U 8.0 03/04/11 20:24
1,4-Dichlorobenzene ug/L 0.77U 5.0 03/04/11 20:24
1,4-Naphthoquinone ug/L 1.2U 5.0 03/04/11 20:24
1-Naphthylamine ug/L 1.0U 5.0 03/04/11 20:24
2,3,4,6-Tetrachlorophenol ug/L 3.8U 5.0 03/04/11 20:24
2,4,5-Trichlorophenol ug/L 0.52U 4.0 03/04/11 20:24
2,4,6-Trichlorophenol ug/L 0.69U 2.0 03/04/11 20:24
2,4-Dichlorophenol ug/L 0.56U 2.0 03/04/11 20:24
2,4-Dimethylphenol ug/L 1.6U 5.0 03/04/11 20:24
2,4-Dinitrophenol ug/L 1.6U 20.0 03/04/11 20:24
2,4-Dinitrotoluene ug/L 0.53U 2.0 03/04/11 20:24
2,6-Dichlorophenol ug/L 0.62U 4.0 03/04/11 20:24
2,6-Dinitrotoluene ug/L 1.2U 2.0 03/04/11 20:24
2-Acetylaminofluorene ug/L 0.65U 5.0 03/04/11 20:24
2-Chloronaphthalene ug/L 0.80U 5.0 03/04/11 20:24
2-Chlorophenol ug/L 0.68U 5.0 03/04/11 20:24
2-Methylnaphthalene ug/L 0.99U 5.0 03/04/11 20:24
2-Methylphenol(o-Cresol) ug/L 0.73U 5.0 03/04/11 20:24
2-Naphthylamine ug/L 2.3U 5.0 03/04/11 20:24
2-Nitroaniline ug/L 0.60U 5.0 03/04/11 20:24
2-Nitrophenol ug/L 0.81U 5.0 03/04/11 20:24
3&4-Methylphenol(m&p Cresol) ug/L 0.66U 10.0 03/04/11 20:24
3,3'-Dichlorobenzidine ug/L 0.69U 10.0 03/04/11 20:24
3,3'-Dimethylbenzidine ug/L 3.1U 10.0 03/04/11 20:24
3-Methylcholanthrene ug/L 1.0U 5.0 03/04/11 20:24
3-Nitroaniline ug/L 0.99U 5.0 03/04/11 20:24
4,6-Dinitro-2-methylphenol ug/L 1.3U 20.0 03/04/11 20:24
4-Aminobiphenyl ug/L 2.8U 5.0 03/04/11 20:24
4-Bromophenylphenyl ether ug/L 0.67U 5.0 03/04/11 20:24
4-Chloro-3-methylphenol ug/L 0.62U 20.0 03/04/11 20:24
4-Chloroaniline ug/L 1.2U 5.0 03/04/11 20:24
4-Chlorophenylphenyl ether ug/L 0.63U 5.0 03/04/11 20:24
4-Nitroaniline ug/L 0.69U 4.0 03/04/11 20:24
4-Nitrophenol ug/L 1.1U 20.0 2p03/04/11 20:24
5-Nitro-o-toluidine ug/L 1.3U 5.0 03/04/11 20:24
7,12-Dimethylbenz(a)anthracene ug/L 2.0U 5.0 03/04/11 20:24
a,a-Dimethylphenylethylamine ug/L 10.0U 20.0 03/04/11 20:24
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QUALITY CONTROL DATA

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 176449

Associated Lab Samples: 3527011001, 3527011002, 3527011003, 3527011004, 3527011005, 3527011006, 3527011008, 3527011009,
3527011010, 3527011011, 3527011012, 3527011013, 3527011014, 3527011015

Matrix: Water

Analyzed

Acenaphthene ug/L 0.86U 5.0 03/04/11 20:24
Acenaphthylene ug/L 0.95U 5.0 03/04/11 20:24
Acetophenone ug/L 1.4U 5.0 03/04/11 20:24
Anthracene ug/L 0.60U 5.0 03/04/11 20:24
Benzo(a)anthracene ug/L 0.63U 5.0 03/04/11 20:24
Benzo(a)pyrene ug/L 0.58U 1.0 03/04/11 20:24
Benzo(b)fluoranthene ug/L 0.62U 2.0 03/04/11 20:24
Benzo(g,h,i)perylene ug/L 0.68U 5.0 03/04/11 20:24
Benzo(k)fluoranthene ug/L 0.51U 4.0 03/04/11 20:24
Benzyl alcohol ug/L 1.0U 5.0 03/04/11 20:24
bis(2-Chloroethoxy)methane ug/L 3.0U 5.0 03/04/11 20:24
bis(2-Chloroethyl) ether ug/L 0.75U 4.0 03/04/11 20:24
bis(2-Chloroisopropyl) ether ug/L 0.73U 5.0 03/04/11 20:24
bis(2-Ethylhexyl)phthalate ug/L 0.80U 5.0 03/04/11 20:24
Butylbenzylphthalate ug/L 0.72U 5.0 03/04/11 20:24
Chrysene ug/L 0.37U 5.0 03/04/11 20:24
Di-n-butylphthalate ug/L 0.41U 5.0 03/04/11 20:24
Di-n-octylphthalate ug/L 0.90U 5.0 03/04/11 20:24
Diallate ug/L 0.73U 5.0 03/04/11 20:24
Dibenz(a,h)anthracene ug/L 0.65U 2.0 03/04/11 20:24
Dibenzofuran ug/L 0.67U 5.0 03/04/11 20:24
Diethylphthalate ug/L 0.51U 5.0 03/04/11 20:24
Dimethylphthalate ug/L 0.64U 5.0 03/04/11 20:24
Ethyl methanesulfonate ug/L 0.90U 5.0 03/04/11 20:24
Fluoranthene ug/L 0.54U 5.0 03/04/11 20:24
Fluorene ug/L 0.56U 5.0 03/04/11 20:24
Hexachlorobenzene ug/L 0.80U 1.0 03/04/11 20:24
Hexachlorocyclopentadiene ug/L 1.3U 5.0 03/04/11 20:24
Hexachloroethane ug/L 0.71U 5.0 03/04/11 20:24
Hexachloropropene ug/L 1.4U 5.0 03/04/11 20:24
Indeno(1,2,3-cd)pyrene ug/L 0.73U 2.0 03/04/11 20:24
Isodrin ug/L 0.54U 5.0 03/04/11 20:24
Isophorone ug/L 0.73U 5.0 03/04/11 20:24
Isosafrole ug/L 0.60U 5.0 7p03/04/11 20:24
Kepone ug/L 10.0U 20.0 03/04/11 20:24
Methapyrilene ug/L 1.6U 5.0 03/04/11 20:24
Methyl methanesulfonate ug/L 1.0U 5.0 03/04/11 20:24
N-Nitroso-di-n-butylamine ug/L 0.55U 4.0 03/04/11 20:24
N-Nitroso-di-n-propylamine ug/L 0.94U 4.0 03/04/11 20:24
N-Nitrosodiethylamine ug/L 0.73U 4.0 03/04/11 20:24
N-Nitrosodimethylamine ug/L 0.97U 2.0 03/04/11 20:24
N-Nitrosodiphenylamine ug/L 0.50U 5.0 03/04/11 20:24
N-Nitrosomethylethylamine ug/L 0.74U 5.0 03/04/11 20:24
N-Nitrosopiperidine ug/L 0.64U 5.0 03/04/11 20:24
N-Nitrosopyrrolidine ug/L 0.88U 5.0 03/04/11 20:24
Naphthalene ug/L 0.78U 5.0 03/04/11 20:24
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QUALITY CONTROL DATA

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 176449

Associated Lab Samples: 3527011001, 3527011002, 3527011003, 3527011004, 3527011005, 3527011006, 3527011008, 3527011009,
3527011010, 3527011011, 3527011012, 3527011013, 3527011014, 3527011015

Matrix: Water

Analyzed

Nitrobenzene ug/L 1.1U 4.0 03/04/11 20:24
O,O,O-Triethylphosphorothioate ug/L 0.69U 5.0 03/04/11 20:24
O-Toluidine ug/L 1.1U 5.0 03/04/11 20:24
P-Dimethylaminoazobenzene ug/L 0.67U 5.0 03/04/11 20:24
p-Phenylenediamine ug/L 10.0U 20.0 03/04/11 20:24
Pentachlorobenzene ug/L 0.78U 5.0 03/04/11 20:24
Phenacetin ug/L 0.53U 5.0 03/04/11 20:24
Phenanthrene ug/L 0.52U 5.0 03/04/11 20:24
Phenol ug/L 0.54U 5.0 03/04/11 20:24
Pronamide ug/L 1.1U 5.0 03/04/11 20:24
Pyrene ug/L 0.68U 5.0 03/04/11 20:24
Safrole ug/L 0.85U 5.0 03/04/11 20:24
Thionazin ug/L 0.61U 5.0 03/04/11 20:24
2,4,6-Tribromophenol (S) % 72 10-110 03/04/11 20:24
2-Fluorobiphenyl (S) % 64 18-110 03/04/11 20:24
2-Fluorophenol (S) % 36 18-110 03/04/11 20:24
Nitrobenzene-d5 (S) % 51 10-110 03/04/11 20:24
Phenol-d6 (S) % 20 10-110 03/04/11 20:24
Terphenyl-d14 (S) % 77 10-123 03/04/11 20:24

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

176450LABORATORY CONTROL SAMPLE:
LCSSpike

1,2,4,5-Tetrachlorobenzene ug/L 35.250 70 10-146.9
1,2-Dichlorobenzene ug/L 33.250 66 23.5-105.7
1,3,5-Trinitrobenzene ug/L 47.350 95 41.4-102.4
1,3-Dichlorobenzene ug/L 32.150 64 25.5-94.5
1,3-Dinitrobenzene ug/L 45.550 91 45.3-116.4
1,4-Dichlorobenzene ug/L 32.050 64 33.2-90.7
1,4-Naphthoquinone ug/L 45.350 91 39.3-113.3
1-Naphthylamine ug/L 42.750 85 37.1-90.4
2,3,4,6-Tetrachlorophenol ug/L 48.650 97 14.3-115.3
2,4,5-Trichlorophenol ug/L 48.350 97 10-121.3
2,4,6-Trichlorophenol ug/L 48.850 98 40.3-101.7
2,4-Dichlorophenol ug/L 38.750 77 35.8-108.5
2,4-Dimethylphenol ug/L 38.950 78 25-104.5
2,4-Dinitrophenol ug/L 48.050 96 10-147.1
2,4-Dinitrotoluene ug/L 42.650 85 47.9-113.6
2,6-Dichlorophenol ug/L 36.550 73 41.1-101.8
2,6-Dinitrotoluene ug/L 47.550 95 44.6-111.5
2-Acetylaminofluorene ug/L 48.150 96 58.3-112.7
2-Chloronaphthalene ug/L 40.750 81 41.2-101.2
2-Chlorophenol ug/L 35.050 70 32.1-96.5
2-Methylnaphthalene ug/L 38.950 78 40-93.6
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QUALITY CONTROL DATA

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

176450LABORATORY CONTROL SAMPLE:
LCSSpike

2-Methylphenol(o-Cresol) ug/L 31.150 62 36.7-95.1
2-Naphthylamine ug/L 36.650 73 42.4-98.8
2-Nitroaniline ug/L 47.250 94 59-103.2
2-Nitrophenol ug/L 40.050 80 38.4-108.9
3&4-Methylphenol(m&p Cresol) ug/L 28.850 58 35.2-94.3
3,3'-Dichlorobenzidine ug/L 37.350 75 30.7-106
3,3'-Dimethylbenzidine ug/L 16.550 33 10-160.1
3-Methylcholanthrene ug/L 40.650 81 15.5-121.4
3-Nitroaniline ug/L 45.150 90 25.3-131.5
4,6-Dinitro-2-methylphenol ug/L 46.850 94 35.2-130.5
4-Aminobiphenyl ug/L 34.050 68 50.8-112.6
4-Bromophenylphenyl ether ug/L 42.850 86 51.9-110.4
4-Chloro-3-methylphenol ug/L 41.750 83 19.4-128.8
4-Chloroaniline ug/L 38.150 76 30.1-108.4
4-Chlorophenylphenyl ether ug/L 46.1 J(L0)50 92 49.7-91.5
4-Nitroaniline ug/L 47.750 95 48.1-112.2
4-Nitrophenol ug/L 17.9 I 2p50 36 10-121.8
5-Nitro-o-toluidine ug/L 47.650 95 43-113
7,12-Dimethylbenz(a)anthracene ug/L 45.750 91 52.5-108.6
Acenaphthene ug/L 44.650 89 50.3-98.3
Acenaphthylene ug/L 43.750 87 49-98.1
Acetophenone ug/L 34.050 68 40.6-94.3
Anthracene ug/L 46.750 93 55-112.5
Benzo(a)anthracene ug/L 47.750 95 10-150.1
Benzo(a)pyrene ug/L 46.150 92 59.7-108.4
Benzo(b)fluoranthene ug/L 49.150 98 58.4-111.8
Benzo(g,h,i)perylene ug/L 44.450 89 57.6-115.1
Benzo(k)fluoranthene ug/L 49.750 99 57.6-112.4
Benzyl alcohol ug/L 29.650 59 26.1-118
bis(2-Chloroethoxy)methane ug/L 37.250 74 41.2-96.2
bis(2-Chloroethyl) ether ug/L 32.950 66 35.3-99.5
bis(2-Chloroisopropyl) ether ug/L 35.650 71 36.3-91
bis(2-Ethylhexyl)phthalate ug/L 50.350 101 43.1-118.3
Butylbenzylphthalate ug/L 49.150 98 57.5-118.2
Chrysene ug/L 45.550 91 42.4-113.9
Di-n-butylphthalate ug/L 51.750 103 22.2-139.3
Di-n-octylphthalate ug/L 48.650 97 57.4-116.9
Diallate ug/L 44.250 88 44.3-111.7
Dibenz(a,h)anthracene ug/L 45.850 92 59.1-111.8
Dibenzofuran ug/L 43.450 87 45.3-108.3
Diethylphthalate ug/L 49.950 100 51.1-107.5
Dimethylphthalate ug/L 48.150 96 47.4-110.6
Ethyl methanesulfonate ug/L 34.050 68 35.9-103.6
Fluoranthene ug/L 53.550 107 48.2-118.6
Fluorene ug/L 45.050 90 44.7-106.4
Hexachlorobenzene ug/L 45.250 90 54-113.2
Hexachlorocyclopentadiene ug/L 28.650 57 16.5-105.1
Hexachloroethane ug/L 31.350 63 10-102
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QUALITY CONTROL DATA

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

176450LABORATORY CONTROL SAMPLE:
LCSSpike

Hexachloropropene ug/L 30.450 61 29.1-84.2
Indeno(1,2,3-cd)pyrene ug/L 44.550 89 33.7-120.7
Isodrin ug/L 48.350 97 32.4-130.4
Isophorone ug/L 39.550 79 42.5-107.7
Isosafrole ug/L 30.6 7p50 61 45.8-99.3
Methapyrilene ug/L 12.750 25 17.8-119.5
Methyl methanesulfonate ug/L 25.050 50 10-107
N-Nitroso-di-n-butylamine ug/L 39.350 79 15.2-107.9
N-Nitroso-di-n-propylamine ug/L 36.250 72 19.1-111.6
N-Nitrosodiethylamine ug/L 35.450 71 10-130.6
N-Nitrosodimethylamine ug/L 22.950 46 10-132
N-Nitrosodiphenylamine ug/L 43.850 88 37-104.4
N-Nitrosomethylethylamine ug/L 30.850 62 10-135
N-Nitrosopiperidine ug/L 38.550 77 43.3-96.3
N-Nitrosopyrrolidine ug/L 35.150 70 43.1-97.2
Naphthalene ug/L 36.250 72 40.1-85.7
Nitrobenzene ug/L 37.650 75 32.9-115.9
O,O,O-Triethylphosphorothioate ug/L 38.650 77 48.5-99.9
O-Toluidine ug/L 34.650 69 21.2-134.1
P-Dimethylaminoazobenzene ug/L 58.650 117 44.6-142.5
Pentachlorobenzene ug/L 42.850 86 37.5-128.1
Phenacetin ug/L 47.850 96 19.3-143.2
Phenanthrene ug/L 46.250 92 49.2-124.2
Phenol ug/L 12.450 25 10-158.5
Pronamide ug/L 49.950 100 10-128.9
Pyrene ug/L 46.550 93 10-150.1
Safrole ug/L 43.450 87 10-135.9
Thionazin ug/L 49.350 99 45-105.7
2,4,6-Tribromophenol (S) % 90 10-110
2-Fluorobiphenyl (S) % 75 18-110
2-Fluorophenol (S) % 38 18-110
Nitrobenzene-d5 (S) % 77 10-110
Phenol-d6 (S) % 24 10-110
Terphenyl-d14 (S) % 84 10-123

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

176871MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

3526942001

176872

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

1,2,4,5-Tetrachlorobenzene ug/L 48.4 54 10-146.946 14 4048.90.68U 25.9 22.5
1,2-Dichlorobenzene ug/L 48.4 47 23.5-10544 4 4048.90.66U 22.8 21.8
1,3,5-Trinitrobenzene ug/L 48.4 64 41.4-10258 9 4048.91.2U 31.1 28.3
1,3-Dichlorobenzene ug/L 48.4 47 25.5-94.42 9 4048.90.73U 22.7 20.8
1,3-Dinitrobenzene ug/L 48.4 66 45.3-11665 1 4048.90.66U 32.0 31.5
1,4-Dichlorobenzene ug/L 48.4 48 33.2-90.44 10 4048.90.74U 23.5 21.3
1,4-Naphthoquinone ug/L 48.4 53 39.3-11345 16 4048.91.1U 25.7 22.0
1-Naphthylamine ug/L 48.4 83 37.1-90.87 6 4048.90.99U 40.2 42.6
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QUALITY CONTROL DATA

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

176871MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

3526942001

176872

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

2,3,4,6-Tetrachlorophenol ug/L J(D6)48.4 24 14.3-11546 63 4048.93.7U 11.8 22.7
2,4,5-Trichlorophenol ug/L 48.4 51 10-121.352 3 4048.90.50U 24.5 25.3
2,4,6-Trichlorophenol ug/L 48.4 42 40.3-10154 25 4048.90.67U 20.3 26.2
2,4-Dichlorophenol ug/L 48.4 55 35.8-10850 9 4048.90.54U 26.6 24.3
2,4-Dimethylphenol ug/L 48.4 58 25-104.553 8 4048.91.5U 27.8 25.8
2,4-Dinitrophenol ug/L J(M1)48.4 0 10-147.12 4048.91.5U 1.5U 1.5U
2,4-Dinitrotoluene ug/L 48.4 58 47.9-11359 3 4048.90.51U 27.9 28.7
2,6-Dichlorophenol ug/L J(M1)48.4 33 41.1-10141 21 4048.90.60U 16.1 19.8
2,6-Dinitrotoluene ug/L 48.4 68 44.6-11164 6 4048.91.2U 33.0 31.0
2-Acetylaminofluorene ug/L J(M1)48.4 68 58.3-11253 24 4048.90.63U 32.9 25.8
2-Chloronaphthalene ug/L 48.4 61 41.2-10156 7 4048.90.77U 29.4 27.5
2-Chlorophenol ug/L 48.4 46 32.1-96.44 2 4048.90.66U 22.1 21.6
2-Methylnaphthalene ug/L 48.4 61 40-93.653 12 4048.90.95U 29.5 26.2
2-Methylphenol(o-Cresol) ug/L 48.4 44 36.7-95.42 2 4048.90.70U 21.1 20.7
2-Naphthylamine ug/L 48.4 64 42.4-98.68 7 4048.92.2U 31.0 33.4
2-Nitroaniline ug/L 48.4 68 59-103.264 5 4048.90.58U 33.1 31.4
2-Nitrophenol ug/L 48.4 48 38.4-10851 7 4048.90.78U 23.0 24.8
3&4-Methylphenol(m&p
Cresol)

ug/L 48.4 39 35.2-94.37 3 4048.90.64U 18.6 18.1

3,3'-Dichlorobenzidine ug/L 48.4 51 30.7-10642 18 4048.90.67U 24.9 20.7
3,3'-Dimethylbenzidine ug/L 48.4 39 10-160.131 21 4048.93.0U 18.9 15.3
3-Methylcholanthrene ug/L 48.4 66 15.5-12159 11 4048.91.0U 32.1 28.9
3-Nitroaniline ug/L 48.4 62 25.3-13164 3 4048.90.95U 30.1 31.1
4,6-Dinitro-2-methylphenol ug/L J(M1)48.4 21 35.2-13037 4048.91.3U 10.0 I 18.3 I
4-Aminobiphenyl ug/L 48.4 76 50.8-11268 10 4048.92.7U 36.5 33.2
4-Bromophenylphenyl ether ug/L 48.4 70 51.9-11057 18 4048.90.65U 33.7 28.0
4-Chloro-3-methylphenol ug/L 48.4 57 19.4-12854 4 4048.90.60U 27.5 26.5
4-Chloroaniline ug/L 48.4 56 30.1-10854 4 4048.91.2U 27.2 26.2
4-Chlorophenylphenyl ether ug/L 48.4 65 49.7-91.63 3 4048.90.61U 31.6 30.6
4-Nitroaniline ug/L 48.4 68 48.1-11274 9 4048.90.67U 32.9 36.1
4-Nitrophenol ug/L 2p,

J(M1)
48.4 0 10-121.87 4048.91.0U 1.0U 3.3 I

5-Nitro-o-toluidine ug/L 48.4 63 43-11369 10 4048.91.2U 30.5 33.7
7,12-
Dimethylbenz(a)anthracene

ug/L 48.4 65 52.5-10864 .3 4048.91.9U 31.3 31.2

Acenaphthene ug/L 48.4 60 50.3-98.55 6 4048.90.83U 28.9 27.2
Acenaphthylene ug/L 48.4 66 49-98.161 7 4048.90.92U 31.8 29.6
Acetophenone ug/L 48.4 49 40.6-94.44 10 4048.91.4U 23.7 21.4
Anthracene ug/L 48.4 70 55-112.562 12 4048.90.58U 34.1 30.2
Benzo(a)anthracene ug/L 48.4 71 10-150.166 7 4048.90.61U 34.5 32.1
Benzo(a)pyrene ug/L 48.4 69 59.7-10863 8 4048.90.56U 33.6 30.9
Benzo(b)fluoranthene ug/L 48.4 71 58.4-11164 9 4048.90.60U 34.4 31.5
Benzo(g,h,i)perylene ug/L 48.4 68 57.6-11562 8 4048.90.66U 33.0 30.5
Benzo(k)fluoranthene ug/L 48.4 72 57.6-11267 6 4048.90.49U 34.6 32.6
Benzyl alcohol ug/L 48.4 40 26.1-11839 4 4048.90.98U 19.7 19.0
bis(2-Chloroethoxy)methane ug/L 48.4 55 41.2-96.50 10 4048.92.8U 26.8 24.2
bis(2-Chloroethyl) ether ug/L 48.4 49 35.3-99.46 6 4048.90.72U 23.8 22.5
bis(2-Chloroisopropyl) ether ug/L 48.4 51 36.3-9147 8 4048.90.70U 24.7 22.8
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QUALITY CONTROL DATA

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

176871MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

3526942001

176872

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

bis(2-Ethylhexyl)phthalate ug/L 48.4 71 43.1-11867 6 4048.90.77U 34.6 32.5
Butylbenzylphthalate ug/L 48.4 74 57.5-11868 8 4048.90.69U 36.0 33.1
Chrysene ug/L 48.4 72 42.4-11362 13 4048.90.36U 34.6 30.5
Di-n-butylphthalate ug/L 48.4 69 22.2-13966 3 4048.90.40U 33.4 32.3
Di-n-octylphthalate ug/L 48.4 72 57.4-11666 8 4048.90.87U 34.7 32.1
Diallate ug/L 48.4 58 44.3-11156 3 4048.90.70U 28.2 27.5
Dibenz(a,h)anthracene ug/L 48.4 68 59.1-11162 8 4048.90.63U 33.0 30.4
Dibenzofuran ug/L 48.4 63 45.3-10857 8 4048.90.65U 30.3 27.9
Diethylphthalate ug/L 48.4 69 51.1-10767 1 4048.90.49 I 33.8 33.3
Dimethylphthalate ug/L 48.4 67 47.4-11063 4 4048.90.62U 32.4 31.0
Ethyl methanesulfonate ug/L 48.4 46 35.9-10343 6 4048.90.87U 22.3 20.9
Fluoranthene ug/L 48.4 72 48.2-11866 7 4048.90.52U 34.9 32.4
Fluorene ug/L 48.4 66 44.7-10662 6 4048.90.54U 32.2 30.1
Hexachlorobenzene ug/L 48.4 72 54-113.258 21 4048.90.77U 35.0 28.3
Hexachlorocyclopentadiene ug/L 48.4 43 16.5-10536 16 4048.91.2U 20.9 17.8
Hexachloroethane ug/L 48.4 45 10-10243 5 4048.90.68U 21.9 20.9
Hexachloropropene ug/L 48.4 46 29.1-84.42 7 4048.91.4U 22.3 20.7
Indeno(1,2,3-cd)pyrene ug/L 48.4 70 33.7-12062 11 4048.90.70U 33.7 30.2
Isodrin ug/L 48.4 48 32.4-13045 6 4048.90.52U 23.3 22.0
Isophorone ug/L 48.4 56 42.5-10751 8 4048.90.70U 27.2 25.0
Isosafrole ug/L 7p,

J(M1)
48.4 48 45.8-99.40 18 4048.90.58U 23.4 19.5

Methapyrilene ug/L 48.4 42 17.8-11939 8 4048.91.6U 20.4 18.8
Methyl methanesulfonate ug/L 48.4 35 10-10734 2 4048.90.96U 17.1 16.8
N-Nitroso-di-n-butylamine ug/L 48.4 58 15.2-10751 13 4048.90.53U 28.2 24.9
N-Nitroso-di-n-propylamine ug/L 48.4 51 19.1-11150 .1 4048.90.91U 24.7 24.7
N-Nitrosodiethylamine ug/L 48.4 49 10-130.648 .3 4048.90.70U 23.7 23.6
N-Nitrosodimethylamine ug/L 48.4 33 10-13229 11 4048.90.94U 15.9 14.3
N-Nitrosodiphenylamine ug/L 48.4 71 37-104.458 20 4048.90.48U 34.6 28.2
N-Nitrosomethylethylamine ug/L 48.4 47 10-13542 10 4048.90.71U 22.8 20.7
N-Nitrosopiperidine ug/L 48.4 56 43.3-96.53 4 4048.90.62U 27.0 26.0
N-Nitrosopyrrolidine ug/L 48.4 51 43.1-97.45 12 4048.90.85U 24.5 21.8
Naphthalene ug/L 48.4 57 40.1-85.51 9 4048.90.75U 27.5 25.0
Nitrobenzene ug/L 48.4 54 32.9-11548 12 4048.91.1U 26.3 23.3
O,O,O-
Triethylphosphorothioate

ug/L 48.4 58 48.5-99.50 14 4048.90.67U 28.0 24.3

O-Toluidine ug/L 48.4 52 21.2-13449 6 4048.91.0U 25.4 23.9
P-Dimethylaminoazobenzene ug/L 48.4 79 44.6-14271 9 4048.90.65U 38.1 34.7
Pentachlorobenzene ug/L 48.4 60 37.5-12855 7 4048.90.75U 29.0 26.9
Phenacetin ug/L 48.4 66 19.3-14361 7 4048.90.51U 32.0 29.9
Phenanthrene ug/L 48.4 70 49.2-12462 10 4048.90.50U 33.7 30.6
Phenol ug/L 48.4 17 10-158.516 4 4048.90.52U 8.2 7.9
Pronamide ug/L 48.4 67 10-128.963 5 4048.91.1U 32.5 30.8
Pyrene ug/L 48.4 72 10-150.167 5 4048.90.66U 34.6 32.9
Safrole ug/L 48.4 64 10-135.957 11 4048.90.82U 30.8 27.7
Thionazin ug/L 48.4 72 45-105.763 13 4048.90.59U 34.8 30.6
2,4,6-Tribromophenol (S) % 50 10-11059
2-Fluorobiphenyl (S) % 54 18-11049
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MS
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176871MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

3526942001

176872

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

2-Fluorophenol (S) % 19 18-11022
Nitrobenzene-d5 (S) % 55 10-11051
Phenol-d6 (S) % 16 10-11016
Terphenyl-d14 (S) % 61 10-12356
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QUALITY CONTROL DATA

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

MSV/2815
EPA 8260

EPA 8260
8260 MSV

Associated Lab Samples: 3527011001, 3527011002, 3527011003, 3527011004

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 180552

Associated Lab Samples: 3527011001, 3527011002, 3527011003, 3527011004

Matrix: Water

Analyzed

1,1,1,2-Tetrachloroethane ug/L 0.50U 1.0 03/11/11 10:31
1,1,1-Trichloroethane ug/L 0.50U 1.0 03/11/11 10:31
1,1,2,2-Tetrachloroethane ug/L 0.18U 0.50 03/11/11 10:31
1,1,2-Trichloroethane ug/L 0.50U 1.0 03/11/11 10:31
1,1-Dichloroethane ug/L 0.50U 1.0 03/11/11 10:31
1,1-Dichloroethene ug/L 0.50U 1.0 03/11/11 10:31
1,1-Dichloropropene ug/L 0.50U 1.0 03/11/11 10:31
1,2,3-Trichloropropane ug/L 0.36U 0.50 03/11/11 10:31
1,2,4-Trichlorobenzene ug/L 0.50U 1.0 03/11/11 10:31
1,2-Dibromo-3-chloropropane ug/L 1.0U 2.0 03/11/11 10:31
1,2-Dibromoethane (EDB) ug/L 0.50U 1.0 03/11/11 10:31
1,2-Dichloroethane ug/L 0.50U 1.0 03/11/11 10:31
1,2-Dichloropropane ug/L 0.50U 1.0 03/11/11 10:31
1,3-Dichloropropane ug/L 0.50U 1.0 03/11/11 10:31
2,2-Dichloropropane ug/L 0.50U 1.0 03/11/11 10:31
2-Butanone (MEK) ug/L 5.0U 10.0 03/11/11 10:31
2-Hexanone ug/L 5.0U 10.0 03/11/11 10:31
4-Methyl-2-pentanone (MIBK) ug/L 5.0U 10.0 03/11/11 10:31
Acetone ug/L 5.0U 10.0 03/11/11 10:31
Acetonitrile ug/L 5.0U 10.0 03/11/11 10:31
Acrolein ug/L 10.0U 20.0 03/11/11 10:31
Acrylonitrile ug/L 5.0U 10.0 03/11/11 10:31
Allyl chloride ug/L 0.50U 1.0 03/11/11 10:31
Benzene ug/L 0.50U 1.0 03/11/11 10:31
Bromochloromethane ug/L 0.50U 1.0 03/11/11 10:31
Bromodichloromethane ug/L 0.27U 0.60 03/11/11 10:31
Bromoform ug/L 0.50U 1.0 03/11/11 10:31
Bromomethane ug/L 0.50U 1.0 03/11/11 10:31
Carbon disulfide ug/L 0.60 I 1.0 03/11/11 10:31
Carbon tetrachloride ug/L 0.50U 1.0 03/11/11 10:31
Chlorobenzene ug/L 0.50U 1.0 03/11/11 10:31
Chloroethane ug/L 0.50U 1.0 03/11/11 10:31
Chloroform ug/L 0.50U 1.0 03/11/11 10:31
Chloromethane ug/L 0.62U 1.0 03/11/11 10:31
Chloroprene ug/L 0.50U 1.0 03/11/11 10:31
cis-1,2-Dichloroethene ug/L 0.50U 1.0 03/11/11 10:31
cis-1,3-Dichloropropene ug/L 0.25U 0.50 03/11/11 10:31
Dibromochloromethane ug/L 0.26U 0.50 03/11/11 10:31
Dibromomethane ug/L 0.50U 1.0 03/11/11 10:31
Dichlorodifluoromethane ug/L 0.50U 1.0 03/11/11 10:31
Ethyl methacrylate ug/L 0.50U 1.0 03/11/11 10:31
Ethylbenzene ug/L 0.50U 1.0 03/11/11 10:31
Hexachloro-1,3-butadiene ug/L 0.50U 1.0 03/11/11 10:31
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QUALITY CONTROL DATA

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 180552

Associated Lab Samples: 3527011001, 3527011002, 3527011003, 3527011004

Matrix: Water

Analyzed

Iodomethane ug/L 0.50U 1.0 03/11/11 10:31
Isobutyl Alcohol ug/L 10.0U 20.0 03/11/11 10:31
Methacrylonitrile ug/L 5.0U 10.0 03/11/11 10:31
Methyl methacrylate ug/L 5.0U 10.0 03/11/11 10:31
Methylene Chloride ug/L 2.5U 5.0 03/11/11 10:31
Propionitrile ug/L 5.0U 10.0 03/11/11 10:31
Styrene ug/L 0.50U 1.0 03/11/11 10:31
Tetrachloroethene ug/L 0.50U 1.0 03/11/11 10:31
Toluene ug/L 0.50U 1.0 03/11/11 10:31
trans-1,2-Dichloroethene ug/L 0.50U 1.0 03/11/11 10:31
trans-1,3-Dichloropropene ug/L 0.25U 0.50 03/11/11 10:31
trans-1,4-Dichloro-2-butene ug/L 5.0U 10.0 03/11/11 10:31
Trichloroethene ug/L 0.50U 1.0 03/11/11 10:31
Trichlorofluoromethane ug/L 0.50U 1.0 03/11/11 10:31
Vinyl acetate ug/L 1.0U 2.0 03/11/11 10:31
Vinyl chloride ug/L 0.50U 1.0 03/11/11 10:31
Xylene (Total) ug/L 0.50U 1.0 03/11/11 10:31
1,2-Dichloroethane-d4 (S) % 101 86-125 03/11/11 10:31
4-Bromofluorobenzene (S) % 99 70-114 03/11/11 10:31
Dibromofluoromethane (S) % 95 88-117 03/11/11 10:31
Toluene-d8 (S) % 99 87-113 03/11/11 10:31

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

180553LABORATORY CONTROL SAMPLE:
LCSSpike

1,1,1,2-Tetrachloroethane ug/L 19.420 97 80-123
1,1,1-Trichloroethane ug/L 19.820 99 80-120
1,1,2,2-Tetrachloroethane ug/L 20.620 103 72-127
1,1,2-Trichloroethane ug/L 18.820 94 80-121
1,1-Dichloroethane ug/L 19.020 95 80-122
1,1-Dichloroethene ug/L 19.120 96 74-114
1,1-Dichloropropene ug/L 19.520 98 80-122
1,2,3-Trichloropropane ug/L 18.120 91 73-123
1,2,4-Trichlorobenzene ug/L 18.920 94 78-129
1,2-Dibromo-3-chloropropane ug/L 19.020 95 64-127
1,2-Dibromoethane (EDB) ug/L 19.620 98 80-121
1,2-Dichloroethane ug/L 19.420 97 80-120
1,2-Dichloropropane ug/L 18.620 93 80-120
1,3-Dichloropropane ug/L 19.220 96 80-120
2,2-Dichloropropane ug/L 21.120 106 72-131
2-Butanone (MEK) ug/L 23.220 116 55-167
2-Hexanone ug/L 21.720 108 65-120
4-Methyl-2-pentanone (MIBK) ug/L 20.020 100 75-122
Acetone ug/L 27.120 136 40-150
Acetonitrile ug/L 216200 108 63-138
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Result
% Rec
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180553LABORATORY CONTROL SAMPLE:
LCSSpike

Acrolein ug/L 202200 101 44-170
Acrylonitrile ug/L 190200 95 77-128
Allyl chloride ug/L 21.820 109 74-128
Benzene ug/L 18.320 92 80-123
Bromochloromethane ug/L 19.620 98 80-120
Bromodichloromethane ug/L 20.520 102 80-123
Bromoform ug/L 17.820 89 68-121
Bromomethane ug/L 21.220 106 38-179
Carbon disulfide ug/L 27.820 139 51-155
Carbon tetrachloride ug/L 17.820 89 79-122
Chlorobenzene ug/L 18.320 91 80-120
Chloroethane ug/L 18.220 91 59-149
Chloroform ug/L 19.020 95 79-120
Chloromethane ug/L 21.120 106 68-140
Chloroprene ug/L 21.220 106 80-125
cis-1,2-Dichloroethene ug/L 18.420 92 80-120
cis-1,3-Dichloropropene ug/L 21.920 109 80-126
Dibromochloromethane ug/L 18.020 90 76-122
Dibromomethane ug/L 18.920 94 81-122
Dichlorodifluoromethane ug/L 19.720 99 67-127
Ethyl methacrylate ug/L 20.420 102 79-120
Ethylbenzene ug/L 18.320 91 80-120
Hexachloro-1,3-butadiene ug/L 19.020 95 75-127
Iodomethane ug/L 23.920 120 43-160
Isobutyl Alcohol ug/L 409400 102 66-135
Methacrylonitrile ug/L 214200 107 80-125
Methyl methacrylate ug/L 21.620 108 80-120
Methylene Chloride ug/L 18.320 92 75-127
Propionitrile ug/L 218200 109 80-125
Styrene ug/L 18.420 92 80-122
Tetrachloroethene ug/L 16.420 82 66-133
Toluene ug/L 18.420 92 80-117
trans-1,2-Dichloroethene ug/L 19.220 96 80-122
trans-1,3-Dichloropropene ug/L 18.320 91 80-122
trans-1,4-Dichloro-2-butene ug/L 19.620 98 65-125
Trichloroethene ug/L 18.020 90 80-120
Trichlorofluoromethane ug/L 19.220 96 72-131
Vinyl acetate ug/L 21.520 108 69-135
Vinyl chloride ug/L 20.120 101 69-140
Xylene (Total) ug/L 55.060 92 80-120
1,2-Dichloroethane-d4 (S) % 96 86-125
4-Bromofluorobenzene (S) % 100 70-114
Dibromofluoromethane (S) % 100 88-117
Toluene-d8 (S) % 100 87-113
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180554MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

3527011001

180555

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

1,1,1,2-Tetrachloroethane ug/L 20 71 70-13093 27 40200.50U 14.3 18.7
1,1,1-Trichloroethane ug/L 20 80 70-130104 26 40200.50U 16.0 20.7
1,1,2,2-Tetrachloroethane ug/L 20 78 70-13099 23 40200.18U 15.7 19.7
1,1,2-Trichloroethane ug/L 20 72 70-13089 21 40200.50U 14.4 17.8
1,1-Dichloroethane ug/L 20 76 70-13099 26 40200.50U 15.2 19.8
1,1-Dichloroethene ug/L 20 80 70-130104 26 40200.50U 16.0 20.8
1,1-Dichloropropene ug/L 20 76 70-130101 28 40200.50U 15.2 20.2
1,2,3-Trichloropropane ug/L J(M1)20 67 70-13077 14 40200.36U 13.4 15.5
1,2,4-Trichlorobenzene ug/L J(M1)20 58 70-13081 34 40200.50U 11.5 16.2
1,2-Dibromo-3-chloropropane ug/L J(M1)20 68 70-13084 20 40201.0U 13.6 16.7
1,2-Dibromoethane (EDB) ug/L 20 74 70-13092 21 40200.50U 14.9 18.4
1,2-Dichloroethane ug/L 20 77 70-13096 22 40200.50U 15.4 19.1
1,2-Dichloropropane ug/L 20 73 70-13093 25 40200.50U 14.5 18.6
1,3-Dichloropropane ug/L 20 75 70-13091 19 40200.50U 15.0 18.1
2,2-Dichloropropane ug/L 20 82 70-130113 32 40200.50U 16.4 22.6
2-Butanone (MEK) ug/L 20 73 70-13084 13 40205.0U 15.7 17.8
2-Hexanone ug/L 20 71 70-13086 19 40205.0U 14.2 17.2
4-Methyl-2-pentanone (MIBK) ug/L 20 71 70-13091 24 40205.0U 14.2 18.2
Acetone ug/L 20 71 70-130128 38 402010.1 24.2 35.6
Acetonitrile ug/L 200 84 70-13096 14 402005.0U 168 193
Acrolein ug/L 200 74 70-13090 20 4020010.0U 148 180
Acrylonitrile ug/L 200 71 70-13084 17 402005.0U 141 168
Allyl chloride ug/L 20 87 70-130115 28 40200.50U 17.5 23.1
Benzene ug/L 20 74 70-13097 27 40200.50U 14.8 19.3
Bromochloromethane ug/L 20 78 70-13097 22 40200.50U 15.5 19.4
Bromodichloromethane ug/L 20 78 70-130103 29 40200.27U 15.5 20.7
Bromoform ug/L J(M1)20 68 70-13083 20 40200.50U 13.7 16.7
Bromomethane ug/L 20 83 70-130115 32 40200.50U 16.6 22.9
Carbon disulfide ug/L J(M1)20 111 70-130148 28 40200.50U 22.7 30.0
Carbon tetrachloride ug/L 20 71 70-13092 27 40200.50U 14.2 18.5
Chlorobenzene ug/L J(M1)20 69 70-13090 27 40200.50U 13.7 18.1
Chloroethane ug/L 20 81 70-130100 21 40200.50U 16.2 20.0
Chloroform ug/L 20 71 70-13091 25 40200.50U 14.2 18.2
Chloromethane ug/L 20 82 70-13098 18 40200.62U 16.4 19.6
Chloroprene ug/L 20 87 70-130118 30 40200.50U 17.5 23.5
cis-1,2-Dichloroethene ug/L 20 74 70-13097 26 40200.50U 14.9 19.4
cis-1,3-Dichloropropene ug/L 20 82 70-130106 26 40200.25U 16.4 21.3
Dibromochloromethane ug/L J(M1)20 68 70-13085 23 40200.26U 13.6 17.0
Dibromomethane ug/L 20 74 70-13091 21 40200.50U 14.7 18.2
Dichlorodifluoromethane ug/L 20 74 70-130105 35 40200.50U 14.8 21.1
Ethyl methacrylate ug/L 20 76 70-13095 22 40200.50U 15.1 18.9
Ethylbenzene ug/L J(M1)20 68 70-13091 28 40200.50U 13.7 18.2
Hexachloro-1,3-butadiene ug/L J(M1)20 54 70-13079 37 40200.50U 10.9 15.8
Iodomethane ug/L 20 92 70-130128 32 40200.50U 18.5 25.6
Isobutyl Alcohol ug/L J(M1)400 66 70-13090 31 4040010.0U 264 361
Methacrylonitrile ug/L 200 81 70-13099 20 402005.0U 162 198
Methyl methacrylate ug/L 20 83 70-130100 19 40205.0U 16.5 20.1
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QUALITY CONTROL DATA

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

180554MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

3527011001

180555

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

Methylene Chloride ug/L 20 78 70-13098 22 40202.5U 15.6 19.6
Propionitrile ug/L 200 82 70-13095 15 402005.0U 164 190
Styrene ug/L J(M1)20 68 70-13089 27 40200.50U 13.7 17.9
Tetrachloroethene ug/L J(M1)20 52 70-13073 34 40200.50U 10.3 14.5
Toluene ug/L 20 71 70-13093 26 40200.50U 14.3 18.6
trans-1,2-Dichloroethene ug/L 20 76 70-13099 26 40200.50U 15.2 19.8
trans-1,3-Dichloropropene ug/L J(M1)20 68 70-13085 22 40200.25U 13.7 17.1
trans-1,4-Dichloro-2-butene ug/L J(M1)20 69 70-13088 24 40205.0U 13.8 17.6
Trichloroethene ug/L J(M1)20 67 70-13091 30 40200.50U 13.5 18.3
Trichlorofluoromethane ug/L 20 77 70-130104 29 40200.50U 15.5 20.7
Vinyl acetate ug/L 20 81 70-13095 15 40201.0U 16.3 19.0
Vinyl chloride ug/L 20 85 70-130109 24 40200.50U 17.0 21.7
Xylene (Total) ug/L 60 67 70-13089 28 40600.50U 40.3 53.6
1,2-Dichloroethane-d4 (S) % 99 86-12593
4-Bromofluorobenzene (S) % 100 70-11498
Dibromofluoromethane (S) % 100 88-117101
Toluene-d8 (S) % 99 87-113100
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QUALITY CONTROL DATA

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

MSV/2816
EPA 8260

EPA 8260
8260 MSV

Associated Lab Samples: 3527011005, 3527011006, 3527011007

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 180572

Associated Lab Samples: 3527011005, 3527011006, 3527011007

Matrix: Water

Analyzed

1,1,1,2-Tetrachloroethane ug/L 0.50U 1.0 03/11/11 22:04
1,1,1-Trichloroethane ug/L 0.50U 1.0 03/11/11 22:04
1,1,2,2-Tetrachloroethane ug/L 0.18U 0.50 03/11/11 22:04
1,1,2-Trichloroethane ug/L 0.50U 1.0 03/11/11 22:04
1,1-Dichloroethane ug/L 0.50U 1.0 03/11/11 22:04
1,1-Dichloroethene ug/L 0.50U 1.0 03/11/11 22:04
1,1-Dichloropropene ug/L 0.50U 1.0 03/11/11 22:04
1,2,3-Trichloropropane ug/L 0.36U 0.50 03/11/11 22:04
1,2,4-Trichlorobenzene ug/L 0.50U 1.0 03/11/11 22:04
1,2-Dibromo-3-chloropropane ug/L 1.0U 2.0 03/11/11 22:04
1,2-Dibromoethane (EDB) ug/L 0.50U 1.0 03/11/11 22:04
1,2-Dichloroethane ug/L 0.50U 1.0 03/11/11 22:04
1,2-Dichloropropane ug/L 0.50U 1.0 03/11/11 22:04
1,3-Dichloropropane ug/L 0.50U 1.0 03/11/11 22:04
2,2-Dichloropropane ug/L 0.50U 1.0 03/11/11 22:04
2-Butanone (MEK) ug/L 5.0U 10.0 03/11/11 22:04
2-Hexanone ug/L 5.0U 10.0 03/11/11 22:04
4-Methyl-2-pentanone (MIBK) ug/L 5.0U 10.0 03/11/11 22:04
Acetone ug/L 5.0U 10.0 03/11/11 22:04
Acetonitrile ug/L 5.0U 10.0 03/11/11 22:04
Acrolein ug/L 10.0U 20.0 03/11/11 22:04
Acrylonitrile ug/L 5.0U 10.0 03/11/11 22:04
Allyl chloride ug/L 0.50U 1.0 03/11/11 22:04
Benzene ug/L 0.50U 1.0 03/11/11 22:04
Bromochloromethane ug/L 0.50U 1.0 03/11/11 22:04
Bromodichloromethane ug/L 0.27U 0.60 03/11/11 22:04
Bromoform ug/L 0.50U 1.0 03/11/11 22:04
Bromomethane ug/L 0.50U 1.0 03/11/11 22:04
Carbon disulfide ug/L 0.60 I 1.0 03/11/11 22:04
Carbon tetrachloride ug/L 0.50U 1.0 03/11/11 22:04
Chlorobenzene ug/L 0.50U 1.0 03/11/11 22:04
Chloroethane ug/L 0.50U 1.0 03/11/11 22:04
Chloroform ug/L 0.50U 1.0 03/11/11 22:04
Chloromethane ug/L 0.62U 1.0 03/11/11 22:04
Chloroprene ug/L 0.50U 1.0 03/11/11 22:04
cis-1,2-Dichloroethene ug/L 0.50U 1.0 03/11/11 22:04
cis-1,3-Dichloropropene ug/L 0.25U 0.50 03/11/11 22:04
Dibromochloromethane ug/L 0.26U 0.50 03/11/11 22:04
Dibromomethane ug/L 0.50U 1.0 03/11/11 22:04
Dichlorodifluoromethane ug/L 0.50U 1.0 03/11/11 22:04
Ethyl methacrylate ug/L 0.50U 1.0 03/11/11 22:04
Ethylbenzene ug/L 0.50U 1.0 03/11/11 22:04
Hexachloro-1,3-butadiene ug/L 0.50U 1.0 03/11/11 22:04
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QUALITY CONTROL DATA

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 180572

Associated Lab Samples: 3527011005, 3527011006, 3527011007

Matrix: Water

Analyzed

Iodomethane ug/L 0.50U 1.0 03/11/11 22:04
Isobutyl Alcohol ug/L 10.0U 20.0 03/11/11 22:04
Methacrylonitrile ug/L 5.0U 10.0 03/11/11 22:04
Methyl methacrylate ug/L 5.0U 10.0 03/11/11 22:04
Methylene Chloride ug/L 2.5U 5.0 03/11/11 22:04
Propionitrile ug/L 5.0U 10.0 03/11/11 22:04
Styrene ug/L 0.50U 1.0 03/11/11 22:04
Tetrachloroethene ug/L 0.50U 1.0 03/11/11 22:04
Toluene ug/L 0.50U 1.0 03/11/11 22:04
trans-1,2-Dichloroethene ug/L 0.50U 1.0 03/11/11 22:04
trans-1,3-Dichloropropene ug/L 0.25U 0.50 03/11/11 22:04
trans-1,4-Dichloro-2-butene ug/L 5.0U 10.0 03/11/11 22:04
Trichloroethene ug/L 0.50U 1.0 03/11/11 22:04
Trichlorofluoromethane ug/L 0.50U 1.0 03/11/11 22:04
Vinyl acetate ug/L 1.0U 2.0 03/11/11 22:04
Vinyl chloride ug/L 0.50U 1.0 03/11/11 22:04
Xylene (Total) ug/L 0.50U 1.0 03/11/11 22:04
1,2-Dichloroethane-d4 (S) % 100 86-125 03/11/11 22:04
4-Bromofluorobenzene (S) % 100 70-114 03/11/11 22:04
Dibromofluoromethane (S) % 95 88-117 03/11/11 22:04
Toluene-d8 (S) % 99 87-113 03/11/11 22:04

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

180573LABORATORY CONTROL SAMPLE:
LCSSpike

1,1,1,2-Tetrachloroethane ug/L 21.520 107 80-123
1,1,1-Trichloroethane ug/L 22.820 114 80-120
1,1,2,2-Tetrachloroethane ug/L 21.720 109 72-127
1,1,2-Trichloroethane ug/L 20.920 105 80-121
1,1-Dichloroethane ug/L 21.920 110 80-122
1,1-Dichloroethene ug/L 22.920 114 74-114
1,1-Dichloropropene ug/L 22.820 114 80-122
1,2,3-Trichloropropane ug/L 26.8 4p20 134 73-123
1,2,4-Trichlorobenzene ug/L 20.220 101 78-129
1,2-Dibromo-3-chloropropane ug/L 18.620 93 64-127
1,2-Dibromoethane (EDB) ug/L 21.320 107 80-121
1,2-Dichloroethane ug/L 22.220 111 80-120
1,2-Dichloropropane ug/L 21.820 109 80-120
1,3-Dichloropropane ug/L 20.920 104 80-120
2,2-Dichloropropane ug/L 24.020 120 72-131
2-Butanone (MEK) ug/L 21.820 109 55-167
2-Hexanone ug/L 19.920 100 65-120
4-Methyl-2-pentanone (MIBK) ug/L 18.220 91 75-122
Acetone ug/L 25.320 126 40-150
Acetonitrile ug/L 211200 105 63-138
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QUALITY CONTROL DATA

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

180573LABORATORY CONTROL SAMPLE:
LCSSpike

Acrolein ug/L 215200 108 44-170
Acrylonitrile ug/L 194200 97 77-128
Allyl chloride ug/L 23.020 115 74-128
Benzene ug/L 21.520 108 80-123
Bromochloromethane ug/L 21.820 109 80-120
Bromodichloromethane ug/L 23.420 117 80-123
Bromoform ug/L 19.020 95 68-121
Bromomethane ug/L 23.620 118 38-179
Carbon disulfide ug/L 28.920 144 51-155
Carbon tetrachloride ug/L 20.320 101 79-122
Chlorobenzene ug/L 20.620 103 80-120
Chloroethane ug/L 20.320 101 59-149
Chloroform ug/L 20.620 103 79-120
Chloromethane ug/L 22.320 111 68-140
Chloroprene ug/L 22.920 114 80-125
cis-1,2-Dichloroethene ug/L 21.620 108 80-120
cis-1,3-Dichloropropene ug/L 24.620 123 80-126
Dibromochloromethane ug/L 19.620 98 76-122
Dibromomethane ug/L 21.020 105 81-122
Dichlorodifluoromethane ug/L 21.120 106 67-127
Ethyl methacrylate ug/L 19.120 96 79-120
Ethylbenzene ug/L 20.920 104 80-120
Hexachloro-1,3-butadiene ug/L 20.520 102 75-127
Iodomethane ug/L 26.020 130 43-160
Isobutyl Alcohol ug/L 357400 89 66-135
Methacrylonitrile ug/L 206200 103 80-125
Methyl methacrylate ug/L 20.520 103 80-120
Methylene Chloride ug/L 23.320 117 75-127
Propionitrile ug/L 199200 99 80-125
Styrene ug/L 20.920 104 80-122
Tetrachloroethene ug/L 18.820 94 66-133
Toluene ug/L 21.020 105 80-117
trans-1,2-Dichloroethene ug/L 22.620 113 80-122
trans-1,3-Dichloropropene ug/L 20.320 102 80-122
trans-1,4-Dichloro-2-butene ug/L 18.520 93 65-125
Trichloroethene ug/L 20.720 103 80-120
Trichlorofluoromethane ug/L 21.020 105 72-131
Vinyl acetate ug/L 20.820 104 69-135
Vinyl chloride ug/L 20.820 104 69-140
Xylene (Total) ug/L 62.460 104 80-120
1,2-Dichloroethane-d4 (S) % 98 86-125
4-Bromofluorobenzene (S) % 97 70-114
Dibromofluoromethane (S) % 101 88-117
Toluene-d8 (S) % 100 87-113
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QUALITY CONTROL DATA

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

180574MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

3526989026

180575

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

1,1,1,2-Tetrachloroethane ug/L 20 70 70-13092 26 40200.50U 14.1 18.4
1,1,1-Trichloroethane ug/L 20 79 70-130102 26 40200.50U 15.7 20.5
1,1,2,2-Tetrachloroethane ug/L 20 77 70-13095 22 40200.18U 15.3 19.0
1,1,2-Trichloroethane ug/L 20 72 70-13088 21 40200.50U 14.4 17.7
1,1-Dichloroethane ug/L 20 77 70-13098 24 40200.50U 15.4 19.5
1,1-Dichloroethene ug/L 20 79 70-130107 31 40200.50U 15.7 21.4
1,1-Dichloropropene ug/L 20 72 70-130104 36 40200.50U 14.5 20.8
1,2,3-Trichloropropane ug/L 20 96 70-130117 20 40200.36U 19.3 23.5
1,2,4-Trichlorobenzene ug/L J(D6),

J(M1)
20 48 70-13085 57 40200.50U 9.5 17.0

1,2-Dibromo-3-chloropropane ug/L J(M1)20 65 70-13084 25 40201.0U 13.1 16.7
1,2-Dibromoethane (EDB) ug/L 20 74 70-13090 20 40200.50U 14.8 18.1
1,2-Dichloroethane ug/L 20 77 70-13096 22 40200.50U 15.5 19.3
1,2-Dichloropropane ug/L 20 75 70-13094 23 40200.50U 15.0 18.9
1,3-Dichloropropane ug/L 20 74 70-13090 19 40200.50U 14.9 18.0
2,2-Dichloropropane ug/L 20 71 70-13091 24 40200.50U 14.2 18.1
2-Butanone (MEK) ug/L J(M1)20 65 70-13079 20 40205.0U 12.9 15.7
2-Hexanone ug/L J(M1)20 69 70-13088 23 40205.0U 13.9 17.5
4-Methyl-2-pentanone (MIBK) ug/L 20 70 70-13085 20 40205.0U 14.0 17.0
Acetone ug/L J(M1)20 66 70-13080 17 40205.0U 14.1 16.8
Acetonitrile ug/L 200 81 70-13092 13 402005.0U 162 185
Acrolein ug/L J(D6),

J(M1)
200 38 70-13083 75 4020010.0U 75.0 165

Acrylonitrile ug/L J(D6),
J(M1)

200 39 70-13081 69 402005.0U 78.3 161

Allyl chloride ug/L 20 90 70-130111 21 40200.50U 18.0 22.2
Benzene ug/L 20 72 70-13094 26 40200.60 I 15.0 19.4
Bromochloromethane ug/L 20 75 70-13095 23 40200.50U 15.1 18.9
Bromodichloromethane ug/L 20 78 70-130101 26 40200.27U 15.6 20.3
Bromoform ug/L J(M1)20 65 70-13081 21 40200.50U 13.1 16.1
Bromomethane ug/L 20 92 70-130123 29 40200.50U 18.4 24.6
Carbon disulfide ug/L J(M1)20 106 70-130143 29 40200.60 I 21.7 29.2
Carbon tetrachloride ug/L 20 70 70-13093 28 40200.50U 14.0 18.6
Chlorobenzene ug/L J(M1)20 67 70-13089 29 40200.50U 13.3 17.9
Chloroethane ug/L 20 84 70-130105 23 40200.50U 16.8 21.1
Chloroform ug/L 20 73 70-13090 21 40200.50U 14.5 18.0
Chloromethane ug/L 20 84 70-130102 20 40200.62U 16.7 20.5
Chloroprene ug/L 20 83 70-130114 31 40200.50U 16.6 22.8
cis-1,2-Dichloroethene ug/L 20 72 70-13092 23 40200.86 I 15.3 19.2
cis-1,3-Dichloropropene ug/L 20 79 70-130105 29 40200.25U 15.7 21.0
Dibromochloromethane ug/L J(M1)20 67 70-13084 22 40200.26U 13.4 16.8
Dibromomethane ug/L 20 73 70-13093 24 40200.50U 14.6 18.6
Dichlorodifluoromethane ug/L J(D6),

J(M1)
20 65 70-130109 51 40200.50U 13.0 21.9

Ethyl methacrylate ug/L 20 70 70-13084 19 40200.50U 14.0 16.9
Ethylbenzene ug/L J(M1)20 65 70-13093 35 40200.50U 13.1 18.6
Hexachloro-1,3-butadiene ug/L J(D6),

J(M1)
20 41 70-13088 74 40200.50U 8.1 17.7
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QUALITY CONTROL DATA

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

180574MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

3526989026

180575

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

Iodomethane ug/L 20 97 70-130125 25 40200.50U 19.4 25.0
Isobutyl Alcohol ug/L J(M1)400 62 70-13082 27 4040010.0U 249 326
Methacrylonitrile ug/L 200 81 70-13096 17 402005.0U 163 193
Methyl methacrylate ug/L 20 79 70-13094 17 40205.0U 15.8 18.8
Methylene Chloride ug/L 20 76 70-13094 22 40202.5U 15.2 18.8
Propionitrile ug/L 200 81 70-13095 16 402005.0U 162 190
Styrene ug/L J(M1)20 66 70-13090 31 40200.50U 13.1 17.9
Tetrachloroethene ug/L J(D6),

J(M1)
20 45 70-13077 52 40200.50U 9.1 15.4

Toluene ug/L 20 70 70-13093 29 40200.50U 13.9 18.7
trans-1,2-Dichloroethene ug/L 20 76 70-130101 29 40200.50U 15.1 20.3
trans-1,3-Dichloropropene ug/L J(M1)20 66 70-13084 24 40200.25U 13.2 16.9
trans-1,4-Dichloro-2-butene ug/L J(M1)20 67 70-13082 20 40205.0U 13.4 16.4
Trichloroethene ug/L J(M1)20 64 70-13093 37 40200.50U 12.8 18.5
Trichlorofluoromethane ug/L 20 76 70-130111 38 40200.50U 15.2 22.2
Vinyl acetate ug/L J(M1)20 69 70-13079 14 40201.0U 13.8 15.9
Vinyl chloride ug/L 20 83 70-130105 22 40201.0 17.6 22.1
Xylene (Total) ug/L 60 64 70-13092 37 40600.50U 38.2 55.5
1,2-Dichloroethane-d4 (S) % 94 86-12593
4-Bromofluorobenzene (S) % 98 70-11499
Dibromofluoromethane (S) % 99 88-117100
Toluene-d8 (S) % 99 87-113101
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QUALITY CONTROL DATA

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

MSV/2818
EPA 8260

EPA 8260
8260 MSV

Associated Lab Samples: 3527011008, 3527011009, 3527011010, 3527011011, 3527011012, 3527011013, 3527011014, 3527011015,
3527011016

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 180781

Associated Lab Samples: 3527011008, 3527011009, 3527011010, 3527011011, 3527011012, 3527011013, 3527011014, 3527011015,
3527011016

Matrix: Water

Analyzed

1,1,1,2-Tetrachloroethane ug/L 0.50U 1.0 03/14/11 10:44
1,1,1-Trichloroethane ug/L 0.50U 1.0 03/14/11 10:44
1,1,2,2-Tetrachloroethane ug/L 0.18U 0.50 03/14/11 10:44
1,1,2-Trichloroethane ug/L 0.50U 1.0 03/14/11 10:44
1,1-Dichloroethane ug/L 0.50U 1.0 03/14/11 10:44
1,1-Dichloroethene ug/L 0.50U 1.0 03/14/11 10:44
1,1-Dichloropropene ug/L 0.50U 1.0 03/14/11 10:44
1,2,3-Trichloropropane ug/L 0.36U 0.50 03/14/11 10:44
1,2,4-Trichlorobenzene ug/L 0.50U 1.0 03/14/11 10:44
1,2-Dibromo-3-chloropropane ug/L 1.0U 2.0 03/14/11 10:44
1,2-Dibromoethane (EDB) ug/L 0.50U 1.0 03/14/11 10:44
1,2-Dichloroethane ug/L 0.50U 1.0 03/14/11 10:44
1,2-Dichloropropane ug/L 0.50U 1.0 03/14/11 10:44
1,3-Dichloropropane ug/L 0.50U 1.0 03/14/11 10:44
2,2-Dichloropropane ug/L 0.50U 1.0 03/14/11 10:44
2-Butanone (MEK) ug/L 5.0U 10.0 03/14/11 10:44
2-Hexanone ug/L 5.0U 10.0 03/14/11 10:44
4-Methyl-2-pentanone (MIBK) ug/L 5.0U 10.0 03/14/11 10:44
Acetone ug/L 5.0U 10.0 03/14/11 10:44
Acetonitrile ug/L 5.0U 10.0 03/14/11 10:44
Acrolein ug/L 10.0U 20.0 03/14/11 10:44
Acrylonitrile ug/L 5.0U 10.0 03/14/11 10:44
Allyl chloride ug/L 0.50U 1.0 03/14/11 10:44
Benzene ug/L 0.50U 1.0 03/14/11 10:44
Bromochloromethane ug/L 0.50U 1.0 03/14/11 10:44
Bromodichloromethane ug/L 0.27U 0.60 03/14/11 10:44
Bromoform ug/L 0.50U 1.0 03/14/11 10:44
Bromomethane ug/L 0.50U 1.0 03/14/11 10:44
Carbon disulfide ug/L 0.50U 1.0 03/14/11 10:44
Carbon tetrachloride ug/L 0.50U 1.0 03/14/11 10:44
Chlorobenzene ug/L 0.50U 1.0 03/14/11 10:44
Chloroethane ug/L 0.50U 1.0 03/14/11 10:44
Chloroform ug/L 0.50U 1.0 03/14/11 10:44
Chloromethane ug/L 0.62U 1.0 03/14/11 10:44
Chloroprene ug/L 0.50U 1.0 03/14/11 10:44
cis-1,2-Dichloroethene ug/L 0.50U 1.0 03/14/11 10:44
cis-1,3-Dichloropropene ug/L 0.25U 0.50 03/14/11 10:44
Dibromochloromethane ug/L 0.26U 0.50 03/14/11 10:44
Dibromomethane ug/L 0.50U 1.0 03/14/11 10:44
Dichlorodifluoromethane ug/L 0.50U 1.0 03/14/11 10:44
Ethyl methacrylate ug/L 0.50U 1.0 03/14/11 10:44
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QUALITY CONTROL DATA

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 180781

Associated Lab Samples: 3527011008, 3527011009, 3527011010, 3527011011, 3527011012, 3527011013, 3527011014, 3527011015,
3527011016

Matrix: Water

Analyzed

Ethylbenzene ug/L 0.50U 1.0 03/14/11 10:44
Hexachloro-1,3-butadiene ug/L 0.50U 1.0 03/14/11 10:44
Iodomethane ug/L 0.50U 1.0 03/14/11 10:44
Isobutyl Alcohol ug/L 10.0U 20.0 03/14/11 10:44
Methacrylonitrile ug/L 5.0U 10.0 03/14/11 10:44
Methyl methacrylate ug/L 5.0U 10.0 03/14/11 10:44
Methylene Chloride ug/L 2.5U 5.0 03/14/11 10:44
Propionitrile ug/L 5.0U 10.0 03/14/11 10:44
Styrene ug/L 0.50U 1.0 03/14/11 10:44
Tetrachloroethene ug/L 0.50U 1.0 03/14/11 10:44
Toluene ug/L 0.50U 1.0 03/14/11 10:44
trans-1,2-Dichloroethene ug/L 0.50U 1.0 03/14/11 10:44
trans-1,3-Dichloropropene ug/L 0.25U 0.50 03/14/11 10:44
trans-1,4-Dichloro-2-butene ug/L 5.0U 10.0 03/14/11 10:44
Trichloroethene ug/L 0.50U 1.0 03/14/11 10:44
Trichlorofluoromethane ug/L 0.50U 1.0 03/14/11 10:44
Vinyl acetate ug/L 1.0U 2.0 03/14/11 10:44
Vinyl chloride ug/L 0.50U 1.0 03/14/11 10:44
Xylene (Total) ug/L 0.50U 1.0 03/14/11 10:44
1,2-Dichloroethane-d4 (S) % 92 86-125 03/14/11 10:44
4-Bromofluorobenzene (S) % 112 70-114 03/14/11 10:44
Dibromofluoromethane (S) % 94 88-117 03/14/11 10:44
Toluene-d8 (S) % 103 87-113 03/14/11 10:44

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

180782LABORATORY CONTROL SAMPLE:
LCSSpike

1,1,1,2-Tetrachloroethane ug/L 19.620 98 80-123
1,1,1-Trichloroethane ug/L 19.220 96 80-120
1,1,2,2-Tetrachloroethane ug/L 19.320 97 72-127
1,1,2-Trichloroethane ug/L 19.020 95 80-121
1,1-Dichloroethane ug/L 17.520 87 80-122
1,1-Dichloroethene ug/L 15.920 80 74-114
1,1-Dichloropropene ug/L 18.620 93 80-122
1,2,3-Trichloropropane ug/L 17.120 86 73-123
1,2,4-Trichlorobenzene ug/L 18.420 92 78-129
1,2-Dibromo-3-chloropropane ug/L 18.520 93 64-127
1,2-Dibromoethane (EDB) ug/L 20.120 100 80-121
1,2-Dichloroethane ug/L 18.920 95 80-120
1,2-Dichloropropane ug/L 16.920 85 80-120
1,3-Dichloropropane ug/L 20.220 101 80-120
2,2-Dichloropropane ug/L 18.120 90 72-131
2-Butanone (MEK) ug/L 18.020 90 55-167
2-Hexanone ug/L 19.120 96 65-120
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QUALITY CONTROL DATA

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

180782LABORATORY CONTROL SAMPLE:
LCSSpike

4-Methyl-2-pentanone (MIBK) ug/L 17.220 86 75-122
Acetone ug/L 22.020 110 40-150
Acetonitrile ug/L 189200 94 63-138
Acrolein ug/L 200200 100 44-170
Acrylonitrile ug/L 182200 91 77-128
Allyl chloride ug/L 17.220 86 74-128
Benzene ug/L 18.620 93 80-123
Bromochloromethane ug/L 19.220 96 80-120
Bromodichloromethane ug/L 16.720 83 80-123
Bromoform ug/L 14.320 71 68-121
Bromomethane ug/L 16.520 83 38-179
Carbon disulfide ug/L 21.220 106 51-155
Carbon tetrachloride ug/L 18.620 93 79-122
Chlorobenzene ug/L 18.820 94 80-120
Chloroethane ug/L 16.020 80 59-149
Chloroform ug/L 17.320 87 79-120
Chloromethane ug/L 16.920 85 68-140
Chloroprene ug/L 18.020 90 80-125
cis-1,2-Dichloroethene ug/L 17.320 87 80-120
cis-1,3-Dichloropropene ug/L 18.920 95 80-126
Dibromochloromethane ug/L 17.320 86 76-122
Dibromomethane ug/L 19.920 100 81-122
Dichlorodifluoromethane ug/L 18.120 91 67-127
Ethyl methacrylate ug/L 16.720 84 79-120
Ethylbenzene ug/L 16.820 84 80-120
Hexachloro-1,3-butadiene ug/L 18.420 92 75-127
Iodomethane ug/L 20.620 103 43-160
Isobutyl Alcohol ug/L 285400 71 66-135
Methacrylonitrile ug/L 211200 106 80-125
Methyl methacrylate ug/L 19.320 96 80-120
Methylene Chloride ug/L 17.320 87 75-127
Propionitrile ug/L 182200 91 80-125
Styrene ug/L 16.920 85 80-122
Tetrachloroethene ug/L 17.720 88 66-133
Toluene ug/L 18.320 92 80-117
trans-1,2-Dichloroethene ug/L 16.420 82 80-122
trans-1,3-Dichloropropene ug/L 18.220 91 80-122
trans-1,4-Dichloro-2-butene ug/L 17.720 89 65-125
Trichloroethene ug/L 17.220 86 80-120
Trichlorofluoromethane ug/L 16.520 82 72-131
Vinyl acetate ug/L 22.620 113 69-135
Vinyl chloride ug/L 16.920 85 69-140
Xylene (Total) ug/L 54.860 91 80-120
1,2-Dichloroethane-d4 (S) % 95 86-125
4-Bromofluorobenzene (S) % 107 70-114
Dibromofluoromethane (S) % 98 88-117
Toluene-d8 (S) % 99 87-113
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QUALITY CONTROL DATA

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

180783MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

3527011009

180784

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

1,1,1,2-Tetrachloroethane ug/L 20 75 70-13086 13 40200.50U 15.0 17.2
1,1,1-Trichloroethane ug/L 20 91 70-130108 17 40200.50U 18.2 21.6
1,1,2,2-Tetrachloroethane ug/L 20 89 70-13097 8 40200.18U 17.8 19.4
1,1,2-Trichloroethane ug/L 20 86 70-13093 8 40200.50U 17.1 18.6
1,1-Dichloroethane ug/L 20 88 70-13094 7 40200.50U 17.6 18.8
1,1-Dichloroethene ug/L 20 80 70-13090 12 40200.50U 16.0 18.1
1,1-Dichloropropene ug/L 20 84 70-130103 21 40200.50U 16.8 20.6
1,2,3-Trichloropropane ug/L 20 75 70-13082 9 40200.36U 15.1 16.5
1,2,4-Trichlorobenzene ug/L 20 70 70-13090 26 40200.50U 13.9 18.0
1,2-Dibromo-3-chloropropane ug/L 20 95 70-13093 3 40201.0U 19.1 18.6
1,2-Dibromoethane (EDB) ug/L 20 82 70-13093 13 40200.50U 16.5 18.7
1,2-Dichloroethane ug/L 20 87 70-13094 7 40200.50U 17.5 18.8
1,2-Dichloropropane ug/L 20 82 70-13084 3 40200.50U 16.4 16.8
1,3-Dichloropropane ug/L 20 85 70-13096 13 40200.50U 16.9 19.3
2,2-Dichloropropane ug/L 20 90 70-13096 6 40200.50U 18.0 19.1
2-Butanone (MEK) ug/L 20 76 70-13084 10 40205.0U 15.2 16.8
2-Hexanone ug/L 20 75 70-130102 31 40205.0U 15.0 20.5
4-Methyl-2-pentanone (MIBK) ug/L 20 76 70-13089 15 40205.0U 15.2 17.8
Acetone ug/L 20 77 70-13089 11 40206.5 I 21.8 24.3
Acetonitrile ug/L 200 84 70-130101 18 402005.0U 169 201
Acrolein ug/L 200 93 70-130106 14 4020010.0U 185 213
Acrylonitrile ug/L 200 92 70-13099 8 402005.0U 184 199
Allyl chloride ug/L 20 85 70-13089 5 40200.50U 16.9 17.8
Benzene ug/L 20 90 70-13099 7 40205.1 23.1 24.9
Bromochloromethane ug/L 20 91 70-13097 7 40200.50U 18.1 19.4
Bromodichloromethane ug/L 20 77 70-13087 12 40200.27U 15.5 17.4
Bromoform ug/L J(M1)20 54 70-13062 14 40200.50U 10.8 12.4
Bromomethane ug/L J(M1)20 55 70-13063 14 40200.50U 11.0 12.7
Carbon disulfide ug/L 20 105 70-130120 13 40200.50U 21.0 23.9
Carbon tetrachloride ug/L 20 83 70-130102 20 40200.50U 16.7 20.5
Chlorobenzene ug/L 20 79 70-13095 17 40201.6 17.3 20.5
Chloroethane ug/L 20 97 70-13089 8 40200.50U 19.3 17.9
Chloroform ug/L 20 88 70-13093 5 40200.50U 17.7 18.5
Chloromethane ug/L 20 91 70-13085 7 40200.62U 18.2 17.0
Chloroprene ug/L 20 90 70-130106 16 40200.50U 18.1 21.1
cis-1,2-Dichloroethene ug/L 20 86 70-13092 6 40200.50U 17.2 18.3
cis-1,3-Dichloropropene ug/L 20 81 70-13087 7 40200.25U 16.1 17.3
Dibromochloromethane ug/L J(M1)20 64 70-13077 18 40200.26U 12.8 15.3
Dibromomethane ug/L 20 94 70-130100 6 40200.50U 18.8 20.1
Dichlorodifluoromethane ug/L 20 95 70-130118 21 40200.50U 19.1 23.5
Ethyl methacrylate ug/L 20 70 70-13080 13 40200.50U 14.0 15.9
Ethylbenzene ug/L 20 74 70-13087 16 40200.50U 14.9 17.4
Hexachloro-1,3-butadiene ug/L 20 72 70-13094 26 40200.50U 14.5 18.8
Iodomethane ug/L J(D6),

J(M1)
20 48 70-13075 44 40200.50U 9.5 14.9

Isobutyl Alcohol ug/L J(D6),
J(M1)

400 39 70-13061 43 4040010.0U 157 244

Methacrylonitrile ug/L 200 93 70-130102 9 402005.0U 186 204
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QUALITY CONTROL DATA

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

180783MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

3527011009

180784

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

Methyl methacrylate ug/L 20 82 70-13091 10 40205.0U 16.5 18.2
Methylene Chloride ug/L 20 87 70-13087 .5 40202.5U 17.9 18.0
Propionitrile ug/L J(M1)200 14 70-13017 22 402005.0U 27.1 33.6
Styrene ug/L 20 72 70-13081 11 40200.50U 14.5 16.2
Tetrachloroethene ug/L J(M1)20 68 70-13083 21 40200.50U 13.5 16.7
Toluene ug/L 20 79 70-13093 15 40200.62 I 16.5 19.2
trans-1,2-Dichloroethene ug/L 20 79 70-13089 11 40200.50U 15.8 17.8
trans-1,3-Dichloropropene ug/L 20 72 70-13080 10 40200.25U 14.5 16.1
trans-1,4-Dichloro-2-butene ug/L 20 78 70-13093 17 40205.0U 15.6 18.6
Trichloroethene ug/L 20 81 70-13095 16 40200.50U 16.1 19.0
Trichlorofluoromethane ug/L 20 85 70-13096 12 40200.50U 17.1 19.2
Vinyl acetate ug/L J(D6),

J(M1)
20 30 70-130118 119 40201.0U 6.0 23.6

Vinyl chloride ug/L 20 96 70-130100 4 40200.50U 19.2 20.0
Xylene (Total) ug/L 60 75 70-13090 16 40604.0 49.1 57.8
1,2-Dichloroethane-d4 (S) % 100 86-12599
4-Bromofluorobenzene (S) % 102 70-114106
Dibromofluoromethane (S) % 102 88-117102
Toluene-d8 (S) % 102 87-113100
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QUALITY CONTROL DATA

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

WET/7527
SM 2540C

SM 2540C
2540C Total Dissolved Solids

Associated Lab Samples: 3527011001, 3527011002, 3527011003, 3527011004, 3527011005, 3527011006

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 177302

Associated Lab Samples: 3527011001, 3527011002, 3527011003, 3527011004, 3527011005, 3527011006

Matrix: Water

Analyzed

Total Dissolved Solids mg/L 5.0U 5.0 03/03/11 08:26

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

177303LABORATORY CONTROL SAMPLE:
LCSSpike

Total Dissolved Solids mg/L 297300 99 90-110

Parameter Units
Dup

Result
Max
RPD QualifiersRPDResult

3527011005
177304SAMPLE DUPLICATE:

Total Dissolved Solids mg/L 1720 4 201660

Parameter Units
Dup

Result
Max
RPD QualifiersRPDResult

3527027001
177305SAMPLE DUPLICATE:

Total Dissolved Solids mg/L 16.0 0 2016.0
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QUALITY CONTROL DATA

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

WET/7551
SM 2540C

SM 2540C
2540C Total Dissolved Solids

Associated Lab Samples: 3527011008, 3527011009, 3527011010, 3527011013

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 177774

Associated Lab Samples: 3527011008, 3527011009, 3527011010, 3527011013

Matrix: Water

Analyzed

Total Dissolved Solids mg/L 5.0U 5.0 03/04/11 08:36

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

177775LABORATORY CONTROL SAMPLE:
LCSSpike

Total Dissolved Solids mg/L 286300 95 90-110

Parameter Units
Dup

Result
Max
RPD QualifiersRPDResult

3526573041
177776SAMPLE DUPLICATE:

Total Dissolved Solids mg/L 81.0 5 2085.0

Parameter Units
Dup

Result
Max
RPD QualifiersRPDResult

3526989049
177777SAMPLE DUPLICATE:

Total Dissolved Solids mg/L 47.0 4 2045.0
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QUALITY CONTROL DATA

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

WET/7497
EPA 9034

EPA 9034
9034 Sulfide Water

Associated Lab Samples: 3527011001, 3527011002, 3527011003, 3527011004, 3527011005, 3527011006

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 176537

Associated Lab Samples: 3527011001, 3527011002, 3527011003, 3527011004, 3527011005, 3527011006

Matrix: Water

Analyzed

Sulfide mg/L 1.0U 1.0 03/01/11 12:50

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

176538LABORATORY CONTROL SAMPLE:
LCSSpike

Sulfide mg/L 5.06 84 80-120

Parameter Units
MS

Result
% Rec
Limits Qualifiers% RecConc.

176540MATRIX SPIKE SAMPLE:
MSSpike

Result
3527011001

Sulfide mg/L 10.212 85 80-1202.0U

Parameter Units
Dup

Result
Max
RPD QualifiersRPDResult

3527011001
176539SAMPLE DUPLICATE:

Sulfide mg/L 2.0U 202.0U
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QUALITY CONTROL DATA

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

WET/7542
EPA 9034

EPA 9034
9034 Sulfide Water

Associated Lab Samples: 3527011008, 3527011009, 3527011010, 3527011011, 3527011012, 3527011013, 3527011014, 3527011015

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 177602

Associated Lab Samples: 3527011008, 3527011009, 3527011010, 3527011011, 3527011012, 3527011013, 3527011014, 3527011015

Matrix: Water

Analyzed

Sulfide mg/L 1.0U 1.0 03/03/11 16:00

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

177603LABORATORY CONTROL SAMPLE:
LCSSpike

Sulfide mg/L 5.66 93 80-120

Parameter Units
MS

Result
% Rec
Limits Qualifiers% RecConc.

177605MATRIX SPIKE SAMPLE:
MSSpike

Result
3527011008

Sulfide mg/L 26.330 88 80-1201.0U

Parameter Units
Dup

Result
Max
RPD QualifiersRPDResult

3527011008
177604SAMPLE DUPLICATE:

Sulfide mg/L 2.0U 201.0U
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QUALITY CONTROL DATA

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

WETA/8937
EPA 300.0

EPA 300.0
300.0 IC Anions

Associated Lab Samples: 3527011001, 3527011002, 3527011003, 3527011004, 3527011005, 3527011006

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 176645

Associated Lab Samples: 3527011001, 3527011002, 3527011003, 3527011004, 3527011005, 3527011006

Matrix: Water

Analyzed

Nitrate as N mg/L 0.025U 0.050 5p03/01/11 10:41

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

176646LABORATORY CONTROL SAMPLE:
LCSSpike

Nitrate as N mg/L 5.35 107 90-110

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

176647MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

3527011002

176648

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

Nitrate as N mg/L J(M1)25 112 90-110112 .2 20250.59 28.5 28.5

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

176649MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

3042299001

176650

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

Nitrate as N mg/L J(M1)5 111 90-110111 .02 2050.23 5.8 5.8
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QUALITY CONTROL DATA

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

WETA/8976
EPA 300.0

EPA 300.0
300.0 IC Anions

Associated Lab Samples: 3527011008, 3527011009, 3527011010, 3527011013

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 177422

Associated Lab Samples: 3527011008, 3527011009, 3527011010, 3527011013

Matrix: Water

Analyzed

Nitrate as N mg/L 0.025U 0.050 5p03/02/11 10:38
Orthophosphate as P mg/L 0.050U 0.10 5p03/02/11 10:38

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

177423LABORATORY CONTROL SAMPLE:
LCSSpike

Nitrate as N mg/L 5.35 106 90-110
Orthophosphate as P mg/L 10.310 103 90-110

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

177424MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

3527011009

177425

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

Nitrate as N mg/L 25 103 90-110103 .5 20250.12U 25.7 25.8
Orthophosphate as P mg/L J(M1)50 80 90-11080 .6 20500.25U 39.9 40.1

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

177426MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

3527083001

177427

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

Nitrate as N mg/L J(M1)5 127 90-110127 .05 2056.9 13.2 13.2
Orthophosphate as P mg/L 10 102 90-110103 .6 20100.37 10.6 10.6
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QUALITY CONTROL DATA

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

WETA/8938
EPA 300.0

EPA 300.0
300.0 IC Anions

Associated Lab Samples: 3527011001, 3527011002, 3527011003, 3527011004, 3527011005, 3527011006

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 176653

Associated Lab Samples: 3527011001, 3527011002, 3527011003, 3527011004, 3527011005, 3527011006

Matrix: Water

Analyzed

Chloride mg/L 2.5U 5.0 03/01/11 10:41

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

176654LABORATORY CONTROL SAMPLE:
LCSSpike

Chloride mg/L 52.850 106 90-110

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

176655MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

3527011002

176656

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

Chloride mg/L J(M1)250 117 90-110117 .02 2025033.3 326 326

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

176657MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

3042299001

176658

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

Chloride mg/L J(M1)50 112 90-110112 .04 2050ND 56.8 56.7
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QUALITY CONTROL DATA

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

WETA/8979
EPA 300.0

EPA 300.0
300.0 IC Anions

Associated Lab Samples: 3527011008, 3527011009, 3527011010, 3527011013

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 177439

Associated Lab Samples: 3527011008, 3527011009, 3527011010, 3527011013

Matrix: Water

Analyzed

Chloride mg/L 2.5U 5.0 03/02/11 10:38

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

177440LABORATORY CONTROL SAMPLE:
LCSSpike

Chloride mg/L 52.050 104 90-110

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

177441MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

3527011009

177442

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

Chloride mg/L J(M1)250 116 90-110117 .3 20250263 554 555

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

177443MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

3527083001

177444

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

Chloride mg/L 50 151 90-110151 .03 205097.0 172 172
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QUALITY CONTROL DATA

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

WETA/8988
EPA 350.1

EPA 350.1
350.1 Ammonia

Associated Lab Samples: 3527011001, 3527011002, 3527011003, 3527011004, 3527011005, 3527011006

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 177589

Associated Lab Samples: 3527011001, 3527011002, 3527011003, 3527011004, 3527011005, 3527011006

Matrix: Water

Analyzed

Nitrogen, Ammonia mg/L 0.020U 0.050 03/04/11 09:40

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

177590LABORATORY CONTROL SAMPLE:
LCSSpike

Nitrogen, Ammonia mg/L 1.01 103 90-110

Parameter Units
MS

Result
% Rec
Limits Qualifiers% RecConc.

177592MATRIX SPIKE SAMPLE:
MSSpike

Result
3526573039

Nitrogen, Ammonia mg/L 1.01 96 90-1100.048 I

Parameter Units
Dup

Result
Max
RPD QualifiersRPDResult

3526573039
177591SAMPLE DUPLICATE:

Nitrogen, Ammonia mg/L 0.050 200.048 I
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QUALITY CONTROL DATA

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

WETA/8989
EPA 350.1

EPA 350.1
350.1 Ammonia

Associated Lab Samples: 3527011008, 3527011009, 3527011010, 3527011013

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 177593

Associated Lab Samples: 3527011008, 3527011009, 3527011010, 3527011013

Matrix: Water

Analyzed

Nitrogen, Ammonia mg/L 0.020U 0.050 03/04/11 10:25

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

177594LABORATORY CONTROL SAMPLE:
LCSSpike

Nitrogen, Ammonia mg/L 1.01 102 90-110

Parameter Units
MS

Result
% Rec
Limits Qualifiers% RecConc.

177596MATRIX SPIKE SAMPLE:
MSSpike

Result
3526989049

Nitrogen, Ammonia mg/L 0.86 J(M1)1 86 90-1100.040U

Parameter Units
Dup

Result
Max
RPD QualifiersRPDResult

3526989049
177595SAMPLE DUPLICATE:

Nitrogen, Ammonia mg/L 0.040U 200.040U
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QUALITY CONTROL DATA

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

WETA/9019
EPA 9012

EPA 9012
9012 Cyanide

Associated Lab Samples: 3527011001, 3527011002, 3527011003, 3527011004, 3527011005, 3527011006, 3527011008, 3527011009,
3527011010, 3527011011, 3527011012, 3527011013, 3527011014, 3527011015

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 178438

Associated Lab Samples: 3527011001, 3527011002, 3527011003, 3527011004, 3527011005, 3527011006, 3527011008, 3527011009,
3527011010, 3527011011, 3527011012, 3527011013, 3527011014, 3527011015

Matrix: Water

Analyzed

Cyanide mg/L 0.0050U 0.010 5p03/07/11 16:31

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

178439LABORATORY CONTROL SAMPLE:
LCSSpike

Cyanide mg/L 0.052.05 104 90-110

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

178440MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

3526989057

178441

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

Cyanide mg/L J(M1).05 57 80-12054 4 20.050.0077 I 0.036 0.035

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

178442MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

3527011011

178443

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

Cyanide mg/L .05 97 80-12094 2 20.050.0050
U

0.050 0.048

REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, Inc..

Date: 03/18/2011 02:37 PM Page 184 of 191

Pace Analytical Services, Inc.
8 East Tower Circle

Ormond Beach, FL 32174

(386)672-5668



QUALIFIERS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

DEFINITIONS

DF - Dilution Factor, if reported, represents the factor applied to the reported data due to changes in sample preparation, dilution of
the sample aliquot, or moisture content.
ND - Not Detected at or above adjusted reporting limit.
MDL - Adjusted Method Detection Limit.
S - Surrogate
1,2-Diphenylhydrazine (8270 listed analyte) decomposes to Azobenzene.
Consistent with EPA guidelines, unrounded data are displayed and have been used to calculate % recovery and RPD values.
LCS(D) - Laboratory Control Sample (Duplicate)
MS(D) - Matrix Spike (Duplicate)
DUP - Sample Duplicate
RPD - Relative Percent Difference
NC - Not Calculable.
SG - Silica Gel - Clean-Up
U - Indicates the compound was analyzed for, but not detected.
N-Nitrosodiphenylamine decomposes and cannot be separated from Diphenylamine using Method 8270.  The result reported for
each analyte is a combined concentration.
Pace Analytical is NELAP accredited. Contact your Pace PM for the current list of accredited analytes.

LABORATORIES

Pace Analytical Services - Ormond BeachPASI-O

BATCH QUALIFIERS

Batch: OEXT/4251
A matrix spike/matrix spike duplicate was not performed for this batch due to insufficient sample volume.[M5]

ANALYTE QUALIFIERS

The reported value is between the laboratory method detection limit and the laboratory practical quantitation limit. I
Insufficient sample volume to re-extract.1p
The initial calibration for this compound is outside of method control limits, however the analyte was detected at or below
the reporting limit demonstrating appropriate instrument sensitivity.  Analyte is being reported as qualitative and reported
value should be considered an estimated value.

2p

The internal standard response associated with this result exceeds the upper control limit.  However, the data is accepted
based on surrogate compound recovery meeting control limits.

3p

The recovery for the LCS was outside method guidance criteria (HIGH) bias.  However, the NELAC standards consider
the batch in control with up to 4 analytes exceeding the recommended control limits for methods with 71 to 90 analytes in
the list.

4p

The recovery of the analyte in the CRDL standard (also known as the reporting limit verification) did not meet the
acceptance criteria.

5p

The second source verification for this analyte did not meet acceptance criteria, however the analyte was detectable at or
below the reporting limit.  Value reported should be considered an estimated value.

6p

This analyte did not meet the secondary source verification criteria for the initial calibration, though the analyte was
detectable at or below the reporting limit ensuring adequate instrument sensitivity.  The reported result is qualitative and
should be considered an estimated value.

7p

Result confirmed by second analysis.C0
Sample was diluted due to the presence of high levels of non-target analytes or other matrix interference.D3
Sample was diluted due to the presence of high levels of target analytes.D4
The sample was analyzed at a dilution due to foaming of the sample in the purge vessel.F1
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QUALIFIERS

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

ANALYTE QUALIFIERS
Estimated Value. The relative percent difference (RPD) between the sample and sample duplicate exceeded laboratory
control limits.

J(D6)

Estimated Value. Analyte recovery in the laboratory control sample (LCS) was outside QC limits.J(L0)
Estimated Value. Analyte recovery in the laboratory control sample (LCS) was below QC limits.  Results for this analyte in
associated samples may be biased low.

J(L2)

Estimated Value. Matrix spike recovery exceeded QC limits.  Batch accepted based on laboratory control sample (LCS)
recovery.

J(M1)

Estimated Value. Surrogate recovery outside laboratory control limits.J(S0)
Estimated Value. Surrogate recovery outside laboratory control limits due to matrix interferences (confirmed by similar
results from sample re-analysis).

J(S2)

Estimated Value. Surrogate recovery outside control limits due to matrix interferences (not confirmed by re-analysis).J(S5)
Analyte recovery in the laboratory control sample (LCS) exceeded QC limits. Analyte presence below reporting limits in
associated samples.  Results unaffected by high bias.

L3

Surrogate recovery exceeded laboratory control limits. Analyte presence below reporting limits in associated samples.
Results unaffected by high bias.

S3

Indicates that the analyte was detected in both the sample and the associated method blank.V
Methylene chloride is a common laboratory contaminant. Results for this analyte should be considered estimated unless
the amount found in the sample is 3 to 5 times higher than that found in the method blank.

Z3
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QUALITY CONTROL DATA CROSS REFERENCE TABLE

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Lab ID Sample ID QC Batch Method QC Batch Analytical Method
Analytical
Batch

3527011002 FLD/B80-2
3527011003 FLD/B81-4
3527011004 FLD/B81-4 DUP
3527011005 FLD/B79-1
3527011006 FLD/B78-1
3527011009 FLD/B-77
3527011010 FLD/B-77 DUP
3527011011 FLD/B45-2
3527011012 FLD/B45-1
3527011013 FLD/B76-1
3527011014 FLD/B43-1
3527011015 FLD/B41-1

3527011001 OEXT/4239 GCSV/3230EQ Blank EPA 8011 EPA 8011
3527011002 OEXT/4239 GCSV/3230B80-2 EPA 8011 EPA 8011
3527011003 OEXT/4239 GCSV/3230B81-4 EPA 8011 EPA 8011
3527011004 OEXT/4239 GCSV/3230B81-4 DUP EPA 8011 EPA 8011
3527011005 OEXT/4239 GCSV/3230B79-1 EPA 8011 EPA 8011
3527011006 OEXT/4239 GCSV/3230B78-1 EPA 8011 EPA 8011

3527011008 OEXT/4240 GCSV/3231EQ Blank 2 EPA 8011 EPA 8011
3527011009 OEXT/4240 GCSV/3231B-77 EPA 8011 EPA 8011
3527011010 OEXT/4240 GCSV/3231B-77 DUP EPA 8011 EPA 8011
3527011011 OEXT/4240 GCSV/3231B45-2 EPA 8011 EPA 8011
3527011012 OEXT/4240 GCSV/3231B45-1 EPA 8011 EPA 8011
3527011013 OEXT/4240 GCSV/3231B76-1 EPA 8011 EPA 8011
3527011014 OEXT/4240 GCSV/3231B43-1 EPA 8011 EPA 8011
3527011015 OEXT/4240 GCSV/3231B41-1 EPA 8011 EPA 8011

3527011001 OEXT/4236 GCSV/3224EQ Blank EPA 3510 EPA 8081
3527011002 OEXT/4236 GCSV/3224B80-2 EPA 3510 EPA 8081
3527011003 OEXT/4236 GCSV/3224B81-4 EPA 3510 EPA 8081
3527011004 OEXT/4236 GCSV/3224B81-4 DUP EPA 3510 EPA 8081
3527011005 OEXT/4236 GCSV/3224B79-1 EPA 3510 EPA 8081
3527011006 OEXT/4236 GCSV/3224B78-1 EPA 3510 EPA 8081
3527011008 OEXT/4236 GCSV/3224EQ Blank 2 EPA 3510 EPA 8081
3527011009 OEXT/4236 GCSV/3224B-77 EPA 3510 EPA 8081
3527011010 OEXT/4236 GCSV/3224B-77 DUP EPA 3510 EPA 8081
3527011011 OEXT/4236 GCSV/3224B45-2 EPA 3510 EPA 8081
3527011012 OEXT/4236 GCSV/3224B45-1 EPA 3510 EPA 8081
3527011013 OEXT/4236 GCSV/3224B76-1 EPA 3510 EPA 8081
3527011014 OEXT/4236 GCSV/3224B43-1 EPA 3510 EPA 8081
3527011015 OEXT/4236 GCSV/3224B41-1 EPA 3510 EPA 8081

3527011001 OEXT/4237 GCSV/3225EQ Blank EPA 3510 EPA 8082
3527011002 OEXT/4237 GCSV/3225B80-2 EPA 3510 EPA 8082
3527011003 OEXT/4237 GCSV/3225B81-4 EPA 3510 EPA 8082
3527011004 OEXT/4237 GCSV/3225B81-4 DUP EPA 3510 EPA 8082
3527011005 OEXT/4237 GCSV/3225B79-1 EPA 3510 EPA 8082
3527011006 OEXT/4237 GCSV/3225B78-1 EPA 3510 EPA 8082
3527011008 OEXT/4237 GCSV/3225EQ Blank 2 EPA 3510 EPA 8082
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QUALITY CONTROL DATA CROSS REFERENCE TABLE

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Lab ID Sample ID QC Batch Method QC Batch Analytical Method
Analytical
Batch

3527011009 OEXT/4237 GCSV/3225B-77 EPA 3510 EPA 8082
3527011010 OEXT/4237 GCSV/3225B-77 DUP EPA 3510 EPA 8082
3527011011 OEXT/4237 GCSV/3225B45-2 EPA 3510 EPA 8082
3527011012 OEXT/4237 GCSV/3225B45-1 EPA 3510 EPA 8082
3527011013 OEXT/4237 GCSV/3225B76-1 EPA 3510 EPA 8082
3527011014 OEXT/4237 GCSV/3225B43-1 EPA 3510 EPA 8082
3527011015 OEXT/4237 GCSV/3225B41-1 EPA 3510 EPA 8082

3527011001 OEXT/4251 GCSV/3246EQ Blank EPA 3510 EPA 8141
3527011002 OEXT/4251 GCSV/3246B80-2 EPA 3510 EPA 8141
3527011003 OEXT/4251 GCSV/3246B81-4 EPA 3510 EPA 8141
3527011004 OEXT/4251 GCSV/3246B81-4 DUP EPA 3510 EPA 8141
3527011005 OEXT/4251 GCSV/3246B79-1 EPA 3510 EPA 8141
3527011006 OEXT/4251 GCSV/3246B78-1 EPA 3510 EPA 8141
3527011008 OEXT/4251 GCSV/3246EQ Blank 2 EPA 3510 EPA 8141
3527011009 OEXT/4251 GCSV/3246B-77 EPA 3510 EPA 8141
3527011010 OEXT/4251 GCSV/3246B-77 DUP EPA 3510 EPA 8141
3527011011 OEXT/4251 GCSV/3246B45-2 EPA 3510 EPA 8141
3527011012 OEXT/4251 GCSV/3246B45-1 EPA 3510 EPA 8141
3527011013 OEXT/4251 GCSV/3246B76-1 EPA 3510 EPA 8141
3527011014 OEXT/4251 GCSV/3246B43-1 EPA 3510 EPA 8141
3527011015 OEXT/4251 GCSV/3246B41-1 EPA 3510 EPA 8141

3527011001 OEXT/4233 GCSV/3237EQ Blank EPA 8151 EPA 8151
3527011002 OEXT/4233 GCSV/3237B80-2 EPA 8151 EPA 8151
3527011003 OEXT/4233 GCSV/3237B81-4 EPA 8151 EPA 8151
3527011004 OEXT/4233 GCSV/3237B81-4 DUP EPA 8151 EPA 8151
3527011005 OEXT/4233 GCSV/3237B79-1 EPA 8151 EPA 8151
3527011006 OEXT/4233 GCSV/3237B78-1 EPA 8151 EPA 8151

3527011008 OEXT/4262 GCSV/3251EQ Blank 2 EPA 8151 EPA 8151
3527011009 OEXT/4262 GCSV/3251B-77 EPA 8151 EPA 8151
3527011010 OEXT/4262 GCSV/3251B-77 DUP EPA 8151 EPA 8151
3527011011 OEXT/4262 GCSV/3251B45-2 EPA 8151 EPA 8151
3527011012 OEXT/4262 GCSV/3251B45-1 EPA 8151 EPA 8151
3527011013 OEXT/4262 GCSV/3251B76-1 EPA 8151 EPA 8151
3527011014 OEXT/4262 GCSV/3251B43-1 EPA 8151 EPA 8151
3527011015 OEXT/4262 GCSV/3251B41-1 EPA 8151 EPA 8151

3527011001 MPRP/4194 ICP/3086EQ Blank EPA 3010 EPA 6010
3527011002 MPRP/4194 ICP/3086B80-2 EPA 3010 EPA 6010
3527011003 MPRP/4194 ICP/3086B81-4 EPA 3010 EPA 6010
3527011004 MPRP/4194 ICP/3086B81-4 DUP EPA 3010 EPA 6010
3527011005 MPRP/4194 ICP/3086B79-1 EPA 3010 EPA 6010
3527011006 MPRP/4194 ICP/3086B78-1 EPA 3010 EPA 6010

3527011008 MPRP/4214 ICP/3100EQ Blank 2 EPA 3010 EPA 6010
3527011009 MPRP/4214 ICP/3100B-77 EPA 3010 EPA 6010
3527011010 MPRP/4214 ICP/3100B-77 DUP EPA 3010 EPA 6010
3527011011 MPRP/4214 ICP/3100B45-2 EPA 3010 EPA 6010
3527011012 MPRP/4214 ICP/3100B45-1 EPA 3010 EPA 6010
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QUALITY CONTROL DATA CROSS REFERENCE TABLE

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Lab ID Sample ID QC Batch Method QC Batch Analytical Method
Analytical
Batch

3527011013 MPRP/4214 ICP/3100B76-1 EPA 3010 EPA 6010
3527011014 MPRP/4214 ICP/3100B43-1 EPA 3010 EPA 6010
3527011015 MPRP/4214 ICP/3100B41-1 EPA 3010 EPA 6010

3527011001 MPRP/4193 ICPM/2057EQ Blank EPA 3010 EPA 6020
3527011002 MPRP/4193 ICPM/2057B80-2 EPA 3010 EPA 6020
3527011003 MPRP/4193 ICPM/2057B81-4 EPA 3010 EPA 6020
3527011004 MPRP/4193 ICPM/2057B81-4 DUP EPA 3010 EPA 6020
3527011005 MPRP/4193 ICPM/2057B79-1 EPA 3010 EPA 6020
3527011006 MPRP/4193 ICPM/2057B78-1 EPA 3010 EPA 6020

3527011008 MPRP/4213 ICPM/2065EQ Blank 2 EPA 3010 EPA 6020
3527011009 MPRP/4213 ICPM/2065B-77 EPA 3010 EPA 6020
3527011010 MPRP/4213 ICPM/2065B-77 DUP EPA 3010 EPA 6020
3527011011 MPRP/4213 ICPM/2065B45-2 EPA 3010 EPA 6020
3527011012 MPRP/4213 ICPM/2065B45-1 EPA 3010 EPA 6020
3527011013 MPRP/4213 ICPM/2065B76-1 EPA 3010 EPA 6020
3527011014 MPRP/4213 ICPM/2065B43-1 EPA 3010 EPA 6020
3527011015 MPRP/4213 ICPM/2065B41-1 EPA 3010 EPA 6020

3527011001 MERP/1781 MERC/1784EQ Blank EPA 7470 EPA 7470
3527011002 MERP/1781 MERC/1784B80-2 EPA 7470 EPA 7470
3527011003 MERP/1781 MERC/1784B81-4 EPA 7470 EPA 7470
3527011004 MERP/1781 MERC/1784B81-4 DUP EPA 7470 EPA 7470
3527011005 MERP/1781 MERC/1784B79-1 EPA 7470 EPA 7470
3527011006 MERP/1781 MERC/1784B78-1 EPA 7470 EPA 7470

3527011008 MERP/1784 MERC/1791EQ Blank 2 EPA 7470 EPA 7470
3527011009 MERP/1784 MERC/1791B-77 EPA 7470 EPA 7470
3527011010 MERP/1784 MERC/1791B-77 DUP EPA 7470 EPA 7470
3527011011 MERP/1784 MERC/1791B45-2 EPA 7470 EPA 7470
3527011012 MERP/1784 MERC/1791B45-1 EPA 7470 EPA 7470
3527011013 MERP/1784 MERC/1791B76-1 EPA 7470 EPA 7470
3527011014 MERP/1784 MERC/1791B43-1 EPA 7470 EPA 7470
3527011015 MERP/1784 MERC/1791B41-1 EPA 7470 EPA 7470

3527011001 OEXT/4228 MSSV/1990EQ Blank EPA 3510 EPA 8270
3527011002 OEXT/4228 MSSV/1990B80-2 EPA 3510 EPA 8270
3527011003 OEXT/4228 MSSV/1990B81-4 EPA 3510 EPA 8270
3527011004 OEXT/4228 MSSV/1990B81-4 DUP EPA 3510 EPA 8270
3527011005 OEXT/4228 MSSV/1990B79-1 EPA 3510 EPA 8270
3527011006 OEXT/4228 MSSV/1990B78-1 EPA 3510 EPA 8270
3527011008 OEXT/4228 MSSV/1990EQ Blank 2 EPA 3510 EPA 8270
3527011009 OEXT/4228 MSSV/1990B-77 EPA 3510 EPA 8270
3527011010 OEXT/4228 MSSV/1990B-77 DUP EPA 3510 EPA 8270
3527011011 OEXT/4228 MSSV/1990B45-2 EPA 3510 EPA 8270
3527011012 OEXT/4228 MSSV/1990B45-1 EPA 3510 EPA 8270
3527011013 OEXT/4228 MSSV/1990B76-1 EPA 3510 EPA 8270
3527011014 OEXT/4228 MSSV/1990B43-1 EPA 3510 EPA 8270
3527011015 OEXT/4228 MSSV/1990B41-1 EPA 3510 EPA 8270

3527011001 MSV/2815EQ Blank EPA 8260
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3527011002 MSV/2815B80-2 EPA 8260
3527011003 MSV/2815B81-4 EPA 8260
3527011004 MSV/2815B81-4 DUP EPA 8260

3527011005 MSV/2816B79-1 EPA 8260
3527011006 MSV/2816B78-1 EPA 8260
3527011007 MSV/2816Trip blank (02/28/11) EPA 8260

3527011008 MSV/2818EQ Blank 2 EPA 8260
3527011009 MSV/2818B-77 EPA 8260
3527011010 MSV/2818B-77 DUP EPA 8260
3527011011 MSV/2818B45-2 EPA 8260
3527011012 MSV/2818B45-1 EPA 8260
3527011013 MSV/2818B76-1 EPA 8260
3527011014 MSV/2818B43-1 EPA 8260
3527011015 MSV/2818B41-1 EPA 8260
3527011016 MSV/2818Trip Blank 2 (03/01/11) EPA 8260

3527011001 WET/7527EQ Blank SM 2540C
3527011002 WET/7527B80-2 SM 2540C
3527011003 WET/7527B81-4 SM 2540C
3527011004 WET/7527B81-4 DUP SM 2540C
3527011005 WET/7527B79-1 SM 2540C
3527011006 WET/7527B78-1 SM 2540C

3527011008 WET/7551EQ Blank 2 SM 2540C
3527011009 WET/7551B-77 SM 2540C
3527011010 WET/7551B-77 DUP SM 2540C
3527011013 WET/7551B76-1 SM 2540C

3527011001 WET/7497EQ Blank EPA 9034
3527011002 WET/7497B80-2 EPA 9034
3527011003 WET/7497B81-4 EPA 9034
3527011004 WET/7497B81-4 DUP EPA 9034
3527011005 WET/7497B79-1 EPA 9034
3527011006 WET/7497B78-1 EPA 9034

3527011008 WET/7542EQ Blank 2 EPA 9034
3527011009 WET/7542B-77 EPA 9034
3527011010 WET/7542B-77 DUP EPA 9034
3527011011 WET/7542B45-2 EPA 9034
3527011012 WET/7542B45-1 EPA 9034
3527011013 WET/7542B76-1 EPA 9034
3527011014 WET/7542B43-1 EPA 9034
3527011015 WET/7542B41-1 EPA 9034

3527011001 WETA/8937EQ Blank EPA 300.0
3527011002 WETA/8937B80-2 EPA 300.0
3527011003 WETA/8937B81-4 EPA 300.0
3527011004 WETA/8937B81-4 DUP EPA 300.0
3527011005 WETA/8937B79-1 EPA 300.0
3527011006 WETA/8937B78-1 EPA 300.0

REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, Inc..

Date: 03/18/2011 02:37 PM Page 190 of 191

Pace Analytical Services, Inc.
8 East Tower Circle

Ormond Beach, FL 32174

(386)672-5668



QUALITY CONTROL DATA CROSS REFERENCE TABLE

Pace Project No.:
Project:

3527011
Tomoka LF Benzene Remediation

Lab ID Sample ID QC Batch Method QC Batch Analytical Method
Analytical
Batch

3527011008 WETA/8976EQ Blank 2 EPA 300.0
3527011009 WETA/8976B-77 EPA 300.0
3527011010 WETA/8976B-77 DUP EPA 300.0
3527011013 WETA/8976B76-1 EPA 300.0

3527011001 WETA/8938EQ Blank EPA 300.0
3527011002 WETA/8938B80-2 EPA 300.0
3527011003 WETA/8938B81-4 EPA 300.0
3527011004 WETA/8938B81-4 DUP EPA 300.0
3527011005 WETA/8938B79-1 EPA 300.0
3527011006 WETA/8938B78-1 EPA 300.0

3527011008 WETA/8979EQ Blank 2 EPA 300.0
3527011009 WETA/8979B-77 EPA 300.0
3527011010 WETA/8979B-77 DUP EPA 300.0
3527011013 WETA/8979B76-1 EPA 300.0

3527011001 WETA/8988EQ Blank EPA 350.1
3527011002 WETA/8988B80-2 EPA 350.1
3527011003 WETA/8988B81-4 EPA 350.1
3527011004 WETA/8988B81-4 DUP EPA 350.1
3527011005 WETA/8988B79-1 EPA 350.1
3527011006 WETA/8988B78-1 EPA 350.1

3527011008 WETA/8989EQ Blank 2 EPA 350.1
3527011009 WETA/8989B-77 EPA 350.1
3527011010 WETA/8989B-77 DUP EPA 350.1
3527011013 WETA/8989B76-1 EPA 350.1

3527011001 WETA/9019 WETA/9030EQ Blank EPA 9012 EPA 9012
3527011002 WETA/9019 WETA/9030B80-2 EPA 9012 EPA 9012
3527011003 WETA/9019 WETA/9030B81-4 EPA 9012 EPA 9012
3527011004 WETA/9019 WETA/9030B81-4 DUP EPA 9012 EPA 9012
3527011005 WETA/9019 WETA/9030B79-1 EPA 9012 EPA 9012
3527011006 WETA/9019 WETA/9030B78-1 EPA 9012 EPA 9012
3527011008 WETA/9019 WETA/9030EQ Blank 2 EPA 9012 EPA 9012
3527011009 WETA/9019 WETA/9030B-77 EPA 9012 EPA 9012
3527011010 WETA/9019 WETA/9030B-77 DUP EPA 9012 EPA 9012
3527011011 WETA/9019 WETA/9030B45-2 EPA 9012 EPA 9012
3527011012 WETA/9019 WETA/9030B45-1 EPA 9012 EPA 9012
3527011013 WETA/9019 WETA/9030B76-1 EPA 9012 EPA 9012
3527011014 WETA/9019 WETA/9030B43-1 EPA 9012 EPA 9012
3527011015 WETA/9019 WETA/9030B41-1 EPA 9012 EPA 9012
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